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Preface 



In this book, the second of two books on interfacing the popular 
TRS-80* computer from Radio Shack, we will be introducing you 
to some of the advanced interfacing techniques that will allow you 
to do real things with your computer. You will find that these tech- 
niques can be applied to computer applications in your home, in a 
research laboratory, in a school laboratory, or in situations where it 
is just simply fun to experiment with some of the things that a com- 
puter can do. Some of these interfacing techniques can be applied 
with little difficulty, while others will require a careful analysis of 
the device or instrument that is to be interfaced to the computer. 

In particular, you will learn how the computer can be used to 
drive high-current and high-voltage loads with open-collector chips, 
with triacs, with solid-state relays, with transistor drivers, and other 
interface circuits. You will learn how the computer can be used to 
generate voltage and current signals that can be used in a variety of 
control applications, from controlling servo motors in an X-Y plotter, 
to controlling a programmable power supply. You will also learn 
how the computer can be used to measure unknown voltages and 
currents that may arise from solar collector temperature sensors, 
level detectors, and other voltage-output transducers. Since many 
computers are being used to control devices that are located at some 
distance from the central processing unit (CPU), we have spent a 
great deal of time describing the use of asynchronous-serial com- 
munication schemes, and we have provided remote control circuits 
that allow you to control Universal Asynchronous Receiver/Trans- 
mitter (UART) chips, analog-to-digital converters, digital-to-ana- 

° TRS-80 is a trademark of Radio Shack, a division of Tandy Corp. 



log converters, and other devices that can be located from several * 

feet from the computer to several thousand feet from it. We will 
also introduce you to several new interface/ controller chips, such as 
the Intersil ICL7109 A/D converter, and the Motorola MC14469 re- 
mote control chip. 

Since the basics of TRS-80 interfacing have been covered in de- 
tail in TRS-80 Interfacing, Book 1, Howard W. Sams & Co., Inc., 
Indianapolis, IN 46206, we have not reviewed them here to any 
extent, and we expect that you have mastered the basics of input 
port construction, output port construction, device addressing, and 
simple software development. You will also find that we have 
skipped over a detailed discussion of the internal operations of 
many of the interface devices that are described. We don't feel 
that this is information that is necessary to the design of interface 
circuits, although you may find that it is "nice to know," once the 
interface has been tested, and is operational. Likewise, we doubt 
that there are many readers who can provide a detailed description J 

of how automatic transmissions work, yet we all depend upon them. 

The actual uses of the interface circuits that we describe are up 
to you. While we will describe how to control high-voltage loads, 
and how to measure small voltages, what you do with these ideas 
is entirely up to you, whether you decide to build a small rocket 
engine tester, or an egg sorter. You will find that the circuit descrip- 
tions are as complete as possible, and that we have included pin 
numbers for most of the complex circuits, so that you can use them 
directly. Likewise, the software examples are complete, and you can 
use them as they are, or modify and adapt them for your own pur- 
poses. We have tried to avoid the use of "general" block diagrams 
and simple flow charts that do little to increase your understanding 
of the principles of interfacing computers to external devices. 

Since we have provided fairly complete examples, we have de- 
cided not to include experiments in this book. Doubtless, some of 
our readers will miss this, but since the circuits and programs are ., 

useful, as is, we expect that many readers will experiment with these 
as they wish, making up for the lack of experiments. 

In this book, some simple assembly-language programs are intro- 
duced and explained. These programs deal with simple X-Y displays, 
controlling a US ART chip, and interrupt service subroutine op- 
erations. As in the first TRS-80 interfacing book, a knowledge of 
assembly-language programming is not necessary, but it can be quite 
helpful, particularly if you are going to try to use interrupts. For 
additional information on assembly-language programming, we refer 
you to 8080/8085 Software Design, Books 1 and 2, and Z-80 Micro- 
processor Programming &■ Interfacing, Book 1, Howard W. Sams & 
Co., Inc., Indianapolis, IN 46206. The majority of the programs have 



been written in BASIC, and we have not used "tricks" to perform 
special functions in the programs. We are sure that some readers 
will be able to "shorten" the programs, to make them a bit more 
efficient, but efficiency was not our goal; simplicity and ease of un- 
derstanding seemed more important. 

Many of the concepts and techniques detailed in this book have 
been incorporated into a formal course, TRS-80 Interfacing and 
Programming, taught periodically through the Virginia Polytechnic 
Institute's Extension Division. For additional information about 
specific course offerings, we suggest that you call the Virginia Tech 
Center for Continuing Education (703) 961-5182, or Dr. Chris 
Titus of The Blacksburg Group, at (703) 951-9030. These courses 
are also offered on an in-house basis. 

The Blacksburg Group continues to be interested in adding new 
titles to the "Blacksburg Continuing Education Series,™" and we 
are interested in talking with readers who have ideas for new books, 
or who may have outlines or manuscripts in preparation. A complete 
packet of information for prospective authors is available upon re- 
quest from The Blacksburg Group, Inc., P. O. Box 242, Blacksburg, 
VA 24060. 

In conclusion, we hope that you enjoy reading this book on TRS- 
80 interfacing techniques, and we hope that you will find at least 
a few ideas and circuits that will inspire you to do some interesting 
and creative things with your computer. 

David G. Larsen, Christopher A. Titus 
and Jonathan A. Titus 

"The Blacksburg Group" 
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Motors, Lamps, 
Bells, and Whistles 



Whenever people are faced with a microcomputer interfacing 
task in which the computer will be used to control so-called real 
world devices, they are also faced with the need to control, or 
drive, devices that may require high voltages, high currents, or 
both. Whether your computer will be controlling a few light-emit- 
ting diodes (LEDs), or a high-power motor, you will need to con- 
cern yourself with electronic devices that can easily translate the 
logic signals of the computer into the proper voltages and currents 
that will be compatible with the external devices that are to be 
controlled. The drive circuits that will be described in this chapter 
will range from low-current and low-voltage, to high-current and 
high-voltage device controllers. Of course, there will always be al- 
ternative methods that may be used, that will accomplish the same 
interfacing task, so rather than provide an exhaustive coverage of 
many, many different driver circuits, we have chosen to provide a 
sampling of typical circuits that you should find to be readily adapt- 
able to your interfacing needs. We will place our emphasis on the 
hardware aspects of these interface circuits, since the software that 
may be used to control these drivers should be second nature at 
this point. 

OBJECTIVES 

At the end of this chapter, you will be able to: 

• Design circuits that use open-collector gates and decoders to 
drive low- voltage and low-current devices. 



Describe the use of open-collector decoders for memory expan- 
sion decoding. 

Describe the different types of peripheral drivers and transistor 
arrays currently available. 
Design high-current lamp-driver circuits. 
Discuss surge currents in lamp-driver circuits. 
Design driver circuits that use transistor arrays. 
Design addressable latch-driver circuits. 

Design solid-state relay circuits for controlling motors, lamps, 
and other line-voltage operated devices. 
Discuss the use of optical couplers for isolation. 



OPEN-COLLECTOR CIRCUITS 

The simplest driver circuits already exist within the SN7400-series 
of integrated circuits. These devices have output transistors in which 
the collector lead of the transistor is uncommitted, and is provided 
as the output of the particular gate, decoder, multiplexer, or other 
open-collector-tyTpe function. A typical open-collector device is rep- 
resented by the circuit diagram shown in Fig. 1-1. 

In this circuit, which happens to represent an inverter function, 
the output terminal is the uncommitted collector of the output tran- 
sistor. Notice, though, that the emitter terminal of the transistor is 
connected to the ground signal. This means that the output of the 
transistor will be connected to the ground signal when the transistor 
is conducting. However, the unconnected transistor collector will 
have no voltage associated with it when the transistor is no longer 
conducting. Unlike other SN7400-series devices, the open-collector 
device does not have a logic one output. The other SN7400-series 

Q +5V 



INPUT O- 



-O OUTPUT 



A 



Fig. 1-1. Schematic diagram for an SN7405 open-collector inverter circuit. 
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devices have a "committed" collector, so that the output is "pulled- 
up" to a logic one, when the output transistor is not conducting. 
Additional internal circuitry is used to perform the pull-up function. 
It is important that you realize that most SN7400-series devices have 
a logic one, or a logic zero, output state, but that without some sort 
of pulling-up action, the open-collector devices simply provide a 
path to ground, or block it. At this point, you may be wondering 
why anyone would be interested in these devices. 

The open-collector devices were quite important in computer cir- 
cuits prior to the widespread availability of three-state devices, since 
the open-collector devices could act as if they were "disconnected" 
from a signal line. In this way, they could either pull-down a signal 
line, or they could be disconnected from the line, allowing other 
devices to control it. If the devices on such a bus had distinct logic 
one outputs, the presence of logic one and logic zero states on the 
bus at the same time might cause some devices to burn out. Since 
none of the open-collector devices can generate a distinct logic one 
output, a simple pull-up resistor was used to cause the bus to be in 
a logic one state, unless one of the open-collector gates was pulling 
it down to ground through its output transistor. Many of the early 
minicomputers, such as Digital Equipment Corporation's PDP-8 
family, used the open-collector bus technique. A typical open-col- 
lector bus is shown in Fig. 1-2. In this circuit, the individual bus 
drivers are connected to the bus, one at a time, so that data present 
at their inputs are transferred onto the bus, and to the receiving 
device, in this case, a simple inverter. To simplify the distinction 
between open-collector gates, and "normal" gates, we have used the 
"double-bar" at the input side of open-collector devices. 
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Fig. 1-2. A typical open-collector bus configuration. 
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In three-state bus systems, it is important that only one output 
to the bus be activated at one time. In open-collector bus systems, 
this is not a problem, since the activation of two or more bus drivers 
will not increase the current flow on the bus, since the current is 
limited by the 1000-ohm pull-up resistor at the end of the bus. You 
should note that in the open-collector bus circuit shown in Fig. 1-2, 
data is passed through the open-collector drivers, but the data is 
inverted, a logic one becomes a logic zero, while a logic zero be- 
comes a logic one. The receiving inverter circuit reconstructs the 
data properly. The standby condition of bus is a logic one. 

While open-collector devices are still frequently used in com- 
puter buses, and in interfaces, they are being replaced by three-state 
buses, and three-state bus drivers. Three-state buses have their ad- 
vantages, but open-collector devices are still popular because they 
have the capability of making, or breaking, a circuit path to ground. 
In this way, they are readily adapted to driving low-current and 
low-voltage devices, such as small reed relays and LEDs. Actually, 
the open-collector devices "sink" current to ground, but the word 
driver is more frequently used for devices of this type. If you are 
going to be driving a few low-voltage, low-current devices, you 
will find that the open-collector devices are ideal. 

Table 1-1. Current-Sinking Capabilities o? Some SN74-Serles Devices 



Devlco 


Family 




74- 


74H- 


74L- 


74LS- 


74S- 


-00 Quad NAND 


16 


20 


3.6 


8 


20 


-03 Quad NAND 


16 


20 


3.6 


8 


20 


-05 Hex INVERTER 


16 


20 


3.6 


8 


20 


— 1 2 Tri NAND 


16 


20 


3.6 


8 


20 


-22 Dual NAND 


16 


20 


3.6 


8 


20 



Note: Ail currents in milliamperes, at a maximum of 5.5 volts. 

The information in Table 1-1 shows the current sinking capability 
of some of the open-collector devices in several of the SN7400 de- 
vice families. The maximum current sinking is provided by the 
SN74H-series and the SN74S-series devices, at 20 milliamperes 
(mA) per output. This is quite adequate for small reed relays and 
LEDs. While standard SN7400-series devices have a current sink- 
ing capability of 16 mA, they have active pull-up devices that gen- 
erate the logic one output, and they should not be used to drive 
relays, LEDs, or other nonlogic devices, directly. Likewise, you 
should not try to use an output from a latch, flip-flop, or counter 
to drive a nonlogic device, without using an open-collector driver. 
Some typical application of open-collector devices for the control 
of an LED indicator and a low-current relay are shown in Fig. 1-3. 
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SN7407 
Fig. 1-3. Typical uses of open-collector driver circuits. 

You should note that the maximum voltage that can be applied to 
the open-collector devices listed in Table 1-1 is +5.5 volts. 

In some applications, however, it would be useful to have open- 
collector devices that could handle higher voltages, and higher 
currents. There are other devices within the SN7400-series that have 
these capabilities. These open-collector devices are listed in Table 
1-2. Note that all of these devices are contained in the SN7400 se- 
ries, and not in the SN74LS-, SN74S-, or other families. Buffers, in- 
verters, and gates are all available with the high-voltage and high- 
current capabilities. These types of devices are frequently used in 
those applications in which some high- voltage load must be driven 
by the computer, for example, a +12- volt relay. The high-voltage 

Table 1-2. Maximum Currant and Voltage Levels 
for Some Open-Collector Devices 



Davlcs 


•max ( m A) 


Vmax (V) 


7406 Hex INVERTER 


40 


30 


7407 Hex BUFFER 


40 


30 


7416 Hex INVERTER 


40 


15 


7417 Hex BUFFER 


40 


15 


7426 Quad 2-input NAND 


16 


15 


7433 Quad 2-input NOR 


48 


5.5 


7438 Quad 2-input NAND 


48 


5.5 
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open-collector devices are also used as interface circuits between 
the transistor-transistor logic (TTL) family, and other logic fami- 
lies in which higher voltages are used to represent the logic one and 
logic zero logic levels. An example is an interface between a TTL 
circuit, and a circuit that uses complimentary metal-oxide semi- 
conductor (CMOS) logic chips. A sample circuit is provided in 
Fig. 1-4. This interfacing technique is important if you will be us- 
ing the CMOS family of devices for external digital circuits. The 
CMOS family is frequently used in industrial applications, since 
it has more noise immunity than the TTL family, and it finds use 
in remote, or battery-powered applications because of its low power 
consumption. 



TTL IN O- 



mm 



+ 5V 




+ 12V 
Q 



1_ 



SN7407 



-O CMOS OUT 



CD401 1 



UULT 



Fig. 1-4. Using an open-collector buffer as a TTL-to-CMOS interface element. 

In the interface shown in Fig. 1-3, you will note that a diode has 
been placed across the coil of the relay. Since the diode serves no 
purpose when the circuit is powered, you may ask why it has been 
included. You must remember that when the power is removed from 
a coil, the "collapsing" flux tends to induce an opposite electro- 
motive force (emf ) in the device, generating a voltage. In most re- 
lays, this can be significant. Just place your fingers across the ter- 
minals of an operating 6-volt buzzer, and you will feel the high 
voltage that is generated in this way. To prevent such high-voltage 
spikes from damaging the open-collector driver chip in a relay driv- 
ing application, a small-signal diode is provided to shunt the back 
emf so that it will not harm the driver circuit. This is good design 
practice, and whenever relays are used, such shunts, or protection 
diodes, should be used in the interface. 

Also, as shown in Fig. 1-3, incandescent lamps may be driven by 
open-collector drivers, although the trend is to use LEDs for front 
panel indicators, pilot lamps, etc. If you choose to use an incan- 
descent lamp, you should remember that these lamps have a high 
inrush current when the filament is cold. These currents can be 
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present for tens of milliseconds, and they can often exceed the cur- 
rent rating of the driver that is being used to drive the lamp. We 
will discuss this more when we talk about driving lamps that re- 
quire 117 volts ac line voltage. In general, incandescent lamps re- 
quire drivers with high current ratings, so that the inrush currents 
can be safely handled. 
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Fig. 1-5. A typical input and output on an instrument. 

If you are going to be interfacing commercially available elec- 
tronic devices and instruments, you will often encounter TTL- 
compatible inputs that have pull-up resistors associated with them, 
as shown in Fig. 1-5. You will also encounter outputs from instru- 
ments that are driven by open-collector devices, as shown in Fig. 
1-5. While standard TTL outputs could probably drive the inputs 
with pull-up resistors, this is not recommended. In fact, most instru- 
ments of this type will be some distance from the computer or in- 
terface, so open-collector drivers are the best choice. A typical ex- 
ample of this is shown in Fig. 1-6. One of the reasons for using open- 
collector drivers is that they can drive long lines with fairly high 
currents, making the signals less susceptible to having noise induced 
upon them. The open-collector devices are also used to reduce the 
effect of the resistance of the wire used as the signal conductor. In 
the example provided in Fig. 1-6, each of the open-collector drivers 
will be sinking 11 mA when a logic zero is transmitted on each of 
the signal lines. 



P H>- 



INSTRUMENT ■ 



£>_- 



X> 



i^ 1 



Fig. 1-6. Interfacing open-collector devices with standard instrument I/O lines. 
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OPEN-COLLECTOR DECODERS 

While open-collector gates are quite useful, there are often cases 
in which other open-collector functions are needed. The most com- 
mon requirement is for open-collector decoders. In the standard 
SN7400 family, there are three decoders that are worth describing: 
the SN74145 high-current decimal decoder, the SN74159 four-line- 
to-16-line decoder, and the SN74141 high-voltage decimal decoder. 

The SN74145 decimal decoder is shown in block diagram form 
in Fig. 1-7, along with its pin configuration, or pinout This decoder 
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Fig. 1-7. Block diagram and pin configuration for the SN74145 decoder chip. 
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will accept four bits (four lines) of binary information, decoding 
the binary value, so that one of the 10 outputs provides a conduct- 
ing path to ground. Only 10 outputs have been provided, through 
10, so not all of the 16 possible binary input states can be decoded. 
Only the binary values 0000 through 1001 are valid binary inputs, 
with all other binary input codes causing all of the output transistors 
to be turned off, or blanked. This chip is particularly useful for 
driving LED or incandescent lamps in displays, since each output 
transistor can sink up to 80 mA at a maximum of 15 volts. Thus, the 
decoder can also be used to pulse relays and other devices. 




SN74145 
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Fig. 1-8. Using an SN7414S decoder to provide short current-sinking pulses for control. 

Frequently, there are cases in which high-current pulses must be 
generated by the computer, for strobing external instruments and 
circuits. Open-collector gates- or inverters could be used along with 
a standard device address decoder to provide these pulses, or an 
SN74145 decoder could be used instead, to provide both the de- 
coding and driving functions on one integrated circuit. The sche- 
matic diagram shown in Fig. 1-8 shows how this type of open- 
collector decoder may be used to provide short, high-current paths 
to ground for use by external devices. Note that this circuit assumes 
that the required pull-up, or voltage-sourcing device, is provided 
in the interface to which the decoder is connected. The device ad- 
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dress decoding scheme shown in Fig. 1-8 is for nonabsolutely de- 
coded addresses, so the high-current pulses may be generated by 
several' different device address codes. 

An additional use for open-collector devices is shown in Fig. 1-9. 
Note that the outputs of several open-collector devices have been 
connected together, and to a pull-up resistor, as well. While the out- 
puts of standard SN7400-series devices cannot be connected to- 
gether if they are to work properly, you have seen that open- 
collector outputs may be connected in this way. In the decoder 
circuit shown in Fig. 1-9, the open-collector devices (inverters and 
buffers ) have been configured to provide a nand gate function. The 
D input on the SN74145 decoder will only be a logic zero when 
the proper combination of logic ones and logic zeros is present at 
the six inputs to the buffers and inverters. This is considered a 
nand function, since the logic ones are simply buffered, while the 
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Fig. 1-9. An absolutely decoded current-sinking pulse generating circuit. 
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logic zeros are inverted to logic ones. The unique state of the nand 
gate occurs when all of the inputs are logic ones. The unique output 
of the nand gate is a logic zero. When the D input of the SN74145 
decoder is a logic zero, the decoder is enabled, and the proper open- 
collector output from the decoder is turned on, sinking current to 
ground. In the interface shown, eight pulses can be generated un- 
der software control, through the use of statements such as OUT 
152,0. You should recall that when a command such as this is exe- 
cuted, the computer outputs the eight-bit binary device address on 
the address bus, while generating the OUT pulse for synchroniza- 
tion. While the data value, zero in this case, is placed on the data 
bus, the decoder circuit does not require it, nor is it used elsewhere 
in the computer system. 

In this example, we stated that the SN74145 decoder will be en- 
abled only when its D input is a logic zero. This is not really the 
case, since the decoder will always accept and decode four binary 
bits. However, if you ignore the use of the "8" and "9" outputs of 
the decoder, you can consider the D input to be an enabling input, 
since the decoder can only enable, or turn on, one of the remaining 
outputs, "0" through "7," when the D input is a logic zero. 

In the SN74145-based decoder schemes that have been illustrated 
in Figs. 1-8 and 1-9, the decoders have been used to generate short 
pulses. If you require that the open-collector output be enabled 
for a period that exceeds the length of the OUT pulse, a latch would 
be required. In this case, a data value would be transmitted to a 
latch, which would in turn be wired to an SN74145 decoder. The 
outputs of the decoder could be turned on, one at a time, for as 
long as the associated binary value was present at the inputs of the 
decoder. By using a circuit such as this, it would be possible to 
have the computer turn various devices on and off for long periods. 
It is important to remember, though, that when a decoder circuit 
is used, only one of the devices connected to the outputs of the 
decoder may be controlled at any time. If some of the interfaced 
devices are to be controlled by the computer, such that their oper- 
ation may be independently, and perhaps simultaneously, con- 
trolled, then individual outputs must be made available. A simple 
latch circuit could be used for this function, provided that open- 
collectors are used for each of the outputs. In a configuration such 
as this, eight devices may be controlled by an eight-bit latch. Since 
the individual bit positions are independent of one another, the 
eight devices may be controlled independently. The two different 
types of port-controlled open-collector interfaces are shown in 
Fig. 1-10. 

The SN74159 decoder is a 4-line-to-16-line decoder, as shown 
in Fig. 1-11. The integrated circuit is an open-collector replacement 
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for the SN74154 decoder. All of the 16 possible outputs are pro- 
vided, and two enabling inputs are also provided, making the 
SN74159 fairly easy to use. While this decoder does not have the 
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Fig. 1-10. Two ways to use latched output ports to control open-collector devices. 

high-current and high-voltage capability of the SN74145, it is still 
quite useful for controlling interface circuits, such as the one shown 
in Fig. 1-6. The SN74159 decoder may be used to generate pulses 
in a manner that is similar to that already described for the SN74145 
decoder (Figs. 1-8 and 1-9). 
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Fig. 1-11. Pin configuration for the SN74159 open-collector 4-to-16-line decoder chip. 

The SN74159 may also be used when additional memories are 
to be added to a small computer system, in which it is desired to 
mix blocks of memory chips which may contain different numbers 
of memory bytes. For example, there are memory chips that contain 
IK (1024), 2K, and 4K bytes of memory. The SN74159 decoder may 
be easily used to provide the chip select signals for all of these 
different "sized" chips, since its decoded outputs may be connected 
together. The decoder scheme in Fig. 1-12 shows a circuit in which 
the memory address lines have been used to decode the available 
memory addresses, dividing them into IK blocks. Since a 2K block 
would require two chip select signals, and a 4K block would require 
four chip select signals, the necessary chip select signals are simply 
connected together, instead of being gated together with additional 
gate circuits. Of course, a pull-up resistor must be furnished for 
each of the three resulting chip-select signals, so that a logic one 
is actually generated for each line, when the outputs of the decoder 
are inactive. There are many other circuits in which an open- 
collector decoder such as the SN74159 may be useful. You should 
remember that you cannot simply connect the outputs of a stan- 
dard SN7400-series decoder to perform the same function. Only 
open-collector gates may be connected to provide these gating 
functions. 

The last open-collector circuit that is generally useful is the SN- 
74141 decimal decoder. This decoder has been fabricated specifi- 
cally to drive high-voltage, gas-filled, cold-cathode indicator tubes, 
in a one-of-ten configuration. The SN74141 decoder is typically 
used in circuits that drive gas-filled displays, whether they are in- 
dividual neon indicator lamps, or more complex numeric indicators 
such as Nixie® tubes. While these types of readout devices are 
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Fig. 1-12. Using an open-collector decoder to generate chip select pulses for 
blocks of memory. 

generally not used in new designs, they are commonly found in 
older equipment. The SN74141 is used to drive individual gas-filled 
indicators, such as NE-2 and NE-2H neon lamps, or display panels. 
Care is required in interfacing high-voltage displays, since it is easy 
to connect the high voltages to the wrong points in a breadboarded 
circuit, destroying it. Whenever gas-filled indicators are used, a se- 
ries, current-limiting resistor must be used, since conducting gas- 
filled indicators offer almost no resistance in the circuit. 

There are quite a few other types of open-collector circuits in 
the SN7400 family of devices, but most of these are seven-segment 
decoder driver circuits, used to drive seven-segment LED displays. 
Some other gating circuits are also available, but in most cases they 
will not be used in interface circuits, such as the ones described 
in this chapter. 

PERIPHERAL DRIVERS AND TRANSISTOR ARRAYS 

In this section, we will describe some of the integrated circuits 
that have been developed specifically so that TTL-compatible de- 
vices can be used to control relays, LEDs, and incandescent dis- 
plays, to mention only a few possible uses. Peripheral driver circuits 
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are those in which a driver transistor and a gate have been inte- 
grated in a single circuit. There are generally two peripheral driv- 
ers per integrated circuit package, and the transistor may, or may 
not, be directly connected to the output of the gate. Various con- 
figurations of drivers are possible, using nand, nor, and, or or gates. 
Transistor arrays come in many different configurations, using tran- 
sistors that have been designed for special purposes. We have lim- 
ited our scope so that only those transistor arrays that are generally 
used in computer interfacing have been included. 

Peripheral Drivers 

Peripheral drivers are integrated circuits that include a logic gate, 
and a driver transistor. Depending upon the driver chosen, or the 
application in which the driver is to be used, the transistor and the 
output of the gate may be connected, or they may be unconnected. 
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Fig. 1-13. Logic diagrams for some typical dual peripheral driver chips. 

These chips are probably best represented by the Texas Instrument's 
SN75400 family. Table 1-3 summarizes the current drive capabili- 
ties, and voltage limits for these devices. In most cases, the sub- 
families contain a selection of nand, nor, and, and or gates that are 
used to control the driver transistor, or output transistor. Typical 
examples of dual peripheral driver chips are shown in Fig. 1-13. 
The functional diagram and pin configuration for the SN75450B, 
SN75460, and SN75470 chips is shown in Fig. 1-14. While these 
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Fig. 1-14. Functional diagram 
and pinout for SN75450B, 
SN75460, and SN7S470 pe- 
ripheral driver chips. 
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chips are pin-for-pin equivalents, the current driving ranges are 
different, as noted in Table 1-3. 

The dual peripheral drivers in which the output transistor has 
been connected to the gate are very similar to the open-collector 
devices that have been described previously. The peripheral driv- 
ers have the ability to sink higher currents that can be handled by 




Fig. 1-15. Using the SN75451B driver chip 
to drive two lamps. 



Courtesy Texas Instruments, Inc. 

the open-collector devices, and they can handle higher voltages, 
too. A typical application of an SN75451B driver is shown in Fig. 
1-15, in which two incandescent lamps are driven, independently, 
by the same chip. A second application is shown in Fig. 1-16. In 
this example, an SN75475 driver is used to control two 48-volt re- 
lays. Since this chip contains internal diode clamps, or shunts, ex- 
ternal diodes are not required to protect the drive transistor. 
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Fig. 1-16. Using the SN75475 peripheral 
driver to drive two relays. 
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There are many cases in which LEDs are not particularly useful 
as indicators, such as those in which an indicator is to be visible 
from some distance, visible in both high-level and low-level light- 
ing conditions, visible from varying angles, and where a variety of 
colors is required. Since LEDs cannot answer all of these needs, 
incandescent indicators are frequently used. These lamps have 
higher current requirements than do LEDs, and in many cases they 
require higher drive voltages, too, generally between 12 and 28 
volts. Incandescent lamps have high inrush currents when the fila- 
ments are cold, and since these currents can frequently reach ten 
times the normal operating current of the lamp, special precautions 
are required when driving incandescent lamps with peripheral 
driver chips. There are a number of methods that may be used to 
reduce the inrush current, and several will be described. The sim- 
plest method for reducing the inrush current through a cold fila- 
ment is to keep the filament warm. This is conveniently done by 
placing a "keep alive" resistor in parallel with the driver circuit, 
between the lamp and ground. This is shown in Fig. 1-17. The value 
of the resistor is chosen so that the current flowing through the lamp 
is about one-tenth of the fully operational current of the lamp. In 
the example shown, a 6-volt, 150 mA lamp has been used with a 
150-ohm resistor. The value of the resistor was chosen so that the 
lamp would be unlit, but with about 40 mA flowing through it. 
In most cases, one-half, or one watt keep-alive resistors are used. 

A surge limiting resistor may also be used in series with the lamp, 
so that the peak current is limited when the lamp is first turned on, 
as shown in Fig. 1-18. In this circuit, the SN75450B driver has been 
used, and the output of the gate has been directly connected to the 
base of the transistor. You must remember that in this type of a 
circuit, it is the transistor and the resistor that will be limiting the 
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Fig. 1-17. Using an SN7S451A as a lamp driver, with a keep-alive resistor. 

current, and not the resistor alone. It is not difficult to calculate the 
limiting current, which is essentially the emitter voltage divided 
by the emitter resistance. The emitter voltage is the output voltage 
of the gate, less the emitter-base voltage, or 3.3 volts and 0.95 volts, 
respectively: 
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Fig. 1-18. Using an SN75450B driver with current limiting resistor. 
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The transistor saturates at this point, limiting the flow of current to 
about 340 mA. Since the filament starts to heat up quickly, the cur- 
rent starts to drop back to its normal level, or about 200 mA for the 
GE-1851 lamp shown in the circuit. The maximum surge current 
must not be allowed to exceed the maximum surge level for the 
SN75450B driver, and also, the current must not be limited by the 
saturation of the transistor when it is normally in its on state. Thus, 
the surge current limit defined by the equation should be higher 
than the normal current flowing through the lamp when it is on. 

An alternate method of turning on incandescent lamps involves 
the use of two driver circuits, one that is used for the normal switch- 
ing, and another that is used for the current limiting switching. In 
the example shown in Fig. 1-19, a monostable circuit has been con- 
figured with a 390-ohm resistor and a 500 /u,F capacitor. When the 
input control line of the lamp goes to a logic one, the current lim- 
iting circuit starts to conduct current through the lamp. After the 
RC network has "timed-out," the current limiting network is by- 
passed by the connection through the other driver directly to 
ground. In the circuit shown in Fig. 1-19, the lamp has a "warm-up" 
period of about 200 ms, before the second driver makes the direct 
connection to ground. 

Driving relays is somewhat simpler than driving lamps. As was 
noted previously, a diode is generally placed in parallel with the 
coil of the relay in relay driver circuits, with the polarity of the 
diode the reverse of the current flow. This shunts the back emf 
that is generated when the relay is turned off. It is also important 
to take other protective measures so that the output transistor is 
protected properly, too. When the transistor is turned off, the volt- 
age on the collector will tend to increase almost instantaneously, 
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Fig. 1-19. Using two SN75452A drivers for current control in a lamp-driver circuit. 
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reaching the voltage that is used to drive the coil of the relay. ( In 
this circuit, the collector of the transistor is connected to the coil, 
the emitter is connected to ground, and the base is connected di- 
rectly to the output of the gate. ) If the collector reaches this volt- 
age very quickly, the drive transistor may be destroyed. To reduce 
the speed at which the collector voltage increases, after the tran- 
sistor has been turned off, a small capacitance is added to the cir- 
cuit, between the collector and ground. A typical circuit in which 
a capacitor is used is shown in Fig. 1-20. The protective diode can 
be removed if the peripheral driver chip contains protective diodes. 
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Fig. 1-20. A completely protected relay-driver circuit. 

We noted previously that there are some peripheral drivers in 
which the output transistor is not connected to the gate within the 
chip. In these drivers, of which the SN75450B is an example (Fig. 
1-14), the silicon material upon which the chip has been fabri- 
cated—its substrate— is not connected to ground. Thus, the transis- 
tor may be used with voltages that are more negative than ground, 
by connecting the substrate pin on the integrated circuit package 
to the more negative voltage. The unconnected base is useful, too, 
since a resistance may be placed between the output of the gate 
and the input of the base, so that the current flow through the re- 
sistor may be limited. We doubt that these applications will prove 
to be very important in normal interfacing tasks, so we have not 
provided any specific examples. 

There are some other important points that should not be over- 
looked in the discussion of peripheral driver circuits. Since relays, 
lamps, LEDs, and other devices will frequently have supply volt- 
ages that are higher than the +5-volt used in TTL circuits, it is 
important that these higher voltages not be applied prior to apply- 
ing the TTL supply voltage. If there is a chance, as there always is, 
that the higher drive voltages will be present without the +5-volt 
TTL supply, there should be some provision for backing up the pe- 
ripheral chips with their own power supply. Probably the simplest 
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type of back up would involve deriving the logic supply voltage for 
the peripheral driver chips from the voltage used to drive the higher 
voltage relays, lamps, etc. A simple voltage regulator could be used. 
In this way, whenever the drive voltage is applied to the system, 
so is the logic supply for the peripheral drivers. Separate TTL chips 
could have their own +5-volt power supply. 

For additional information about peripheral driver circuits, we 
refer you to The Peripheral Driver Data Book (Texas Instruments, 
Inc., Dallas, TX 75222), and Linear and Interface Circuits Applica- 
tions (Texas Instruments, Inc., Dallas, TX 75222), from which much 
of the information in this section was obtained. 

Transistor Arrays 

There are many different types of transistor arrays that are readily 
applied to interfacing tasks in which high-current and high-voltage 
peripheral devices must be controlled. Examples of transistor arrays 
include the RCA Corporation's CA3096AE, an integrated circuit in 
which there are three npn and three pnp transistors, and more 
complex devices such as the Sprague ULN-2800A-series chips that 
will be described in more detail, later. The main characteristic of 
these transistor arrays is that they are easily interfaced with TTL- 
compatible circuits, to provide the capability of driving relays, 
LEDs, seven-segment displays, incandescent lamps, and other pe- 
ripheral devices. Some of the transistor arrays require a few addi- 
tional components to provide the proper input voltages, current 
levels, etc. We suggest that you carefully review your interfacing 
requirements when you explore the possibility of using transistor 
arrays in your designs. There are many applications in which the 
transistor drivers are better suited than say, peripheral driver chips, 
or open-collector chips. Most transistor arrays do not come with 
the nand, or, nob, or and gates that are found associated with pe- 
ripheral driver chips. However, if these gating functions are not 
required on the same chip, then the transistor arrays should be 
carefully considered. In fact, there are usually more of them in a 
given integrated circuit package than there are comparable periph- 
eral driver circuits. 

The example illustrated in Fig. 1-21 shows the use of a Sprague 
ULN-2803 or -2805 driver to drive eight incandescent lamps. Since 
protective diodes have been included on the chip for relay appli- 
cations, they have been cleverly used in this circuit for a lamp-test 
feature. Whenever the lamp-test switch is closed, current will flow 
through all eight diodes, causing each of the lamps to light. Unlit 
lamps would indicate burned-out filaments. Many of the drivers in 
the ULN-2800A family are presented in Table 1-4. There are dif- 
ferent types of devices for use with the different types of logic 
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Fig, 1-21. Circuit diagram showing 
the ULN-2803/05A used as a lamp- 
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families; that is, TTL, CMOS, PMOS, and various combinations, 
at different operating voltages. The use of a ULN-2813A chip as 
a relay driver is shown in Fig. 1-22. Note that the internal protec- 
tive diodes have been connected to the +V power supply to shunt 
the back emf that is generated whenever a relay is turned off. 

An application in which one LED is lit within a matrix of LEDs 
is shown in Fig. 1-23. An SN74145 decoder, with open-collector out- 
puts, has been used to provide current sinks for the individual rows 
of LEDs, and an RCA CA3082 has been used to source the voltage 

Table 1-4. Sprague US.N-2800-Fomlly Characteristics 
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Fig. 1-22. Using the ULN-2813A as a relay 
driver. Note internal protective diodes. 
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Fig. 1-23. Controlling an LED display matrix with a CA3082 driver, and an 
SN74145 decoder. 
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for the various columns of LEDs. In this circuit, one LED is selected 
by providing a row code to the SN74145 decoder, and a column 
drive signal to the CA3082. Note that the column selection is not 
decoded. While this may seem like a simple-minded example, the 
diode array might be a General Instruments MAN-2A, or equivalent 
five-by-seven array of LEDs used for alphanumeric displays. Of 
course, a latched output port would be required if a computer were 
to control the LED matrix display. Seven-segment displays are 
frequently controlled in a similar manner, with current sinks turn- 
ing the various segments on and off, and current sources selecting 
the individual digits, one by one. 

In some interface circuits, currents may be required that exceed 
the current rating of the transistors on a transistor array chip. In 
cases such as this, external transistors may be used to further boost 
the current carrying capability of an interface circuit. The circuit 
shown in Fig. 1-24 shows how a 2N4901 transistor may be driven 
by one of the transistors in a ULN-2803 array. The 2N4901 has a 
maximum collector current of five amperes. 

In some electrostatic printers, aluminized paper is used. The 
print head, or printing element, passes a high-voltage pulse through 
the aluminized surface of the paper, so that the aluminum is vapor- 
ized, leaving a visible black dot. Combinations of these dots form 
five-by-seven matrices, so that letters, numbers, and special symbols 
may be represented, or "printed" on the paper. While you need not 
be concerned with exactly how the various rows and columns of 
dots are generated in the interface, you will have to design circuits 
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Fig. 1-24. Using an external transistor to boost the current driving ability of a 
transistor array. 
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(B) Developing -42V at pin 8 of ULN-2003A. 
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Fig. 1-25. Three print-head driver circuits for an electrostatic printer, showing various 
solutions to the high-voltage driving problem. 
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that can deliver — 42-volt pulses to the print head upon command 
of the interface. This would seem to be a possible application for 
a transistor array, or for a peripheral driver chip. Actually, there 
are a number of circuits that may be used to solve this problem. 
The circuits in Fig. 1-25 illustrate the different ways in which the 
electrodes may be controlled so that they will deliver the required 
—42-volt pulses to the aluminized paper. Only one of the circuits 
is shown, although seven duplicate circuits are required for a seven- 
row dot-matrix printer. The Texas Instruments TIP110 and Motor- 
ola MJE801 transistors are Darlington pairs. The ULN-2003A is a 
Sprague 50-volt, 500 mA driver, while the DS8897 is a National 
Semiconductor gas display driver, used in this application to drive 
the print-head transistor drivers. Future developments will prob- 
ably yield simpler solutions to this particular interfacing problem. 
It is important to remember that there is a voltage drop in all of 
the peripheral drivers and transistor arrays that have been de- 
scribed. Therefore, there will be some heat generated by all of 
these devices when they are conducting high currents. Some of the 
integrated circuit packages have heat-sink fins substituted for a 
few of the unused electrical contact pins. These should be placed 
so that they can be easily cooled by passing air, or so that they can 
be attached to an efficient heat sink. If the devices get too hot, their 
current-carrying capacity must be derated, meaning that they can't 
be expected to carry as much current as is noted in their specifica- 
tion sheet. If you decide to use these devices, be sure that they are 
efficiently cooled. If the devices get too hot, they will burn out 
quickly. 

AN ADDRESSABLE DRIVER 

There is a particularly useful series of interface circuits that you 
may want to use. These devices are called addressable latches or 
addressable drivers, since the chips have internal latches, decoders, 
and high-power transistor outputs. In the devices manufactured by 
Signetics, each of the latches' outputs has the ability to either sink 
or source about 300 mA. Two devices are available, the NE590, 
which is the current sinking chip, and the NE591, which is the 
current sourcing chip. Both of these addressable latch chips have 
eight independently controlled outputs. The latch is addressable, 
since each of the eight bits may be independently addressed, and 
either set (logic one), or cleared (logic zero). A general block 
diagram of the NE590/NE591 is shown in Fig. 1-26, while the pin 
configurations for both chips are shown in Fig. 1-27. The NE590 is 
contained in a 16-pin package, and the NE591 is contained in an 
18-pin package. The main difference between these chips, aside 
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Fig. 1-26. Block diagram of the NE590/591 addressable latch/driver chip. 

from the sinking or sourcing of current, is in the use of two addi- 
tional pins on the NE591 for control of the chip-enabling logic, and 
for connection to the positive current-sourcing power supply. In 
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Fig. 1-27. Pin configurations for the Signetics NES90 and NES91 addressable 
latch/driver chips. 
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most cases, this supply voltage will be +5 volts, the same voltage 
as is used by the logic circuits, but in some situations, it can be a 
maximum of +7 volts. 

The NE590/NE591 acts like a normal latch circuit, except that 
instead of loading an eight-bit word through to the outputs in par- 
allel, an individual bit is selected by three address inputs, and the 
addressed bit is latched, as either a logic one, or a logic zero. In 
this way, each of the eight bits may be turned on, or turned off 
without disturbing the other bits. Since only three address bit s 
are used to address the latch circuit, a separate chip enable (CE) 
input has been provided so that the chip may be selected using 
the remaining address bits, and a function puls e, suc h as OUT. 
Both the NE590 and NE591 have separate clear (CLR) inputs, so 
that the eight outputs may be independently cleared at the start 
of a control sequence, or when the interface is first turned on. 

A typical interface circuit in which the NE590 is used is shown 
in Fig. 1-28. In this example, a data bit from the data bus is used 
to provide the logic state that is to be latched into the particular 
bit that is addressed by address bits A2 through AO. Note that the 
remaining low address bits, A7 through A3, and the OUT function 
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Fig. 1-28. A typical LED-driving interface for the NE590 (current sink). 



38 



Table 1-3. Output Commando for Control of the NES90 (See Fig. 1-28) 



Transistor 


ON Command 


OFF Command 


QO 


OUT 248.1 


OUT 248,0 


Ql 


OUT 249,1 


OUT 249,0 


Q2 


OUT 250,1 


OUT 250,0 


Q3 


OUT 251,1 


OUT 251,0 


Q4 


OUT 252.1 


OUT 252,0 


Q5 


OUT 253,1 


OUT 253,0 


Q6 


OUT 254,1 


OUT 254,0 


Q7 


OUT 255,1 


OUT 255,0 



pulse, have been gated together to generate the chip enable pulse 
that controls the actual latching process. In this interface circuit, 
eight separate device addresses are required, one per bit, while the 
least-significant bit in the data word transferred by each output 
command determines whether the addressed transistor switch is 
on or off. (In the NE590/NE591, logic 1 = transistor on, and logic 
= transistor off.) In this example, the software instructions shown 
in Table 1-5 would be used to control the addressable latch. In each 
case, you must remember to provide the proper data word, so that 
the corresponding transistor is turned on, or off, as required. Unlike 
a conventional latch in which all eight data bits are loaded simul- 
taneously, the bits in an addressable latch are loaded one at a time. 

Table 1-6. Output Commands for Control of the NE591 (See Fig. 1-29) 



Transistor 


OFF Command 


ON Command 


Q0 


OUT 96.0 


OUT 104,0 


Ql 


OUT 97,0 


OUT 105,0 


Q2 


OUT 98,0 


OUT 106,0 


Q3 


OUT 99,0 


OUT 107,0 


Q4 


OUT 100,0 


OUT 108.0 


Q5 


OUT 101,0 


OUT 109,0 


Q6 


OUT 102,0 


OUT 110,0 


Q7 


OUT 103,0 


OUT 111,0 



An alternate interfacing circuit is shown in Fig. 1-29, in which 
the NE591 has been used to source current for the displays. In this 
example, the data input of the latch is not connected to the data 
bus, but to one of the address bits, instead. Now, the state of ad- 
dress bit A3 determines whether a logic one, or a logic zero is 
latched, controlling the respective output transistor. It is not neces- 
sary to provide a specific data bit in the output instruction, since 
the output instructions themselves are used to control the latch. 
A list of the control software commands for this circuit is shown 
in Table 1-6. While the data values specified in this table are all 
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zeros, the actual data value is irrelevant (don't care), since the 
data has no effect upon the latch. 

The outputs of the NE590/NE591 chips should be treated as 
simple current sinks and current sources. The outputs may be used 
to drive lamps, LEDs, relays, displays, and other devices that re- 
quire high currents. Since the outputs of the latches may be inde- 
pendently controlled, the latch provides an easy means for gener- 
ating control pulses that may be used to control external devices, 
such as the instrument shown in Fig. 1-5. We have used the NE590 
in this way to control one part of the interface circuit for a Diablo 
Hytype I printer. Normal TTL devices did not have the current 
driving capability, nor did they provide the needed functions in a 
single chip. 
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Fig. 1-29. An alternate LED-driving interface for the NE591 (current source). 

CONTROLLING AC LINE LOADS 

There will probably be applications in your computer system, 
in which it will be necessary to have the computer control loads 
that are powered by 117 volts, alternating current, or what is fre- 
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quently called line voltage. The buffers, open-collector chips, and 
transistor arrays that have already been described cannot control 
high-voltage, high-current ac loads. One simple solution is to have 
the computer control buffer chips that in turn control relays, which 
further control the power to the loads that require line voltage. 
This is certainly an acceptable way to solve the problem, and it 
is used in some systems although there are simpler, and more reli- 
able ways in which this task can be accomplished. In this section, 
we will describe some of the circuits that may be used to allow a 
small computer to control 117 V ac. 

O MAIN TERMINAL 2 (MT2) 



GATE O- 



6 MAIN TERMINAL 1 (MT1) 
Fig. 1-30. Schematic representation of a triac switch device. 

Simple Solid-State Controllers 

Probably the simplest electronic switch that can be used to con- 
trol 117 V ac loads is the thyristor, or triac semiconductor device, 
shown in Fig. 1-30. There are other semiconductor switches, but 
this discussion will be limited to the triac. The triac device has a 
gate input that is used to control the flow of current through the 
device. The simplest use of the triac is shown in Fig. 1-31. In this 
circuit, the triac will not conduct any current when the switch is 



Fig. 1-31. Schematic diagram for a simple 117 VAC 
triac-based electrical switch. 
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open, but it will conduct current when the switch is closed. For in- 
terfacing purposes, it is preferable to have the computer control 
the switch so that the current through the load is controlled. An ex- 
ample of such a computer-controlled line switch is shown in Fig. 
1-32, in which three triac devices have been used. You should be 
able to recognize the main triac ( T3 ) that has been used to control 
the current through the lamp (load). You should also be able to 
see how a second triac ( T2 ) has been used in place of the mechani- 
cal switch that was shown in Fig. 1-31. This switching triac is con- 
trolled by a third triac (Tl). A logic input turns a transistor on and 
off, controlling the triac-based switch. The +5-volt supply used in 
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Fig. 1-32. Schematic diagram for a logic-controlled triac switch. 

this circuit is the logic supply voltage. Since an incandescent lamp 
has been used as the load, the additional circuit components have 
been added to control the inrush current. We have used this as a 
simple example, merely to show how triac devices may be used to 
control line loads. A detailed explanation of this circuit is not nec- 
essary, since simpler circuits can perform the same switching func- 
tion. One thing about this circuit (Fig. 1-32) may bother you. There 
are direct electrical connections between the computer and the 117 
V ac line voltage. In the circuit shown, there will be no problems 
under normal operating conditions, but should a person drop a 
screwdriver, or other conductive object into the circuit, it would 
be quite possible to make a connection between the circuits of the 
computer and the line voltage, destroying the computer. We would 
like to have some means of protecting the computer from such a 
disaster. 
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An optical coupler could be used to isolate the computer circuits 
from the line voltage control circuits. Such a device is shown in 
cutaway form in Fig. 1-33. An infrared light-emitting diode ( IRED ) 
is placed above an infrared-sensitive photodetector. When the IRED 
is conducting, the infrared light is passed through a "light-pipe," to 
the detector. The incident infrared light causes current to flow 
through the detector. Of course, when the IRED is off, current 
ceases to flow through the detector, or at least it flows at a much 
reduced rate. In this way, the input signal that turns the IRED on 
and off is isolated from the photodetector, since there is no electri- 
cal connection between the IRED and the detector. 



IRED 



BLACK OVERMOLD 




DETECTOR 



LIGHT PIPE 



Courtesy Motorola Semiconductor Products, Inc. 
Fig. 1-33. A cut-away view of an optical coupler chip. 

The Motorola Semiconductor group has developed an optical 
coupler that is designed to work directly with triacs and logic levels. 
This device, the MOC3011, allows the computer to control the 
IRED, while the infrared light is detected by the photodetector, 
which is used to control the triac. In this way, the computer may 
be used to control triac circuits, but without any direct electrical 
connections with them. The pin configuration for the MOC3011 is 
provided in Fig. 1-34. Two simple control circuits are shown in 
Fig. 1-35. These circuits illustrate how the MOC3011 may be used 
in triac circuits to control resistive (lamp) and reactive (motor) 
loads. 

If you plan to use the MOC3011-type circuit in a number of 
different interfaces, it would be wise to protect the IRED side of 
the optical coupler. This can be done with a simple network of 
parts; a diode to protect against reversed polarity connections, and 
a transistor to limit the current through the IRED. This protective 
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circuit is shown in Fig. 1-36, which provides a good general-purpose 
line control circuit, as well. The 2N6071B triac can handle about 
4 amperes at 117 V ac. It is important to keep in mind the voltage 
drop across the triac, since this will generate some heat. If you 
choose to use this particular circuit, it would be a good idea to use 
a heat sink for the 2N6071B package. If you plan to control devices 
that require higher line voltages, say 240 V ac, you cannot use the 
MOC3011 alone, since it cannot withstand the higher voltage. How- 
ever, you can double-up the MOC3011 devices so that the voltage 
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Courtesy Motorola Semiconductor Products.. Inc. 
Fig. 1-34. The pin configuration for the MOC30T1 optical coupler. 

(240 V ac) is equally divided across them. This is shown in Fig. 
1-37. Two one-megohm resistors have been used to provide the 
voltage divider circuit. The protection network on the inputs to the 
optical coupler has been left out, for clarity. 

Solid-State Relays 

If you are not particularly excited about the prospect of building 
a triac-based line switch for each of the line loads that you wish 
to control, then pre-packaged solid-state relays are an attractive 
alternative. All of the necessary triac, and other solid-state circuits 
are molded into a package that simply requires installation in the 
load circuit, and some simple connections to the computer interface. 
The schematic diagram of a typical solid-state relay is very similar 
to that shown in Fig. 1-36. Some typical solid-state relays are shown 
in Fig. 1-38. These devices are available in a wide variety of sizes 
and shapes, and with various voltage and current levels. Solid-state 
relays have their advantages and disadvantages, some of which are 
listed in Table 1-7. Most solid-state relays can be used in either 
117 V ac, or 220 V ac circuits, and relays with current-carrying 
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Fig. 1-35. Two simple triac controllers for resistive loads and reactive loads. 
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Fig. 1-36. A general-purpose triac controller with a protected logic input. 
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Courtesy Motorola Semiconductor Products, Inc. 
Fig. 1-37. Using MOC3011 optical couplers to control 240 V ac triac switches. 
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Fig. 1-38. Photograph showing the physical characteristics of various solid-state relays. 

capabilities of up to 45 amperes are available. Since most solid- 
state relays are optically coupled to the load-controlling triac, there 
is substantial voltage isolation between the control and line sides 
of the relays. This isolation is often several thousand volts, gener- 
ally running between 1500 and 2500 volts on commercially avail- 
able models. 



Table 1-7. Advantages and Disadvantages of Solid-State Relays 


Advantages 


Disadvantages 


Wear-resistant, no moving parts to 
wear out. 


Require heat sinks, due to the 
voltage drop in the switching 
semiconductor. 


Quite, contact cleaning is not 
required. 


Generally, just ac loads can be 
switched. 


Directly compatible with TTL and 
other logic families. 


Different contact arrangements are 
difficult to obtain, most are 




normally open. 


Repeatable performance. 


Can be expensive. 



Solid-state relays must be used in interfacing applications with 
some care. When these devices are used to control the high voltages 
and high currents associated with line loads, it is not always possible 
to know where in a 117 V ac, 60 Hz (or 50 Hz) cycle, the load will 
be turned on. If the relay happens to be at the peak voltage when it 
is turned on, there will be a sudden rush of current through the 
solid-state relay. This high current can often exceed the maximum 
current rating of the solid-state relay in use. The instantaneously 
high current can also cause the solid-state relay circuit to radiate 
a great deal of electromagnetic noise, over a wide spectrum of fre- 
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quencies. This noise can be picked up by computer circuits, causing 
malfunctions, bad data values, and other problems. These problems 
may be substantially reduced by using a technique called zero- 
voltage switching. When zero-voltage switching is used in a solid- 
state relay, the relay will only start to conduct voltage, when the 
alternating voltage applied to it on the load side reaches zero, even 
if the controlling side of the relay has been activated somewhere 
in the middle of a voltage cycle. The zero-voltage crossing points 
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ZERO-VOLTAGE-CROSSING POINTS 
Fig. 1-39. Zero-voltage crossing points in a 117 V ac waveform' 4 '. 

are shown in Fig. 1-39, while the timing relationship between the 
on command and the actual turning on of the load is illustrated in 
Fig. 1-40. The maximum delay in turning on the solid-state relay 
is about 8.3 milliseconds, the period of half a cycle at 60 Hz. In 
most applications in which solid-state relays are used, this will be 
an insignificant period. Since there is some additional circuitry in 
zero-voltage switching solid-state relays, to detect the zero-crossing 
point, some current will be drawn through the load by the relay, 
even when it is off. This doesn't generally exceed a few milliam- 
peres, however. Actually, most zero-voltage switching solid-state 
relays don't switch at exactly zero volts, but within about one to 
five volts of the zero-crossing point. 




Fig. 1-40. Timing relationship between the turn on command, and the actual zero-voltage 

switching point''". 



48 



By way of an example, consider a control system in which an 
incandescent lamp is to be turned on and off by a solid-state relay. 
The problem of inrush current has already been discussed, but it 
is an important consideration in the selection of solid-state relays. 
We will assume that the cold resistance of the filament is 2.4 ohms, 
and the on resistance is 24 ohms. This ratio is quite reasonable for 
an incandescent bulb. In calculating the worst case conditions, we 
will assume that the lamp is turned on when the voltage ( 117 V ac) 
is at its peak. Thus, the instantaneous current through the lamp is 
about 70 amperes: 

T _ Vp B AK 

■IPEAK — 



RcOLD 

_ 120y / 2 

2.4 
= 70 amperes 

If we assume that the switching takes place at 5 volts, which is 
very close to the zero-voltage point, then the instantaneous current 
is greatly reduced, being about 2 amperes, instead of 70. Most solid- 
state relays can operate at high currents for a few cycles, so while 
start-up and inrush currents may be high, they can frequently be 
tolerated if they are only present for a few cycles. For example, a 
solid-state relay that is rated at a maximum current of 10 amperes 
can handle a peak current of 50 to 60 amperes for one or two cycles, 
30 amperes for 10 cycles, or 15 amperes for 100 cycles. 

Since the triac devices will continue to conduct current until the 
gate signal is removed, you may be wondering about the use of 
zero-voltage switching to turn them off. Actually, the triacs take 
care of this themselves, since it is the nature of the triac to continue 
to conduct until the voltage across the triac reaches zero volts, even 
if the gating signal had been removed elsewhere in the cycle. No 
special turn-off circuitry is required. 

RELAY PROTECTION 

Since solid-state relays are frequently used with inductive loads, 
such as motors, or large relays, it is possible for such loads to gen- 
erate a back emf when they are turned off. Such emf, or voltage 
spikes, may be "detected" by the triac in the solid-state relay, caus- 
ing it to turn back on. It is advisable to use a "snubber" circuit 
across the load outputs of the solid-state relay, if this appears to 
be a problem. The snubber circuit helps to reduce the voltage spikes, 
so that the relay will not be re-energized. Typical snubber circuits 
are shown in Fig. 1-41. Likewise, glitches or transient high-voltage 
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Fig. 1-41. Typical snubber circuits for use with solid-stale relays. 

spikes on the power lines may also cause solid-state relays to 
turn on. 

Since triacs are used in solid-state relays, they will cause a volt- 
age drop in the load circuit, which will generate heat, in direct re- 
lation to the current that is being switched by the relay. Unless you 
will be using solid-state relays to control fairly low-current devices, 
the relays should be provided with heat sinks. A typical relationship 
between the temperature of a relay, and its ability to carry current, 
is shown in Fig. 1-42. Typically, a 7-ampere solid-state relay can 
only be used to switch a 1.5 ampere load, unless heatsinking is 
provided (4) *. 

There are other considerations that must be carefully evaluated 
before Solid-state relays can be used in an interface. Most relays 
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Fig. 1-42. Load current versus temperature for a solid-state relay' 4 '. 
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must have a minimum current passing through them when they are 
turned on, and there are upper and lower limits on the voltages that 
may be applied to both the control and load sides of the device. In 
almost all cases, you will find that solid-state relays are not universal, 
and that one relay will not suit all of your needs. If you wish to 
apply solid-state relays to interfacing tasks, we suggest that you 
take the time to contact some of the manufacturers listed at the end 
of the chapter, since they will be able to provide you with specific 
information on the various relays that they manufacture. Many of 
the manufacturers have written application notes that describe spe- 
cific applications, general guidelines, and other useful information. 

Before we end our discussion of solid-state relays, and other de- 
vices that are used to control what can generally be called nonlogic 
devices, there is one other type of protective device that should be 
considered. This is the metal-oxide varistor, or MOV. These devices 
can be used in a variety of different ways to protect computers, 
control circuits, interfaces, power supplies, and other important 
parts of a computer system, from high-voltage transients, or spikes. 
Rather than describe these devices in great detail, we refer you to 
the well-written applications manual, available from General Elec- 
tric (6) . In this manual, you will find out more about how you can 
protect your investment in computer and other electronic equip- 
ment. 

Oh, yes, we are sure that some of you are wondering about the 
bells and whistles mentioned in the title of this chapter. Actually, 
electromechanical bells are simply relay-like circuits, but be sure 
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Elec-trol, Inc. 
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Phoenix, AZ 85038 



5842 Research Drive 
Huntington Beach, CA 92649 



Gordos Arkansas, Inc. Sigma Instruments, Inc. 

1000 N. Second Street 170 Pearl St. 

Rogers, AR 72756 Braintree, MA 02184 
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to use good diode protective circuits, since the back emf is gener- 
ated rather frequently. Solid-state buzzers solve this problem nicely, 
and they may be driven by open-collector chips, or peripheral driv- 
ers, without a great deal of fuss. Whistles, like fire whistles, are 
generally controlled by a 117 V ac motor, which can be controlled 
by a solid-state relay, which may be controlled by an open-collector 
gate, which may be controlled by a computer, etc. 
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Analog and Digital 

Conversions and Data 

Processing 



It is our purpose in this chapter to introduce you to the ways in 
which your TRS-80 computer can both control and measure external 
signals that are represented by voltages and currents. You may be 
asking yourself, "Why would I be interested in doing this?" When 
you consider the many physical measurements that can be made 
through the indirect measurement of a voltage or a current, the use- 
fulness of these measurements will be quickly apparent. Consider 
the measurement of strain, torque, temperature, pressure, incident 
light, humidity, and other quantities. Each of these can be converted 
to a voltage that can be readily measured by a computer system. 
Likewise, there are many cases in which the computer can be used 
to generate a voltage, or a current, that can be used to control an 
external device. While some of the on /off interface circuits have 
already been discussed, there are other situations in which the com- 
puter must be able to generate continuously variable voltages, for 
the control of servo motors, programmable voltage boosters, func- 
tion generators, electrochemical plating baths, and other voltage- 
dependent devices. When we talk about using the TRS-80 to actu- 
ally measure a varying voltage, we will really be talking about the 
use of devices called analog-to-digital converters, and when we de- 
scribe those situations in which the TRS-80 will be "generating" a 
varying voltage, digital-to-analog converters will be used. There are 
special types of control interfaces for each of these devices, and 
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they will be described in this chapter, along with the software that 
will be required to properly control them. 

OBJECTIVES 
At the end of this chapter, you will be able to: 

• Describe the function of a digital-to-analog converter. 

• Describe the relationship between the number of input bits to 
a digital-to-analog converter, and its resolution. 

• Describe the operation of a simple eight-bit digital-to-analog 
converter interface circuit. 

• Use the MC1408 and NE5018, eight-bit digital-to-analog con- 
verter integrated circuits. 

• Write software to control digital-to-analog converters. 

• Describe double buffering for digital-to-analog converters. 

• Describe the detailed use of digital-to-analog converters in sev- 
eral applications. 

• Describe the interfacing requirements of analog-to-digital con- 
verters. 

• Design analog-to-digital converter interface circuits, using the 
AD571 and ICL7109 converter chips. 

• Describe the application of analog-to-digital converters in sev- 
eral measurement experiments. 

• Describe some simple data processing tasks. 

• Develop software to control analog-to-digital converters. 

In this chapter, the emphasis will be placed upon the use of digi- 
tal-to-analog (D/A) converters, and analog-to-digital (A/D) con- 
verters, so the discussion will center upon several of these converter 
devices, rather than on an introduction to the many different types 
of converters that serve the same purpose. You should be aware, 
though, that there are literally hundreds of different types of con- 
verter products, many of which are general-purpose in nature, and 
some of which have been designed for very specific purposes. As 
you read through this chapter, you will be provided with some of 
the details of the various types of converters that are available. 

Some of the information in this chapter will discuss the process- 
ing of information that has been acquired by the computer from an 
external source. The topics of averaging, filtering, integrating, etc., 
will be discussed, since it is important to be able to use the infor- 
mation once it has been acquired. The internal operation of D/A 
and A/D converters has been covered elsewhere, and we refer you 
to some of the references at the end of this chapter for some of the 
details of how these devices actually work. For the most part, we 
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will be treating these converters as if they are the proverbial "black 
boxes" that are well known in engineering circles. Our main con- 
cern, and yours, is in the use of these devices, and not what makes 
them work the way that they do. Now that we have introduced you 
to this new series of topics, let us start our discussion with the sim- 
plest type of converter, the digital-to-analog converter. 

DIGITAL-TO-ANALOG CONVERTERS 

Digital-to-analog converters, frequently noted as DACs, or D/A 
converters, are circuits that have digital inputs and a single analog 
output. The digital inputs are combinations of logic ones and logic 
zeros that form a binary number. In the applications and circuits 
described in this book, these inputs will be compatible with the 
logic levels that are generated by TTL circuits. Thus, they are TTL- 
compatible inputs. The analog output provided by a D/A converter 
is a voltage that is continuously variable between an upper and a 
lower limit. So that some basic principles can be illustrated, we will 
assume that a D/A converter is available with four binary inputs, 
and with an analog output that has a range from to +15 volts. 
The 16 possible binary inputs range from (0000) to 15 (1111). 

Each of the four binary inputs to the converter is weighted, in 
much the same way that the bits themselves are weighted. In the 
four-bit D/A converter, the four inputs would have weights of one, 
two, four, and eight, each being an integer power of two. Since each 
bit is weighted differently, each bit will "contribute" a different 
amount to the output voltage of the D/A converter. In this case, 
the most-significant bit ( MSB ) has a value of either zero, or eight, 
so it can contribute either or 8 volts to the output of the converter. 
The least-significant bit ( LSB ) will also make a contribution to the 
total output, this being either or 1 volt. We have assumed that the 
D/A converter contains the necessary circuitry to accurately add 
these contributed voltages. In this converter, then, the binary bits 
have the ability to add either zero, or their particular weight, ex- 
pressed in volts; that is, 8 volts, 4 volts, 2 volts, and 1 volt. Any volt- 
age between and 15 volts ( 0, 1, 2, 3, . . . 13, 14, or 15 volts ) , can 
be generated by the four-bit D/A converter, through the application 
of the proper four-bit binary code to the four inputs of the con- 
verter. The relationship between the binary inputs, and the voltage 
output, is shown in Table 2-1. 

While the output of the D/A converter was noted as being "con- 
tinuous," you should note that the output of this four-bit D/A con- 
verter is a series of discreet voltages that are easily measured. In 
fact, the output of every D/A converter will be discreet voltage 
steps, whether the steps are a few millivolts, or 1 volt. 
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Table 


2-1. Four-Bit D/A Converter With Voltage Bangs 
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The block diagram for a typical D/A converter is shown in Fig. 
2-1. In most commercially available D/A converters, the binary in- 
puts control switches that either add, or do not add, to the total 
output, a current that is proportional to their weight. It is much 
easier to switch currents in these devices, than it is to switch volt- 
ages. A precision resistor ladder is used to control the individual 
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Fig. 2-1. Block diagram of a typical D/A converter. 
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currents, and you may see the notation "R/2R resistor ladder net- 
work," associated with D/A converters. 

In computer interfacing, you will probably find little use for D/A 
converters with fewer than eight bits. In fact, 10- and 12-bit D/A 
converters are quite common in computer systems. As the number 
of binary inputs is increased, so is the resolution of the converter. 
This simply means that the voltage steps that are output by the 
converter, are smaller. Thus, an 8-bit D/A converter would have 
a resolution of one-part-in-256, and a 12-bit converter would have 
a one-part-in-4096 resolution. You will probably find that most inter- 
facing tasks that call for an analog control voltage, are easily han- 
dled with 8- or 10-bit D/A converters. 

Digital-to-analog converters are very fast, converting the applied 
digital value into the corresponding voltage output within a micro- 
second. There is no other control required; you simply apply the 
binary bits, and the voltage output of the converter changes accord- 
ingly. Typically, output ports, or latches, are used in computer inter- 
faces to store binary values for use by D/A converters. You should 
be familiar with these devices from TRS-80 Interfacing, Book 1 
(Howard W. Sams & Co., Inc., Indianapolis, IN 46206). 

Before we get started discussing the interfacing of D/A convert- 
ers, we need to spend a bit more time discussing the characteristics 
of the output of the converter. For the purposes of this discussion, 
we will assume that there is an 8-bit D/A converter available, with 
its output specified as being within the range of to +10 volts. In 
this converter, there are 256 different voltages, each of which con- 
sists of contributions from the 8 weighted binary inputs. The MSB 
would contribute 5, or volts, while the next to the MSB would 
contribute 2.5, or volts, and so on, for each of the 8 bits, as shown 
in Table 2-2. If you add all of these 8 weighted voltages, as the 
converter would for a binary input of IIIIIIH2, or 255, you would 
find that the total is 9.9609375 volts, and not 10 volts, as was speci- 
fied. How can this be? Just remember that the MSB contributes one- 
half of the full-scale voltage, the next to MSB contributes one-quar- 

Toble 2-2. Voltage Weights for an Eight-bit D/A Converter 



Bit Position 


Voltage* 


Most-significant bit 
Least-significant bit 


5.0000000 = Vi of full scale 
2.5000000 = V* of full scale 
1.2500000 = V, of full scale 
0.6250000 = Vu of full scale 
0.3125000 = '/« of full scale 
0.1562500 = '/.< of full scale 
0.0781250 = Vu. of full scale 
0.0390625 = V M » of full scale 



*10-voii full-scale converter 
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ter, and so on. Only an infinite number of bits would be able to have 
their corresponding voltages added to reach the 10-volt full-scale 
specification. Actually, the 9.9609375-volt full-scale output is close 
enough to 10 volts for most interfacing tasks. In fact, the difference 
between the maximum output from the D/A converter, and the 10- 
volt maximum that was specified, is 0.0390625 volt, the contribution 
from the LSB. Ten-bit and 12-bit D/A converters with the same 
full-scale range have smaller voltage steps, or greater resolution, so 
that they can more closely approximate the 10-volt full-scale volt- 
age, as noted in Table 2-3. In this discussion, we have provided all 
of the decimal digits for the calculations of the voltages for each 
step. In practice, this is not really practical, since most measure- 
ments are useful to three significant digits. Thus, the 9.9609375-volt 
maximum would really be measured at about 9.96 volts. 

Table 2-3. Voltage Resolution off Various D/A Convortors 



Converter 


Max Full Scale* 


Resolution 


% Resolution 


8-Bit 
10-Bit 
12-Bit 


9.9609375 volts 
9.9902344 volts 
9.9975588 volts 


0.0390625 volts 
0.0097656 volts 
0.0024412 volts 


0.39 

0.1 

0.024 



*10-voit fuli-scale converter 



Not all converters have the same full-scale voltage output. Some 
converters are available with a variety of outputs, for example ±2.5 
volts, ±5 volts, 0-10 volts and 0-1 volt. Current output D/A con- 
verters are also available, having outputs of ±1 mA or 0-10 mA. 
The converters that have both positive and negative output voltages 
are called bipolar D/A converters, while those that have either posi- 
tive or negative outputs, are called unipolar D/A converters. There 
are applications for both types. If you need a D/A converter that 
has a voltage range that is not readily available among the standard 
converters offered by manufacturers, you can use operational am- 
plifiers (op-amps), to change the range, to add an offset voltage, 
to invert the voltage, and perform other "conversion" functions on 
the analog output from the converter. Op-amps are also used to 
convert the current output by some D/A converters into a voltage. 

Just as the converters have different types of outputs, there are 
devices that have different types of digital inputs, too. Some of the 
commonly available input codes include binary, binary-coded deci- 
mal (BCD), and offset binary. In most cases, the binary input 
models will be the most useful in computer interfacing applications. 
Converters are also available with inputs that are compatible with 
the various types of logic families, for example, CMOS, ECL, and 
TTL. The wide variety of D/A converters makes them easy to use 
in computer interface circuits. 
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D/A Converter Interfacing 

As was mentioned previously, most interfaces that use a D/A 
converter also have latches between the data bus of the microcom- 
puter and the inputs of the converter, since it is necessary to main- 
tain the digital input to the converter for as long as the same volt- 
age output is required. Without the latch function, the D/A con- 
verter could not perform any useful function. A typical D/A con- 
verter interface circuit is shown in Fig. 2-2. A control pulse is re- 
quired to activate the latch, and in this circuit, the OUT function 
pulse has been gated with device address "7," to provide the needed 
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2-2. A typical eight-bit D/A converter interface, using an Analog Device 
AD559 converter. 



device select pulse. A typical command that could be used to con- 
trol this circuit would be OUT 7,100, which would transfer the 8- 
bit binary value 01100100 to the latch, and thus to the eight inputs 
of the D/A converter. If a 10-volt full-scale converter is used, an 
output of about 3.91 volts would result from the execution of this 
command. Since the D/A converter is under the control of the pro- 
grammer, various programs can be written to control the voltage 
output in many ways. The three programs listed in Examples 2-1, 
2-2, and 2-3 show how an increasing voltage ramp, a decreasing 
voltage ramp, and a triangular voltage sweep can be generated. 
The programs have been written in BASIC, so that they are com- 
patible with the TRS-80 computer. Several other programs that may 
be used with an 8-bit D/A converter are contained in Experiment 
No. 11 in TRS-80 Interfacing, Book 1. You might be interested to 
know that the positive ramp program generated a ramp with a 
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Example 2-1. Program for a Positive Voltage Ramp 

10 FOR 1 = TO 255 
20 OUT 7,1 
30 NEXT I 
40 GOTO 10 

period of about 1.5 seconds. An equivalent assembly -language pro- 
gram required only six 8-bit bytes of memory, and it was able to 
generate a similar ramp with a period of 3.6 milliseconds, or about 
400-times faster than was possible with the BASIC program. 

Example 2-2. Program for a Negative Voltage Ramp 

10 FOR ! = 255 TO STEP -1 
20 OUT 7,1 
30 NEXT I 
40 GOTO 10 

More complex output functions prove the usefulness of BASIC, 
though, since the trigonometric sine function shown in Example 2-4 
would be quite difficult to generate with an assembly-language pro- 
gram, unless the sine values were already stored in a table in mem- 
ory, often called a look-up table. The sine function shown in Ex- 
ample 2-4 computes the sine of angles that are expressed in radians, 
rather than in degrees, so a conversion is necessary, so that degrees 

Example 2-3. Program for a Triangular Voltage Waveform 

10 FOR 1 = TO 255 

20 OUT 7,1 

30 NEXT I 

40 FOR 1 = 255 TO STEP -1 

50 OUT 7,1 

60 NEXT I 

70 GOTO 10 

are converted to radians. This program also illustrates some other 
things that must be considered when attempting to use higher-level 
languages, such as BASIC, and simple hardware interfaces. You 
should recall that the TRS-80 computer can only transfer eight bits 
of information to an output device at one time, consisting of values 
between and 255, inclusive. The values for the sines of different 

Example 2-4. Generating a Sine Voltage Function 

100 FOR 1=0 TO 360 

110 A=128 + INT(127*(S1N(I*0.017453))) 

120 OUT 7.A 

130 NEXT I 

140 GOTO 100 
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angles vary between —1 and +1, so how can an 8-bit D/A converter 
be used to display a sine function, such as the one generated by the 
program listed in Example 2-4? 

The full-scale range of the sine values must be converted to the 
full-scale range of the D/A converter, and the bipolar sine values 
must be converted to unipolar values for use by the D/A converter. 
These functions are performed in Example 2-4, at line No. 110. 
Note that if the sine of an angle is zero, the resulting value for the 
variable, A, is 128, which when transferred to the D/A converter, 
will place the output voltage at the middle of the output range. 
The sine of the unknown angle is multiplied by 127, so that the 
sines of the angles between and 360 degrees will be converted 
to values between -127 and +127. When these values are added 
to +128, the resulting range of values for A is +1 to +255, values 
that are readily output to the output port of the D/A converter. 
The INT command is used to generate integer values of the sine, al- 
though this command could have been left out of the program, 
since the OUT command of the TRS-80 ignores fractional portions 
of values that are to be output. 

You will find many applications for D/A converters in which 
either a particular function (positive ramp) or particular set of data 
values (sines of angles) may be required. In most cases, BASIC 
programming steps may be used to convert this information so that 
it may be output to binary D/A converters for use by a plotter, a 
display, or to control an instrument. 

Practical D/A Converter Circuits 

Now that you have seen a few of the things that a D/A converter 
can do, it is useful to look at a few other D/A circuits. The Motorola 
MC1480-8 integrated circuit is an 8-bit D/A converter sub-system 
that contains the current switches used in a complete D/A con- 
verter. Since this device costs only a few dollars, it has been quite 
popular for use in small computer systems. It requires a few exter- 
nal components, as well as an output port latch circuit. A typical 
circuit in which the MG1408-8 is used is shown in Fig. 2-3. An ex- 
ternal operational amplifier has been used in this circuit to provide 
the necessary current-to-voltage conversion, so that the circuit will 
provide a 10-volt full-scale output. An external reference voltage is 
also supplied by the MC1408-8, 2.5 volts in this example, which 
flows through a 1250-ohm resistor to provide a known current flow 
of 2 mA. This means that the output of the MC 1408-8 converter will 
be 2 mA at full-scale. A 5000-ohm feedback resistor is used in the 
op-amp circuit, to provide the 10-volt full-scale output, computed 
using Ohm's law, I = E/R. An LM318 op-amp, or equivalent, has 
been selected for its high performance characteristics. The use of 
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voltage references will be discussed in more detail later, since this 
topic is quite important if the particular D/A converter that you 
will be using requires a stable, external reference source. 

Another typical 8-bit D/A converter interface is shown in Fig. 
2-4, in which a Signetics NE5018 D/A converter chip has been used. 
In this circuit, additional circuit components have been added, so 
that the output of the converter may be adjusted for the maximum 
voltage output desired, and so that the offset may be adjusted, too. 
The full-scale adjustment allows you to adjust the output of the 
circuit, so that its maximum is very close to 10 volts, or 9.96 volts 
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Fig. 2-3. A typical eight-bit D/A converter interface, using a Motorola MCI 408-8 converter. 

for true 8-bit conversions. The offset adjustment allows the output 
of the converter to be set at exactly zero for an input of 00000000 2 . 
Most converter circuits can be adapted so that they include con- 
trols for full-scale and offset adjustments. Some converters may be 
configured so that either a bipolar, or a unipolar output is available. 
This can be done fairly easily with the NE5018, so that the output 
of the converter may be either ±5 volts, or to 10 volts. 

Two important features have been incorporated into the NE5018. 
One of these is the availability of an on-chip voltage reference cir- 
cuit. The other is the presence of on-chip latches for the eight data 
bits. A simple latch enable ( LE ) signal is supplied by the computer 
to transfer eight bits of information from the data bus to the inter- 
nal latches. This does away with the need for an output port circuit, 
when the NE5018 is used. It has been our experience that the 
NE5018 is a very useful and convenient D/A converter circuit for 
general-purpose use. It is available for about $10.00. The NE5018 
may be used without the full-scale and offset controls, simply by 
removing the four control resistors from the circuit. 



62 



> 






> 




o 
w 

LU 



CD 
CO 



m 

co ui 

_i -i 



0)coN(Otn-^cocM 



MDlDfOMr-O 

QQQQDQQD 






g2 



Fig. 2-4. An eight-bit D/A converter interface using the Signetics NE5018, with an 

internal latch. 
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Of course, there are many other 8-bit converters available from 
a number of different manufacturers. A representative list of some 
of these has been included at the end of this chapter, for your 
reference. 

Higher Resolution Converters 

There are situations in which analog control voltages are required, 
but with resolutions that are greater than that available from 8-bit 
converters. A four-fold increase in resolution is available when 10- 
bit D/A converters are used in place of 8-bit converters, but inter- 
facing these devices to an 8-bit computer such as the TRS-80, pre- 
sents some interesting problems. You will recall that the TRS-80 
computer can only transfer 8 bits at a time, and that it is impossible 
for it to transfer a 10-bit value to an external device, all 10 bits at 
the same time. On the surface, the solution would seem to be trivial, 
since an 8-bit latch could be used for eight of the bits, and a 2-bit 
latch could be used for the remaining bits. Data transfers could 
take place through the use of one OUT command to transfer part 
of the data word (eight bits), and another OUT command to trans- 
fer the remaining part of the data word (two bits). Of course, two 
separate device addresses would be required for the proper control 
of the interface. Such an interface is shown in Fig. 2-5. If you at- 
tempted to use this circuit, along with the program listed in Ex- 
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Example 2-5. A Positive Ramp Generator Program for a 10-bit 
D/A Converter 

10 FOR 1 = TO 1023 
20 M=INT(l/256) 
30 L = (-(256*M) 
40 OUT 54,1 
50 OUT 55.M 
60 NEXT I 
70 GOTO 10 

ample 2-5, to generate a positive voltage ramp, you would observe 
a number of glitches, or errors, in the output voltage. These errors 
occur since the complete 10-bit binary value is not applied to the 
inputs of the converter at exactly the same time. The BASIC pro- 
gram takes several milliseconds to execute each of the program 
steps. 

To eliminate such errors in the loading of 10-bit values to D/A 
converters, a technique called double-buffering is used. A simple 
double-buffered D/A converter circuit is shown in Fig. 2-6. The 
MC3410 D/A converter chip has been chosen for this example, since 
it is very similar to the MC1408-8 device that has been described 
already. Note that the least-significant bits have two sets of data 
latches between the data bus, and the inputs of the converter, while 
the two most-significant bits have only one latch. As was the case 
in the 10-bit D/A converter interface circuit shown in Fig. 2-5, two 
separate latch control signals have been used, but there is a signifi- 
cant difference in the operation of these two interfaces. In the 
double-buffered interface, the eight least-significant bits are loaded 
into Latch No. 1 when the low-byte strobe (LBS) signal is gener- 
ated by the computer. This latch retains the information that has 
been transferred to it and presents it to the inputs to Latch No. 2. 
Since Latch No. 2 has not been actuated, there is no effect upon 
its outputs to the D/A converter. When the two most-significant 
bits are transferred to the interface by the activation of the high- 
byte strobe (HBS) signal, these bits are loaded into Latch No. 3. 
The HBS signal also transfers the information from Latch No. 1 
to Latch No. 2, so that the 10-bit data word is presented to the in- 
puts of the D/A converter as a complete set of 10 bits. All that was 
required in this new interface was an additional 8-bit latch circuit, 
controlled by the HBS signal. 

With the double-buffered 10-bit D/A converter, an error-free 
ramp may be generated, since no glitches will be observed. In the 
circuit shown in Fig. 2-5, the glitches are observed during the tran- 
sitions from binary inputs of 0011111111 to 0100000000, from 
0111111111 to 1000000000, and so on. The reason for the glitches 
has been explained; the 10-bits of information are not transferred 
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Fig. 2-6. A simple double-buffered 10-bit D/A converter interface. 
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to the inputs of the converter simultaneously. However, the actual 
errors, themselves, may not be quite so obvious. Assuming that the 
eight least-significant bits are transferred to the converter first, the 
transition from 0011111111 to 0100000000 would actually be from 
0011111111 to 0000000000, and then to 0100000000. 

A second approach to double-buffering is shown in Fig. 2-7. In 
this interface circuit, an Analog Devices AD561, 10-bit converter 
has been used. This converter contains an internal voltage refer- 
ence, so it is fairly easy to use. In the interface circuit, a second 
latch has been used for both the least-significant bits, and for the 
most-significant bits, requiring three control lines. Here, the LBS 




to 



Fig. 2-7. A double-buffered 10-bit D/A converter interface, using Analog Device AD561. 

signal loads the LSBs into an 8-bit latch, while the HBS signal loads 
the MSBs into a separate latch. The HBS signal does not transfer 
the new data word to the inputs of the D/A converter. A separate 
control signal, load D/A converter (LDAC), is used to transfer the 
separately formed portions of the complete 10-bit word to the con- 
verter. In this way, either the MSBs, or the LSBs, may be loaded 
into the interface circuit first, without disturbing the other bits. 
Only when the LDAC signal has been actuated, will the actual 
transfer to the converter take place. This double-buffering scheme 
provides a bit more flexibility than the one shown in Fig. 2-6, but 
it does require the use of an additional 2-bit latch, and a third 
control line. The program listed in Example 2-5 may be used with 
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this interface, but an additional command would have to be in- 
cluded, so that the LDAC line would be pulsed by the computer: 

55 OUT 56,0 

Just as 8-bit D/A converters are being constructed with on-chip 
latch circuits, 10-bit D/A converters are being constructed with all 
of the necessary circuitry for the double-buffering functions. An 
example of this type of converter is the Analog Devices AD7522LN, 
as shown in Fig. 2-8. You should be able to distinguish the LBS, 
HBS, and LDAC signals. This chip costs about $20.00, which is 
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Fig. 2-8. The schematic diagram and pin configuration for the AD7522LN 10-bit double- 
buffered D/A converter chip. 
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Fig. 2-9. Schematic diagram for a D/A converter interface, using the AD7522 double- 
buffered converter chip. 

quite reasonable, when you consider that much of the interface 
circuitry has been provided on the converter chip. This converter 
does require an external reference, and a complete interface circuit 
is shown in Fig. 2-9. Both full-scale (gain) and offset control po- 
tentiometers have been included in this circuit, as has an op-amp 
for voltage output. 

Reference Voltages 

In many digital-to-analog converter circuits, an external voltage, 
or current, reference is required, to provide a reference upon which 
the final output of the converter is based. It should go without say- 
ing that a converter is only as good as its reference, although this 
relationship is frequently overlooked. If you use a voltage reference 
that is unstable, or that varies with temperature, supply voltage, or 
current, then the output of the D/A converter will vary, too. The 
best way to avoid these problems is by using a stable voltage refer- 
ence source. There are many reference devices available, with one 
of the easiest to use being the Analog Devices AD580. This three- 
terminal reference can be operated with supply voltages that are 
between 4.5 volts, and 30 volts, to provide a steady 2.5-volt output 
(±1%). Since the AD580 is quite inexpensive, it can be used easily 
in those D/A converter circuits that require a 2.5-volt reference. The 
AD580 is shown in Fig. 2-10. You can also make a "poor man's ref- 
erence," using a standard voltage regulator chip, such as the 78L05 
five-volt regulator. This is shown in Fig. 2-11, in a configuration that 
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uses a resistor divider network to obtain the 2.5-volt reference volt- 
age. Voltage regulators have a possible error of about ±10%, so you 
may find that it is advantageous to use a standard reference voltage 
supplying chip, rather than a regulator, or you may wish to try 
to use a variable voltage regulator device, such as an LM117- 
series, or a 78MG00-series device. If a voltage regulator is used, 

+ 4.5V TO + 30V 



AD580 (BOTTOM VIEW) 




+ 2.5V ± 1% 



(TO-52 PACKAGE) 



Fig. 2-10. Bottom view of the ADS80 + 2.5-volt voltage reference chip. 

the voltage output by the D/A converter will only be as accurate 
as the voltage reference supplied by the regulator chip. It has been 
our experience that voltage regulator reference supplies work well 
for general experimental, and student laboratory use, while most 
practical applications demand the use of a commercially available 
reference chip. 

You should also pay careful attention to the power supplies that 
are used to power the D/A converters in a computer interface cir- 
cuit. These supplies should provide clean, ripple-free voltages that 
are well regulated. In fact, it is best if separate power supplies are 
used to power the converters and any associated analog circuitry, 
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Fig. 2-11. A "poor man's reference," using a 5-volt voltage regulator chip. 

since noise that is induced on the supply voltages from relay driv- 
ing, lamp driving, etc., will invariably show up superimposed upon 
the analog signals that are generated by the D/A converters. It is 
also very easy to be careless in the design of interface circuits, since 
we tend to forget that ground lines carry substantial amounts of 
current. Current differences, and voltage differences on these 
ground connections can result in additional noise being added to 
the signal of the converter. The best solution to the problem of 
grounding is to use separate ground lines for the analog signal 
processing portions of your interface circuit, returning this ground 
directly to the power supplies of the analog circuit. Of course, a 
common ground is required between the power supplies of the 
digital circuit and the power supplies of the analog circuit. Such a 
connection should be made with heavy gauge wire. When bread- 
boarding and testing interface circuits, the analog and digital 
ground paths are frequently treated as if they were the same. For 
most purposes, this will work without too much difficulty, but this 
should not be done when the actual interface is finally built for 
its end use. 



D/A CONVERTER APPLICATIONS 

There are many situations in which a D/A converter may be used 
to control a voltage-dependent device, of which servo motors, fre- 
quency synthesizers, voltage amplifiers, variable-gain amplifiers, 
programmable filters, and crt displays are typical examples. There 
are many others that will be obvious as you tackle new interfacing 
tasks. Rather than try to cover many different applications, we 
will provide a rather simple example that illustrates the power of 
D/A converters. 
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Fig. 2-12. Using a D/A converter to control a programmable power supply. 

In this example, a simple incandescent lamp is to be cycled 
through a number of voltage changes for quality control puiposes. 
A D/A converter is the obvious choice for generating the different 
voltages, but the converter by itself, even with an op-amp, cannot 
drive the lamp with enough current to light it. What is really needed 
is a high-powered D/A converter. The problem is readily solved 
by using a voltage-programmable power supply that will accept an 
external voltage, generating the same voltage at its output, but at 
higher currents. In this example, a Heath IP-18 power supply was 
used, since it has the remote-program feature, along with a 0- to 
15- volt output, at a maximum of 500 mA. The output of the D/A 
converter was simply connected to the remote programming input 
on the rear of the power supply, as shown in Fig. 2-12. The gain 
and offset controls of the converter were adjusted so that the volt- 
age output by the power supply was equal to the voltage generated 
by the various commands in the control program. 

A program was written so that the lamp could be cycled between 
zero and an upper voltage limit that was entered into the computer 
by the test operator. A listing of the control program is shown in 
Example 2-6. You might ask, "Why would anyone want to cycle 

Example 2-6. Lamp Test Program 

10 INPUT "LAMP VOLTAGE";V 

20 M = V*25.5 

30 FOR 1=0 TO Art 

40 OUT 6,1 

50 FOR T = TO 30: NEXT T 

60 NEXT I 

70 FOR l=Art TO STEP -1 

80 OUT 6,1 

90 FOR T = TO 30: NEXT T 
100 NEXT I 
110 GOTO 20 
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incandescent lamps?" There could be manufacturing situations in 
which it is necessary to cycle a new lamp design through 10,000 
such cycles before the design could be given its final approval. The 
computer can do an excellent job of performing these tests. Instead 
of a lamp, other devices could be cycled in a similar manner: elec- 
trochemical electrodes, circuits for use in spacecraft, etc. In fact, 
you might want to run a device through a number of tests, not 
to see whether or not it would fail, but rather to see how it per- 
formed after the tests had been performed. If there was some way 
in which the intensity of the lamp could be monitored (by the 
computer, of course), then a complete lamp testing system could 
be built. The computer could also perform the functions of quality 
control reporting, generating a report sheet at the end of a day or 
shift, showing how the lamps, or other devices, performed during 
a given run through the production equipment. If the computer had 
the ability to "draw" graphic pictures, as the TRS-80 does, bar 
graphs, or histograms, could be generated, showing the number of 
failures in each lot that was processed by the computer. We will 
talk more about measurements in this chapter, so this should give 
you an idea of where you are headed. 

Actually, the lamp testing program can be expanded, so that other 
tests can be run, too. In the program listings for Example 2-6, you 
will note that two statements have been used in the program, at 
lines 50 and 90. These commands provide time delays between each 
voltage step. These time delays could be lengthened, or removed, 
to create other test conditions. With the time delay commands taken 
out of the program, the test program took about two seconds to 
make the triangular voltage swing from to 6 volts, and then back 
to 0. Additional program steps might be added so that an upper 
and lower voltage limit could be entered by the operator, along with 
the period of the voltage ramp. There are other refinements that 
could be added, too. 

While a D/A converter may be used to control a device, such 
as the programmable power supply, two or more D/A converters 
are frequently required for control purposes. One of the most fre- 
quent uses of a dual D/A converter system is for the display of data 
on an oscilloscope, or on an X versus Y plotter, sometimes just called 
an X-Y plotter. Through the use of such instruments, the computer 
can be programmed to position an electron beam, or a pen, at a 
particular point on the display, and to either cause a point of light 
to be seen, or a dot on a piece of paper to be printed. When a 
number of such points have been generated by the computer, a 
complete picture may be observed, whether it is a graph of the 
units sold versus selling price, or a plot of map contours. Since it 
is very easy to examine a graphical representation of information, 
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these types of displays are frequently incorporated into small com- 
puter systems. We will spend some time describing the use of D/A 
converters to control both X-Y plotters and oscilloscopes. 

USING D/A CONVERTERS FOR GRAPHICS 

In general, much of the information that is output to an oscillo- 
scope or an X-Y plotter has been acquired from some process that 
varied with respect to time. For instance, the temperature of a 
greenhouse might be monitored every 15 minutes for 24 hours. 
The resulting temperatures could then be displayed, with respect 
to the time at which they were measured. In another application, 
the price of a stock might be entered into the computer at 3:00 pm 
each day, for 30 consecutive days. At the end of the 30-day period, 
the price of the stock could be plotted with respect to the dates 
on which the prices were observed. 

You will note that one quantity is generally plotted against an- 
other quantity; in our examples, temperature against time, and 
price against time. Most plots involve one quantity that changes at 
a known rate, since it is easy to make measurements in this way, 
and since the resulting plots and graphs are easy to interpret. In 
our examples, we chose time for the continuously changing axis, 
with the stock prices and temperatures forming the unknown values 
that were plotted. There are probably dozens of other similar ex- 
amples that come to mind, in which one quantity is continuously 
changing, while the other is being measured. 

Digital-to-analog converters are frequently used to control both 
X-Y plotters, and oscilloscopes, since both are voltage-dependent 
devices. In each case, the voltage applied causes a proportional 
movement in either a pen carrier, or an illuminated spot on the 
face of the scope. Since the plotter and oscilloscope are both ca- 
pable of presenting two-dimensional information, two D/A con- 
verters are used, one for the horizontal, or back-and-forth motion, 
and one for the vertical, or up-and-down movement. These move- 
ments are made on the X and Y axes, respectively. Since each of 
the D/A converters can be treated independently, as can any other 
I/O device, it is possible to control one axis, without affecting the 
other. Thus, the position of the pen, or electron beam, can be po- 
sitioned anywhere in the display area. (We have assumed that the 
D/A converters and the display instrument have been adjusted 
properly. ) 

If two 8-bit D/A converters are used to control a plotter, there 
are 256 different positions for the pen along each of the two axes, 
providing the capability to "address" any one of 65,536 different 
points on the display area at which the pen can leave a mark. This 
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provides a great deal of flexibility in terms of what you can display 
with the plotter. We will spend some time discussing the use of 
X-Y displays that are controlled by two D/A converters, since this 
type of device provides an ideal way of plotting information for 
later use. A block diagram of a typical dual D/A converter inter- 
face is shown in Fig. 2-13. Each D/A converter is controlled inde- 
pendently of the other. In this example, one of the D/A converters 
generates the continuously changing linear voltage ramp that moves 
the plotting device from left to right, while the other D/A con- 
verter supplies the actual information that is to be plotted. An X-Y 
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Fig. 2-13. Using two eight-bit D/A converters for X-Y display control. 

plotter would only require a single scan in which to plot the values, 
while an oscilloscope would require multiple scans, one right after 
the other, in order to "refresh" the display on the phosphorescent 
screen. It is probably obvious, then, that the interface shown in 
Fig. 2-13 is being used to control an oscilloscope display, since the 
linear ramp is followed by another linear ramp, and so on, while 
the data output is also being repeated. 

The transfer of information to the two D/A converters must take 
place in a synchronized manner, so that the proper X- and Y-axis 
voltages are applied to the device in the proper sequence. The pro- 
gram in Example 2-7 provides the steps that transfer the X- and Y- 
axis information to the two D/A converters, point by point. Note 
that the array of information that would be plotted by this program 
must have been generated previously, and the array is limited to 
256 eight-bit values. As you look through this program, you may 
wonder where the X-axis values are being generated, to form the 
increasing values for the display. Since the array subscript is in- 
cremented by one each time that a new data value is obtained 
from the memory of the computer, this subscript value is also used 
as the X-axis value. In this way, the subscript value performs two 
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Example 2-7. A Simple Display Program 

200 FOR T=0 TO 255 
210 OUT 6,T:OUT 7,A(T) 
220 NEXT T 
230 GOTO 200 

functions: it locates a specific data value in the array, and it locates 
the position at which the plotter is supposed to plot the information. 

In this example, the program has been written so that when a 
display of the data has been completed, another complete display 
will start again, so that an oscilloscope may be used to observe the 
plotted information. When the program was run, however, it took 
the TRS-80 almost three seconds to display the 256 data points. 
This means that this type of a BASIC program is fairly limited in 
its ability to display information on an oscilloscope. 

If a plotter were to be controlled by this program, there would 
have to be some means of controlling the up and down motion of 
the pen, otherwise the plotter would constantly be drawing lines, 
even when the computer repositions the pen to being a plot. Some 
time-delay steps would also have to be added to the program so 
that the plotter would have enough time to move from point to 
point before the pen was dropped onto the paper to leave a mark. 
While the beam of an oscilloscope may be able to reposition itself 
very quickly, up to one second may be required to allow the plotter 
to move to the next data point to be plotted. The pen control inter- 
face is rather simple, since most plotters have an external pen- 
control signal that may be used to control the position of the pen 
carrier. A typical interface is shown in Fig. 2-14. This circuit uses 
two output commands for pen control, so that only simple state- 
ments in the plotting program are required to control the pen. The 
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Fig. 2-14. Schematic diagram of a plotter pen-control interface circuit. 
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circuit uses a standard flip-flop circuit, in which the OUT 16,0 
command moves the pen up, and the OUT 17,0 command moves 
the pen down. The pen takes a few milliseconds to change its po- 
sition, so time delays for this must be included in the plotting pro- 
gram, too. Since some plotters have a TTL-compatible pen-control 
input, this has been shown in the pen control interface circuit, along 
with the relay contact connections which may be used with those 
plotters that have pen-control signals that are not compatible with 
TTL levels. A standard peripheral driver circuit has been used to 
drive the relay, and a snubber circuit has been included to help 
protect the computer interface from responding to any noise in- 
duced on the control lines by the operation of the pen-control cir- 
cuitry of the plotter. Since it is impossible to know the characteris- 
tics of the control circuitry for each plotter, it is possible that one 
plotter will have its pen in the up position, when another plotter 
will have its pen in the down position, after execution of a pen-up 
command, OUT 16,0. This polarity is easily changed, either by 
switching the OUT 16,0 and OUT 17,0 commands jn the program, 
or by switching the connection from the Q to the Q output on the 
flip-flop. 

A plotter control program is shown in Example 2-8. Additional 
software delay statements have been used in this program so that 
the plotter will have enough time to move to the next point to be 

Example 2-8. A Complete Plot Program 

200 OUT 17,0 

210 FOR T=0 TO 100:NEXT T 

220 OUT 7.0:OUT 6,0:FOR T=0 TO 500:NEXT T 

230 FOR J = TO 255 

240 OUT 6,J:OUT 7,A(J) 

250 FOR T=0 TO 100:NEXT T 

260 OUT 16,0 

270 FOR T=0 TO 50:NEXT T 

280 OUT 17,0 

290 FOR T=0 TO 50:NEXT T 

300 NEXT J 

310 END 

plotted before the pen is dropped onto the paper. Likewise, the pen 
is left on the paper for a definite period, and then lifted for a defi- 
nite period, before the plotter moves on to the next point. This pro- 
vides enough time so that the pen is not raised or dropped in the 
middle of one of the movements of the plotter, which would result 
in a smudge or a streak on the paper. Since this is a plotter control 
program, only one pass through the program is required. When this 
program was tested, it took about 2% minutes to plot all of the 
information in a 256-element array. 
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We will provide you with a number of different graphic programs 
that may be used with either an X-Y plotter, or with an oscilloscope. 
The plotter control functions have been left out, so if you wish to 
use these programs, these steps must be added for proper plotter 
control. Before we explore the use of some of these other display- 
generating programs, we want to provide you with some software 
that can be run on the TRS-80, so that an oscilloscope may be used 
to display data files. Since the display program that was provided 
in Example 2-7 is quite slow for an oscilloscope display, it cannot 
be used very well for X-Y displays of information. To speed up the 
display process, we must turn to assembly language, the language 
that is used to control the internal workings of the Z-80 micro- 
processor chip within the TRS-80 computer. A simple program that 
will allow you to continuously display a block or array of 256 data 
values in X-Y format is required. An assembly-language program 
can do this quite well, and fast enough so that an X-Y display on 
the oscilloscope appears to be present continuously. We do not 
intend to go into great detail about the program and how it works, 
but a listing is provided, along with the necessary details of using it. 

An Assembly-Language Display Program 

The assembly-language program that is discussed here is for use 
with an oscilloscope that has X-Y display capability. It will not 
work with a plotter, since the TRS-80 is transferring the data to 
the D/A converters faster than the servo motors and mechanical 
linkages can possibly react to it. There are no pen control com- 
mands, and no time delay statements in this program. In fact, the 
program requires only 16 bytes of read/write memory, along with 
the 256 bytes that are used to store the information that is to be 
displayed. A complete assembly-language program is listed in Ex- 
ample 2-9, for those readers who are interested in how it works. 
The actual operation of the program is very similar to that for the 
program provided in Example 2-7, 

In order to use the assembly-language program, you must first 
reserve a portion of the read /write memory of the TRS-80 for the 
program, and also for the 256-byte data storage area. When you 
turn on the TRS-80, it asks you, MEMORY SIZE? At this time, 
type in 20079, and ENTER. This reserves the upper, or last, 400 
read-write memory locations for your use. (Remember, we have 
assumed that your computer has 4K of memory.) A BASIC pro- 
gram that will load the assembly-language program steps into their 
corresponding memory locations is given in Example 2-10. Each 
code for an assembly-language step has been placed in the proper 
sequence in the DATA statement, and READ and POKE commands 
have been used to place these program steps in their proper read/ 
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Example 2-9. An Assembly-Language Display Program for the TRS-80 



Decimal Address 




Op-Code 


Hex Op-Code 


Decimal Op-Code 


20079 


START, 


LXIH 


21 


33 


20080 




00 


00 





20081 




4F 


4F 


79 


20082 


LOOP, 


MOVAAA 


7E 


126 


20083 




OUT 


D3 


211 


20084 




07 


07 


7 


20085 




MOVAL 


7D 


125 


20086 




OUT 


D3 


211 


20087 




06 


06 


6 


20088 




INRL 


2C 


44 


20089 




JNZ 


C2 


194 


20090 




LOOP 


72 


114 


20091 







4E 


78 


20092 




JAAP 


C3 


195 


20093 




START 


6F 


111 


20094 







4E 
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write memory locations. Once you have entered the BASIC pro- 
gram, you may run it to transfer the information for the assembly- 
language program into read/write memory. How can you examine 
the read/ write memory locations to be sure that these values have 
actually been transferred? A simple PEEK command can be used, 
for example, PRINT PEEK (20084), should print "7" when it is 
executed. You may wish to save the short BASIC-language program 
on a cassette tape for later use, since we will be describing the dis- 
play of data arrays later in this chapter. 

It is easy to run the assembly-language program, once the BASIC 
"loader" program has been run. When the computer displays 
READY, type in SYSTEM, and the computer should respond with 
"*?" Now, type in / 20097, the starting address of the program, and 
hit ENTER. This will start the execution of the short assembly- 
language oscilloscope display program. Since the BREAK key will 
be inactive, you can only exit from the display program by actu- 
ating the RESET push button that is located near the expansion 
connector, inside the case of the TRS-80. If you have properly 
loaded the BASIC loader program, executed it, and started the dis- 
play program, you should be able to observe that the two D/A con- 
verters are causing a somewhat random pattern of points to be dis- 



Example 2-10. A BASIC Loader Program for the Display Routine 

10 DATA 33,0,79,126,211,7,125,211.6,44,194,114,78,195,111,78 

20 FOR 1 = TO 15 

30 READ A 

40 POKE (20079 + l),A 

50 NEXT I 

60 END 
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Example 2-11. A Random Data Generator Program 

200 N = 20224 

205 FOR 1 = TO 255 

210 A = RND(255) 

220 POKE N.A 

230 N = N + 1 

240 NEXT I 

250 END 

played on the oscilloscope screen. There may be some distinct 
patterns, depending upon what happened to be stored in the read/ 
write memory locations, when the power was applied to the 
TRS-80 computer. Remember, though, that to use this assembly- 
language program, a portion of the read/write memory of the 
TRS-80 must be protected when the computer is first turned on. 

Once you understand the operation of the BASIC loader, and 
the use of the assembly-language program, you may wonder how 
an array of data may be transferred to read/write memory for 
later display. Just as the assembly-language program steps were 
transferred through the use of a POKE statement, so too may the 
data values. Of course, the data values must be between and 255. 

Two BASIC programs have been listed in Examples 2-11 and 
2-12. Each will transfer a series of data values to the section of 
read/ write memory that has been set aside for this purpose. This 
is called the display buffer area. The first program, Example 2-11, 
generates 256 random data values that will appear to be spread 
randomly across the screen of the oscilloscope. The second program, 
Example 2-12, is the sine-generating program that was described 
previously in Example 2-4. However, the necessary data transfer 
steps have been included in the new program. The sine program 
will generate 180 sine values, so not all of the points in the display 
will be used. They will be displayed, however, since the display 
program isn't very sophisticated, and it can't tell where the sine 
values end, and where the random information starts. The typical 
displays generated by these programs are shown in Figs. 2-15 and 
2-16. Remember that these BASIC programs simply generate the 
data that are displayed by the assembly-language program located 
in the protected read/write memory. You must use the SYSTEM 

Example 2-12. A Sine Function Generator Program 

200 N = 20224 

205 FOR 1 = TO 360 STEP 2 

210 A=128 + INT(127*(SIN(I*0.017453))) 

220 POKE N,A 

230 N = N+1 

240 NEXT I 

250 END 
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Fig. 2-15. Random data displayed during a test of the display program. 

command to start the display sequence if you wish to try either of 
these program examples. 

If you are interested in the use of Z-80 assembly language, we 
refer you to Z-80 Microprocessor Programming and Interfacing, 
Book 1, Howard W. Sams & Co., Inc., Indianapolis, IN 46206. 

Plotter Applications 

In many instances, a plot of data points on a blank sheet of paper 
is not all that is required of a data processing program. It would 
be convenient if the computer could "draw" a set of co-ordinate 
scales on the same sheet of paper, so that a reference could be 
readily established, and labels and scales easily added. Since the 
plotter may be controlled by the two D/A converters, it is fairly 
simple to develop a short BASIC program that will draw a box 
around the data, using the minimum and maximum values that 
may be accepted by the two D/A converters. Such a program is 
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listed in Example 2-13. (Remember that the pen control and time 
delay program steps have not been included, for the sake of clarity. ) 
Not only is a boxed-in plot easy to read, but it lends itself to the 
addition of small marks along each axis, dividing each into a given 
number of units, so that labeling is easy. The BASIC program that 
drew the lines around the plot may be expanded to include steps 
that will put these scale marks in their proper places. The program 
given in Example 2-14 may be added to the co-ordinate-drawing 
program so that you may enter the number of divisions for each 
axis, when asked by the computer, "X AXIS DIV?" and "Y AXIS 
DIV?" A typical co-ordinate plot with four Y-axis and five X-axis 
scale marks is shown in Fig. 2-17. These scale marks are really ap- 
proximations, since the output of the D/A converter is in discreet 
voltage steps, and the scale marks, and individual voltage steps 
may not coincide. Actually, the error is quite small, and probably 
wouldn't be noticed. 




Fig. 2-16. A sine-wave function display. Note that some random data remain since the 
sine function does not fill the display buffer. 



82 



Example 2-13. A Co-ordinate Generator Program 

10 OUT 7,0:OUT 6,0 

20 FOR 1 = TO 255 

30 OUT 6.1 

40 NEXT I 

50 FOR J = TO 255 

60 OUT 7,J 

70 NEXT J 

80 FOR 1 = 255 TO STEP -1 

90 OUT 6,1 
100 NEXT I 

110 FOR J = 255 TO STEP -1 
120 OUT 7,J 
130 NEXT J 
140 END 

Since the scale marks are useful, actually completing these lines 
so that they extend completely across the plot might be even more 
useful in some cases. The program listed in Example 2-15 links the 
co-ordinate and scale-drawing programs, and it adds some steps 
that allow you to decide whether scale marks or complete grid 
lines are to be drawn. We are sure that a more sophisticated ques- 
tion could be asked by the computer, allowing the answer to be 
YES, or NO, but this is not the object of these programs. We leave 
it to you to modify the example programs that we have provided 
to meet your needs. 

Example 2-14. A Scale Mark Generator Program 

140 INPUT "X AXIS DIV";X 

150 INPUT "Y AXIS DIV";Y 

160 XA = 256/X:XD = XA:YA = 256/Y:YD = YA 

170 FOR Q=l TO X-l 

180 OUT 6,XA 

190 FOR 1 = TO 15 

200 OUT 7,1 

205 FOR T = TO 30:NEXT T 

210 NEXT ! 

220 OUT 7.0 

230 XA=XA + XD 

240 NEXT Q 

250 OUT 6,0 

260 FOR Q=l TO Y-l 

270 OUT 7,YA 

280 FOR 1 = TO 15 

290 OUT 6.1 

300 FOR T = TO 30: NEXT T 

310 NEXT I 

320 OUT 6,0 

330 YA = YA + YD 

340 NEXT Q 

350 OUT 7,0 
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Fig. 2-17. Typical co-ordinates plotted by the TRS-80, by a BASIC control program. 

What the question is asking is, "How long should the scale marks 
be; should they be short, or should they be as long as the respec- 
tive axis?" The answer determines the length of these marks. The 
rest of the program remains the same. Modifications could be made 
to this program, so that the scale marks could be calculated in loga- 
rithmic ratios. In this way, semilog and log-log plots could be gen- 
erated, along with the appropriate scale marks or grids. 

X-Y Displays and Line Plots 

The plotting systems that we have described so far are really Y 
versus time, or Y-T displays of information, regardless of the actual 
labels that are assigned to each of the axes. In each case, there was 
only one point for each value on the X axis. The sine function is a 
good example. The computer is generating the sine of an angle, but 
since an angle can only have one sine value, the result is a continu- 
ous function, or one that only has a single value for each value on 
one of the axes. The time axis has been represented by a steadily 
increasing value, or voltage, in the case of the D/A converters, 
which changed with respect to time. There are occasions, though, 
when the data that are to be displayed are not continuous. Just 
think back to the program that drew the lines, or box, around the 
plotted information. The lines are not a continuous plot, since the 
two D/A converters were controlled independently of each other 
and each point of the X axis had two or more points associated 
with it on the Y axis. In fact, the point at which X equalled zero 
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Example 2-1 S. A Complete Co-ordinate Plotting Program 

10 OUT 7,0:OUT 6,0 

20 FOR 1=0 TO 255 

30 OUT 6,1 

40 NEXT I 

50 FOR J = TO 255 

60 OUT 7,J 

70 NEXT J 

80 FOR 1 = 255 TO STEP -1 

90 OUT 6,1 
100 NEXT I 

110 FOR J = 255 TO STEP -1 
120 OUT 7,J 
130 NEXT J 

140 INPUT "X AXIS DiV";X 
150 INPUT "Y AXIS DIV";Y 
152 INPUT "LINES - = NO 1=YES";K 
154 IF K=0 THEN H=15 ELSE H = 255 
160 XA = 256/X:XD = XA:YA = 256/Y:YD = YA 
170 FOR Q=l TO X-l 
180 OUT 6,XA 
190 FOR 1 = TO H 
200 OUT 7,1 
210 NEXT I 
220 OUT 7,0 
230 XA = XA + XD 
240 NEXT Q 
250 OUT 6,0 
260 FOR Q=l TO Y-l 
270 OUT 7.YA 
280 FOR 1 = TO H 
290 OUT 6,1 
310 NEXT I 
320 OUT 6,0 
330 YA = YA + YD 
340 NEXT Q 
350 OUT 7,0 



has 256 different Y-axis values. So, the box is not a continuous func- 
tion. There are many other functions that are not continuous. Sup- 
pose that you wanted to have the TRS-80 draw a circle, or other 
object on the plotter. There would be great difficulty in drawing 
it using the Y-T type of display, since the plotter would have to 
plot two points for each value along the time, or X, axis. How then, 
do you use the computer to generate odd shapes and other dis- 
continuous functions? The answer should be readily apparent. Each 
of the D/A converters is used independently, and neither is used to 
generate a continuously increasing (or decreasing) voltage. In this 
way, a true X-Y plotter is configured, so that odd shapes, schematic 
drawings, contour maps, and other such drawings are readily cre- 
ated. Since each point to be plotted has both an X-axis and a Y-axis 
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coordinate, generating the information to be plotted requires twice 
as much storage space as the information to be plotted with a Y-T 
program. It is now fairly easy to plot a circle, using the well-known 
formula, 

X 2 + Y 2 = R 2 

When some arrays of information are plotted, some data points 
are invariably scattered about the plot, so that it is difficult to see 
a definite relationship in the information. All of the plotting that 
we have illustrated so far has been point plotting. That is, plotting 
by individual points, one after the other. The only exceptions have 
been the plots of the lines, or co-ordinates, that surround the plots, 
and the scale-mark plots. It would be valuable if the computer 
could plot straight lines between the various points, so that their 
relationship would be clear. This means that the computer would 
be used to "fill-in" the spaces between the two data values that 
are next to each other on the plot. You can do this with a straight- 
edge and a pencil. For the computer the problem is not difficult, 
but it takes a good understanding of the problem before you can 
begin to think about the programming that is necessary. 

When using the computer to complete a straight line between 
two points, the points must be carefully defined. Since the co-ordi- 
nate system has been used so far, we will continue to use it to de- 
fine the points that are to be connected. When two points are 
defined, say 64,65 and 196,197, the co-ordinates tell the computer 



Example 2-16, A Best Straight Line Generator Program 

10 INPUT "XI";XI 

20 INPUT "YI";Y1 

30 INPUT "XF":XF 

40 INPUT "YF";YF 

50 IF (XI>XF) AND (YI>YF) THEN 60 ELSE 70 

60 A = XI:XI = XF:XF = A:A=YI:YI = YF:YF = A 

70 OUT 6.XUOUT 7,YI 

80 DX = XF-XI:DY = YF-YI 

90 IF DX<DY GOTO 250 
100 S = DY/DX 
110 FOR 1 = 1 TO INT(DX) 
120 XI = XI + i:YI = YI+S 
130 OUT 6.XI:OUT 7,YI 
140 NEXT I 
150 END 
250 S = DX/DY 
260 FOR 1 = 1 TO INT(DY) 
270 XI = XI+S:YI = YI + 1 
280 OUT 6,XI:OUT 7,YI 
290 NEXT I 
300 END 
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where the points are, so that it will know where to start the straight 
line, and where to end it. Since the slope of the line between the 
two points is easily calculated, the "rate of climb" (or rate of de- 
scent ) for the line drawing is known. The computer program listed 
in Example 2-16 will plot the best straight line between two points. 
The basic idea is to calculate the slope, and to use this to determine 
the increase, or decrease, in one of the outputs of the D/ A converter. 
Since the straight lines can go in any direction, the program must 
be able to handle both positive and negative slopes, as well as start- 
ing co-ordinates that are larger than the ending co-ordinates. The 
program also determined which of the axes should be used for the 
linearly increasing axis, so that the maximum number of points is 
used to fill in the gap between the two points of interest. This pro- 
gram is useful, since it can be used to superimpose trends, slopes 
and other information on top of plots, as well as to connect points 
on a plot. You will see another possible use for this type of pro- 
gram, when data processing is described in more detail. 

USING ANALOG-TO-DIGITAL CONVERTERS 

In this section, we will be describing the use of analog-to-digital 
converters, also called A/D converters, and ADCs. These devices 
give the computer the ability to measure an analog voltage, so that 
physical measurements of pressure, temperature, light intensity, and 
others may be made available to the computer for processing with 
BASIC-language programs. In some cases, it will be easy for you 
to sit down in front of your computer and enter various measure- 
ments by using the keyboard, while in other cases, it will be easier 
to use a sensor, and an analog-to-digital converter that is controlled 
by the computer. If you are simply converting a single temperature 
measurement from degrees-Fahrenheit to degrees-Celsius (centi- 
grade), then it is easy to enter the value into a short BASIC pro- 
gram that will perform the conversion. However, if you are trying 
to measure the indoor and outdoor temperatures of a building every 
10 minutes, over a 24-hour period, it would certainly be nice if a 
small computer could do this, without any actions from the oper- 
ator. At other times, the measurements that are required will be 
acquired at such short time intervals, that it will be impossible to 
record the information fast enough by hand. Again, a small com- 
puter is ideally suited to quickly acquire such measurements. 

Analog-to-digital converters are not difficult to use with small 
computer systems. In fact, two specific examples of A/D converter 
interfacing to the TRS-80 will be described in this chapter. The 
BASIC-language programs that are used to control the converters 
will also be discussed in detail. 
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Converter Interfaces 

Most analog-to-digital converters operate by comparing an un- 
known applied voltage that is to be "converted," to a known volt- 
age, or a series of known voltages. Since A/D converters are speci- 
fied as having a particular range of input voltages, and a certain 
number of output bits, their resolution, or resolving power, is readily- 
determined. For example, an A/D converter with a to 10- volt in- 
put, and a 10-bit output can resolve any unknown voltage that is 
within its input range, into a 10-bit binary word, between and 
1023. Therefore, the resolution of the converter is one-part-in-1024, 
or 9.76 millivolts. In most cases, you will use A/D converters that 
have binary outputs, although other output coding formats are read- 
ily available. When A/D converters are used with binary comput- 
ers, the models with binary outputs are the best bet, since no code 
conversions— in either software or hardware— are required. 

A typical A/D converter is shown in block diagram form in Fig. 
2-18. Notice that there is an unknown voltage input connection on 
the left side of the converter, and there are eight binary outputs 
on the right side. Unlike D/A converters, A/D co nverters require 
some additional control lines, one noted as READY/ BUSY, and the 
other noted as CONVERT. The CONVERT pulse must be sent to 
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Fig. 2-18. Block diagram of a typical eight-bit A/D converter. 
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the converter whenever a conversion is required, since the A/D 
converter is not constantly converting unknown voltages into their 
binary equivalents. Compared to D/A converters, most A/D con- 
verters are rather slow. It can take from 20 microseconds to several 
milliseconds for A/D converters to perform a conversion, depend- 
ing upon the technique used for the internal conversion process. 
Since the computer cannot simply supply a convert pulse and then 
read the binary data from the outputs of the converter, some type 
of a synchronizing signal must be provided by the converter to in- 
dicate that it has completed the conversion process, and that the 
binary values present at its outputs are valid. The READY/ BUSY 
signal provides the synchronizing function. This output is a logic 
one when the converter has completed its conversion; that is, when 
the outputs are valid, and when a new conversion may be started. 
When this signal is a logic zero, the converter is performing the 
conversion. These two control signals may have other names, but 
their function is the same in all converters. 

The interface for a simple A/D converter, such as the one shown 
in Fig. 2-18, should be easy to visualize. An input port is required for 
the eight bits of data from the converter, a source of the CONVERT 
pulse is required, and some means for monitoring the READY/ 
BUSY signal must be provided. You have already seen that OUT 
commands may be used for control purposes, even when data is 
not transferred, and an input port may be used so that the com- 
puter can periodically test the state of the READY/ BUSY status 
flag of the A/D converter. A simple A/D converter interface circuit 
is provided in Fig. 2-19. A typical program that could be used to 
control this interface is shown in Example 2-17. Appropriate steps 
have been included in the program, so that the voltage measured 
will be displayed as both the decimal value of the 8-bit binary data 
word, and also as the actual voltage that has been measured, or 
converted. These steps are performed by the BASIC-language pro- 
gram, and not by the interface circuitry. 

In the control program, the OUT 5,0 command causes the 
CONVERT input of the converter to be pulsed, initiating the con- 
version p rocess. Then the computer constantly tests the state of the 
READY/BUSY status flag of the A/D converter. Only when the 
flag becomes a logic one will the computer proceed to line 170, 

Example 2-17. A Control Program for an 8-Bit A/D Converter 
(see Fig. 2-19) 

150 OUT 5,0 

160 IF INP(12) AND 2 = THEN 160 

170 A = INP(10) 

180 PRINT A,A*0.03906 

190 GOTO 150 
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where the data input step is executed. The logical and operation 
is necessary (line 160), since the state of the other bits from input 
port 12 must not affect the test process. The logical ANDing with the 
value 00000010 means that only bit Dl will be tested. 

There are applications in which resolution of greater than eight 
bits is required for the measurement of unknown voltages. Convert- 
ers with greater resolutions have more than eight output bits, so the 
interfaces for these converters require additional interface compo- 
nents, since more than eight bits must be transferred to the com- 
puter. In the case of a 10-bit A/D converter, eight of the bits would 
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Fig. 2-19. A simple eight-bit A/D converter interface circuit. 

use an 8-bit input port, while the remaining two bits would be 
assigned another 8-bit input port. Some of the remaining bits on 
this port could be used to monitor the status flag of the converter. 
Such an interface is shown in Fig. 2-20. The CONVERT input and 
the status flag output perform the same functions as they did in 
the 8-bit converter interface circuit. Since some of the 10 bits will 
be input from one port, while the remaining bits are input from 
another port, the resulting values must be combined so that the 
data values are between and 1023, the range possible with a 10- 
bit converter. The software steps shown in Example 2-18 show how 
this is done with a scaling factor for the two most-significant bits. 
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Example 2-18. A Control Program for a 10-Bit A/D Converter 
(see Fig. 2-20) 

200 OUT 5.0 

210 M = INP(4):IF AA AND 64 = THEN 210 

220 M = 256*(M AND 3) 

230 L=INP(3) 

240 PRINT Art + L, (M + L)*0.00977 

250 GOTO 200 

The TRS-80 does not know that the two MSBs that are input at 
bit positions Dl and DO should have decimal values of 512 and 256, 
respectively. The computer treats these bits as if they were input 
at the bit positions with values of 2 and 1, respectively, which is 
what is expected if you consider these two bits at input port 4, 
without considering the rest of the circuitry. To scale these bits 
to their actual "positional" values within the 10-bit data word, mul- 
tiply them by 256, and then add them to the remaining eight LSBs. 
Since the eight LSBs did not undergo any "positional" change when 
they were transferred to the TRS-80, their values do not require 
any modification. Whenever you are transferring information that 
contains more than eight bits, such a conversion process will prob- 
ably be required to recombine the information into a meaningful 
decimal value that may be processed by the computer. 

You will now take a look at two different A/D converters that 
operate in different ways. The purpose of these discussions is to 
describe the converters in general terms, to provide some applica- 
tions, and to allow you to see how the converters are interfaced to 
the computer. The operation of each converter will not be described 
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in much detail. There are many different types of conversion tech- 
niques, but the two that are represented by these converters are 
the most popular, and the most widely used. 

The AD571 10-Bit A/D Converter 

The Analog Devices AD571 A/D converter was briefly discussed 
in TRS-80 Interfacing, Book 1, since the chip was used in one of 
the experiments. This chip uses the successive-approximation con- 
version technique which compares the unknown voltage to a preset 
series of voltages that are binary fractions of the maximum voltage 
that may be measured. Thus, for a converter with an input of to 
10 volts, the comparisons would be made with 5 volts, 2.5 volts, 
1.25 volts, and so on, for as many bits as there are on the digital 
output side of the converter. When an unknown voltage is to be 
converted, it is first compared to 5 volts. If the voltage is greater 
than 5 volts, the 2.5-volt step is added, and the unknown voltage 
is compared to 7.5 volts. If the unknown voltage is still greater than 
7.5 volts, the 1.25-volt step is added to the test voltage, and the 
unknown voltage is compared to 8.75 volts. We will assume that 
the unknown voltage is less than 8.75 volts, but greater than 7.5 
volts. In the last test, then, the test voltage was greater than the 
unknown voltage, so the 1.25-volt step must be removed, or sub- 
tracted from the test voltage. Now, the next smallest fractional test 
voltage, 0.625 volts, is added to the 7.5-volt test voltage, and the 
test is performed again. In this way, for an 8-bit, successive-approxi- 
mation D/A converter, there is one test voltage for each of the eight 
bits, and each one is either added, or not added, to the test voltage, 
as it attempts to match the unknown voltage. Internal circuits per- 
form the voltage addition, bit sequencing and comparing. An in- 
ternal D/A converter supplies the various test voltages in the same 
weights that were listed in Table 2-2. A typical timing relationship 
between the start of a conversion and the test sequences is shown 
in Fig. 2-21. The test voltages appear to home in on the unknown 
voltage, and no matter what unknown voltage is used (within 
range), the successive-approximation A/D converter will perform 
one test for each bit position. In most successive-approximation 
A/D converters, the conversion process is very fast. The AD571 
can perform a conversion in 25 microseconds. 

Since the AD571 is a 10-bit converter, two input ports are re- 
quired to s ervice all of its d igital outputs, which include the status 
flag, called DATA READY. While the AD571 has three-state out- 
put lines, there is no way in which these can be controlled in groups 
of eight bits, and two bits for direct transfer to the data bus lines 
of the TRS-80. Thus, two se parate input ports are required. A con- 
trol line for the CONVERT control input must also be supplied to 
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the chip. Since the AD571 uses a 10-bit internal D/A converter to 
generate the test voltages, a good, stable reference voltage is re- 
quired. Luckily, the reference source has been integrated onto the 
same chip. The interface circuit for the AD571 is shown in Fig. 2- 
22, and the pin configuration for the chip is shown in Fig. 2-23. 
The power supply lines of the AD571 converter may be set at dif- 
ferent voltages, depending upon the circuit in which the chip is to 
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Fig. 2-21. Timing diagram for a successive-approximation A/D converter. 



be used. For example, the V+ power supply input (pin 10) may be 
varied between +5 volts and +15 volts, so that the outputs of the 
chip may be used with either TTL-compatible chips, or CMOS- 
compatible chips. Likewise, the V— power supply input (pin 12) 
may be connected to either —12 volts, or —15 volts, depending upon 
which of the voltages is found in your computer, or in the interface 
circuits. 

The AD571 may be operated in either the unipolar ( to 10 volts ) 
or bipolar ( ±5 volts ) mode through the use of a bipolar offset con- 
trol input, pin 15. If this pin is left "open," or disconnected, then 
the bipolar mode is selected. If it is grounded, the chip will oper- 
ate in the unipolar mode. This provides a great deal of flexibility 
in handling computer interfaci ng tasks. 

Since the AD571 requires a CONVERT pulse that is 2 micro- 
seconds long, a device select pulse— a dev ice address gated with 
OUT— cannot be used directly to strobe the CONVERT input, since 
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Fig. 2-22. Complete interface for the AD571 10-bit A/D converter. 
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the OUT pulse of the TRS-80 is only present for 1.3 microseconds. 
A cross-coupled nand gate has been used in this circuit to provide 
the proper CONVERT pulse t iming. An O UT 5 pulse will cause a 
logic one to be placed on the CONVERT input, and it will remain 
there un til the nand gate flip-flop circuit is cleared by the DATA 
READY signal. In this circuit the start-of-conversion signal will 
be present until it is removed once the conversion is underway. 
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Fig. 2-24. Convert pulse and mode timing diagram for the AD571 converter. 

The timing diagram for the conversion sequence of the AD571 
is shown in Fig. 2-24. A short CONVERT pulse is applied to the 
CONVERT input of the AD571 to initiate the conversion sequence. 
Even though the "start" pulse of the converter is noted as a logic 
zero signal, a positive, or logic one, pulse is required to start the 
conversion. The difference comes about because the CONVERT 
signal performs two functions. Not only does it start a conversion, 
but it also controls the three-s tate output lines of the converter. 
When in the logic one state, the CONVERT input places the three- 
state outputs in their high-impedance, or disconnected, state, so 
that they are not connected to the input ports. Since the three-state 
capability is not being used in the configuration used in this ex- 
ample, we are not c oncerned w ith this feature. Nevertheless, the 
nomenclature of the CON VERT input can be confusing. It is the 
negative-going edge of the CONV ERT pulse th at triggers the start 
of the conversion process, and the CONVERT input must remain 
in the logic zero state for the conversio n to be perform ed and for 
the 10 binary outputs to be active. The DATA READY status flag 
output is a logic one during the conversion process (BUSY) and 
it is a logic zero when the conversion has been completed, indi- 
cating that the 10 output bits may be read by the computer. 

One deficiency of the AD571 is that it has a relatively low input 
impedance, generally between 3000 and 7000 ohms. Since this can 
load a test circuit that is not capable of providing a great deal of 
current, about 3.5 mA, to the converter, we suggest the use of a 
voltage-follower circuit between the output of the sensor and the 
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input of the converter. A typical voltage follower circuit is shown 
in Fig. 2-25. The various pin configurations will depend upon the 
op-amp chosen for use in the circuit. A 741-type op-amp, having an 
input impedance of about 2 megohms, will serve well in most ap- 
plications. 

Before a typical application of the AD571 is illustrated, you need 
to consider the software used to control this device in a bit more 
detail. The program shown in Example 2-18 can be used with the 
AD571, if the converter is used in the unipolar mode. The results 
of the program will be displayed as the decimal value of the 10- 
bit data word, and also as the voltage measured. What type of 
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Fig. 2-25. A simple voltage-follower buffer circuit. 

program will be used if the converter is to be used in the bipolar 
mode? The program would have to decide whether the voltage was 
positive or negative, and perhaps perform some complex calcula- 
tions. Actually, there isn't much about the bipolar voltage program 
that is very complex, at all. Instead of starting at zero, the converter 
starts at —5 volts, so all you have to do is to offset the voltage com- 
putation by —5, as shown in Example 2-19. 

There is one other software consideration. Since the converter 
only requires 25 microseconds to perform the conversion, you can 
probably be sure that the conversion has been completed by the 
time that the TRS-80 starts to test the DATA READY flag. It would 
be surprising if the data were not ready, since it takes the computer 
tens, if not hundreds, of microseconds to interpret each of the 
BASIC commands in the program. There probably isn't any reason 
why the flag-checking is required for the proper operation of the 
program. In fact, the program listed in Example 2-19 will run quite 
well with line 210 written as, 

210 M=INP(4) 

Would you want to include the additional flag hardware in your 
interface? We would suggest that you do, since sooner or later you 
will probably want to tackle some application that requires high- 
speed data acquisition and the use of assembly language for pro- 
gramming. When you use assembly language, the flag testing steps 
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Example 2-19. A Control Program for the AD571 (Bipolar Mode) 

200 OUT 5,0 

210 M = INP(4):IF M AND 64 = THEN 210 

220 M = 256*(M AND 3) 

230 L = 1NP(3) 

240 PRINT M + L ((M + L)*0.00977)-5 

250 GOTO 200 

in the program are quite important. You may also find that the flag 
testing steps in the BASIC program provide an additional way of 
testing your interface. If the flag is not in the correct state at a 
particular time, there may be a problem in the interface that can be 
readily identified. Without the availability of the flag, and the ca- 
pability to test it under software control, the interface check-out 
may take longer, and it may be difficult to locate faults. 

An A/D Converter Interface Application 

In this application, the 10-bit A/D converter will be used to mea- 
sure the voltage across a light-dependent resistor, or photocell. The 
photocell is configured as shown in Fig. 2-26, in which the photocell 
has been placed in a voltage divider network with a 560K-ohm re- 
sistor. The value of the fixed resistor was chosen so that the maxi- 
mum voltage from the output of the photocell would be about 10 
volts, the maximum that may be used with the AD571 when it is 
in the unipolar mode. This means that when no light is illuminating 
the photocell, its resistance is about 1.02 megohms. 

As the light intensity upon the surface of the photocell increases, 
a corresponding decrease in the voltage from the photocell is ob- 
served. As with most cadmium sulfide (CdS) photodetectors, the 
resistance decreases as the light intensity increases. While the volt- 
age may be measured for various light intensities with a meter, a 
digital panel meter, or other instrument, we wish to use the com- 
puter to assist in these measurements. In this example, we are inter- 
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Fig. 2-26. The photocell voltage-divider circuit used in the lamp measurement experiment. 
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PHOTOCELL 



POWER SUPPLY 
Fig. 2-27. Light-tube experimental set-up. lamp positions are at 1-inch intervals. 

ested in measuring the resistance of the photocell as a function of 
its distance from a constantly illuminated source. To test this rela- 
tionship, the photocell is mounted in one end of a cardboard tube 
that has holes punched in it at 1-inch intervals, starting 2 inches 
from the photocell. A small 6-volt lamp may be placed in the holes, 
one at a time, and the voltage across the photocell measured. A dia- 
gram of the experimental equipment is shown in Fig. 2-27. Of 
course, the unused holes are covered during the experiment to pre- 
vent stray light from entering and throwing off the results. 

Now, the lamp may be moved from hole to hole while the com- 
puter is used to control the A/D converter, and to temporarily store 
the value that has been acquired. In this experiment, the power 
supply was adjusted so that the voltage across the photocell was 
just about 10 volts when the lamp was placed in the hole farthest 
from the photocell. Since the resistance of the photocell decreases 
with the addition of more light, the voltage across the photocell 
should decrease as the lamp is brought closer to it. A very simple 
program was developed so that the voltage at each lamp position 
could be measured by the A/D converter. This program is listed 
in Example 2-20. The INPUT Q statement is a "dummy" command 
that simply allows the computer to stop so that the lamp may be 
moved before the next conversion sequence is started. The flag of 
the A/D converter is not tested in this program, and the data for 
the converter is acquired and processed in a single statement in the 
program. 

When the program was started, the lamp was placed 7 inches 
from the photocell, so that it could be moved closer each time that 
the program was rerun through the data acquisition steps, follow- 
ing the actuation of the ENTER key. No data is entered for the 
dummy variable, Q, but the ENTER key must be depressed, to al- 
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Example 2-20. Lamp Data Acquisition Program 

10 DIM A(6) 

20 FOR 1 = 1 TO 6 

30 INPUT Q 

40 OUT 5,0 

50 P = (256*(INP(4) AND 3))+INP(3) 

60 A(I)=P 

70 NEXT 1 

80 FOR 1 = 1 TO 6 

90 PRINT I, A(I),A(I)*0.00977 
100 NEXT I 
110 END 

low the computer to go past this variable input command. The re- 
sults of a typical experiment are listed in Table 2-4. The test was 
run several times, but the runs were not reproducible, giving values 
between 807 (7.88 volts) and 853 (8.33 volts) for the 7-inch posi- 
tion of the lamp. Clearly, something was wrong in the experiment 
when these values were acquired. 

We found that the TRS-80 is a very "noisy" computer, generating 
a great deal of high-frequency electrical noise that is radiated in 
all directions, and is easily picked up by power supply leads, bus 
cables, and other interconnections in the interfaces. We found no 

Table 2-4. Sesults of a Single Detector-lamp Test Sequence 



Test No. 


Decimal Value 


Voltage* 


1 (7 in.) 


807 


7.88 


2 


773 


7.55 


3 


615 


6.00 


4 


550 


5.37 


5 


412 


4.02 


6 (2 in.) 


263 


2.57 



suitable way to reduce the noise that was superimposed upon the 
voltage from the photocell. The noise was substantial, since it caused 
wide variations in the values obtained from the A/D converter. To 
remove some of the noise from the signals, a number of tests could 
be run, and then average values could be calculated for each of the 
lamp positions. Why not let the computer perform all of the data 
acquisition and data averaging steps? 

The program in Example 2-21 incorporates the averaging steps 
so that the final voltage values are actually the average of four 
values acquired one after the other for each position of the lamp 
along the tube. We have introduced a short time delay into the 
program at line 60 that will have the effect of spacing each of the 
data points about one quarter of a second apart while they are be- 
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Example 2-21. Lamp Data Acquisition Program, with Averaging 

10 DIM A(6) 

20 FOR 1 = 1 TO 6 

30 S=0:INPUT Q 

35 FOR R = 1 TO 4 

40 OUT 5,0 

50 P = (256*(INP(4) AND 3)) + lNP(3) 

55 S = S + P 

60 FOR T = TO 100:NEXT T:NEXT R 

65 A(l) = S/4 

70 NEXT 1 

80 FOR 1 = 1 TO 6 

90 PRINT I, A(I),A(I)*0.00977 
100 NEXT i 
110 END 

ing acquired. The averaging technique worked well in the experi- 
ment, providing results that were reproducible to within a few per- 
cent of each other. Thus, the averaging technique worked well to 
reduce the noise that was superimposed upon the signal that was 
to be measured. The averaging technique is a valuable one, and we 
will discuss it in more detail later. The averaging technique can be 
implemented in either hardware, or software. One final note on the 
averaging technique. In this case, four samples were averaged, so 
the noise was reduced by -\/4, or 2, so that it was twice as low as 
it would have been in individual measurements. 

The experiment still hasn't been completed, though, since the ac- 
tual results of the experiment are to be represented by the resistance 
of the photocell versus light intensity, or distance from the photocell 
in this case. Now, you need to add some steps to the program so 
that the voltage values are converted to resistances. Using Ohm's 
law (I = E/R), you can compare the resistance of the photocell for 
each of the voltages across it. If "V" is the voltage across the photo- 
cell, then the equation: 

560000 T7 „ ,_ ,_ -, . ^ 

X V = Detector Resistance 



(15-V) 



may be used to determine the resistances of the photocell. The com- 
plete program is shown in Example 2-22. Column headings could 
be printed by the program, if they are required. Typical test results 
obtained by this program are provided in Table 2-5, and the re- 
sults have been plotted in Fig. 2-28, showing a nice relationship 
between the distance of the lamp, and the resistance of the photo- 
cell. Some of you will probably realize that the plot is not what you 
would expect for a standard physics experiment in which it is ob- 
served that when a light source's distance from a "detector" is dou- 
bled, the light reaching the detector is quartered. There are several 
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Example 2-22. Lamp Data Acquisition and Averaging Program, with 
Resistance Calculations 

10 DIM A(6) 

20 FOR 1 = 1 TO 6 

30 S = 0:INPUT Q 

35 FOR R=l TO 4 

40 OUT 5,0 

50 P = (256*{INP(4) AND 3))+INP(3) 

55 S = S + P 

60 FOR T = TO 100: NEXT T:NEXT R 

65 A(l) = S/4 

70 NEXT I 

80 FOR 1 = 1 TO 6 

85 V = A(I)*0.00977 

90 PRINT I.V,((560000/(15-V))*V) 
100 NEXT I 
110 END 



reasons why this standard behavior is not observed in this experi- 
ment: (1) we do not know that the detector behaves in this way 
(perhaps it has a nonlinear response to hght intensities), (2) the 
detector may be operating in a region of the visible light spectrum 
in which it isn't very sensitive, and (3) don't forget that none of 
the light leaves the tube, much of it being reflected back on the 

Tabla 2-5. Results of a Detector-Lamp Test Sequence 
Using the Averaging Program 



Test 


Voltage 


Resistance 


1 


8,7295 


779605 


2 


7.67678 


587036 


3 


6.23082 


397900 


4 


5.26603 


302957 


5 


3.89823 


196636 


6 


2.60615 


117755 



photocell. The experiment could have been done in a darkened 
room, with a photodetector that was well matched to the light 
source, but since this would give the usual physics-lab results, it 
would take all the fun out of the exercise. 

The ICL7109 12-Bit A/D Converter 

The second A/D converter that we will discuss is the 12-bit Inter- 
sil ICL7109 device. This converter uses the dual-slope conversion 
process, so we will spend a short bit of time discussing how it works, 
in general terms. The dual-slope conversion technique uses a volt- 
age integration process that sums an unknown voltage over a fixed 
period of time, called Tl. At the end of this period, higher unknown 
voltages will have higher sums, while lower unknown voltages will 
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Fig. 2-28. Plot of resistance versus distance for the averaged photodetector data values. 

have lower sums. The actual conversion process takes place when 
the integrated value of the applied voltage is reduced at a known 
rate. Since it will take longer to decrease a high value of integrated 
voltage than it will to decrease a low value, the period required to 
cause the integrated voltage to be decreased to zero is a representa- 
tion of its value, and thus, the unknown analog voltage. The timing 
diagram for the dual-slope conversion process is shown in Fig. 2-29. 
The Tl period for two unknown voltages is equal, so that at the 
end of this integration period, the higher voltage, A, will have 
summed to a higher total voltage than will have voltage B. This is 
analogous to water flowing out of two pipes at different rates. After 
a fixed period, the water flowing out of the pipe with the higher 
flow rate will have filled more of a container than the flow from 
the other pipe will have. Once the integration period has ended, 
the integrated voltage is discharged at a known rate. Since the rate 
is fixed, the slopes of all of the discharge plots will be equal, as 
shown in Fig. 2-29. Only the discharge period will change, being 
longer for the higher initial unknown voltage input. Thus, the dis- 
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Fig. 2-29. Timing diagram for two different voltages converted by the dual-slope 
conversion process, 

charge period is proportional to the unknown input voltage that is 
to be digitized. 

All of the functions of integrating, discharging, and measuring 
the discharge period are performed by the integrating, or dual- 
slope A/D converter. The discharge periods, T2 and T3 (Fig. 2-29) 
are generally used internally by the converter, to gate a counter that 
accumulates a binary count that is proportional to the voltage. You 
do not have to be concerned with this, though, since the converter 
manufacturers take care of this. You are probably wondering why 
anyone would choose to use a converter that uses such a slow 
process. The answer is that the dual-slope A/D converter inte- 
grates, or averages, the unknown voltage for later measurement, 
rather than measuring it quickly, and directly, as is the case with 
a successive-approximation converter. Why is the averaging so im- 
portant? 

You just read about an application in which voltage averaging 
was quite important, since external noise that was added to the 
unknown signal contributed significant errors to the measurements. 
The averaging was done with four values of the unknown signal, 
so that the noise could be averaged out. The voltage integration 
technique also averages some noise, since we assume that the noise 
will add to the signal as many times as it subtracts from it, as 
shown in Fig. 2-30. The noise has been greatly exaggerated in this 
figure, so that the actual voltage may be easily seen. The signal is 
also shown with some periodic noise, such as 60 Hz noise, since it 
may be easier to see how this adds and subtracts from the signal 
on a regular basis. 

The timing diagram in Fig. 2-31 shows how a dual-slope A/D 
converter would integrate this noisy signal. The resulting integrated 
value of the noisy signal would be very close to the voltage that 
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Fig. 2-30, Timing diagram showing periodic (60 Hz) and random noise superimposed upon 

an analog signal. 

would have resulted from the integration of the noise-free signal. 
Actually, we are most interested in the area under the time-voltage 
line, as shown in the shaded portion of Fig. 2-31. Once the inte- 
gration period has ended, the discharging is started, and the period 
that is required for the integrated voltage to reach zero volts is 
measured. This represents the actual, average value of the unknown, 
noisy signal. In this example, the averaging took place during the 
integration period. In most dual-slope A/D converters, the integra- 
tion period is set at an integer multiple of a 60-Hz sine wave period, 
so that line-frequency noise is averaged out. Of course, converters 
are not perfect, so this is a noise reduction technique, and not all 
of the noise is eliminated. 

Now, the ICL7109 A/D converter will be considered in detail. 
A pin configuration and test circuit diagram is provided in Fig. 2-32. 
Only a few inexpensive components are required by the ICL7109 
for proper operation. The use of a readily available 3.5795 MHz 




Fig. 2-31. Timing diagram showing the integration of a noisy analog signal, versus what 
is expected for a noise-free signal. 
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crystal to generate the timing of the control signals allows the con- 
verter to operate at 7.5 conversions per second, so that 60 Hz noise 
is rejected during the integration period. If an external clock signal 
is supplied, the converter may be set so that it will perform con- 
versions at the rate of 30 per second. The ICL7109 contains an on- 
chip voltage reference circuit. 

On the digital data side of the converter, you will find that there 
is a high-order byte, and a low-order byte. The low-order byte con- 
tains data bits Bl (DO) through B8 (D7), while the high-order byte 
contains the remaining four data bits, B9 (D8) through B12 (Dll), 
as well as two additional bits; a polarity bit (POL) and an over- 
range bit (OR). These two bits are useful in detecting the sign, 
or polarity, of the applied voltage, and also in detecting an error 
resulting from the use of too high an unknown voltage at the input 
of the converter. These data bits have three-state outputs, and they 
are controlled through the use of the low-byte enable ( LBEN ) and 
high-byte enable (HBEN) signals. These two inputs allow the data 
of the converter to be transferred to another device without any 
additional control or buffering circuitry. Caution must be observed 
in the use of these three-state outputs, since they can only power 
one TTL load, and they are not capable of driving long buses. We 
suggest that this three-state capability not be used unless the com- 
puter system in which the ICL7109 is to be used is small, having 
only a few devices on the data bus, so that the ICL7109 will oper- 
ate properly. The information in Table 2-6 provides brief descrip- 
tions for each of the signals of the ICL7109. 
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Fig. 2-32. Pin configuration and test circuit for the ICL7109 12-bit dual-slope A/D 
converter chip. 
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Tobl© 2-6. 10.7109 Signal Description 



Pin 


Symbol 


Description 


1 


GND 


Digital Ground, 0V, Ground return for all digital logic 


2 


STATUS 


Output-High during integrate and deintegrate until 

data is latched. 

-Low when analog section is in Auto-Zero configuration. 


3 


POL 


Polarity, Three-State Output 


4 


OR 


Over-range, Three-State Output 


5 


B12 


Bit 12 (Most Significant Bit) 


6 


Bll 


Bit 11 


7 


BIO 


Bit 10 


8 


B9 


Bit 9 


9 


B8 


Bit 8 


10 


B7 


Bit 7 


11 


B6 


Bit 6 Data Bits, Three-State Output 


12 


B5 


Bit 5 


13 


B4 


Bit 4 


14 


B3 


Bit 3 


15 


B2 


Bit 2 


16 


Bl 


Bit 1 (Least Significant Bit) 


17 


TEST 


Input High-Normal Operation. 

Input Low-Forces all bit outputs high. 

Note: This input is used for test purposes only. 


18 


LBEN 


Low Byte Enable-With Mode (Pin 21 ) low, and CE/LOAD 
(Pin 20) low, taking this pin low activates low order 
byte outputs B1-B8. 

-With Mode (Pin 21 ) high, this pin serves as a low byte 
flag output used in handshake mode. 


19 


HBEN 


High Byte Enable-With Mode (Pin 21 ) low, and CE/LOAD 
(Pin 20) low, taking this pin low activates high order 
byte outputs B9-B12, POL, OR. 

-With Mode (Pin 21 ) high, this pin serves as a high byte 
flag output used in handshake mode. 


20 


CE/LOAD 


Chip Enable Load-With Mode (Pin 21) low, CE/LOAD 
serves as a master output enable. When high, B1-B12, 
POL, OR outputs are disabled. 

-With Mode (Pin 21) high, this pin serves as a load 
strobe used in handshake mode. 


21 


MODE 


Input Low-Direct output mode where CE/LOAD (Pin 20), 
HBEN (Pin 19) and LBEN (Pin 18) act as inputs directly 
controlling byte outputs. 

Input Pulsed High-Causes immediate entry into hand- 
shake mode and output of data 
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Table 2-6. continued 



21 

cont 


MODE 
cont 


Input High-Enables CE/LOAD (Pin 20), HBEN (Pin 19), 
and LBEN (Pin 18) as outputs, handshake mode will be 
entered and data output 


22 


OSCIN 


Oscillator Input 


23 


OSC OUT 


Oscillator Output 


24 


OSC SEL 


Oscillator Select-input high configures OSC IN, OSC 
OUT, BUF OSC OUT as RC oscillator-clock will be same 
phase and duty cycle as BUF OSC OUT, 
-Input low configures OSC IN, OSC OUT for crystal 
oscillator-clock frequency will be 1/58 of frequency at 
BUF OSC OUT. 


25 


BUF OSC OUT 


Buffered Oscillator Output 


26 


RUN/HOLD 


Input High-Conversions continuously performed every 
8192 clock pulses. 

Input Low-Conversion in progress completed, converter 
will stop in Auto-Zero 7 counts before integrate. 


27 


SEND 


Input-Used in handshake mode to indicate ability of 
an external device to accept data. 


28 


V 


Analog Negative Supply-Nominally — 5Vwith respect 
to GND (Pin 1 ). 


29 


REF OUT 


Reference Voltage Output-Nominally 2.8V down from 
V + (Pin 40). 


30 


BUFFER 


Buffer Amplifier Output 


31 


AUTO-ZERO 


Auto-Zero Node-Inside foil of Caz 


32 


INTEGRATOR 


Integrator Output-Outside foil of Cint 


33 


COMMON 


Analog Common-System is Auto-Zeroed to COMMON 


34 


INPUT LO 


Differential input Low Side 


35 


INPUT HI 


Differential Input High Side 


36 


REF IN + 


Differential Reference Input Positive 


37 


REF CAP + 


Reference Capacitor Positive 


38 


REF CAP - 


Reference Capacitor Negative 


39 


REF IN - 


Differential Reference Input Negative 


40 


V + 


Positive Supply Voltage-Nominally +5V with respect 
to GND (Pin 1 ). 



The ICL7109 converter can be operated in one of two modes, 
a direct mode, or a handshake mode. Only the direct mode will 
be important here, since this configures the chip so that it appears 
to operate in the same general manner as other A/D converters. 
A typical interface for the ICL7109 is shown in Fig. 2-33. The three- 
state output capability of the chip has not been used since a long, 
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heavily loaded bus was involved, as is probably the case in most 
TRS-80 systems. Four SN74365 (DM8095) three-state buffers were 
used between the outputs of the A/D converter and the data bus 
lines of the computer. Two input control signa ls were used as the 
device select pulses to the buffers. Note that the MODE, CE/LOAD, 
HBEN and LBEN control signals have all been grounded. A few 
changes have been made in the basic circuit shown in Fig. 2-32, 
so that the range of the converter will be ±5 volts. The integration 
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Fig. 2-33. Schematic diagram of an interface for the ICL7109 A/D converter. 
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resistor, R JNT , has been changed to 200 K ohms, and the reference 
voltage divider has been changed from two resistors, to a single 
potentiometer. These changes are incorporated into the circuit 
shown in Fig. 2-33. While this is a typical interface, you will note 
that there is no connection to the chip to start the conversion se- 
quence. While the ICL7109 is in the DIRECT mode, there are two 
types of conversion sequences that may be used: the continuous 
conversion, and the conversion on command modes. Both of these 
will be described, since they will be important for various inter- 
facing tasks. 

ICL7109 Continuous Conversion Mode 



When the RUN/HOLD line of the ICL7109 is held at a logic one, 
or when it is open (unconnected), the converter will use its inter- 
nal logic circuits to sequence through one conversion right after 
another. In this way, the 12-bit binary output is always changing, 
to reflect the newly digitized voltage. In this mode, the STATUS 
output of the chip may be monitored to determine whether the 
chip is converting a voltage, or whether it is performing internal 
housekeeping tasks, getting it ready for the next conversion se- 
quence. 

To help you better understand the timing relationships, a timing 
diagram has been provided in Fig. 2-34. You should be able to 
recognize the integration period, and the discharge, or de-integra- 
tion period. The INTERNAL LATCH pulse is generated by the 
internal logic circuits of the chip to update the 12-bit data word, 
to present the value from the latest conversion. The STATUS out- 
put is a logic one during the conversion period, and a logic zero 
after the conversion has been completed. The digital data outputs 
only change on the negative-going edge of the STATUS signal. 
The data can be read at any time, or you can wait until the current 
conversion has been completed before reading the data. 

If you choose to read the data only after the latest conversion 
has been completed; that is, you wish to wait until the STATUS 
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Fig. 2-34. Tinting relationships for the ICL7109 A/D converter. 
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Example 2-23. A Simple Display Update Program for the 
1CL7109 Converter 

10 IF(128 AND INP(4))=1 THEN 10 
20 PRINT ((15 AND INP(4))*256)+INP(3) 
30 IF028 AND INP(4)) = THEN 30 
40 GOTO 10 

flag output becomes a logic zero again, you could use the program 
listed in Example 2-23. In this program, the computer will wait 
until the STATUS flag goes from a logic one to a logic zero, before 
it inputs and displays the decimal equivalent of the 12-bit binary 
value. The program will continue to display the latest conversion 
value, going through the program again and again. If you wish to 
obtain a single conversion value at some time in a BASIC program, 
you could use the program steps listed in Example 2-24. In this se- 

Example 2-24. A Single Point Data Acquisition Routine 

200 A = (INP(4) AND 128) 

210 IF A>(INP(4) AND 128) THEN 220 ELSE 200 

220 Q=((INP{4) AND 15)*256) + INP(3) 

quence of program steps, the computer waits for the logic one to 
logic zero transition on the STATUS output before it acquires a 
single value from the converter. In both of these program examples, 
you should note the use of the logical and operation to mask-out 
unused, and unwanted, bits, both in the STATUS flag testing, and 
in the computing of the final data value. 

You could input a 12-bit data value at any time, regardless of 
the state of the STATUS signal, to reflect the current value present 
at the outputs of the converter, but you would have to be careful 
in evaluating the value obtained, since it is possible to transfer the 
12-bit value to the computer just as it is being updated by the con- 
verter, on the negative-going edge of the STATUS output. To pre- 
vent this from happening, the program shown in Example 2-25 

Example 2-25. A Continuous Data Acquisition Program, with 

Flag Transition Checks 

100 A = (INP(4) AND 128) 

110 PRINT ((15 AND INP(4))*256) + INP(3) 

120 IF A>(INP(4) AND 128) THEN 100 

tests the STATUS flag signal before and after the data has been 
acquired. If a logic one to logic zero transition is detected during 
the course of the acquisition, indicating that the data has been up- 
dated, the new data value is acquired. This program could be re- 
written, so that only a single data value is obtained, rather than 

no 



having each new data value acquired and displayed. All of these 
programs, Examples 2-23, 2-24, and 2-25 have provided examples of 
sequences of instructions that may be used to acquire data from 
the ICL7109 when it is in the free-running, or continuous conver- 
sion mode. For most applications, this mode is easy to use, but there 
is another mode that allows the ICL7109 to only perform a single 
conversion, upon command of the computer. 

ICL7109 One-Shot Conversion Mode 

Although the ICL7109 does not have a CONVERT pulse input, 
as such, it does have the capability to perform one conversion at 
a time, under the direct control of external interface circuits. In this 
conversion on command mode, each of the conversions is "re- 
quested," causing the A/D converter to digitize the un known v olt- 
age only once, rather than again and again. The RUN/ HOLD in- 
put (pin 26) provides the necessary control function to al low the 
ICL7109 to operate in the one-shot mode. When the RUN/ HOLD 
input is a logic one, the converter is placed in the continuous con- 
version mode, while a logic zero input will cause the converter to 
complete its current conversion, update the data outputs, and then 
stop. This allows the converter to be placed in a standby mode, 
so that it can be restarted for conversions, as required. 

Wh en the c onversion on command, or one-shot mode is used, the 
RUN/HOLD input is kept in the logic zero state, being pulsed to 
the logic one state when a conversion is req uested. There is a defi- 
nite timing relationship between the RUN/HOLD signal, and the 
STATUS output signal, and the availability of the digital d ata. We 
will assume that when the system has been reset, the RUN /HOLD 
signal is in th e logic zero state. To start a conversion sequence, the 
RUN/ HOLD input is changed to a logic one, indicating to the con- 
verter that it is to start a conversion sequence. There are some in- 
ternal logic functions that must take place, so there is a definite 
period before the STATUS output goes to a logic one, indicating 
that a conversion is in progress. When the STATUS output goes to 
a logic zero, t his ind icates a conversion has been completed, and 
that the RUN/HOLD signal should be placed back in the logic zero 
state. Likewise, the resulting 12-bit data value should be acquired 
by th e compu ter. There are two ways in which the control of the 
RUN/ HOLD input can be achieved, and we are sure that there 
are other variations, too. In both cases, the ICL7109 interface cir- 
cuitry shown in Fig. 2-33 is expanded to include the new control 
circuits for the one-shot control. 

In the first example of one-shot conversion control, a flip-flop is 
contro lled by a program, to provide the proper logic levels for the 
RUN/ HOLD input. The interface circuit is shown in Fig. 2-35. An 
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Example 2-26. A Single Conversion Control Program (see Fig. 2-35) 

10 OUT 6,0 

20 IF(INP(4) AND 128) = THEN 20 

40 IF([NP(4) AND 128)= 1 THEN 40 

50 PRINT ((INP(4) AND 151*256) + 1 NP(3) 

55 OUT 7,0 

60 FOR T = TO 1000:NEXT T 

70 GOTO 10 

OUT 6,0 command is used to clear the flip-flop, starting the con- 
version, while an OUT 7,0 command is used to set the flop-flop, 
changing the logic level applied to the RUN/ HOLD input back to 
a logic zero. This interface circuitry must be added to that shown 
in Fig. 2-33. A control program that may be used to control this 
new interface is listed in Example 2-26. Actually, this interface is 
quite general, since both the conversion on command and continu- 
ous conversion modes may be used. For the continuous conversion 
mode, the flip -flop is simply reset with an OUT 6,0 command, plac- 
ing the RUN/ HOLD input in the logic one state. 

A different type of one-shot control interface is shown in Fig. 2- 
36. In this circuit, the STATUS signal has been used t o cloc k a flip- 
flop, causing it to change the states of its outp uts. An OUT 6 pulse 
is used to clear the flop-flop, placing the RUN/HOLD signal in the 
logic one state, to start a conversion. Once the conversion has been 
completed, the logic one to logic zero tra nsition o f the STATUS 
output clocks the flip-flop, so that the RUN/HOLD signal becomes 
a logic zero again, stopping the conversion sequence, so that an- 
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Fig. 2-35. Schematic diagram of a control circuit for the ICL7109, for both single and 
multiple conversions. 
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Example 2-27. A Single Conversion Control Program (see Fig. 2-36) 

200 OUT 6.0 

210 IF028 AND INP(4)) = THEN 210 

220 PRINT ((INP(4) AND 15)*256)+ INP(3) 

230 FOR T = TO 200:NEXT T 

240 GOTO 200 



other conversion will not take place. Another signal from the flip- 
flop is used as a status signal to one of the input ports of the com- 
puter, to indicate that a conversion has been completed. In this 
configuration, the ICL7109 appears to be used in the more "tradi- 
tional" way; that is, a convert pulse is used to start a conversion, 
and a flag output indicates when the conversion has been completed. 
A typical control program is shown in Example 2-27. This configu- 
ration can be used only if you wish to use the one-shot mode, since 
it is not very easy to switch back and forth between the continuous 
conversion and the conversion on command modes. (Note that in 
the circuit shown in Fig. 2-36, when used with the ICL7109 con- 
verter circuit shown in Fig. 2-33, the connection from the STATUS 
output to the three-state input port is removed, since the STATUS 
output of the flip-flop provides this function.) 

The sample programs that have been provided for the one-shot 
conversion mode are fairly simple, and are easily rewritten, for use 
as subroutines, for the acquisition of one or more data values. The 
single-conversion method is frequently used when a single value is 
to be obtained, and when it is necessary to obtain the most recently 
digitized value. The one-shot mode is also useful when assembly- 
language programs are going to be used to control the converter. 
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Fig. 2-36. Schematic diagram of a circuit for the ICL7109 that controls single conversions. 
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Another A/D Converter Interface Application 

Now that the 12-bit ICL7109 A/D converter has been interfaced 
to the TRS-80 computer, it will be applied to a voltage-measuring 
problem. In this case, it is necessary to measure a temperature, a 
problem found in many experiments, control systems, solar heater 
systems, cooling towers, and so on. There are numerous ways in 
which temperatures can be measured; with thermocouples, therm- 
istors, temperature-dependent semiconductors, and others, being 
frequently used. In recent years, a number of new temperature sen- 
sors have become available. The Analog Devices AD590, and the 
National Semiconductor LM3911, are representative examples. The 
AD590 is a two-terminal temperature transducer, while the LM3911 
is a four-terminal device. The AD590 lends itself to use in those 
applications that require highly accurate measurements, while the 
LM3911 is excellent for general-purpose uses. The LM3911 will be 
used in this particular application. 

The LM3911 is a temperature sensing device that provides a 
voltage output that is directly proportional to the temperature of 
the chip. In fact, the output is generally in milfivolts-per-degree, 
so that the conversion from a voltage to a temperature is fairly 
simple. While the LM3911 may be used in many different types of 
applications, from use as a thermostat, to use as a simple thermom- 
eter, it will be used as a temperature transducer in this application, 
so that the ICL7109 A/D converter can measure the voltage that 
it generates. The simplest configuration for the LM3911 is shown 
in Fig. 2-37, in which the LM3911 has been used to provide a volt- 
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Fig. 2-37. Schematic diagram showing the LM391 1 sensor used for 
temperature measurement. 
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age output of 10 millivolts for each Kelvin. The Kelvin temperature 
scale uses the same units as the Celsius scale, except that the Kelvin 
scale starts at absolute zero and reaches 273 K at the freezing point 
of water, which is 0°C, or 32°F. [Note the ° symbol is not used with 
Kelvins. The SI unit of temperature is the Kelvin, not degree ( ° ) 
Kelvin.] Room temperature is about 20°C, or 293 K. The conversion 
from the Fahrenheit to the Celsius and Kelvin scales are as follows: 

°C= (°F-32) X (5/9) 
K = 5/9(°F-32) +273.15 

The circuit provided in Fig. 2-37 shows the voltage signal that 
corresponds to the temperature, as being the difference between the 
voltage at two points in the circuit, neither of which is ground. This 
is a situation that has not been encountered before, since all of the 
previous measurements have been made with respect to ground 
potential. Since the ICL7109 has a differential input capability; 
that is, it can measure the difference between two voltages, it might 
be possible to use this to our advantage. Unfortunately, the more 
positive of the two voltages produced by the LM3911 is about +7 
volts, which is outside the range of the differential input for the 
ICL7109. Some other means of measuring the signal must be found, 
or some other "translation" process must be found so that the tem- 
perature voltage can be referenced to ground. 

A simple differential input op-amp circuit with a gain of one 
( unity gain ) can be used to reference the voltage signal to ground. 
A typical circuit is shown in Fig. 2-38. A 741 op-amp was used in 
this circuit, with ±15- volt power supplies. The voltage that repre- 
sents the temperature of the LM3911 is now referenced to ground, 
and the output is measured at about 3.03 volts, to 303 K, very 
close to the actual room temperature. This is the signal that the 
ICL7109 is to digitize. A simple test program was developed to 
control the converter in the continuous conversion mode. Example 
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Fig. 2-38. A simple op-amp circuit used to reference a differential signal to ground. 
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Example 2-28. A Simple Voltage Display Program for a 12-Bit 
A/D Converter 

10 IF (128 AND INP(4))=1 THEN 20 
20 A=((INP(4) AND 15)*256) + 1NP(3) 
30 PRINT (A*5)/4096; 
40 IF (128 AND INP(4))=0 THEN 40 
50 GOTO 10 

2-28 shows the program that acquired the data, and displayed the 
decimal equivalent of the voltage obtained from the op-amp circuit. 
The PRINT command converts the decimal equivalent of the 12- 
bit binary output of the converter into a value that ranges between 
and +5 volts. When the program was first tested, the voltage dis- 
played by the TRS-80 did not match the voltage that was being 
generated by the op-amp circuit. This didn't mean that the system 
wasn't operating properly, but it was an indication that the scale- 
factor, or gain of the A/D converter was not properly adjusted. 
To correct the problem, the GAIN potentiometer of ICL7109 was 
simply adjusted until the voltage output by the op-amp, and the 
voltage displayed, were equal. Don't forget, that in any system, a 
certain number of adjustments and test runs will have to be made 
before the system can provide meaningful results. 

Once the gain adjustment of the A/D converter had been made, 
a simple command was added to the test program to cause it to 
display the Celsius temperature, along with the measured voltage. 
The following line was added to the program in Example 2-28: 

35 PRINT USING "###.#-";((A*500)/4096)-273 

This converted the voltage to the correct Celsius temperature value. 
A semicolon is placed at the end of line 30, in the program, to sup- 
press the carriage-return function in the display. 

Since the LM3911 is a semiconductor device, it requires some 
power to operate, so its temperature was found to be a degree or 
two higher than the actual room temperature. In liquids, or mov- 
ing air, this probably wouldn't be noticed. A complete temperature 
display program is listed in Example 2-29. It generates a display 
of both Fahrenheit and Celsius temperatures. 

Now, the temperature measurement application will be expanded, 
so that the computer is used to acquire temperatures over a known 
period. The software will be written so that the computer will ac- 
quire one temperature value each second, for two minutes, a total 
of 120 values. The LM3911 chip will be quickly cooled with a 
freezing spray of Freon, typically available as "Freeze Mist," or a 
similar product, used for cooling electronic components. The tem- 
perature of the LM3911 will be measured, as it warms up to room 
temperature, both in still ah, and in moving air, supplied by a small 
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Example 2-29. A Complete Temperature Display Program for °C and °F 

10 CLS:PRINT@ 215."CELSIUS":PR!NT@ 279,"FAHRENHEIT" 
20 IF (128 AND INP(4))=1 THEN 20 
30 Q = ((15 AND !NP(4))*256) + INP(3) 
40 Q = INT((Q*500)/4096)-273 
50 F=INT((Q*9/5) + 32) 
60 PRINT© 200," ";:PRINT@ 200.Q; 

70 PRINT® 264," ";:PRINT@ 264.F 

80 IF(128 AND INP(4)) = THEN 80 
90 FOR T = TO 200:NEXT T 
100 GOTO 20 

fan. A typical data acquisition program is listed in Example 2-30. 
It has some interesting features that we will briefly describe. A time- 
delay routine has been placed in the program, so that the tempera- 
ture information will be acquired at one-second intervals. Actually, 
the delay period was adjusted during several test runs, so that the 
values were acquired over the two-minute period. The line printer 
feature has been used in this program, so that a copy of the results 
can be obtained for future reference. The LPRINT USING com- 
mand was used, so that the results of the experiment would be tabu- 
lated in neat columns, so that the results would be easy to read. 
A display-plot routine has also been added, so that the results can 
be readily seen on the video monitor. 

As you look through the program listing, you may wonder why 
a few additional spaces are printed after each tenth value. Actually, 
the printer can't "print" spaces, it just marks them off, moving the 
print head mechanism in the process. Since the carriage-return ( re- 
Example 2-30. A Temperature Data Acquisition Program 

10 DIM A(120) 

20 FOR 1 = TO 119 

30 IF (128 AND INP(4))=1 THEN 30 

40 Q = {<15 AND INP(4))*256)+INP(3) 

50 A(l)=INT((Q*500)/4096)-273 

60 FOR T=0 TO 335:NEXT T 

70 NEXT I 

75 Z=0 

80 FOR 1=0 TO 119 

90 LPRINT USING " + ######"; A(l); 

95 Z = Z+1:IF Z=10 THEN 400 
100 NEXT I 
110 INPUT Q 
120 CLS 

130 FOR 1 = TO 119 
140 SET (l,((46-A(l))/2» 
150 NEXT I 
160 GOTO 160 
400 LPRINT " " 
410 Z = 0:GOTO 100 
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turning the print head to the left margin ) has been suppressed in 
the LPRINT USING "+######";A(I) ; command, with the two 
semicolons, the command at line 400 causes the printer to mark off 
a few spaces, and then to perform a carriage return. There is no 
semicolon in this "dummy" command, so its only effect is to cause 
a carriage return to be generated, so that the next row of figures 
can be typed directly under the one previously printed. The line- 
feed function that moves the paper up for the next row is gener- 
ated by the line printer, or its interface circuitry, whenever a car- 
riage return command is detected. 

In this experiment, the LM3911 sensor was cooled to about 240 K, 
or — 33°C with the Freon spray. The chip was allowed to warm up, 
and the various temperature values were acquired. Two different 
sets of values were obtained, one set when the LM3911 was simply 
allowed to warm up on the breadboard, and one when air was 
blown over the chip with a small fan, similar to the ones used in 
electronic equipment. The data is presented in Tables 2-7 and 2-8, 
respectively. Graphs of the temperature changes vs time are pro- 
vided in Fig. 2-39. There is a notable increase in the warming rate 
of the system in which the fan was used, a good indication that the 

Table 2-B. Temperature Seta for Cooled Sensor In Fan Air Path 
at One-Second Intervals (Read Across Each Bow) 
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Fig. 2-39. Plots of temperature versus time for the LM391 1 when warmed by still air and 

moving air. 

fan was doing its job in transporting energy from one place to an- 
other, whether it be for cooling, or heating. 

This example was not developed as a controlled experiment, but 
rather as an example of the type of thing that a small computer 
can do quite nicely. The computer could have taken over some 
of the other tasks in this experiment, too. For example, the final 
plot of temperatures and times might have been generated by the 
computer on an X-Y plotter, controlled by two D/A converters. The 
computer could have been programmed to start the data acquisi- 
tion sequence only when the temperature reached a certain level, 
and so on. 

There are some final notes on the LM3911 chip. We found that 
the pin configurations in the data sheets were sometimes wrong. 
The errors seem to have crept into the data sheets, since the metal 
can, transistor-like package for this chip has a different pin config- 
uration than does the eight-pin mini-DIP. Be careful to check on 
this if you have a data sheet for the LM3911. The LM3911 is speci- 
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fied as being able to operate down to — 25°C, yet we were able to 
operate it down to below — 35°C. We don't suggest that you do this 
on a regular basis, though, if you expect the device to operate in a 
reproducible manner. 



A LIST OF REPRESENTATIVE ANALOG-DIGITAL 
CONVERTER MANUFACTURERS 



Advanced Micro Devices 
901 Thompson PI. 
Sunnyvale, CA 94086 

Analog Devices, Inc. 
P. O. Box 280 
Norwood, MA 02062 

Analogic Corporation 
Audubon Rd. 
Wakefield, MA 01880 

Beckman Instruments 
Adv. Electro-Products Div. 
2500 Harbor Blvd. 
Fullerton, CA 92634 

Burr-Brown 
P. O. Box 11400 
Tucson, AZ 85734 



Data Translation 
4 Strathmore Rd. 
Natick, MA 01760 

Datel-Intersil 
11 Cabot Blvd. 
Mansfield, MA 02048 

Hybrid Systems Corp. 
Crosby Drive 
Bedford, MA 01730 

Intech/ Function Modules 

282 Brokaw 

Santa Clara, CA 95050 

National Semiconductor Corp. 
2900 Semiconductor Drive 
Santa Clara, CA 95051 

Signetics Corporation 
811 E. Arques Avenue 
Sunnyvale, CA 94086 
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Some Practical Data 
Processing 



In the previous chapter, we discussed the use of analog-to-digital 
converters in computer interface circuits, for the measurement of 
unknown voltages. While some examples of how the data could be 
acquired and processed were provided, important topics such as 
sampling rates, noise, filtering, and others, were not discussed in 
much detail. These topics are some of the ones that will be de- 
scribed in this chapter, so that you will be able to use and analyze 
the information that you have acquired from external sources. The 
information in this chapter is provided as an introduction, since it 
is impossible to cover all of the different types of data processing 
tasks that you might find useful. There are a number of excellent 
references that devote more detail to the treatment of the subjects 
covered here, and we will note them for you. The use of detailed 
mathematical formulae has been avoided, as much as possible, 
since it seems more important to provide usefeul examples and pro- 
grams that can be used right away. Our main emphasis is upon 
the development of techniques that you can apply to some specific 
data processing tasks. 

OBJECTIVES 

At the end of this chapter, you will be able to: 

• Describe the considerations involved in determining data sam- 
pling rates. 

• Calculate data sampling rates for periodic signals. 
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Define "aliasing effect." 
Define inflection points. 

Use a BASIC program to find the inflection points in an array. 
Write a program to scale data values between two defined 
limits. 

Use ensemble averaging to reduce noise in arrays of informa- 
tion. 

Describe digital filtering. 

Use a BASIC program to filter an array of continuous informa- 
tion. 

Describe the method of least-squares fit. 

Use a BASIC program to find the least-squares fit for an array 
of information. 
Define linear correlation coefficient. 



DATA SAMPLING 

Whenever an A/D converter is used to measure an unknown ana- 
log voltage, it is important to have an understanding of the phe- 
nomenon that is being measured; that is, how fast is the signal 
changing, is it periodic, what are the maximum and minimum volt- 
ages that are to be measured? If you are not careful in interpreting 
your data, false results can be obtained. The voltage versus time 
information provided in Fig. 3-1 shows a slowly varying voltage 
that is defined by the three points that were measured by an A/D 
converter, connected to an experiment. Before this information 
is used in any way, it might prove useful to carefully examine the 
unknown voltage signal that is generated by the experiment. An os- 
cilloscope will work nicely here. A typical oscilloscope plot of the 
voltage signal is shown in Fig. 3-2 for the same experiment. The 
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Fig. 3-1. Typical voltage versus time measurements made in an experiment. 
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Fig, 3-2. Periodic waveform, with superimposed measurements, showing the effect 

of aliasing. 

points shown in Fig. 3-1 are superimposed upon those in Fig. 3-2 
to show how they were obtained when the varying voltage signal 
was sampled at too-slow a rate. This is called an aliasing effect, 
since the measured voltages are really an "alias" of the periodic 
triangular wave. Now, the question is, "How fast must the samples 
be acquired from the A/D converter, so that a true representation 
of the signal is obtained?" 

Of course, the information could be obtained very quickly, but 
the faster that the computer acquires data, the faster it fills up the 
available read/write memory. There must be some means of deter- 
mining the slowest sampling rate for a given signal. The Nyquist 
relationship states that the minimum sampling rate must be twice 
the frequency of maximum frequency component in a signal that 
is continuous. Thus, if the maximum frequency component is F M ax, 
then the minimum sampling frequency, F„, is given by the simple 
relationship: 

F s = 2F M ax 

It is important to remember that the maximum frequency compo- 
nent of the signal determines the sampling rate minimum, and that 
in many cases, the maximum frequency of a signal, and its maximum 
frequency component will be different. This means that a 20-Hz 
signal may be measured by sampling it at a minimum of 40 points 
per second, as long as the 20-Hz signal does not contain any fre- 
quency components that are above 20 Hz. Of course, you can al- 
ways sample the 20-Hz signal at faster rates. 

Since few small computer users have spectrum analyzers avail- 
able, so that frequency components of a signal can be determined, 
other techniques must be used to establish the proper sampling 
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Fig. 3-3. Circuit (or a simple low-pass filter with a cutoff of about 1 .5 Hz. 

rate for unknown signals. Three general techniques are used: (1) 
trial and error is used to obtain the best reconstruction of the un- 
known signal; ( 2 ) a low-pass filter is used to remove high-frequency 
components from the signal; and (3) some attempt is made to re- 
late the signal and the measurement rate. In the first case, the tech- 
nique is fairly simple, but it may take some time to adjust your 
program so that it acquires information at the proper rate. Simple 
passive components may be used to construct a filter, as shown in 
Fig. 3-3, or operational-amplifier-based filters can be used (see De- 
sign of Active Filters, with Experiments, Howard W. Sams & Co., 
Inc., Indianapolis, IN 46206). The sampling rate may also be 
roughly related to the function that is to be measured. 




Fig. 3-4. A typical peak, showing the two 
inflection points, A and B. 



TIME 

If a peak ( or valley ) voltage is being measured by the computer, 
as shown in Fig. 3-4, you want to be sure that the computer acquires 
enough points to accurately characterize the peak. But, where does 
the peak start, and where does it stop? In a regular peak, there are 
two points that can be useful in helping you to characterize it. 
These are the inflection points and they occur on the positive-going 
side, and on the negative-going side of the peak. These points indi- 
cate where the slope has gone from an increasing slope to a de- 
creasing slope. For example, when a car starts down a highway, it 
accelerates to reach a maximum speed, but it must stop accelerat- 
ing, otherwise it would continue to go faster and faster. The point 
at which the acceleration stops, and at which the deceleration starts, 
is the inflection point. This is shown in Fig. 3-4, at points A and B. 
If you acquire between 10 and 20 points between the inflection 
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points, you will be able to accurately characterize the peak, so that 
its position (or time) and height are known with little error. The 
computer could be programmed to determine when the inflection 
points have been reached, since it can acquire data continuously, 
evaluating the slopes of the lines between the consecutive points. 
Thus, the computer would acquire a data value and calculate the 
slope of the line that would connect this point, and the one that 
was acquired previously. The slope is temporarily stored. When the 
next data value is obtained, the slope between it and the previ- 
ously obtained value is computed, and compared with the slope 
that was temporarily stored. If the slope is increasing, the computer 
continues with this sequence until a decrease in the slope is de- 
tected. The points acquired during the slope determining steps are 
simply "discarded," and not used by the computer. Once the in- 
flection point has been reached, the data is acquired. 

A simple inflection point-detecting program is listed in Example 
3-1. A subroutine starting at line 2000 must be supplied to acquire 
single values from an A/D converter. A time delay routine could 
be built into the subroutine, so that data points are only acquired 

Example 3-1. Program for Determining Inflection Points on a 
Continuous Function 

1500 GOSUB 2000 

1510 B1=A 

1520 GOSUB 2000 

1530 B2 = A 

1540 S1=ABS{B2-B1) 

1550 GOSUB 2000 

1560 B3 = A 

1570 S2 = ABS(B3-B2) 

1580 IF S2-S1>0 THEN Bl =B2:B2 = B3:GOTO 1540 

1590 PRINT'INFLECTION" 

at regular intervals. The A/D converter control subroutine has not 
been shown, for clarity, but many of the programs described in the 
previous chapter could be readily adapted for use in the inflection 
point program. In this example, we have assumed that the signal 
is noise-free, since a noisy signal will cause errors in the determina- 
tions of the slope, resulting in the selection of false inflection points. 
Just as several points were averaged together in the photocell/ lamp 
experiment, the same type of averaging may be used here, too. 

Instead of simply having the subroutine at line 200 acquire a 
single data point for use in the evaluation of the slope of the signal, 
the computer could be programmed so that the subroutine at line 
200 actually acquired a number of data points, averaging them be- 
fore presenting the averaged value for use in the determination 
of the slope. In this way, much of the noise could be averaged out. 
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This is called "boxcar" averaging, or window averaging, since a 
boxcar-like, or window-like section of the data has been averaged 
to provide a single data point. This averaging technique would be 
used only during the determination of the inflection point, as a 
noise-reducing technique. When the actual data values are to be 
obtained across the peak, no averaging is used. For those readers 
who are interested in calculus, the inflection point is also the point 
at which the second derivative of the function is zero. 

A second method involving peak measurement uses the height 
and width of a typical peak to determine the sampling rate, rather 
than the inflection points. Once a typical, or representative, peak 
has been measured, the height of the peak is divided in half, and 
perpendicular to and through this point, a horizontal line is drawn. 
This line intersects the peak on the positive-going side, and on the 
negative-going side. The length of this line between these two inter- 
section points is called the peak-width-at-half-height. If 10 to 20 
points are acquired across the peak, from one intersection point 
to the other, the peak should be fairly well defined. This technique 
is fairly subjective, since the height of the peak must be determined, 
and it isn't always possible to accurately determine where the peak 
starts, and where it ends. 

SCALING 

Once an array, or a file of data has been acquired, what can be 
done with it? Probably before any complex data processing or data 
reducing steps are started, it might be good to examine the infor- 
mation obtained, to be sure that it has been acquired properly. A 
simple examination of the "raw" data, prior to processing may dis- 
close the fact that the experiment was not connected to the com- 
puter properly, or that some malfunction took place. As was noted 
in Chapter 2, an X-Y, or Y-T display of the information is easy to 
come by, using either a plotter or an oscilloscope for the display. 
However, when eight-bit D/A converters are used to control plot- 
ters or oscilloscopes, it is impossible to have them accept values 
that are greater than 255, or less than zero. If a quantity was mea- 
sured as changing between 2000 pounds per square inch to 4000 
pounds per square inch, eight-bit D/A converters could not be used 
to display these values directly. Likewise, values between —30° G 
and —50° C couldn't be displayed either, since they are negative 
numbers, and the D/A converters have no provisions to accept 
negative binary values. 

To display either the pressure, or the temperature information on 
the plotter or oscilloscope, the raw data must be scaled, so that it 
has a range that is between zero and 255. The first thing that is done 
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with the data is to adjust its "offset" so that the minimum value 
corresponds to zero. Then, the remaining values are either multi- 
plied by a scaling factor that either expands or contracts the data 
values, so that they all fit into the display area, with a resolution 
of eight bits. Of course, D/A converters with more resolution could 
be used in the computer system, but they will not add much reso- 
lution to a simple oscilloscope, or plotter display. Since the original 
information has been manipulated to make it "fit" into the display 
area, it would be useful to know what the lowest value is, what 
the highest value is, and what the scaling factor is, too. 

Example 3-2. A Data Scaling Program 

900 INPUT "# DATA PO!NTS";N 

910 DIM A(N) 

920 FOR 1 = TO N-l 

930 INPUT A(l) 

940 NEXT i 
1000 B= 100000 
1010 FOR 1=0 TO N-l 
1020 IF A(I)<B THEN B = A(I) 
1030 NEXT I 
1070 C= -100000 
1080 FOR 1 = TO N-l 
1090 IF A(I)>C THEN C = A(I) 
1100 NEXT I 
1110 S = 255/(C-B) 
1120 FOR 1 = TO N-l 
1130 A(1)=(A(I)-B)*S 
1140 NEXT I 

1150 PRINT "MIN";B,"MAX";C,"SCALE FACTOR" ;S 
1155 FOR 1 = TO N-l 
1160 PRINT I, A(l) 
1170 NEXT I 
1180 END 



A typical scaling program is provided in Example 3-2. This would 
probably be found in part of a general-purpose plotter control pro- 
gram, but it is presented here, without these steps. The number of 
data values to be scaled can be preset, although when eight-bit 
D/A converters are used, the maximum number of points that can 
be represented is 256, so the scaling would probably be limited to 
a 256-element array. The data input steps in this, program (lines 
910-940) may be left out if the data has been acquired and stored 
with another program. The minimum, maximum, and scale values 
are all printed, so that it is easy to label the axes on the plot. The 
program can scale sets of data that have values that are between 
100,000 and —100,000, but these limits are easily changed, as re- 
quired. 
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AVERAGING 

The use of averaging is quite common in processing data for 

later evaluation. In the photocell/lamp experiment, several data 
values were averaged to obtain a single value that represented the 
voltage across the photocell. The averaging technique helped to 
eliminate random noise that was superimposed upon the signal 
that was being measured. As was noted, this is called boxcar aver- 
aging, since a number of successive points were averaged to pro- 
vide a single point. The measurements across a peak may also be 
averaged using the boxcar method, but this means that the data 
sampling rate must be increased, since additional points are re- 
quired for the averaging. If you find that a signal can be defined 
by acquiring 15 points, and you wish to average 4 points to pro- 
vide each of the 15, then 60 points must be acquired, so that they 
can be averaged to provide the 15 points of interest. Thus, the data 
acquisition rate must be four times what it would have been if only 
the 15 points were required in the first place. 

When the data points are to be averaged, there is a choice that 
must be made. Are the data points to be averaged after each set 
has been acquired, or are the points to be stored for later evalua- 
tion and averaging? The answer depends upon the speed at which 
the points are to be acquired, and the amount of memory that is 
available for the temporary storage of the information. If the points 
are going to be acquired every second or so, then there is probably 
time to average them during the acquisition, with time to spare. 
If the points are to be acquired every 100 milliseconds, or so, the 
data points should probably be stored for later evaluation. You 
must carefully evaluate the amount of storage that is required, so 
that your computer does not run out of memory during the acqui- 
sition of information. 

While the boxcar averaging technique is useful, it can present 
some difficulties, since it requires that the computer acquire more 
points than are actually necessary, and it may take excessive 
amounts of memory to store the data, or comparatively long peri- 
ods to average each set of points, as new points are acquired. To 
eliminate some of these problems, there are two other techniques 
that should be considered: ensemble averaging, and digital filtering. 

When the ensemble averaging technique is used, successive sets 
of information are averaged together to eliminate noise. This means 
that the experiment, or test, that is generating the information, must 
be repeated, and except for the noise superimposed on the signal, it 
must be reproducible. For example, the discharging of a capacitor 
through a load, or the current passing through a coil, should both 
be reproducible, while the stress forces in a chimney that is being 
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demolished, or the temperatures during a given day, are not repro- 
ducible, since they cannot be repeated in exactly the same way. 
It is important that you not try to apply ensemble averaging to 
the evaluation of information from nonreproducible experiments, 
since if you do, erroneous results will be obtained. 

To illustrate the ensemble averaging technique, an example will 
be useful. Let's assume that 10 people are taking part in a physical 
exercise program to increase their endurance. The experiment takes 
place over 30 days, and each day, the people are to do as many 
push-ups as they can, noting the results in a table. At the end of 
the 30-day period, someone sits down and averages the number of 
push-ups done for each day. The end result is an ensemble average 
that tabulates the average number of push-ups done for each of 
the 30 days. While the results from the different people are cer- 
tainly not reproducible, this example illustrates the technique. 
Many tests are run, and the values that occur at the same times 
in each are averaged, to give an average value for that particular 
time. Of course, the variable used as the "base" does not have to be 
time, it could just as easily be voltage, current, or some other 
quantity. 

To illustrate the use of ensemble averaging, a noisy sine-wave 
signal will be averaged with a number of similar sine waves, in 
which only the noise portion of the signal has varied. Instead of 
developing a complex circuit to generate the sine wave, add the 
noise to it, and then digitize it, the TRS-80 can be used by itself 
to generate the noisy signals through the use of the SIN function 
to generate the sine wave, and the use of the random number 
(RND) generator to generate the noise. The program used is illus- 
trated in Example 3-3. The program initializes an array of 180 
points, and then generates a sequence of sine values, such that the 
values range between 64 and 192. A random number generation 
step is included in the program to generate some random noise. 
Another random number generation sequence is used to determine 
whether the noise should be added to, or subtracted from, the sine 
signal. The signals are all added together in a single array, and then 
averaged at the end, by dividing the accumulated value for each 
"point" in the sin function by the number of sine waves generated. 
In the program listed in Example 3-3, eight sine waves are gener- 
ated, with noise, and then averaged, to help remove the noise. The 
resulting values are stored in read/ write memory for later examina- 
tion with an oscilloscope display program ( see Example 2-9 ) . 

A single sine wave with superimposed noise is shown in Fig. 3-5, 
with the ensemble-averaged waveforms for 4, 8, and 16 different 
waveforms shown in Figs. 3-6, 3-7, and 3-8, respectively. You should 
be able to see that as the number of sine waves that are averaged 
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Example 3-3. Sine Wave and Noise Generator Program 

500 DIM A(180) 

510 FOR J = TO 180 

520 A(J}=0 

530 NEXT J 

540 FOR E = TO 7 

550 J = 

560 FOR 1 = TO 360 STEP 2 

570 A = 1 28 + 1 NT(64*(SI N(l *0.0 1 7453))) 

580 B = RND(8) 

590 IF RND(100)>50 THEN A(J)=A(J) + A + B ELSE A(J)=A(J) + A-B 

600 J = J + 1 

610 NEXT I 

620 NEXT E 

630 N = 20224 

640 FOR J = TO 180 

650 POKE N,A(J)/8 

670 N = N + 1 

680 NEXT J 

690 END 




Fig. 3-5. A plot of a TRS-80-generated sine wave, with random noise super-imposed 

upon it. 






Fig. 3-6. Ensemble average of four noisy sine waves. 



130 




Fig. 3-7. Ensemble average of eight noisy sine waves. 

is increased, the noise is decreased. Remember, though, that the re- 
duction in noise also means that more experiments or tests must 
be performed to provide the raw data that is used in the averaging 
process. As noted previously, this technique is only useful if multi- 
ple sets of data are available. One final note on the ensemble aver- 
aging program shown in Example 3-3. This program takes about 
three minutes to process eight noisy sine waves, so if you wish to 
run it, remember to be patient. If you are processing arrays of infor- 
mation that have been acquired at some other time, the averaging 
should not require as much time, since software steps were used 
in our program to actually create the sine values, and to add the 
noise to the signal. 




Fig. 3-8. Ensemble average of 16 noisy sine waves. 

DIGITAL FILTERING 

It is possible to filter noisy signals with special programs that use 
a single set of data, acquired from a single experiment or test. 
These filtering programs are useful when an experiment can be 
performed only once, and when the resulting information contains 
some noise that must be reduced. The filtering programs actually 
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average some of the values in the data array, but instead of aver- 
aging values from multiple sets of data that were acquired at the 
same time, the filtering technique uses data values that were ob- 
tained both before and after the point that is to be filtered. In this 
way, a single array of information may be processed to reduce noise. 
The basic principle involved is that the points closest to the point 
to be filtered should also be close in value, while the points some 
distance away (five or six points) may have little effect upon the 
value of the point to be filtered. Points on each side of the point to 
be filtered are used in the averaging process, but as you get farther 
and farther away from the point of interest, the outlying points 
contribute less to the average. Of course, the points to be filtered in 
this way must have been obtained at fixed, uniform intervals from 
one another, and the points must be continuous. 

Table 3-1. Table of Filter Coefficients for an 1 1 -Point Filter 



Data Value 


Coefficient 


n-5 


0.074 


n-4 


0.111 


n-3 


0.182 


n-2 


0.333 


n-1 


0.666 


n 


1.00 


n + 1 


0.666 


n+2 


0.333 


n + 3 


0.182 


n+4 


0.111 


n+5 


0.074 



The filtering technique is often called the moving average tech- 
nique, since the set of coefficients "moves" along the raw array of 
data, performing an average of several points behind, and ahead 
of, the point of interest, to provide a new value for the point being 
averaged. In general, the coefficients that are used in the averaging 
process follow a continuous function themselves, generally some sort 
of parabolic function. A table of typical coefficients is provided in 
Table 3-1 for an 11-point filter. 

When point A(I) is being filtered, point A (1-5) is multiplied by 
0.074, point A (1-4) is multiplied by 0.111, and so on. The sum of 
all the multiplications is divided by the total of the coefficients, 
3.732, to generate the filtered value for point A(I). The new point 
is stored in a separate array, since you do not want to use filtered 
data values in the filtering process when the next sequential point 
is operated upon. The main point in filtering the information is to 
remove noise, but you must be careful in evaluating your filtering 
needs, since the filtering process will alter the data, however slightly. 
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Example 3-4. Eleven-Point Parabolic Filter Program No. 1 

900 INPUT "ARRAY S!ZE";W 

1000 DIM C(11):C(1) = .074:C(2) = .111:C(3) = .182:C(4) = .333 

1001 C(5) = .666:C(6)=1:C(7) = .666:C(8) = .333:C(9)=.182 

1002 C(10)=.1U:C(11) = .074 
1010 DIM Q(W):X=1 

1020 S = 

1030 FOR I = 1 TO 11 

1050 S=S + (C(I)*A(X)) 

1060 X=X+1 

1070 NEXT I 

1090 LET Q(X-6) = S/3.732 

1100 X = X-10 

1110 IF X<W-9 THEN 1020 

1120 PRINT "FILTER COMPLETED" 

1130 N = 20224 

1140 FOR J=0 TO W 

1150 POKE N,Q(J) 

1160 N = N + 1 

1170 NEXT J 

1180 END 

A typical set of raw data values is shown in Fig. 3-9. These values 
may be filtered with the simple program shown in Example 3-4 
which includes the multiplication coefficients in an 11-value array. 
Unfortunately, this array does not do a particularly good job of 
filtering the data, since it does not filter the first five, or the last five 
points. If the "parabola" of filtering coefficients is placed at either 
end of the array to be filtered, you will see that the central point, 
the one that will be filtered, is the sixth from the start of the array, 
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Fig. 3-9. A plot of typical, raw experimental data acquired from a spectrometer. 
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while the last point to be filtered is the sixth from the last point. 
This is shown in diagram form in Fig. 3-10. The first, or the last, 
five data points may be quite important, since the computer may 
have been triggered to start acquiring data at a particular time, 
and we wish to evaluate the data that is acquired from that point on. 
The software required to filter all of the points in an array is 
more complex than that shown in Example 3-4, since we now require 
that portions of the parabolic set of coefficients be used at the start 
and finish of the array, so that all of the points are filtered. Thus, 
the first point is filtered by using its value and the values of the 
next five consecutive data points, the second point is filtered using 
the first data point, its own value, and the values of the next follow- 
ing five data points. Once the set of coefficients reached the sixth 
data value to filter it, the five points on either side will be used in 
the filtering process. A complete filtering program is provided in 
Example 3-5. You will see that special steps have been incorporated 
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Kg. 3-20. A diagram showing the relationship between the experimental data and the 
parabolic filter function points. 

into the program at lines 3000-3050 and at lines 2160-2210 to re- 
structure the coefficient array so that only the points required are 
used at the "ends" of the array. If the information presented in 
Fig. 3-9 is filtered using this program, the plot shown in Fig. 3-11 
represents the filtered data. Of course, you could filter this infor- 
mation again and again to improve its appearance, but you must 
remember that the filtering process also tends to broaden and flatten 
peaks, since it does not provide a perfect solution to the noise prob- 
lem, but rather acts to average the noise to provide an average 
function. There are some mathematical solutions that allow the 
filtering to take place without serious degradation of the data, and 
these will be discussed in the next section. In this section, the infor- 
mation has been available in an array, and we have not attempted 
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to filter the data points as they are acquired. This allowed us to use 
those points that occurred both before and after the data point that 
was averaged. If filtering is to be performed on the stream of data 
points as it is generated, as is the case in an R/C filter, or an active 
filter, then only unidirectional filtering is possible. 
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Fig. 3-11. A plot of experimental data (see Fig. 3-9) that has been filtered with a set of 

parabolic coefficients. 

METHOD OF LEAST SQUARES 

The last data processing technique that we will describe in de- 
tail is the method of least squares. This method of data analysis 
was developed by Carl Friederich Gauss (1777-1855) and applied 
to astronomical observations so that the orbits of planets and aster- 
oids could be accurately predicted. Briefly stated, the method allows 
a set of data values to be used to find the best solution to an equa- 
tion that fits the data. 

In many experiments, the observed, or measured values do not 
always correspond to the theoretical values shown in textbooks and 
other references. This is due to noise, as we have already mentioned, 
and also to experimental errors. While the measured values are 
not all on the expected straight line (we will assume a "straight" 
fine function here), they may be evaluated using the method of 
least squares, or the least squares fit, so that a best straight line 
function is obtained from the data that is available. Without going 
into the mathematical basis for the method of least squares in de- 
tail, the technique serves to minimize the squares of the distances 
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Example 3-5. Eleven-Point Parabolic Fitter Program No. 2 

2000 INPUT "ARRAY SIZE";W 

2010 DIM C(10):C(0) = .074:C(1)=.111:C(2) = .182:C(3) = .333 

2020 C{4)= .666:C(5)= 1 :C(6)= .666:C(7) = .333:C(8)= ,1 82 

2030 C(9)=.111:C(10)=.074 

2040 DIM Q(W):D = 6:G=0:E=10 

2050 IF G<6 THEN 3000 

2060 F = 3.732 

2070 S=0 

2080 FOR l = D TO E 

2090 S = S + (C(I)*A(X)) 

2100 X = X+1 

2110 NEXT I 

2120 Q(G) = S/F:X = X-10 

2130 G=G+1 

2140 IF G<W-4 THEN 2050 

2150 IF G = W + 1 THEN 5000 

2160 E = E-1:F = 

2170 FOR ! = D TO E 

2180 F=F + C(I) 

2190 NEXT I 

2200 X = G-5 

2210 GOTO 2070 

3000 F=0:X = 

3010 D = D-1 

3020 FOR l = D TO E 

3030 F=F + C(I) 

3040 NEXT I 

3050 GOTO 2070 

5000 PRINT "FILTER COMPLETE" 

5010 N = 20224 

5020 FOR J = TO W 

5030 POKE N, Q(J) 

5040 N = N + 1 

5050 NEXT J 

5060 END 

between the actual data points and the best straight line function 
that goes through all of the points. The squares of the distances are 
used so that simple changes in the distances cannot be traded off 
against one another. For example, if two points are a distance of 
four units from one another, the least squares position is equally 
between them, since the sum of the squares of the distances be- 
tween the points and the least squares position is 2 2 + 2 2 = 8. If we 
choose either point as a first approximation for the least squares 
position, the sum of the squares of the distances would be 2 + 4 2 
= 16. Since this is not the minimum sum of the squares of the dis- 
tances between the points, this is not the best position for the least 
squares function. Obviously, a great deal of trial and error would be 
required if it were necessary for us to compute the best straight line 
between a set of data points in this way. For straight line functions 
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that use the simple relationship, y = mx + b, where m is the slope 
of the line, and where b is its intercept point on the y axis (y inter- 
cept), a simple equation may be used to operate upon the set of 
data to find the best straight line through the set of data. Actually, 
the least squares function provides us with the slope of the line, 
and its y-intercept. It is up to us to actually draw the line, or to 
have the computer draw it for us. 

The equation below is used to evaluate the slope of the least 
squares fit for a set of X and Y values: 

n • 2xy — 2x • 2y 

m = — 

n • Sx 2 — (2x) 2 

In this equation, n represents the number of data points that are 
being used in the calculation, and the Greek symbol sigma, 2, means 
the sum of, so that 2xy means "the sum of the values obtained by 
multiplying the x-axis value by the y-axis value for a particular 
point." Likewise, the y-intercept value may be obtained for the 
same set of X and Y values: 

, 2y — m • 2x 

b =— 

n 

The solutions to these equations provide an exact set of slope and 
intercept values for the best straight line for the function. Now that 
two equations have been developed, it is relatively easy to write 
a BASIC program for the TRS-80, so that a set of data values may 
be processed by the least squares method. Such a program is shown 
in Example 3-6. When you use the method of least squares, some 
caution must be observed, since it is possible to find a best straight 
line through even random data or noise. For example, if you aimed 
a shotgun at a piece of graph paper, fired the gun and then plotted 

Example 3-6. least Squares Fit for a Linear Function 

10 DIM X(20), Y(20) 

20 INPUT "# DET'N =";N 

30 P = 0:Q = 0:R = 0:S = 0:W=0 

40 PRINT "X THEN Y" 

50 FOR I =1 TO N 

60 INPUT X(l), Y(l) 

70 P=P+X(I):Q=Q + Y(I) 

80 R = R + (X(l)t2):W=W + (YR(l)|2> 

90 S=S+(X(I)*Y(I)) 
100 NEXT I 

110 NP = (N*S-P*Q):DP = (N*R-Pf2) 
130 SL = NP/DP 
140 IT = (Q-(SL*P))/N 

150 PRINT "SLOPE =",SL:"INTERCEPT =",IT 
160 END 
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Fig. 3-12. A plot of data showing the best straight line obtained from a 
least-squares calculation. 

the points, the method of least squares could provide you with a 
best straight line. Does it have any purpose? We doubt it. There 
isn't much of a relationship between a shotgun pellet's X- and Y- 
axis position. The plot shown in Fig. 3-12 shows the relationship 
between a set of data points and the least squares fit straight line 
that was obtained from the BASIC program shown in Example 3-6. 
In this case, the data was obtained from a real experiment, but the 
actual values and the coordinates are of no real importance, since 
the main purpose of this plot is to show a typical relationship be- 
tween real data values and the best straight line. 

When applying the method of least squares, it is frequently a 
good idea to go a bit further and attempt to correlate the data 
values by mathematical means. The linear correlation coefficient, r, 
provides a means of relating the X- and Y-axis information in a 
linear relationship. The linear correlation coefficient is obtained 
from the rather lengthy formula: 

n • 2xy — 2x ■ Sy 



1- V|n-2x 2 -(2x) 2 | • |n-2y 2 -(2y) 2 | 

You can probably see that portions of the numerator and denomi- 
nator in this equation have been calculated during the least squares 
analysis of the data points, so a simple statement may be added to 
the least squares analysis program in Example 3-6, so that the linear 
correlation coefficient may be computed. A complete program is 
shown in Example 3-7. Typical relationships are shown in Figs. 3-13 
through 3-16. Another useful piece of information is the coefficient 
of determination, or r 2 . Thus, if the linear correlation coefficient is 
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Example 3-7. Least Squares Fit, with Correlation Calculation 

20 INPUT "# DET'N =";N 

30 P = 0:Q = 0:R = 0:S = 0;W = 

40 PRINT "X THEN Y" 

50 FOR I =1 TO N 

60 INPUT X(l), Y(l) 

70 P = P + X(I):Q = Q + Y(I) 

80 R=R+(X(l)f2):W=W+(Y(l)f2) 

90 S=S+(X(I)*Y(I)) 
100 NEXT i 

110 NP = (N*S-P*Q):DP = (N*R-Pf2) 
130 SL = NP/DP 
140 IT = (Q-(SL*P))/N 

150 PRINT "SLOPE =", SL;"INTERCEPT =".IT 
160 R = NP/(SQR(DP*(N*W-Qf2))) 
170 PRINT "CORRELATION ",R 
180 END 

0.9, the coefficient of determination is 0.9 2 = 0.81. In other words, 
81% of the variation in the Y-axis variable is due to the variation 
in the X-axis. The interpretation of the coefficient of determination 



Fig. 3-13. Very low scattering of data 
points for a high positive correlation. 



must be done with caution. For example, a store may plot the num- 
ber of heads of lettuce sold versus the number of packages of car- 
rots sold, obtaining a 90% variation between the two. Does this 
mean that if more lettuce is sold next week, that it will follow 
that more carrots will be sold, too? Not really, since there are prob- 
ably many other variables that enter into the relationship. For ex- 



Fig. 3-14. Very low scattering of data 
points for a high negative correlation. 
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ample, carrots and lettuce are located next to each other, the store 

ran a special on carrots and lettuce, or there was some other rela- 
tionship that didn't directly involve the actual sales of each vege- 
table. 

In the previous discussion of the least squares method of deter- 
mining the slope and Y-intercept for a best straight line through 
data points, we assumed that there was a linear relationship between 



Fig. 3-15. Some scattering of points, but a 
relationship is established for a modera 



a moderate 
positive correlation. 



the data values. What happens if the relationship is exponential, 
or if it follows a higher order equation, such as sl 3 ^ + a 2 x 2 + aix + 
b = y? In this case, a least squares solution for this equation may 
be obtained for a set of data points, but the mathematical solution 
requires a great deal more manipulations than were used in the 
linear least squares method. In the early 1960s a technique was de- 
veloped that provided for relatively easy solutions to the least 
squares functions for nonlinear functions. The overall mathematical 



Fig. 3-16. Very high scattering of data 
points. Probably no correlation, or relation- 
ship between the two variables. 



derivations were presented in a now classical paper, and for those 
of you who are interested in pursuing this further, we suggest that 
you obtain a copy of the original article, as it appeared in Analyti- 
cal Chemistry (3). A complete reference is provided at the end of 
this chapter. 

The Savitsky-Golay method uses the same type of moving aver- 
age technique that was described in this chapter. However, instead 
of using a set of rather arbitrarily chosen parabolic coefficients for 

140 



Table 3-2. Coefficient* for Lea»t Square* Fit of a Parabolic Function (3) 
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filtering, a set of carefully obtained coefficients is used, with the 
resulting data points being the least squares values for the set of 
data points processed. The actual coefficient values, and the "di- 
visor," or norm, are provided for the parabolic function, ax 2 + bx + 
c = y, as shown in Table 3-2. Values for 5-, 7-, 9-, 11- and 13-point 
functions have been provided. These values may be substituted into 
the simple filtering program (Example 3-4) to provide the exact 
solution to the least squares fit of the points. Of course, the func- 
tion must closely approximate the function described by the coeffi- 
cients for the solution to be realistic. In most cases, the parabolic 
function will work quite nicely for a series of peaks and valleys. 

The original Savitsky-Golay article contains many tables of co- 
efficients for various functions. Another outgrowth of this is that 
there are also tables of coefficients that may be used in the "moving 
average" routine to provide derivatives of the data that are being 
processed. In this way, a simple "moving average" subroutine may 
be used with different arrays of coefficients to obtain various func- 
tions. Since most readers will be concerned with enhancing a simple 
signal, we will refer you to the original article for additional infor- 
mation on the other functions that this technique can provide. 

There are other data processing techniques that you may find use- 
ful in your TRS-80 computer system, and rather than provide addi- 
tional information about statistical analysis and Fourier transforms, 
we have provided some references for you. We hope that these ref- 
erences will furnish the information that will help you serve other 
data processing needs. We have not tried to make this chapter into 
a detailed explanation of data processing and data evaluation, but 
we hope that the different ideas and techniques that we have devel- 
oped will help you. 
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Serial Communications 
and Remote Control 



There are many situations in which a computer can be used to 
control devices that are some distance from the central processing 
unit. Likewise, there are situations in which it is necessary for the 
computer to "measure" signals that originate some distance from 
the CPU. In most of the interfaces that have been developed so far, 
many computer signals were required by the interface for proper 
operation. These signals, and their respective numbers, include the 
data bus (8 signals), the address bus (8 or 16 signals), and the 
control bus (up to 7 signals), for a total of up to 31 individual sig- 
nals. It doesn't make much sense to try to route all of these signals 
to I/O devices that are more than a few feet from the computer. In 
this chapter, some of the alternate methods of I/O device control 
and data transfer will be discussed. 

OBJECTIVES 

At the end of this chapter, you will be able to do the following: 

• Describe the bit format of an asynchronous-serial data trans- 
mission. 

• Describe the sampling of an asynchronous-serial bit stream that 
is required to recover the information in parallel form. 

• Describe the hardware and software required to use a USART 
chip in the TRS-80 computer system. 

• Describe the use of clock signals by the USART chip. 
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• Develop software that can be used by USARTs in computer- 
to-computer communications. 

• Describe the USART chip, and compare it to the UART chip. 

• Design a remote control circuit that uses a UART chip, and 
that communicates with a computer through a USART chip. 

• Design an interface that can be used with a UART to control 
a remote D/A or A/D converter. 

• Describe the AART chip (MC14469) and how it operates. 

• Design an interface circuit that will use the AART chip to con- 
trol an A/D converter. 

• Write software that will control the AART chip through a 
USART chip. 

• Describe the operation of open-collector buses, when used for 
party-line communications. 

• Use general-purpose assembly-language USART control sub- 
routines. 

Refore we actually start to describe some alternate I/O tech- 
niques, though, let us examine a typical application in which a 
TRS-80 computer might be found. This application is the control 
of a solar hot-water heater. The computer would be used to mea- 
sure temperatures, and to make decisions that would turn pumps 
on or off, and perhaps open and close valves, to route the water 
through portions of the heater system. In such a system, it is neces- 
sary to measure temperatures throughout the system, while also 
controlling I/O devices in remote locations. Even if the computer 
is located fairly close to the major portion of the system, probably 
in a basement, outdoor temperatures must be measured, along with 
temperatures at various places on the solar collector. Routing a 23- 
conductor cable from the basement to the roof can be quite a job, 
costing a great deal of money. If TTL-compatible signals are to be 
used, they must be buffered, so that the long lengths of wire can 
be driven without difficulty. Perhaps the temperature signal could 
be amplified close to the sensor, and then sent to an analog-to- 
digital converter that is close to the computer. While this looks 
like an attractive alternative, even "clean" amplified signals can 
pick up a great deal of noise, as well as being affected by ground 
loops that induce additional noise on the signal. The noise can be 
reduced with filters, or current level signals may be used, since they 
are fairly immune to induced signals, or noise. (Industrial control 
systems frequently use pneumatic controls in which pressures and 
vacuums are measured, since these "signals" are immune to elec- 
trical interference. ) Obviously, there must be an alternative to both 
the use of multiconductor cable, or an analog signal, to acquire in- 
formation from a remote device, and to control a remote I/O device. 
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Probably the most attractive, and interesting, alternative, is the 
use of serial digital information transfer techniques. In a serial 
transmission scheme, individual data bits are transmitted over a 
pair of wires, one bit at a time. The receiving device acquires the 
data bits, reconstructing them to form a parallel set of data bits. 
Thus, the transmitter must perform a parallel-to-serial conversion, 
while the receiver must perform a serial-to-parallel conversion. In 
this way, many bits of information are easily exchanged between 
peripheral devices, and the central processing unit of the computer. 
In fact, this is one of the ways in which most teletypewriters and 
terminals operate. Obviously, for any meaningful serial transfers 
to take place, there must be a well-established standard, or protocol, 
that dictates exactly how the individual data bits are to be trans- 
mitted, the speed of the transmission, and the format of the infor- 
mational portion of the data transmission. There must also be some 
means of synchronizing the flow of serial information, so that a 
receiving device knows when a new transmission has started. The 
important points will be discussed before the actual applications of 
serial data transfers are explored. 

ASYNCHRONOUS-SERIAL DATA TRANSFERS 

The actual serial-to-parallel and parallel-to-serial data conversions 
are not at all difficult. Simple shift register circuits can be used to 
perform the conversions. However, if shift registers are used, a com- 
mon clock signal must be sent to the "receivers," along with the 
serial stream of data bits, so that the serial bits are properly shifted 
into the shift register of the receiver. This seems to be defeating 
the purpose of using serial data transfers, since another signal must 
be used, and transmitted in parallel, along with the data bits. The 
clock signal may be affected by noise, too, so bits may be improp- 
erly shifted into the shift register of the receiver. It would be very 
useful to find a serial data transfer technique in which the parallel 
clock information is not required. Such a technique uses the asyn- 
chronous-serial method of transferring digital information. When 
asynchronous-serial transfers are used, no common clock signal is 
required. There must be some means of actually synchronizing an 
asynchronous-serial transfer, so that the bits do not become scram- 
bled when they are received. The synchronizing information is con- 
tained within the asynchronous-serial transmission. 

Each asynchronous-serial data transmission contains information 
about the start of the "message," and about the end of the message. 
When asynchronous-serial data transfers are used, the common 
clock signal is eliminated, but the transmitters and receivers that 
are to communicate with each other must be set so that their re- 
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spective frequencies are very close to one another. For example, 
information could not be easily transmitted between a transmitter 
operating at 250 bits per second, and a receiver operating at 548 
bits per second. The bits-per-second frequency notation is an in- 
dustry standard that denotes the receiver /transmitter data transfer 
rate. Thus, for an asynchronous-serial receiver-transmitter system 
to operate properly, the bit rates of the receiver and the transmitter 
must be closely aligned. There is a small margin of error, but it is 
only a few percent. To reduce errors in asynchronous-serial data 
transfer systems, highly accurate crystal-based signal generators are 
used to determine the data rates. 

Now, the question of how the receiver synchronizes its receipt 
of the transmission must be answered. A typical "stream" of data 
bits transmitted in an asynchronous-serial format is shown in Fig. 
4-1. The important bits are the START BIT, and the two STOP 
BITS. The data bits represent an 8-bit data word that has been 
transmitted. Actually, most asynchronous-serial data systems may 
be used with data words that range from five to eight bits of data. 
This will be described later in this chapter. The START bit is used 
by the receiving circuitry to alert it to the start of the transmission. 
The logic one-to-logic zero transition signals the start of a new set 
of bits. Since the clock frequencies of the receiver and transmitter 
are fairly close, the receiver waits for one-half of a bit period, and 
then samples the serial input. If the logic zero is still detected, the 
receiver assumes that it has detected a "real" START bit, as op- 
posed to a noise spike that might have been induced upon the sig- 
nal line. When a start bit has been verified in this way, the receiver 
continues to sample the serial information by waiting a complete 
bit period from the middle of the start bit. In this way, each of the 
serial bits is sampled close to its midpoint. This reduces the effect 
of slight differences in clock frequencies between receiver and trans- 
mitter. The two STOP bits signal the receiver that it has reached 
the end of the data transmission. The receiver can then indicate 
to the receiving device that the data bits have been accepted and 
that they are available in a parallel format. A second series of bits 
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Fig. 4-1. Typical asynchronous-serial bit pattern (data bits may be logic 1 or logic 0). 
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may then be received, again starting with a logic zero start bit. 
In the asynchronous-serial data transmission format, start bits are 
always logic zero, and stop bits are always logic one. In the exam- 
ple just described, you may be wondering how the receiver distin- 
guishes between two logic ones right next together in the data word, 
and the two logic ones that are used as the stop bits. This requires 
an explanation. 

The asynchronous-serial protocol limits the number of data bits 
that may be transmitted to either five, six, seven, or eight. Either 
one or two stop bits are used in each transmission, along with a 
start bit. Some older serial transmission schemes specified 1% stop 
bits, but we doubt that you will encounter too many of these de- 
vices. The format of the bit stream must be agreed to before the 
first transmission, since it would be quite difficult to transfer asyn- 
chronous-serial information between a transmitter that was sending 
eight bits of information and two stop bits, and a receiver that ex- 
pected five bits of information and one stop bit. The data transfer 
rates are frequently standardized, too, although other rates can be 
used, if required. Transfer rates of 110, 150, 300, 600, 1200, 2400, 
4800, and 9600 bits per second are quite common. Higher rates are 
also encountered, in a "doubling of rates," as noted in the sequence 
just mentioned. The rate of 110 bits per second (b/sec) is standard 
for most mechanical teletypewriters, and for some terminals, too. Of 
course, the data bits may be either logic one, or logic zero, and 
there are many different codes that are used to transfer the required 
information. Just remember that in the asynchronous-serial data 
protocol, the least-significant bit (LSB) of information is trans- 
mitted immediately after the start bit. 

At this point, you may be wondering how much time and effort 
are going to have to be expended in wiring-up the transmitter and 
receiver circuits that follow the asynchronous-serial protocol. Very 
little time, indeed. There are many different types of inexpensive, 
commercially available asynchronous-serial integrated circuits that 
perform all of the necessary serial /parallel conversions, bit format- 
ting, start bit detecting, and so on. These integrated circuits are 
called universal asynchronous receiver/transmitters, or UARTs, for 
short. The UARTs are generally found in instruments and devices 
that use the asynchronous-serial protocol for the transfer and ex- 
change of information, commands, etc. The UARTs preceded the 
microprocessors, so the UARTs are not always compatible with 
microprocessor, or microcomputer, bus signals. As microcomputers 
evolved, serial communications chips evolved along with them, and 
now, most microcomputer families include some sort of serial I/O 
chip that supports the asynchronous-serial data format. Some of 
these devices also support a synchronous protocol, thus the general 

147 



name, universal synchronous/asynchronous receiver/ transmitter, or 
USART, has been applied to these types of devices. Both the UARTs 
and USARTs have been explained in Interfacing and Scientific 
Data Communications Experiments, Howard W. Sams & Co., Inc., 
Indianapolis, IN 46206, 1979. We refer you to this book for detailed 
descriptions of these chips, and their operation. While we will briefly 
describe the operation of the UART and the USART, we will not 
go into great detail about their operation, except as it relates to a 
specific application, or example. 

INTERFACING AND USING THE USART 

Since the USART has been designed to be compatible with the 
8080-type microcomputer, we will desrcibe how it is interfaced to 
the TRS-80, a Z-80-based computer. Some simple BASIC-language 
control programs will also be discussed, so that serial transmissions 
may be easily controlled. The USART is a computer-programmable 
device, meaning that the computer will send commands, or instruc- 
tions, to the USART chip, so that it can operate in any one of sev- 
eral possible modes. In the USART, these computer-programmed 
instructions take the place of jumper wires that are generally used 
to program the older UART devices, to configure them for various 
applications. We will discuss the programming of the USART func- 
tions in this section. 

A block diagram of a USART, in this case, the Intel 8251A, is 
shown in Fig. 4-2, along with the pin designations of the 28-pin 
chip. Some short descriptions of the signals are also provided. The 
block diagram shows the USART as being divided into four main 
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Fig. 4-2. Block diagram and pin configuration for 8251 A USART chip (reprinted by per- 
mission of Intel Corp., Copyright 1978). 
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sections: the data bus buffer and control section, the receiver sec- 
tion, the transmitter section, and the modem control section. The 
modem control portion of the USART is not particularly important 
in most applications, but it will be described very briefly. The data 
bus buffer section provides the buffering of the input signals as well 
as the three-state outputs that are necessary for the proper opera- 
tion of th e databus. The six control signals, RESET, CLK, C/X5, 
RD, WR, and CS, provide the necessary signals so that the chip 
may be controlled by the computer. The RESET input is a logic 
one level, or pulse, that must be sent to the USART to reset it. 
This pulse may be sent to the USART at any time, causing it to 
be reset. The RESET signal must be activated whenever the chip 
is first connected to power. In many of the program examples, a 
simple OUT com mand at the start of the program is used to reset 
the USART. The RESET signal of the TRS-80 may be inverted and 
used to reset the USART. 

The CLK signal is a clock input that is used to synchronize sev- 
eral internal functions of the USART. It is not the data rate clock, 
although it must be at least 30 times faster th an th e fas test data bit 
rate that will be used with the USART. The RT5 and WR signals 
control the read/ write oper ations within the USART. These signals 
may be obtained from the OUT and TN signals generated by the 
TRS-80, if d evic e add ressi ng is to be used to control the USART, 
or from the RD and WR memory control signals of the TRS-80, 
if memory addressing is to be used. 

The chip select signal, C~5, is very similar to the decoded address 
signals that have been used in previous examples, to enable a par- 
ticular I/O device. The USART actually contains four I/O devices, 
two of which are output ports, and two of which are input ports, 
so two device addresses must be used to generate the chip select 
signal. Remember that an input port and an output port may have 
the same device address, since their functions are different. Two 
different device address signals may be gated together to provide 
the chip select signal, but the USART also needs some other way of 
determining which of the internal I/O devices the computer wishes 
to address, since the chip select signal simply enables the_chip, it 
does not select individual I/O devices. A second input, C/D is used 
by the USART to distinguish between the two addresses. The "C" 
represents COMMANDS, while the "D" represents DATA. Some 
signal must be generated by the computer, so that it can switch 
the USART between the command and data addresses. This con- 
trol input is generally connected to the least significant address bit, 
A0. In this way, two consecutive device (or memory) addresses 
may be used to control the USART, for example, addresses 7 and 6, 
or 00000111 and 00000110. Here, address line A0 would be con- 
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nected to the C/D input of the US ART, while address bits A7 
through Al are used to generate the chip select signal. The USART 
does riot require that the d evice address be combined with the func- 
tion pulses, IN and OUT, since this gating takes place within the 
USART chip. A typical USART interface is shown in Fig. 4-3. Only 
the computer-USART portion of the interface has been shown. 

If the TRS-80 interface breadboard is used to interface the 
USART, a different circuit must be used, since it is impossible to 
decode address bits A7 through Al, without bit A0._To overcome 
this problem, address bit AO is connected to the C/D input of the 
USART, and decoded addresses 7 and 6 are gated together to pro- 
vide a composite device select, or chip select signal. This gating 
will select the USART whenever device address 7 or 6 is generated 
by the TRS-8 0. Remember, when the interface breadboard is used, 
an INP REQ signal must be generated to properly control the bus 
buffering circuits. The circuit shown in Fig. 4-4 generates the proper 
signals for the control of a USART on the interface breadboard. In 
Figs. 4-3 and 4-4, the CLK signal has not been provided for the 
USART. This will be added later. 
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Fig. 4-3. A typical USART interface for I/O addresses 6 and 7. Communication connections 

not shown for clarity. 
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Fig. 4-4. A USART chip select circuit for the TRS-80 Interface Breadboard. 

When the USART is in the data mode (C/D = 0), the 8-bit reg- 
ister of the receiver may be examined with an input command, such 
as PRINT INP(6), and the 8-bit register of the transmitter may 
be loaded with a value that is to be transmitted, OUT 6,154. Before 
the transmitter and receiver may be used, however, the USART 
must be programmed so that it knows how many bits it is to trans- 
mit and receive, how fast it is to transmit and receive information, 
and so on. The programming commands are sent to the USART by 
the computer when it is in the command mode (C/D = l). Re- 
member that there is nothing "magical" about switching between 
the command and data modes, since address bit A0 is used to con- 
trol the mode, and it is part of the overall address used by the I/O 
command. Thus, I/O ports with address 7 are command ports, while 
I/O ports with address 6 are the data ports for the transmitter and 
receiver. 

Programming the USART 

The first thing that the computer must be programmed to do is 
to output a mode control instruction to the USART. The format of 
the mode control instruction is shown in Fig. 4-5. The eight bits 
in this mode control instruction allow you to set the USART so that 
it will transmit the data bits in the format that you desire, or the 
format of the receiving device— teletypewriter, terminal, line printer, 
etc. 

Bits S2 and SI allow you the choice of either 1, lYz, or 2 stop bits 
in the bit stream. The choice of bits S2 = SI = is invalid. The num- 
ber of data bits in the bit stream may also be set, using bits L2 and 
LI in the mode control instruction. If fewer than eight data bits 
are to be used, the least significant bits are used; for example, a 5- 
bit transmission would transmit bits D4 through DO, with bits D7 
through D5 being ignored. The baud rate factor may also be se- 
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lected, using bits B2 and Bl. These bits allow you to set the fre- 
quency relationship between the bit rate, in bits per second, and 
the clock frequency that is used by the receiver and transmitter 
sections of the USART. Remember that this clock frequency is 
not the same as the CLK frequency that is supplied to the control 
section of the USART. Independent clock signals are used by the 
transmitter and receiver sections of the USART. Through the se- 
lection of the clock control or baud rate factor bits, the data trans- 
mission (and reception) rate may be set to be equal to 16-times 
slower than, or 64-times slower than the transmitter (and receiver) 
clock frequency. Most UART and USART systems use a clock fre- 
quency that is 16 times the data transfer rate, so we suggest that 
you use the B2 = 1, Bl = configuration. If B2 = Bl = 0, the syn- 
chronous mode of operation is selected, a mode that we are not inter- 
ested in. If the 16X baud rate factor is chosen, then for a 2400 b/sec 
transmission/reception rate, the clock rates of the transmitter and 
receiver would have to be 2400 X 16, or 38,400 Hz. In some places, 
you will see the notation "baud" used to represent bits per second. 
Actually, the meaning of the term baud is more complex than "the 
number of bits transmitted per second," so we will not interchange 
baud and bits-per-second, using the notation b/sec instead. 

The mode control instruction also allows you to set the parity 
of the data, so that the number of logic ones in the data word is 
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Fig. 4-5. 8251A Mode Control Instruction formats (reprinted by permission of Intel Corp., 

Copyright 1978). 
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either even, or odd, depending upon the type of parity that you 
choose to use. An additional parity bit is placed in the bit stream 
between the last data bit, and the stop bit, or bits. You can also 
choose to override the parity function by disabling it, in which case, 
the parity bit is not placed in the bit stream. If you choose to use 
the parity function, remember that it will add an additional bit to 
the bit stream, and that the devices that are to receive the trans- 
mission must be programmed not only to receive a parity bit, but 
the correct type of parity, either even, or odd. The parity function 
is used to help in the detection of errors in a transmission of infor- 
mation. It is important to remember that the mode control instruc- 
tion programs both the transmitter and the receiver for exactly the 
same data format. It is not possible to program them separately. If 
different formats are required by the receiver and the transmitter, 
two USART chips must be used. 

After the mode control instruction has been sent to the command 
output port of the USART, a second piece of information must be 
sent to this same output port. The USART takes care of switching 
the two 8-bit values to the proper places within the USART. This 
second set of eight bits is called the command instruction, and its 
bit assignments are shown in Fig. 4-6. Some of the bits will not be 
used at present, but the important bits are TxEN, RxE, and ER. 
These bits enable or disable the receiver and the transmitter, and 
the ER bit resets all indications of error conditions. Usually, a com- 
mand instruction of 00010101, or 21, will be used in TRS-80 appli- 
cations that use the USART. 

After a command instruction, following a mode control instruc- 
tion, has been sent to the USART, a new command instruction may 
be sent to it at any time, simply by sending the new command in- 
formation to the command output port of the USART. In this way, 
it is possible to control the receiver and transmitter functions just 
by changing the pattern of the bits in the command instruction. In 
general, the mode control instruction is sent to the USART only 
once, just after it has been reset by the RESET signal. A logic one 
in the IR bit position in the command instruction will "force" the 
USART to be reset, allowing the computer to send the USART a 
new mode control instruction, so that the USART may be com- 
pletely reconfigured. Of course, if the USART is reset, and a new 
mode control instruction is sent to it, a new command instruction 
must be sent to the USART, too. You cannot read the mode control, 
or command information back into the computer to check it, once 
it has been loaded into the USART. 

Typical software routines that can be used to control the pro- 
gramming of a USART are shown in Examples 4-1 and 4-2. In Ex- 
ample 4-1, the program initializes the USART for one stop bit, even 
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RTS ER SBRK RxE DTR TxEN 



TRANSMIT ENABLE 
1 = enable 
= disable 



DATA TERMINAL 
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SEND BREAK 

CHARACTER 
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ERROR RESET 
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PE, OE. FE 



REQUEST TO SEND 
"high" will force RTS 
output to zero 



INTERNAL RESET 
"high" returns 8251 to 
Mode Instruction Format 



ENTER HUNT MODE 
1 = enable search for Svnc 
Characters 



Fig. 4-6. 8251A Command Instruction format (reprinted by permission Intel Corp., 

Copyright 1978). 

parity, seven bits of data, and a 16 X baud rate factor. The receiver 
and transmitter are enabled, and the error conditions (if any) are 
reset. Later in the program, the receiver is disabled, or turned off, 
by a new command instruction that is sent to the USART. In Ex- 
ample 4-2, the USART is initialized for two stop bits, no parity, eight 
bits of data, and a 16 X baud rate factor. Again, the receiver and 
transmitter of the USART are enabled, and any error conditions are 
cleared. Later in this program, the USART is reset, and a new mode 
control instruction is sent to the USART to reconfigure it for two 
stop bits, five data bits, and the same baud rate factor. However, 
the transmitter is disabled by the command instruction. You must 
remember to initialize the USART with a mode control instruction, 
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Example 4-1. USART Configuration Example No. 1 

Program Steps Comments 



1050 OUT 7.122 Set Mode Control Instruction 

1060 OUT 7,21 Set Command Instruction 



2075 OUT 7,17 Change Command Instruction 



and a command instruction, whenever it is first powered, and prior 
to its use for the transfer of data. 

Now that the USART has been initialized, how is information ac- 
tually transmitted and received, and what are the various error con- 
ditions? The USART has an input port that uses the command de- 
vice address. When information is input to the computer from this 
input port, the status of the USART may be determined from the 
various bits, as shown in Fig. 4-7. The three bits of major importance 
are TxE, RxRDY, and TxRDY. These bits indicate the state of the 
receiver and transmitter. The TxRDY bit indicates that the transmit- 
ter is ready to accept a new data word from the computer, which it 
will then transmit. The RxRDY bit indicates that the receiver has 
received a new data word, and that it can be read by the computer. 
Each of these flags is a logic one when the condition is true. Thus, 
a logic one in the TxRDY position indicates that data may be loaded 
into the transmitter, while a logic one in the RxRDY bit position 
indicates the presence of a new data word. The flag bits are reset 
by the transmitter-loading and receiver-reading operations. Of 
course, the functions of the transmitter do not disturb the receiver, 
and vice versa. Simple transmitter/ receiver control subroutines are 

Example 4-2. USART Configuration Example No. 2 

Program Steps Comments 



230 OUT 7, 206 Set Mode Control Instruction 

240 OUT 7, 21 Set Command Instruction 



510 OUT 7,64 Change Command Instruction to generate a 

RESET 



565 OUT 7,194 Set a new Mode Control Instruction 

570 OUT 7, 20 Seta new Command Instruction 



155 



Example 4-3. General I/O Control Subroutines for the USART 

1000 REM USART OUTPUT SUBROUTINE 

1010 OUT 6,TX 

1020 IF(INP(7) AND 1)=0 THEN 1020 

1030 RETURN 

1040 REM USART INPUT SUBROUTINE 

1050 IF (INP(7) AND 2) = THEN 1050 

1060 RX = INP(6) 

1070 RETURN 

provided in Example 4-3. The variable, TX, must be set to the value 
that is to be transmitted, and the received value is assigned the 
name RX. You should note the use of the flag bits of the USART 
in these routines. 

The TxE flag indicates that the transmitter has finished its trans- 
mission, and that the transmitter has no additional information to 
send. Its state should not be used to indicate when the transmitter 
is ready to accept the next eight-bit data word for transmission. 
The TxE flag is often used when the USART is in the synchronous 
mode. The three error flags, FE, OE, and PE, are explained in Fig. 
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SAME DEFINITIONS AS I/O PINS 



PARITY ERROR 
The PE flag is set when a pantv 
error is detected. It is reset by 
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Stop bit is not detected at the 
end of every character. It is reset 
by the ER bit of the Command 
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"4. 



Fig. 4-7. The status bits of the USART read from the Command Input port (reprinted by 
permission of Intel Corp., Copyright 1978). 
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4-7, and in Interfacing and Scientific Data Communications Experi- 
ments. 

Using the USART 

Now that the USART can be easily interfaced to the TRS-80, and 
now that you understand how the USART can be configured for 
various data formats and for different operating modes, the USART 
must be connected to external devices. If you refer to Fig. 4-2, you 
will see that there are a number of connections to the receiver and 
transmitter sections of the USART. These signals provide us with 
the means of having the USART communicate with other asynchro- 
nous-serial devices. The TxC and RxC inputs are the clock signal 
connections. External clock circuits are used to supply the frequency 
that is used by the receiver and the transmitter. While each section 
has a separate clock input, and can have different data transfer rates, 
each clock signal will be divided by the baud rate factor that has 
been programmed into the USART. Thus, with a baud rate factor 
of 16, a transmitter section operating at 110 b/sec requires a 1760 
Hz clock signal, while a receiver operating at 4800 b/sec requires 
a clock signal of 76,800 Hz. 

The TxD output is a TTL-compatible signal that represents the 
serialized bit stream, including the start bit, data bits, parity bit ( if 
any), and stop bit(s). The RxD is the TTL-compatible input of the 
receiver for the serial information. 

Each section has some outputs that are equivalent to the flag bits 
in the status word. These are the TxRDY, TxE, and RxRDY signals. 
The receiver also has another I/O pin, SYNDET, which is used in 
the synchronous transfer mode. The modem control section of the 
USART has four signals that require some explanation. The most 
important of these is the CTS, or clear to send, input. This input 
must be a logic zero in order to enable the transmitter section. This 
input simply serves as an external transmitter enable input. The 
DSR (data set ready), DTR (data terminal ready), and RTS (re- 
quest to send), are all useful if you are going to be connecting the 
USART to a modem, for communications with a remote computer 
or terminal. In most applications, these pins will be un use d, al- 
though they may be treated as general I/O pins. The DTR and RTS 
outputs may be co ntrolled by bits in the command instruction. 
Likewise, the DSR input may be used as a 1-bit input port, the 
state of which may be detected in the DSR bit of the status word. 
Of course, the USART has no way of knowing that you are using 
these connections for your own purposes, so they can be used for 
whatever you choose, modem control, or otherwise. 

A completely interfaced USART is shown in Fig. 4-8. The circuit 
shown is one that could be used on the TRS-80 interface bread- 
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Fig. 4-8. A complete USART-to-TRS-80 interface circuit. 

board. The clock signal is generated by an external circuit, such as 
a 555 timer chip, crystal oscillator, or equivalent. A divide-by-64 
stage (two SN7493 counters) has been shown generating the lower 
frequency that is required by the receiver and transmitter clock in- 
puts. The higher frequency clock signal is used for the CLK input, 
for internal synchronization processes. In some computers, the tim- 
ing clock signal of the microprocessor is used as the CLK input of 
the USART, since it is a high frequency signal. Unfortunately, this 
signal is not readily available in the TRS-80 computer, so it must 
be generated externally, along with the clock signal that is used to 
determine the data transfer rates. Of course, the divide-by-64 stage 
is somewhat arbitrary, since the CLK input only has to be 30-times 
faster than the RxC or TxC input, whichever has the higher fre- 
quency. 

The Motorola MC14411 bit rate generator chip is an easy-to-use 
alternative to more complex clock signal generating schemes. This 
24-pin chip uses a standard 1.8432 MHz crystal to generate a basic 
frequency from which standard data transmission rates are derived, 
on the chip. Two logic inputs provide various output frequency op- 
tions for the 16 different signal outputs from the MC14411. The 



158 



basic crystal frequency of 1.8432 MHz, as well as a 921.6 kHz out- 
put, is always available, and may be used as the CLK input to the 
USART. The pin configuration and block diagram for the MC14411 
are provided in Fig. 4-9, with the connections to the USART shown 
in Fig. 4-10. In this circuit, the 921.6 kHz signal has been used at 
the CLK input, while the F5 output of the MC14411 has been used 
to provide the 38.4 kHz frequency that is used by the USART in 
the 16x mode, so that data transfers can take place at 2400 b/sec. 
The MC14411 has been preset to the 16X rate select mode. The in- 
formation in Table 4-1 shows the various relationships between the 
different frequency outputs and the different rate selections. The 
F15 and F16 output frequencies of the MC14411 are not changed 
by the rate selection inputs. 

Once the USART has been interfaced to the TRS-80, it is a good 
idea to test the interface with some simple software. One of the 
simplest tests is to have the transmitter generate bit streams that 
are fed into the receiver portion of the chip. This means that TxD 
and RxD are jumpered together, and a simple program is developed 
to exercise the USART. A test program is shown in Example 4-4. 

Table 4-1. Various Frequency Outputs for the MC14411 
Bit Rate Generator Chip 
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*F16 is buffered oscillator output. 



159 



BLOCK DIAGRAM 



Rate Select A 23 O- 
Rate Select B 22 O- 



Crystalj n 21 



Crystal out 20 ( 



Oscillator 
Circuit 



Reset 10O- 



Divider 



X1 



X8 



X16 



X64 



Rate 

Select 

Logic 



*Outputs go to "1" level upon reset. 



PIN ASSIGNMENT 



1LZ 


F1 » 


Vdd 


=]24 


2LZ 


F3 


RS A 


ZJ 23 


3CZ 


F5 


RS B 


I 22 


"LZ 


F7 


Xtal in 


I 21 


5CZ 


F8 


Xtal out 


I 20 


6d 


F10 


F16 


ZZ119 


'C 


F9 


F15 


=|18 


8QZ 


F11 


F2 


ZD17 


9d 


F14 


F4 
F6 


ZD16 


10 CZ 


Reset 


_J15 


11 CZ 


Not Used 


F12 


ZD14 


12 LZ 


v S s 


F13 


IZJ13 


v DD = 


Pin 24 




v S s = 


Pin 12 





Dividers 



-oi 

_Ol7 
-02 
-016 
-03 
-O 15 
54 
)5 
-07 
)6 
-08 
)14 
>13 
-09 



F1 

F2 

F3 

F4 

F5 

F6 

F7 

F8 

F9 

F10 

F11 

F12 

F13 

F14 



-018 F15 
-O 19 F16 



Courtesy Motorola Semiconductor Products, Inc. 
Fig. 4-9. Block diagram and pin configuration for the MC14411 bit rate generator chip. 
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Fig. 4-10. Using the MCI 4411 bit rate generator chip to generate a clock signal for a 
2400 b/sec USART circuit. 

This program generates 256 test patterns, through 255, and trans- 
mits them to the receiver. Once a pattern has been received it is 
compared to the pattern transmitted. Any errors are detected, and 
noted, stopping the test. More sophisticated test routines could be 
developed, but we found that the program in Example 4-4 worked 
quite well. Additionally, program steps could be added to this pro- 
gram so that the error flags in the status word could be tested as 
well. If an error was detected, the error flags would have to be reset 
with a new command instruction. Likewise, you could add program 
steps so that you could enter information into the computer so that 
in some initial "dialog"' with the computer, you would be asked 
questions like, "# STOP BITS?" The information gathered by the 
computer during this question and answer session would then be 
put together to "construct" a mode control instruction that would 
configure the USART for different modes of operation. 

Example 4-4. A USART Test Program 

5 OUT 5,0 
10 OUT 7,206 
20 OUT 7,21 
25 FOR i =0 TO 255 
30 OUT 6,1 
35 PRINT i 

40 IF (INP(7) AND 2) = THEN 40 
50 IF INP(6) = I THEN 60 ELSE 100 
60 IF (INP(7) AND 1) = THEN 60 
70 NEXT I 
80 GOTO 25 
100 PRINT "ERROR";l 
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The TxD output of the transmitter and the RxD input of the re- 
ceiver are generally not connected directly to long wires for the 

exchange of serial information with other UART- or USART-based 
systems. Instead, these TTL levels are translated or converted into 
either current levels or voltage levels that can be transmitted for 
rather long distances without much interference from externally 
generated electrical noise. In general, either RS-232C voltage levels 
or 20 mA current levels are used. The RS-232C levels are standard, 
and they are frequently used by modems, large computers and video 
display terminals. The levels used range from ±6 volts to ±12 volts, 
depending upon the application. There are special TTL-to-RS-232C 
and RC-232C-to-TTL conversion chips available, and these are de- 
scribed more fully in the book previously mentioned, Interfacing 
and Scientific Data Communications Experiments. Current loops of 
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SN7405 
Fig. 4-11. A TTL-to-current loop transmitter circuit using an optical coupler chip. 

either 20 mA flowing, or no current flowing, are frequently used 
with small computer systems, since these loops are immune to most 
electrical noise, are readily constructed, and are compatible with 
most teletypewriters, printers, and other serial devices. A current 
transmitter circuit is shown in Fig. 4-11, with a current receiver 
shown in Fig. 4-12. A simple resistor may be used in a transmitter/ 
receiver circuit, along with a voltage source, to provide the 20 mA 
of current required, although a more elegant solution is to use a 
current regulator circuit, such as the one shown in Fig. 4-13. 

In most modern asynchronous-serial communication systems, a 
separate loop is provided for the transmitter and the receiver, so 
that each is independent of the other. This arrangement is called 
a full-duplex circuit, and it is shown in Fig. 4-14. Note that in this 
example a separate voltage source and current regulator have been 
used for each loop. Of course, the local transmitter communicates 
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Fig. 4-12. A current loop-to-TTL receiver circuit using an optical coupler chip. 

with the remote receiver, while the local receiver accepts informa- 
tion from the remote transmitter. If the current conversion circuits 
shown in Figs. 4-11 and 4-12 are used in loops such as this, the local 
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Fig. 4-13. A typical 20 mA current regulator/sink circuit. 

and remote circuits are electrically isolated, since optical couplers 
have been used at both ends of the loop. These commonly avail- 
able optical couplers, or opto-isolators, use a light-emitting diode, 
and a photodetector to transfer the serial information, without the 
need for any common electrical connections between the remote 
and local circuits. This removes the possibility of having ground- 
loop noise induced upon the serial information, a common problem 
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Fig. 4-14. A full-duplex transmitter/ receiver circuit for 20 mA current 
loop communications. 

in circuits that are some distance apart, but that share a common 
ground connection. 

In the circuit shown in Fig. 4-14, the remote device could be an 
instrument that can interface with standard asynchronous-serial de- 
vices, or it could even be another small computer system. There are 
many situations in which it is necessary to transfer information be- 
tween instruments and computers, and even between one computer 
and another. Since a full-duplex asynchronous-serial information ex- 
change requires only four wires, this would seem to be an ideal 
way in which to implement the necessary interface to allow such 
an exchange of information to proceed. Once the USARTs or 
UARTs have been connected at their respective "ends" of the loops, 
all that is left is the design of software that can be used to control 
the loops. 

Computer-Computer Communications 

Once the USARTs have been interfaced to two separate comput- 
ers, and the necessary current loops have been wired between them, 
it shouldn't be too difficult to see how the two computers could 
communicate by using the USARTs for the exchange of asynchro- 
nous-serial information. One computer would simply transmit an 
8-bit data word to the other computer, using the appropriate soft- 
ware steps, while the USART of the receiving computer would re- 
ceive the information, using its own software to control the USART. 
Of course, the transmitting computer would have to know when 
the receiving computer was ready for the next data word, so some 
handshaking might be necessary. This handshaking could be very 
simple, or it could be quite complex. The simplest case would be 
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one in which the receiving computer transmitted an 8-bit data word 
that indicated that it was ready to accept the next transmission. 
More complex handshaking could involve the retransmission of the 
received data word to the transmitting computer so that its accu- 
racy could be checked. Error condition flags could also be checked 
before the next transmission could take place. Of course, each 
USART must be programmed by its respective computer so that the 
number of data bits, parity, stop bits, and data rates are the same. 

In the simplest data transfer example that we have outlined, the 
computers have been used to exchange 8-bit data words. Of course, 
16-bit data words, or even larger data words could be exchanged, 
simply by breaking them down into groups of 8-bit bytes. The re- 
ceiving computer would have to be properly programmed so that 
the series of 8-bit bytes would be reconstructed in the proper order. 
Decimal values are readily converted into binary numbers, so that 
their transmission should not present difficulty. But how would 
you transfer — 7.77891E-13 to a remote computer in binary form? 
You could probably devise a program that would convert this into 
some form of binary notation, but a simpler method is available. 
In remote communication systems that use the asynchronous-serial 
transmission scheme, a standard code has been adopted to allow 
various instruments, computers, and terminals to communicate with 
one another. This code assigns 7-bit binary values to alphabetical, 
numerical, and symbolic characters, including the lower-case letters, 
and punctuation marks. When this American Standard Code for 
Information Interchange (ASCII) is used, each symbol in the mes- 
sage is assigned its own standard code. For example, the letter "a" 
is equivalent to 01100001, while "?" is equivalent to 00111111. 
These values are easily exchanged by computers and terminals, 
since their meaning has been standardized. In the examples above, 
eight bits have been used. In some instances, the most significant 
bit is preset to a logic one, or a logic zero, while in others, it is used 
as a parity bit. 

There are other standard codes, but the ASCII arrangement is 
probably the one that is most widely used. A standard ASCII code 
chart has been provided in Appendix A, and a similar chart may 
be found in the Radio Shack Level II Basic Reference Manual, 
supplied with Level II TRS-80 computers. 

Now, to transmit the value — 7.77891E-13, each character is con- 
verted into its ASCII equivalent, and then transmitted. In this way, 
12 ASCII values would be transmitted. It is important to note that 
the data value is being transmitted as a grouping of symbols that 
have nothing whatsoever to do with the actual value that is repre- 
sented by the group of characters. Some software is required to 
perform the conversion between the numeric value and the series 
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Example 4-5. A Value-fo-ASCll Conversion Program 

500 INPUT "VALUE" ;A 
520 A$ = STR$(A) 
530 Q=LEN(A$) 
540 FOR L=l TO Q 
550 R = ASC(MID$(A$,L,1) 
560 TX = R:GOSUB 1010 
570 NEXT I 
580 END 

1010 OUT 6.TX 

1020 IF (INP(7) and 1) = THEN 1020 

1030 RETURN 

of ASCII values that are to be transmitted. A typical "conversion" 
program is provided in Example 4-5. The numeric value is first 
converted into a string representation, and the length of the string 
is then determined so that the computer will know how many char- 
acters are to be transmitted. The step, R=ASC(MID$(A$,L,1) ), 
converts the characters in the A$ string into their ASCII equiva- 
lents, one at a time, starting with the first character. Since this pro- 
gram step is used in a loop, each pass through the loop converts the 
next character into its ASCII equivalent, until all of the conversions 
have been performed. The standard output subroutine from Exam- 
ple 4-3 may be used to control the USART actual transmission of 
the ASCII values from one computer to another. 

In Example 4-5, a value that has been entered from the keyboard 
is transmitted, although results of calculations could also be trans- 
mitted, by using these software steps. In fact, complete arrays of 
data values could be transmitted, using a somewhat longer program, 
such as the one in Example 4-6, in which a loop has been used to 
go through an array. You would have to let the computer know 
how long the array is, so that it would know when to stop the con- 
version process. In Example 4-6, a 10-element array has been used. 

Example 4-6. An Array-to-ASCIi Conversion Program 

500 FOR 1=1 TO 10 
520 A$ = STR$(A(I)) 
530 Q = LEN(A$) 
540 FOR L=l TO Q 
550 R = ASC(MID$(A$,L.l)) 
560 TX = R:GOSUB 1010 
570 NEXT L 
580 NEXT I 
590 END 

1010 OUT 6,TX 

1020 IF (INP(7) AND 1)=0 THEN 1020 

1030 RETURN 
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The receiving terminal will print the ASCII characters, as they 
are received, one after the other, but there are no provisions in the 
program to generate a carriage return, to return the printing mecha- 
nism, or cursor, to the left-hand side of the paper or screen, and 
there are no steps to advance the device to the next line. These steps 
would have to be incorporated into your program. The ASCII code 
for the line-feed function is 00001010, or 10i , while the code for a 
carriage return function is 00001101, or 13 10 . Depending upon your 
application, you might want to place a carriage-return and line-feed 
code in the serial stream, right after each complete numeric value, 
or after every five or so. If another computer is used to receive this 
information, the carriage-return and line-feed functions can prob- 
ably be left out of the program, since the computer will ignore them. 
However, the receiving computer must be pre-programmed to ac- 
cept the ASCII values, and to re-configure them back into the proper 
numeric values. 

Example 4-7. An ASClI-to-Value Conversion Program 

2010 !% = "■' 

2020 GOSUB 1050 

2030 Z$ = Z$ + CHR$(RX) 

2040 GOSUB 1050 

2050 IF RX<>32 THEN 2030 

2060 A = VAL(Z$) 

2070 PRINT A 

2080 END 

1050 IF (INP(7) AND 2) = THEN 1050 
1060 RX = INP(6) 
1070 RETURN 

Since another TRS-80 computer might be used as the "other" 
computer, a program that will perform the ASCII conversion is pro- 
vided in Example 4-7. In this program, the ASCII values are con- 
verted into the proper numeric values. Since the TRS-80 uses a 
space between characters as a delimiter to separate values from one 
another, this character's ASCII value can be detected, to indicate 
that a complete value has been acquired as its ASCII equivalent. 
A simple program that can be used to acquire 10 values from an- 
other TRS-80 computer, or from some other asynchronous-serial de- 
vice, is listed in Example 4-8. In this program, the string, Z$, is used 
to accumulate the incoming characters, forming a longer string, as 
new characters are added to it. When the ASCII value for the space 
character is detected, the string of individual characters is con- 
verted into its actual value. Thus, the string 0.0001E4 has the ac- 
tual value of 10io. The standard USART receiver subroutine has 
been used in this example to acquire the individual characters. 
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Example 4-8. An ASCil-to-Array Conversion Program 

2000 FOR 1 = 1 TO 10 

2010 Z$ = "" 

2020 GOSUB 1050 

2030 Z$ = Z$ + CHR${RX) 

2040 GOSUB 1050 

2050 IF RX<>32 THEN 2030 

2060 A(1) = VAL(Z$) 

2070 PRINT A(l) 

2080 NEXT ! 

1050 IF (INP(7) AND 2) = THEN 1050 
1060 RX = INP(6) 
1070 RETURN 

It is important to remember that it takes the TRS-80 a significant 
amount of time to acquire and process this information, something 
that we tend to overlook. This means that while the TRS-80 may 
not have any difficulty in handling information that is transmitted 
to it from a terminal at a rate of 2400 b/sec, while you are typing 
10 characters per second (at most), the TRS-80 probably couldn't 
acquire a steady stream of information sent to it at 2400 b/sec, one 
character right after the other. In cases where such high-speed data 
transfers are encountered, there are two choices for handling the 
information. You can program the TRS-80 in assembly language 
so that it can acquire and store the information for later processing, 
or you can use the handshaking technique, previously described. 
If handshaking is to be used, the transmitting computer must be 
programmed to recognize the handshaking character that the TRS- 
80 sends to it, indicating that the receiver is ready for another 
transmission. 



THE UART 

In those applications in which asynchronous-serial communica- 
tions are to be used, as opposed to the use of multiconductor cables, 
there may not be another computer, or terminal-like device, at the 
other "end" of the communication loop. Does this mean that it is 
necessary to add another small computer to the system, so that a 
USART can be used? In some cases, this may be justified, since 
small computer systems can be put together with only a few chips, 
but in other cases, an alternative method of implementing asynchro- 
nous-serial communications is at hand. The Universal Asynchronous 
Receiver /Transmitter, or UART, that was mentioned previously, 
provides the same type of communication function as the USART, 
but it does not require a computer to perform the "programming" 
functions. You should recall that the number of data bits, parity, 
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and number of stop bits, was programmed into the USART by the 
computer. In the UART, these control functions are programmed 
by applying various combinations of logic levels to external pro- 
gramming pins. Likewise, in a UART-based communication system, 
the flag outputs, data outputs, etc., are available as individual logic 
outputs. The receiver and the transmitter sections are generally sep- 
arate, allowing individual access to the data outputs of the receiver, 
and to the data inputs of the transmitter. The functional block dia- 
gram of a UART is provided in Fig. 4-15. There are many UART 
chip manufacturers, but not all of them use a standard nomencla- 
ture for the I/O pins. This can lead to some confusion, unless you 
remember that the chips are generally pin-for-pin equivalents, and 
thus the pins have the same function, even if they are labeled dif- 
ferently. A portion of a UART data sheet is provided in Appendix B. 
The UART is particularly useful in those applications in which 
a computer is not present, but in which asynchronous-serial com- 
munication is required. The availability of all of the control and 
I/O signals makes it relatively easy to design circuits that can com- 
municate with a computer through a UART-based interface. Of 
course, the computer must have an asynchronous-serial I/O port. 
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While UART chips can be used with computers, too, USARTs are 
found in most of the newer computer systems, since so many of the 
functions can be programmed under software control. Before the 
UART can be used, however, a brief explanation of its operation 
is necessary. In this explanation, you may find it useful to locate 
the various functions in Fig. 4-15, relating them to the following 
discussion. 

The UART is particularly useful in those applications in which 
the number of data bits, the number of stop bits, and the parity 
(if any) that are used in the serial bit stream. These bits can be 
hardwired to either a logic one, or a logic zero, depending upon 
the functions required. The bits are called the control word, and 
their respective functions are fully described in the data sheet in 
Appendix B. A control strobe input is used to load these bits into 
the UART chip. This input is generally a logic one. Of course, these 
bits program the receiver and transmitter sections with the same 
serial format. A data word is presented to the eight transmitter in- 
put lines in parallel, and it is loaded into the transmitter by a logic 
zero pulse on the data strobe input. Once loaded, the transmitter 
starts the bit serialization process, generating the start bit, the data 
bits, and so on, until the transmission has been completed. The 
buffer-empty output of the transmitter may be used to signal an 
external device that the buffer register of the transmitter is empty, 
and that the next data word may be loaded. The receiver section 
of the UART accepts an asynchronous-serial stream of bits in the 
proper format, and provides them in parallel form. The eight paral- 
lel outputs of the buffer register of the receiver are three-state, con- 
trolled by the received data enable input, which is generally con- 
nected to a logic zero so that these outputs are always enabled. A 
logic one at the data available output indicates that the receiver 
has transferred information to the eight parallel outputs. This flag 
is reset by pulsing the data ready reset input with a short logic zero 
pulse. This does not clear the data, but only the data available flag. 
The three error flags of the receiver, as well as the data available 
flag o utput, are three-state, and controlled by the status word en- 
able ( S WE ) input. This input also controls the buffer empty output 
of the transmitter, which is three-state, too. 

The receiver and transmitter each require a clock signal that will 
be used to generate the serial bit stream timing relationship. In the 
UART, the input clocks must be set so that their frequencies are 
16-times the required data rate. This baud rate factor is not pro- 
grammable, as it was for the USART. The clocks are not common, 
so that the receiver and the transmitter may be operated at differ- 
ent bit rates. A common reset signal is provided so that the internal 
functions may be initialized when the power is first connected to 
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the system. Most of the first-generation UARTs used two power 
supplies, +5 and —12 volts. Newer devices only use the +5-volt 
supply, and they consume less power. For this reason, we will use 
them in our discussion. For a more detailed description of the 
UART, we refer you to Appendix B, and also to the book previ- 
ously mentioned, Interfacing and Scientific Data Communication 
Experiments. 



USING THE UART FOR REMOTE CONTROL 

In some applications, the UART may be used to transfer infor- 
mation between a remote instrument and the computer, using 
ASCII, or some other coded format. In other applications it may 
be necessary to transfer information to a remote instrument that 
is being controlled, and to receive information from the instrument, 
to indicate its condition. Such an application for a UART is shown 
in Fig. 4-16. In this circuit, the remote UART is being used to 
monitor the state of the eight signals that can be either a logic one, 
or a logic zero. The eight outputs from the receiver are used in 
various ways; four of the binary outputs have been connected to 
a 4-to-16-line decoder, and four have been used for on/ off control. 
One of the on/ off control lines has been used to generate the data 

8 MONITOR INPUTS 
OOQOOOOO 



40 



CLOCK 



17 



33 32 31 30 29 28 27 26 



TRANSMITTER 



RECEIVER 



16 PULSE 
OUTPUTS 



3 ON/OFF 
OUTPUTS 




D 


D 

E 
R 



5 6 7 8 9 10 11 12 



25 



SERIAL OUTPUT 
-*- TO TRS-80 



23 



20 



SERIAL INPUT 
"FROM TRS-80 



DATA STROBE 



"~LT 



Fig. 4-16. Using a UART in a remote-control application. 
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strobe signal, thus controlling the transmitter section of the UART. 
There are many different ways in which the input and output lines 
of the UART can be used in remote applications. 

If more than eight monitor inputs are required, the inputs may 
be expanded by using a multiplexing scheme such as that shown 
in Fig, 4-17. Three 3-state buffers control 24 monitor inputs so that 
any group of 8 may be selected. The selection is made by the corre- 
sponding output of the decoder that was described previously. In 
this circuit, additional three-state buffers could be added, so that 
many more monitor inputs could be checked at this remote UART. 
The local computer would first send a data word to the UART so 
that one of the sets of eight monitor inputs would be chosen. While 
keeping these bits constant by using logical instructions in a BASIC 
program, the data strobe line would be "pulsed" so that the trans- 
mitter would send the monitor input information to the computer 
over the serial lines that link them. More control outputs could also 
be added to the receiver section, by using shift registers or other 
latching devices. For example, the circuit shown in Fig. 4-17 could 
be used to control a remote 12-bit A/D converter. The 12 data bits 
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Fig. 4-17. An expanded remote-control application for the UART, in which 24 bits 
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of the converter would be connected to two of the three-state buf- 
fers in two groups, one containing the four most-significant bits, 
and the other containing the eight least-significant bits. One bit 
could be used to monitor the BUSY/ READY flag of the A/D con- 
verter, while one of the outputs of the decoder could be used to 
generate a start pulse that would initiate the conversion process. 
The software that would be used to control the remote converter 
would be rather simple. The program would send the proper com- 
mand word to the UART so that when decoded it would start the 
conversion sequence of the A/D converter. The program would then 
send the command word that would connect the three-state buffer 
to the transmitter inputs of the UART so that the BUSY/ READY 
flag could be transmitted. By pulsing the least significant bit of the 
receiver, the eight bits present at the transmitter would be sent to 
the computer so that the status flag could be checked. Once the 
conversion had been completed, the computer could send the UART 
a sequence of commands to read the two data bytes into the UART 
and transmit them to the computer. The additional software re- 
quired here is minimal when compared to the ease of interfacing 
a remote A/D converter with four wires (we have assumed a full- 
duplex current loop ) . 

There are other control methods that could be used in this type 
of a remote converter scheme. You might consider using the status 
flag of the converter to initiate the first transmission, with the com- 
puter controlling all of the others. Thus, once the current conver- 
sion has been completed, the A/D converter would signal this by 
transmitting the eight least-significant bits to the computer, through 
the UART. To do this, you would simply gate the status signal of 
the converter and the data strobe pulse provided by the receiver 
section of the UART. Of course, the eight outputs of the receiver 
would have to be present to select the eight least-significant bits, 
prior to the occurrence of the status flag pulse of the converter. 

Another possibility involves the use of the data ready, or data 
received, flag signal of the receiver, which can be connected to the 
data strobe input of the transmitter. The receiver flag could be re- 
set by the transmitter buffer register empty signal of the transmitter. 
If this type of configuration is used, the transmitter will be pulsed 
to transmit a data word after each new character has been received 
by the UART. Of course, the transmitted data can be ignored if 
you wish to simply change one of the outputs of the receiver. The 
control circuit shown in Fig. 4-18 shows how this function could 
be set up. The positive edge of the data ready signal triggers a 
monostable circuit. This provides a delay, so that the outputs of 
the receiver can be used by external logic prior to the transfer of 
any information into the buffer register of the transmitter. In the 
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circuit shown in Fig. 4-17, the decoder and three-state circuits re- 
quire some time to switch their logic states, depending upon the 
outputs of the receiver. The first monostable, shown in Fig. 4-18, 
provides this necessary delay period. The second monostable gen- 
erates a pulse that loads the buffer register of the transmitter. The 
buffer-empty signal of the transmitter in turn clears the data ready 
flag of the receiver, completing the sequence. Now, whenever any 
information is received by the UART, a transmission will be initi- 
ated. 
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Fig. 4-18. A UART controller circuit for remote sequencing, of the transmitter. 

More and more circuitry can be added to the UART circuits to 
perform increasingly more complex functions, but there may be 
other ways in which these functions may be implemented, with a 
lot less effort. We will explore some of these alternatives. 

UARTs AND ANALOG /DIGITAL CONVERTERS 

An A/D converter could be connected to a UART, using a circuit 
that is similar to the one shown in Fig. 4-17, although this would 
require the use of additional chips to sequence the various data bits 
through the UART, and to control the A/D converter. A simpler, 
remote A/D converter control scheme is readily available, and it 
provides a great deal of measurement power in only a few chips. 
The Intersil ICL7109 12-bit A/D converter chip that was described 
in Chapter 2 may be used in a handshaking mode that is directly 
compatible with the control and data lines on a UART. In this mode, 
the ICL7109 provides the necessary sequencing signals so that once 
a conversion has been completed, both the low-order and high- 
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Fig. 4-19. Pin configuration and test circuit for the ICL7T09 A/D converter. 

order bytes are transferred to the UART, and transmitted. A pin 
configuration diagram of the ICL7109 is provided in Fig. 4-19, for 
your reference. 

To put the ICL7109 in the handshake mode, the mode input is 
connected to a logic one ( +5 volts ) . W hen in t his mode, the low- 
byte e nable (LBE N), high-byte enable (HBEN), and chip enable/ 
load (CE/LOAD) all act as control outputs, rather than as control 
inputs. Once a conversion has been completed by the converter in. 
the handshake mode, the h igh-byte three-state dat a outpu ts are en- 
abled, and the CE/LOAD output is asserted. The HBEN output is 
also asserted, as a byte identification signal. The high-byte data 
outputs are then disa bled, and th e low-by te thre e-state data out- 
puts are enabled, the CE/LOAD, and the LBEN outputs are also 
asserted. Since the data outputs are three-state, corresponding bits 
in the high byte, and in the low byte are conveniently connected, 
so that a single set of eight data bits is provided f or the eight inputs 
of the transmitter section of the UART. Since the CE/LOAD signal 
of the ICL7109 indicates that valid information is present on the 
bus, this signal is used to strobe the information of the A/D con- 
verter into the buffer register of the transmitter. Since this loading 
process can be rather fast, the transmitter buffer empty flag signal 
of the UART is connected to the SEND input of the ICL7109. This 
provides the handshaking, so that the converter will pause between 
loading the high byte and the low byte, so that the UART has a 
chance to transfer the high byte from the transmitter buffer register 
into the transmitter register itself. If the SEND input is left in the 
logic one state, the loading process may be so fast that the UART 
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is not ready to accept the low byte when it is presented by the 
ICL7109, causing it to be "lost." 

The actual circuitry involved in this UART-converter scheme is 
rather simple, involving only a UART, and an ICL7109 converter 
chip, plus the components associated with the analog signal process- 
ing of the converter. The UART /converter connections are shown 
in Fig. 4-20. Only 11 lines, plus a common ground, are required. 
The UART used in this circuit is an IM6403. This is a low-power 
CMOS device that has an on-chip oscillator, for use with an exter- 
nal crystal. An external clock signal may also be used with this chip. 
In the circuit shown in Fig. 4-20, the clock of the converter is used 
by the IM6403, as the transmitter/ receiver clock. In the IM6403, 
the receiver and transmitter share a common clock signal, so that 
they will always operate at the same frequency. The basic UART/ 
converter scheme provides a UART data rate of 110 b/sec, which 
is compatible with most teletypewriters and computer devices. If 
the UART is used to transmit to a teletypewriter, you could not ex- 
pect the voltage measured by the ICL7109 to be printed as, for 
example, +0.97, since the information from the converter is simply 
a binary code, and not a series of ASCII characters. 
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Fig. 4-20. A circuit diagram for a UART-to-ICI7109 A/D converter interface for remote 

measuring of voltages. 

If the circuit shown in Fig. 4-20 is used for remote data acquisi- 
tion, the converter will transmit information through the UART 
after each conversion, so it is not necessary to send a signal to the 
UART that will be used to start a conversion sequence. While this 
may appear to be an asset, it does cause some problems. For exam- 
ple, if you were able to look at the stream of bits, you would see 
two transmissions close together; a space, two transmissions close 
together, another space, two transmissions close together, and so on. 
The two close transmissions are the low-byte information, and the 
high-byte information, while the space is the period required for 
the next conversion to be completed. Unfortunately, the receiving 
device cannot "look" at the serial stream of bits in this way, so it 
has no way of telling which transmission is the high-byte, and which 
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one is the low-byte, or of making sure that data acquired is from 
the same conversion. While the converter is continuously convert- 
ing and transmitting information, you cannot easily interpret the 
information. 

The continuous conversi on probl em can be overcome by control- 
ling the state of the RUN/HOLD input line of the ICL7109. You 
may recall that this input could be used to initiate single conver- 
sions, upon the request of the c omputer . Even in remote data ac- 
quisition applications, the RUN/ HOLD line may be controlled by 
the computer, simply by connecting it to one of the data outputs 
of the UART receiver. Now, a control word may be transmitted to 
the UART to control the operation of the ICL7109 A/D converter. 
You must remember, though, that the conver ter will continue to 
perform conversions for as long as the RUN /HOLD pin remains 
at a logic one. A control program that may be used with a com- 
puter-based US ART to control a remote UART-based A/D con- 
verter is listed in Example 4-9. 

There are some other important points that you should be aware 
of when examining the listing in Example 4-9. The USART is pro- 
grammed in the first few steps. The OUT 5,0 command has been 
used in our system to generate a RESET pulse for the USART, and 
you sho uld un derstand how this is done by using a device address, 
and the OUT function pulse. The OUT 6.0 command causes eight 
logic zero da ta bits to be transmitted to the UART, clearing the 
RUN/HOLD input to the ICL7109, placing the converter in the 
hold mode. The Q = INP(6) command reads the contents of the 
USART receiver, clearing the RxRDY flag, so that it is in the cleared 
state for the first data transmission to the USART. The OUT 6,1 
command transmits a logic one to the least-significant bit in the 
UART receiver, with logic zeros being sent to all of the other bits. 



Example 4-9. A Remote A/D Converter Control Program 

10 OUT 5,0 

20 OUT 7.206 

30 OUT 7,21 

40 OUT 6,0 

50 REM CONTROL SEQUENCE 

60 Q = INP(6) 

65 OUT 6,1 

70 IF (INP(7) AND 2) = THEN 70 

80 A = INP(6) 

90 IF (INP(7) AND 2) = THEN 90 
100 B=INP(6) 
120 OUT 6,0 

140 PRINT (A AND 15);:PRINT B; 
145 V = (((A AND 15)*256) + B)*.0006457:PRINT V 
150 GOTO 60 
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This places the ICL7109 in the ran mode, so that a conversion is 
performed. At the end of the conversion, the converter strobes the 
UART in the proper way, transmitting two data bytes through the 
UART, to the USART that is interfaced to the computer. In this 
program (Example 4-9) the generalized USART I/O subroutines 
were not used, since the additional time required to process the 
GOSUB and RETURN commands could cause the computer to miss 
the second transmission from the remote UART. Two separate sets 
of commands are used in the main program to receive the informa- 
tion from the UART. 

After the two bytes of information have been received, the 
RUN/HOLD signal is changed to a logic zero, through a new 
transmission from the computer to the UART. This places the con- 
verter in the hold mode, so that no further conversions are per- 
formed. We strongly suggest that you use the 110 b/sec data trans- 
mission rate for communications under the control of BASIC- 
language programs, since faster data transfer rates may mean that 
assembly-language programming will be required so that the TRS- 
80 can keep up with the information that it is to receive. 

In this example, the RUN/ HOLD line will be asserted, or placed 
in the run mode state, for longer than is required for a single con- 
version, so additional bytes of information will be transmitted to 
the USART, two per conversion. The program does not use these 
additional bytes, but they are transmitted to the USART, which 
receives them. This is the reason why the RxRDY flag of the USART 
had to be cleared prior to the start of a conversion sequence; the 
flag would be set to indicate that these data bytes had been re- 
ceived by the USART. Since these bytes are not useful, the flag 
is cleared so that the software ignores their receipt. To prevent the 
multiconversion problem, additional circuitry may be added to the 
UART-converter circuit, so that only a single conversion is per- 
formed, generating only a single set of data byte transmissions to 
the USART. The required additions are diagrammed in Fig. 4-21. 
The positive-going edge of the least-significant data byte of the 
UART receiver triggers the monostable, clearing the SN7476 flip- 
flop. This places the RUN/ HOLD input in the logic one state, 
starting a conversion. At the end of the conversion, the STATUS 
signal clocks the flip-flop, returning the RUN/ HOLD input to the 
logic zero state, which places the converter back in the hold mode. 
At the end of the conversion, the information from the A/D conver- 
sion is transferred into the UART, one byte at a time, and trans- 
mitted to the USART. No other transmissions, or conversions take 
place. The same program listed in Example 4-9 may be used to 
control the modified interface, since the LSB of the UART must 
be returned to its logic zero state before the conversion-triggering 
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sequence may be restarted. In this configuration, the LSB of the 
UART receiver has been dedicated to controlling the A/D con- 
verter, but the other seven bits may be used for any other control 
purposes. 

There is one other way in which the ICL7109 may be controlled 
by the UART. This uses the data ready flag of the UART receiver 
to start the conversion sequence, in place of one of the output bits. 
The positive-going edge of the data ready flag sign al is used to 
trigger the monostable that clears the RUN/HOLD signal to the 
ICL7109. This new control signal takes the place of the UART 
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Fig. 4-21. A single conversion control circuit for the IC17109, so that it may be controlled 
by the least-significant bit of the UART receiver chip. 

RBRO line that is shown in Fig. 4-21. If only the connection to the 
data ready flag signal is made, only one conversion will take place, 
since there is no provision for clearing the UART data ready flag. 
To clear this flag properly, the Q output from the SN74123 mono- 
stable is connected to the data ready reset input of the UART re- 
ceiver, pin 18. Now, when a character is received by the UART, 
the positive-going edge of the data ready flag triggers the mono- 
stable so that a conversion is started. At the same time, the UART 
data ready flag is cleared, so that the UART is ready to signal the 
receipt of another character. In this example, there is no relation- 
ship between the value (code) of the character received, and the 
starting of a conversion/ data transmission sequence. The receipt 
of any character, or code, by the UART receiver, will start the con- 
version and information transmission sequence. If this technique is 
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Example 4-10. A UART Control Program for the ICL7109 
A/D Converter 

10 OUT 5,0 

20 OUT 7,206 

30 OUT 7.21 

40 OUT 6,0 

50 FOR T=0 TO 300:NEXT T 

60 Q = INP(6) 

65 OUT 6,1 

70 IF(INP(7) AND 2) = THEN 70 

80 A = INP(6) 

90 IF (INP(7) AND 2) = THEN 90 
100 B=INP(6) 

140 PRINT (A AND 15);:PRINT B; 
145 V = (((A AND 15)*256) + B)*.0006457:PRINT V 
150 GOTO 60 



used, all eight outputs of the UART receiver may be used for con- 
trol purposes. A simple control program is shown in Example 4-10. 

There are some important differences between the programs in 
Examples 4-9 and 4-10. Since the program in Example 4-9 uses the 
state of one of the bits of the receiver to trigger a conversion, the 
bit must be set to a logic one, and then reset to a logic zero, so that 
a positive-going edge is generated properly. In Example 4-10, the 
states of the individual bits at the outputs of the receiver are un- 
important, since it is the receipt of the transmission that triggers a 
new conversion. In Example 4-10, the OUT 6,0 command at line 
40 causes the outputs of the UART receiver to be cleared to logic 
zero, but it also triggers a conversion sequence. A time delay is 
placed in the program to allow for the time that it will take for 
the ICL7109 to perform the conversion, and to transmit the infor- 
mation to the USART. After the time delay has elapsed, the RxRDY 
flag of the USART is cleared. This conversion/transmission sequence 
was a "dummy read," since we were only concerned with the clear- 
ing of the UART receiver outputs, and not with the result of an 
analog/ digital conversion. The RxRDY flag in the USART is cleared, 
so that the computer will ignore the receipt of this "dummy" in- 
formation by the USART. The main control steps in Example 4-10 
contain only one output command, since the data ready flag of the 
UART receiver is used to control the conversion. Again, the eight 
data bits of the receiver are not used in any way, and they may be 
used to control other I/O devices. By way of an example, the pro- 
gram shown in Example 4-11 shows how the bits of the UART re- 
ceiver may be incremented from to 255, while the A/D converter 
is being controlled independently of the data bits. 

While this method of controlling the A/D converter does make 
all eight data bits of the receiver available for other purposes, it 
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Example 4-1 1 . A U ART Control Program for Independent 
Input/Output Functions 

10 OUT 5,0 

20 OUT 7,206 

30 OUT 7,21 

40 OUT 6,0 

50 FOR T = TO 300:NEXT T 

55 FOR M = TO 255 

60 Q=INP(6) 

65 OUT 6,AA 

70 IF(INP(7) AND 2) = THEN 70 

80 A = INP(6) 

90 IF (INP(7) AND 2) = THEN 90 
100 B=INP(6) 

140 PRINT (A AND 15);:PRINT B; 
145 V = (((A AND 15)*256) + B)*.0006457:PRINT V 
150 NEXT M 
160 GOTO 55 

does have a distinct disadvantage, since the receipt of any infor- 
mation by the receiver will trigger a conversion sequence. Even if 
you simply wanted to update the information output by the receiver, 
a conversion would be started by the receipt of the new informa- 
tion. This limitation may be overcome without much difficulty, if 
you simply remember to do a "dummy" read of the USART re- 
ceiver register, prior to the start of a "real" conversion sequence. 
The dummy read operation will clear the RxRDY flag of the USART 
so that the computer will ignore the information transmitted to the 
USART when you simply wanted to update the UART receiver 
outputs. 

UARTs AND DIGITAL/ ANALOG CONVERTERS 

The receiver portion of a UART chip may be used quite effec- 
tively to provide eight bits of information to the inputs of an 8-bit 
D/A converter, so that an analog voltage may be generated in a 
remote place, perhaps to control a servo motor, or other voltage- 
dependent device. For example, an 8-bit D/A converter such as the 
NE5018 can be controlled simply by connecting the eight data in- 
puts to the eight data outputs on the receiver side of the USART, 
MSB to MSB, and so on. The NE5018 has an internal latch, but it 
is not necessary to use it, since the UART receiver outputs are 
latched in the receiver buffer register. The NE5018 latch enable 
(LE) input must be grounded to disable it. The information pre- 
sented to the D/A converter inputs is simply changed by trans- 
mitting a new 8-bit data word to the UART receiver. The UART re- 
ceiver outputs are not cleared when a new data word is received, 
thus if the 8-bit data word, 10101100, is transmitted to the UART, 

181 



and then followed by another transmission of 10101100, there would 
be no change in the UART receiver outputs when the second 

10101100 is received. This is an important point, since it means that 
the UART could control an 8-bit D/A converter, as well as an 
ICL7109 A/D converter. 

To control the A/D converter, a new transmission is sent to the 
remote UART. The data ready flag of the UART starts the conver- 
sion/transmission sequence. To avoid disturbing the eight bits of. 
information in the buffer register of the receiver that are being 
used by the D/A converter, you simply retransmit the same infor- 
mation to the receiver. Thus, the only effect is to pulse the UART 
data ready flag output, starting an A/D conversion. Likewise, when 
it is necessary to update the information presented to the D/A con- 
verter, information from the resulting A/D conversion is simply ig- 
nored by the computer. 

The control of D/A converters with more than eight bits may 
present some problems, since only eight bits may be transmitted to 
the UART at one time, and the UART only has eight parallel data 
outputs, in any case. The problem of communicating between an 
8-bit microcomputer and a 10-bit D/A converter was readily over- 
come through the use of a double-buffering circuit, shown in Chap- 
ter 2. Through the use of double buffering circuitry, the 8-bit com- 
puter was able to transfer eight bits at a time to a 10-bit ( or larger ) 
converter, finally transferring all of the bits to the converter inputs 
at the same time, using a second set of latch chips. The computer 
was able to transfer eight bits of information on the data bus, as 
well as generate the necessary control signals. Unfortunately, the 
UART only has eight outputs. 

The output bits of the UART may be divided into various groups 
so that one group provides the information that is to be used by 
the converter latches, while another group provides bits that may 
be decoded to provide control functions. The circuit shown in Fig. 
4-22 illustrates one way in which a 12-bit parallel transfer may be 
implemented. In this case, four bits are used to transfer information 
to the three latches, while the remaining four bits are decoded to 
provide the control signals that strobe the various latches. The dou- 
ble buffering is provided by the final 12-bit latch that is controlled 
by the "2" output of the decoder. The "6," "5" and "4" outputs of 
the decoder control three 4-bit latches. This circuit is controlled 
by the UART receiver outputs which are in turn controlled by the 
serial transmissions from the USART. It is your responsibility to 
develop the software to provide the 4-bit "nibbles" in the proper 
sequence, while switching the control bits in the proper sequence. 
The sample program in Example 4-12 provides the steps that are 
necessary to transfer a 12-bit data word, in parallel, to an external 
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Fig, 4-22. A control circuit that allows the UART to output more than eight bits from the 

receiver section. 

device, probably a D/A converter. The standard US ART output 
subroutine has been used, and it is assumed that the USART has 
been properly initialized. The value of M is the value of the most 
significant four bits, divided by 256, while the value of L is the 
value of the eight least significant bits. You should be able to "sepa- 
rate" a large value into these bytes without difficulty. In this short 
program, the unwanted bits have been "masked" with AND instruc- 

Example 4-12. A Multibyte UART Transfer Control Program 

500 TX = 0: GOSUB 1010 

510 TX = ((M AND 15) OR 80):GOSUB 1010 

520 TX = (M AND 15):GOSUB 1010 

530 TX = ((L AND 15) OR 64): GOSUB 1010 

540 TX = (L AND 15):GOSUB 1010 

550 TX = (({L AND 240)/l6) OR 96): GOSUB 1010 

560 TX = ((L AND 240)/ 16): GOSUB 1010 

570 TX = 32: GOSUB 1010:TX = 0: GOSUB 1010 

580 END 

1010 OUT 6,TX 

1020 IF (INP(7) AND 1)=0 THEN 1020 

1030 RETURN 
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tions to set them to zero, while the individual control bits have been 
set to logic one by using OR instructions. Since the SN7475 latch 
circuits operate by latching the information present at their inputs 
at the negative-going edge of the clock, or latch enable, pulse, the 
four bits of data must be stable during this pulse transition. For ex- 
ample, the TX=((M AND 15) OR 80 sets the 4-bit word to be 
transmitted in the four least significant bits, and then sets the bit 
pattern 0101 in the four MSBs. This will enable latch #5, when the 
UART receives the composite 8-bit data word, 0101 XXXX, where 
the X bits represent the actual four bits of data. The next step, 
TX=(M AND 15) removes the control bits, while maintaining the 
data bits. This causes the latching to take place at latch #5, when 
this new composite data word, 0000 XXXX is received by the UART. 
The other two nibbles are handled in a similar manner. The divide- 
by-16 operation is used merely to shift the four most significant 
bits into the four least significant bit positions. Finally, the TX=32 
command sets up the control instruction that will cause the 12-bit 
latch circuit to be enabled, while the TX=0 command will cause 
the latching action to take place, once these commands are trans- 
mitted to the UART, in sequence. Other types of control programs 
are possible, but this example clearly shows what is happening. 

The nibbles are transferred to the first individual set of 4-bit 
latches in any sequence, as long as all of the needed information 
has been transmitted prior to the activation of the 12-bit latch. 
Some trade-offs are possible here. It would have been fairly easy 
to build a similar circuit that uses 6-bit latches, with two of the 
UART receiver bits being set aside for control purposes. Other vari- 
ations are possible, but the technique is the same, using some bits 
for information transfer, and the remaining bits for control. The 
four-bit latch example shown in Fig. 4-22 contains other control 
outputs that may be used for other purposes, perhaps to transfer 
information to latches for seven-segment displays, or other uses. 
If this circuit and program are used with the UART that is also 
controlling an ICL7109 A/D converter, then each transmission to 
the UART will initiate a conversion /transmission sequence. Just re- 
member to clear the computer USART RxRDY flag with a dummy 
read of the receiver input port, prior to any request for a "real" 
conversion. This allows you to ignore the conversions that take place 
during transfers to the latches. 

MULTIPLE UART SYSTEMS 

There are many cases in which a number of UARTs may be re- 
quired to communicate between several remote sites, and a central 
computer. In general, the UARTs cannot share a "party line," in 
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which several UARTs have been connected to a single set of lines 
for the transmitter, and a single set of lines for the receiver. If this 
type of a scheme was used, there would be no way of identifying 
which UART was to receive the information placed on the line by 
the USART, and there would be no way in which the computer 
could identify which UART was transmitting information to it. 
Thus, when individual UARTs are used, a separate set of communi- 
cation lines for each one is required. This does not mean that there 
must be a USART, and associated circuitry, for each of the com- 
munication links, since the computer could only communicate with 
one UART at a time. There are various switching methods that may 
be used to multiplex a single USART among a number of communi- 
cation loops. One such circuit is shown in Fig. 4-23. In this circuit, 
four-pole single-throw relays are used to connect the particular 
loop, A, B, or C, to the conversion circuits that are connected to 
the computer USART. Each relay must be driven by a decoder/ 
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Fig. 4-23. Block diagram of typical 20 mA current loop multiplex system. 
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driver circuit, so that the computer can easily control the loop that 
it is to be communicating over. Only one 20 mA-to-TTL converter 
and one TTL-to-20 mA converter are used in this circuit, but one 
relay, plus driver circuit, is required for each loop. Of course, only 
one set of relay contacts may be used at one time. 

An alternate multiplexing circuit is shown in Fig. 4-24. Here, 
each loop has been provided with a 20 mA-to-TTL or TTL-to-20 mA 
converter, as appropriate. The TTL signals to and from the USART 
are multiplexed, or switched, between the different loops using 
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Fig. 4-24. Schematic diagram of a multiplexer circuit that multiplexes TTL 
communication signals. 

standard SN7400-series integrated circuits. The SN7442 decoder 
works quite well as a one-line-to-eight-line demultiplexer, when the 
D input is wired to the transmitter data output, and the decoder 
outputs are routed to the various receiving devices. An SN74151 
multiplexer is used to feed serial information from one of eight 
possible transmitting devices, to the USART serial input. Since the 
computer will probably be transmitting and receiving information 
from the same UART, the circuit in Fig. 4-24 illustrates how the 
multiplexer and demultiplexer circuits may be controlled by the 
same output port. To select a channel, the computer simply outputs 
the proper channel code to the output port, port 12. Up to eight 
individual channels may be selected in this scheme. Larger decoders 
and multiplexers could be used to expand the number of communi- 
cation channels, almost indefinitely. In the circuits provided in Figs. 
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4-23 and 4-24, the current sources and current regulators have not 
been shown, for clarity. 



AN ADDRESSABLE UART 

The ideal UART-based communication system, for transmission 
of information between the TRS-80 computer, and remote instru- 
ments or controllers, would consist of a single set of lines (two cur- 
rent loops), with a number of UART-based controllers along the 
lines. Each UART would have a "name" that it would respond to, 
ignoring all other names and commands meant for other UARTs. 
In a system such as this, the computer could address individual, 
remote stations, causing specific actions to take place, without af- 
fecting other stations on the communication loops. Such systems 
have been developed, probably the most successful one being the 
SERDEX system developed by Analog Devices, Inc., in which 
ASCII commands are used to control remote transmitters and re- 
ceivers. Unfortunately, these modules were a bit complex to use, 
confronting the user with literally dozens of wire-wrap pins that 
had to be interconnected with the instrument that was to be con- 
trolled. It would not be difficult to design an ASCII-based controller 
for a UART, but a simpler solution is at hand, that simplifies the 
communication problem, so that a number of UART-lilce devices 
may share a communication channel. 

The Motorola MC14469 Addressable Asynchronous Receiver/ 
Transmitter, or AART, is contained in a 40-pin integrated circuit. 
This chip provides many UART-lilce functions, so that it communi- 
cates with computers in asynchronous-serial format, but it does not 
contain all of the buffer loading, buffer checking, and error detect- 
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ing flag circuits that are used by a regular UART chip. This pro- 
vides some additional pins that are used on the AART for various 
I/O and control signals. The MC14469 contains an oscillator, so that 
an external crystal may be used to generate the clocking needed 
for the timing of the bit rate. The clock frequency is 64-times the 
data rate. Thus, a 307.2-kHz crystal will allow the AART to operate 
at 4800 b/sec transmission and reception rates. An external clock 
signal may be applied to the chip, in place of a crystal. The crystal 
connections are shown in the pin configuration given in Fig. 4-25. 
If an external clock is to be used, its signal is connected to pin 1, 
with pin 2 unconnected. A RESET signal at pin 3 is used to initially 
reset the chip, once power has been applied. The AART requires 
a +5-volt power supply, and a ground connection. 

Using the Addressable UART (MCI 4469) 

The MC 14469 is truly an addressable UART, since it can be 
wired to recognize a 7-bit address that is sent to it by the computer. 
The 7-bit address is actually the seven least-significant bits of a 
regular 8-bit transmission, in which the most-significant bit is a 
logic one, indicating to the receiving AART that it is address infor- 
mation. The received address is compared to a 7-bit address that 
has been hardwired to address input pins 4 through 10 on the 
AART chip. If the addresses do not match, the AART remains in 
the standby mode. If an address match takes place, then the AART 
is activated, as signaled by a logic one pulse at the valid address 
pulse (VAP) output, pin 31. Once the chip has been activated by 
the proper address, several different actions are possible, but we 
will continue to explain the operation of the receiver section of the 
AART, first. 

The address information may be followed by either data, or by 
another address. In the serial stream of bits transmitted to the 
AART, the most-significant bit is used to differentiate between 
commands and addresses. If a valid address (128 through 255, or 
10000000a through 11111111 2 ) is followed by a command word 
(0 through 127, or 00000000 2 through 01111111 2 ), the command 
bits are transferred to the AART command output pins, 33 through 
39. Since the MSB distinguishes address information from com- 
mands, only the seven LSBs are output at the command pins. As 
was the case for the UART outputs, these outputs are latched. To 
indicate that new command bits have been latched at these pins 
by the AART, the command strobe (CS) output, pin 32, provides 
a short logic one pulse. All transmissions to the AART chip must 
contain eight data bits, an even parity bit, and one stop bit. 

Before an AART may be used in a communication loop with a 
computer-controlled USART chip, the USART must be configured 
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for the proper data format, and the proper data transmission/ 
reception rate. This means that the USART must be configured 
with a mode control instruction of 254, and a command instruction 
of 21. These commands may be output to the USART chip simply 
by typing OUT 7,245 ENTER, and OUT 7,21 ENTER, into the 
TRS-80, so that they are immediately executed, to initialize the 
USART. These initialization steps could be contained in a program, 
but they have been presented in this way to show you that there 
are other solutions to the problem of initializing the USART, and 
other I/O chips. Of course, the USART must be reset, so that it 
can accept a new mode control instruction. Once the USART has 
been initialized, transmissions to the AART may be started. The first 
thing that must be done is to transmit the correct AART address, 
in this case, the address 255 has been chosen. Once the AART has 
received and matched the address, additional transmissions may 
be sent to the AART to control the command data outputs. The 
program listed in Example 4-13 provides an incrementing count 
for the seven command data outputs, once the AART has been en- 
abled. The AART address is entered from the keyboard, starting 

Example 4-13. A Simple AART Control Program 

100 INPUT "ID CODE";C 
110 TX = C: GOSUB 1010 
120 FOR Y = TO 127 
130 TX = Y: GOSUB 1010 
140 NEXT Y 
150 GOTO 120 

1010 OUT 6, TX 

1020 IF (INP(7) AND 1) = THEN 1020 

1030 RETURN 



the program. When the MSB in the serial transmission to the AART 
is a logic one, the AART treats the data bits as if they are address 
bits. To keep the incrementing count from setting the MSB to a 
logic one, the incrementing count has been limited to between 
and 127, or 00000000 and 01111111, if all eight bits are considered. 
Once an address has been received and matched by an AART 
chip, it will remain activated, accepting command data, as long as 
the MSB is a logic zero. Thus, if several command data bytes are 
to be transferred to an AART, it is only necessary to send out the 
proper address once, at the start of the transmission. Once an AART 
has been activated, it is deactivated, or turned off, by the receipt 
of any address information, even if its own address is retransmitted 
to it. Thus, to deactivate an AART, you simply transmit an address, 
even its own address, on the communication loop. 
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If the AART has been reset, and if the program in Example 4-13 
is ran, the seven command data outputs on the AART chip will be 
incremented. However, if you stop the program with the BREAK 
key on the TRS-80, and restart it again (RUN 100), the command 
data outputs will not be incremented, even when the correct ad- 
dress is supplied. Why is this observed? If the program is stopped 
when the AART is selected, and address information is transmitted 
to it, even if it is its own address, the AART deactivates itself. If 
the proper address is transmitted to it again, after it has been de- 
activated, the chip recognizes the address as matching its hard- 
wired address, and it resumes incrementing the count. This is a very 
important point that you must keep in mind if you choose to use 
AART chips. Once they are activated, any address information will 
deactivate them. 

If you are going to transfer information to the AART command 
data outputs, the AART will have to be activated with the proper 
address. Even if the computer will only be transmitting information 
to the AART every minute or so, it will remain activated until an- 
other address is received. In some cases, you may find that it is ad- 
vantageous to deactivate the AART between data transfers, rather 
than keeping it active, and trying to remember which AART is ac- 
tivated, and which ones are not. To deactivate an AART chip, you 
can simply: (1) transmit an address to activate another AART, (2) 
transmit the AART's own address, or ( 3 ) transmit a dummy address 
that does not correspond to any AART in the communication loop. 

Now, let us examine the AART transmitter section. This section 
consists of 16 data inputs, so that a 16-bit data word may be trans- 
mitted by the AART to another asynchronous-serial device, such 
as a USART, or UART. Of course, the USART cannot accept a 
16-bit serial transmission, so the AART formats the bits into two 
standard 8-bit bytes, and it then transmits each byte, along with 
the necessary start bit, parity bit, etc. The 16 bits are divided into 
an input data byte, pins 11 through 18, and a status byte, pins 22 
through 29. These bits may be used for any type of binary informa- 
tion, ASCII codes, and so on, depending upon your particular ap- 
plication. The bits have been labeled as input data byte and status 
byte just so that they can be easily referenced. A transmission se- 
quence is started by applying a short logic one pulse applied to 
the AART send input, pin 30. The input data byte is transmitted 
first, followed by the status byte. Since some time is required for 
the transmission of the first byte, the status bits are latched within 
the AART, by the send pulse, so that there is no chance for them 
to change once the transmission sequence has been started. To pre- 
vent many different AARTs from transmitting at the same time, the 
AART must be in the active mode for the send pulse to have any 
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effect upon the chip. This means that the proper address must be 
used to select an AART chip before a transmission sequence is 
started. This prevents those AARTs in the standby mode from trans- 
mitting information on the communication loop. 

Besides starting the transmission sequence, the send pulse also 
has another function in an active chip; it deactivates the chip, plac- 
ing it in the standby mode. This means that once an AART chip has 
been properly addressed, and is active, only a single transmission 
of the input data and status bytes may take place. Of course, the 
chip may be reactivated simply by retransmitting its address to it 
again. You may be wondering how the transmission of information 
from the AART to the computer is coordinated with the activation 
of the AART chip, itself. There are a number of simple schemes 
that may be used to control the transmitter section. 

The simplest control scheme is to connect the valid address pulse 
output to the send input. Thus, whenever a valid address is received, 
the transmission of the input data and status bytes is started. To 
transmit the 16 bits of information to the computer, the computer 
simply polk the AART, by transmitting the correct address to it. 
Unfortunately, this mode does not allow any information to be 
transferred to the command data outputs, since once the address is 
received and matched, the transmission starts, deactivating the chip. 
If you wish to retain this capability, simply connect the command 
strobe output to the send input. Now, the transmission sequence 
will only be started when a valid address has been received, and 
when the command data is updated. Of course, once the transmis- 
sion sequence starts, the chip is deactivated. The deactivation of 
the chip does not affect the transmission of the 16 bits of informa- 
tion. Once started, the entire transmission takes place. It would not 
be a good idea to connect the send input to a control signal over 
which you have no control. For example, the send input should not 
be connected to a limit switch, so that transmissions would only 
take place when a certain level of solvent in a vat has been reached. 
Since you would not have any control over this signal, transmissions 
might take place at some times, deactivating the chip, while no 
transmissions would take place at other times, possibly leaving the 
chip activated. If the chip was left activated when it was not sup- 
posed to be, the next transmission of its address would deactivate 
it, as was the case prior to our discussion of the transmitter section. 
If the liquid level is to be checked, a better way to test the limit 
switch would be to connect its output to one of the input data, or 
status bits. Each selection of the AART chip would transmit this 
status information to the computer so that it could be checked. 

A short program has been provided in Example 4-14, showing 
how the remote AART may be controlled to initiate transmissions, 
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Example 4-14. An AART Transmitter Control Program 

300 TX = 200: GOSUB 1010 

305 TX = 0: GOSUB 1010 

310 TX = 255: GOSUB 1010 

315 A = INP(6) 

320 TX = RND(127); GOSUB 1010 

330 IF (INP(7) AND 2) = THEN 330 

340 M = INP(6) 

350 IF (INP(7) AND 2) = THEN 350 

360 L=INP(6) 

370 PRINT M;:PRINT L 

380 FOR T = TO 300: NEXT T: GOTO 310 

1010 OUT 6,TX 

1020 IF (INP(7) AND 1) = THEN 1020 

1030 RETURN 



through the use of the command strobe pulse. Recall that the com- 
mand strobe pulse signals the availability of new command infor- 
mation. The first steps in the program send a dummy address and 
dummy information to the AART, to deactivate it, if it is in the 
activated mode. Next, the proper address is sent to the AART to 
activate it. An additional step has been included, to clear the 
USART RxRDY flag, but this is optional. A random value is com- 
puted between the limits 1 and 127, and this is sent to the AART 
as command information. The random value is strobed into the 
command data latches, generating a command strobe pulse, which 
starts the transmission of the input data, and status information to 
the computer. The standard USART transmitter subroutine has been 
used to control the AART, but the commands that are used to con- 
trol the USART receiver are "embedded" right in the program, so 
that no time is lost calling and returning from a general-purpose 
USART receiver subroutine. At a data rate of 150 b/sec, this scheme 
worked quite well. A schematic diagram of the circuit that was 
used is provided in Fig. 4-26. Note that an extern al os cillator was 
used, and that the MC14469 transmitter output (TRO) is the in- 
verse of what has been seen for UART and USART chips. Thus, 
this signal is inverted. 

The timing of the send input is a bit critical, so some discussion 
of this signal is necessary. After a valid address pulse, and after a 
command strobe pulse, the send input is enabled for eight-bit times. 
Thus, for a 150 b/sec transmission rate, the send input is enabled, 
or active, for about 53 milliseconds after the VAP, or the CS, signal 
has been generated. This is one reason why it is recommended that 
either the VAP or CS signal be used to strobe the send input. The 
send input senses a positive-going edge. The timing relationships 
between the VAP and CS signals, and the internal send enable sig- 
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Fig. 4-26. Schematic diagram of a test circuit for the MCI 4469 AART chip. 

nal, are shown in Fig. 4-27. Note that the VAP and GS signals are 
at least partially coincident with the internal send enable signal. 
This allows either the VAP, or the CS signal to be used to pulse 
the send input. 

If a send signal is coincident with internal send enable signal 
during the 8-bit periods shown in Fig. 4-27, the transmission starts 
immediately. What happens if a send signal is received either 
when the AART is in the standby mode, or between an address for 
the AART, and the command word that follows it, when the inter- 
nal send enable signal is not active? The send input is always active, 
and sensitive to positive-going logic signals, as well as to noise. The 
overall effect is this: if the positive-going edge of a send signal is 
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Fig. 4-27. Timing diagram for the VAP and CS pulses, showing the "active" periods for 

the send signal. 

detected when the internal send enable signal is inactive, the AART 
will "remember" this request to transmit, and the transmission will 
be started when the internal send enable signal is again active. 
There are several cases in which this might take place: 

1. A send signal is detected by the AART when it is in the standby 
mode. When the AART is next selected through an address 
match, the 16 bits of data will be transmitted. The chip is 
then deactivated (standby). 

2. A send signal is detected by the AART between the receipt 
of the address information that selected the chip, and the 
command information that is to be sent to it shortly. When the 
command information has been received and latched at the 
seven outputs, the transmission will be started, and the chip 
will be deactivated. 

3. A send signal is detected some time after a command word 
has been received, but while the chip is still active. The trans- 
mission will be initiated when the next command word has 
been received, and the bits latched. The chip will be deacti- 
vated. 

4. A send signal is detected some time after a command word, 
or after an activating address has been received, but the chip 
is deactivated by the receipt of a nonmatching address before 
a transmission is initiated. The "send request" is saved, and the 
next activation of the chip will start the transmission, and the 
chip will be deactivated. 

We hope that you will see that when the send input is used with 
control signals other than VAP and CS, its control can be complex, 
and it is not always possible to tell when the send signal was de- 
tected by the AART. We strongly suggest that the simple control 
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scheme, in which the VAP or CS signal is used, be used for all ex- 
cept the most specialized applications. For example, we don't think 
that you would want to use an end-of-conversion flag in an A/D 
converter to pulse the send input. If the conversion took a few 
hundred milliseconds, it would not be easy to determine what ac- 
tion would have to be initiated at the AART to read the data. In 
fact, it may have already been sent to the computer, if the end-of- 
conversion flag happened to coincide with the VAP or CS signal! 
Rather, we would recommend monitoring the flag, and then acquir- 
ing the information from the converter when the conversion process 
has been completed. 

The use of an A/D converter with the AART is illustrated in 
Fig. 4-28. The ICL7109 A/D converter has been chosen again be- 
cause of its simplicity and flexibility. In this circuit, the converter 
is operated in the free-running mode, with the outputs constantly 
enabled. The polarity, overrange, and status flags are also connected 
to the AART, so that they may be monitored. The status flag may 
be monitored in many ways to indicate that a conversion has been 
completed, but since these methods have been described in Chap- 
ter 2, we will not review them here. In the present example, the CS 
output has been used to trigger the transmission, since there may 
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Fig. 4-28. Using the AART with a 12-bit A/D converter for remote measurements. 
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Example 4-1 5. An AART/Analog-to-Digital Converter Control Program 

300 TX = 200: GOSUB 1010 

305 TX = 0: GOSUB 1010 

310 TX = 255: GOSUB 1010 

310 A = INP(6) 

320 TX = RND(127): GOSUB 1010 

330 IF (INP(7) AND 2) = THEN 330 

340 M = INP(6) 

350 IF (INP{7) AND 2)=0 THEN 350 

360 L=INP(6) 

370 PRINT ((M AND 128)/l28);:PRINT (M AND 15);:PRINT L 

380 FOR T = TO 300: NEXT T: GOTO 310 

1010 OUT 6.TX 

1020 IF (INP(7) AND 11 = THEN 1020 

1030 RETURN 

be additional uses for the seven outputs in the future. A control 
program is listed in Example 4-15. This program is very similar to 
the one provided in Example 4-14, except that a step has been 
added so that the status flag may be displayed, along with the high 
byte, and the low byte. If you are interested in the use of the 
status signal, we refer you to Example 2-25. The necessary con- 
version equation that will display the actual voltage is listed in 
Example 4-11. 

Party-Line Control Systems 

One of the reasons why the MC 14469 AART device has been 
chosen for use in remote interfacing is that a number of these chips 
may be connected to the same pairs of transmitter and receiver 
communication lines. Each AART may be assigned a different ad- 
dress, so that up to 128 different instruments or controllers could 
be serviced on a single transmitter /receiver loop. Just as one gate's 
output may be connected to several inputs on other chips, the com- 
puter can transmit information to a number of AART chips without 
great difficulty. If you choose to use a 20-mA current loop for the 
transmission, each optocoupler in the loop will require a minimum 
amount of current and voltage. Each of the LEDs will require 20 
mA, and each will have a forward (conducting) voltage drop of 
about 1.6 to 0.7 volts. Thus, you must be sure that the loop can 
handle any additional voltage or current, depending upon whether 
you have connected the LEDs to the communication line in paral- 
lel, or in series. The series configuration is probably the worst, since 
it is like the old Christmas tree lights that were connected in series. 
When one bulb burned out, all of the bulbs had to be tested, until 
the burned out bulb was found and replaced. Two burned out bulbs 
were almost impossible to find. In a parallel scheme, additional 
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current-handling capability may be required at the transmitter. 
Of course, we don't expect that you will be connecting several 
dozens of optical coupler LEDs to the transmitter loop. Other trans- 
mission schemes may also be used, but most of them require a 
common ground signal connection which may induce ground-loop 
noise into the communication system. 

The loop that allows each AART chip transmitter to communi- 
cate with a single receiver presents some problems. For example, 
how can all of these outputs be connected to the same line, without 
causing some of them to be burned out? If the 20-mA current loop 
scheme is used, there are few major difficulties, but not too many 
phototransistors can be connected to the same loop. Since current 
is flowing in the loop (20 mA) to indicate a logic one, any station 
could interrupt the flow to indicate a logic zero. This means that 
the photodetectors would have to be connected in series. For three 
or four stations, or "drops," in the line, this shouldn't present too 
many difficulties, and a typical loop system is shown in Fig. 4-29. 
Of course, the current loop configuration does not require a com- 
mon ground, and it isolates the stations, and the computer, from 
one another. 

Another approach to communicating with a number of stations 
involves the use of open-collector drivers. These were discussed 
briefly in Chapter 1. The open-collector devices allow the signal 
line to "float" at a logic one level, as supplied by a pull-up resistor 
at the receiving device. This means that the "normal" condition 
for the bus is logic one. To communicate information, the transmit- 
ting device pulls the bus down to a logic zero by turning on its open- 
collector transistor. The collector is connected to the bus, and it is 
pulled down to ground by having current flow through the tran- 
sistor. In this way, the transistor appears to be off, or disconnected 
from the line, or it appears to be on, providing a logic zero signal 
for the line. Many open-collector devices may be connected to the 
line, but only one may be conducting at any time. This system also 
requires a common ground signal. A typical open-collector system 
is shown in Fig. 4-30. Note that coaxial cable has been used, along 
with a common ground. For short distances of 10 feet, or so, single 
wires may be used, without the need for terminating resistors, al- 
through a pull-up resistor is still needed (Fig. 4-31). 

When open-collector inverters are used on a bus to transmit the 
serial data of the AART, no enabling of the ope n-colle ctor devices 
is required. Since the transmitted serial output (TCO) signal is a 
logic zero in its quiescent state, the open-collector output of the 
inverter is "off," or disconnected from the bus. 

An alternate approach is to use a balanced line, consisting of a 
twisted pair of wires. When such a line is used, standard line-driver, 
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Fig. 4-29. Using a 20 mA current loop transmitter/ receiver scheme with three stations. 

and line-receiver circuits may be used. A typical transmitter/ receiver 
system is shown in Fig. 4-32. In some applications, shielded, twisted- 
pair wires may be useful, to reduce the noise on the lines. Texas In- 
struments recommends the use of Belden No. 8227 (shielded), or 
Belden No. 8795 (unshielded) wire in these types of applications. 
These cables have an impedance of about 100 ohms, so the termina- 
tion resistors at each end of the line would be 50 ohms each. These 
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Fig. 4-30. A simple open-collector line-driver circuit. 
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Fig. 4-31. A short open-collector signal line for three AART transmitters. 

resistors are used only at the ends of the transmission line. Several 
other receivers and transmitters could be connected to this balanced 
line for a party-line network. In the USART/AART system, how- 
ever, one transmitter feeds many receivers, and many transmitters 
feed one receiver, using separate loops. Using the scheme shown 
in Fig. 4-32, lines over 1000 feet long are possible. In the transmit- 
ter loop of the USART, the INHIBIT and STROBE inputs to the 
line-driver and line-receiver circuit may be hard-wired to logic one, 
so that they are always enabled. 




Courtesy Texas Instruments, Inc. 
Fig. 4-32. A simple balanced line transmission system. 

The USART receiver loop presents one difficulty. How are the 
individual AART transmitter line-driver chips to be enabled in 
remote locations? Each line driver may be enabled upon command 
from the remote computer, simply by using one of the command 
outputs as an enable signal for the line-driver chip. In this way, the 
command word that is used to initiate the transmission (CS is con- 
nected to send) also supplies the enable signal for the line-driver. 
Of course, this bit would have to be reset after the transmission was 
completed, to disable the line driver, so that it would not interfere, 
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or conflict with, other transmissions on the loop. If additional trans- 
missions are required from the same AART, the line-driver chip 
may be left enabled until all of the transmissions have been com- 
pleted, or it may be re-enabled, as required. Of course, only one 
transmitter may be enabled at any time. 

If the command strobe pulse is used to start a transmission, how 
can a transmission be blocked when you simply wish to send a 
new command data word to the AART to disable the line-driver 
chip? Actually, the transmission is started, but the line-driver is 
disabled so quickly by the new command data word, that it will 
not get through to the transmission line. Thus, the transmission takes 
place, but it is not gated through the line-driver circuit. We used 
this scheme quite easily with two AART chips, and an open-collector 
bus, as shown in Fig. 4-33. The circuit shown in Fig. 4-32 may be 
used in the AART-to-USART transmission loop simply by connect- 
ing one INHIBIT input to one of the command data outputs. The 
other INHIBIT input, and one of the DATA inputs may be hard- 
wired to logic one, as may the STROBE input on the line receiver 
that is connected to the USART receiver input pin. 
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Fig. 4-33. Controlling an open-collector serial bus for multiple MCI 4469 AART chips. 

A multiline control program is listed in Example 4-16. While ran- 
dom information is again generated to provide a visual check for 
the operation of the command data outputs, output C6 has been 
"dedicated" to control the open-collector bus driving chip. To con- 
trol the state of the C6 bit, a logical OR operation is used to set the 
bit, while a logical AND operation is used to clear the bit. The ran- 
dom information is temporarily stored and then used in the various 
logical operations so that bit C6 may be cleared and set, as needed. 
Note, though, that when the control bit is cleared, the AART ad- 
dress must also be output first, to reactivate the chip so that it can 
receive the new command information. 
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Example 4-16. A Party-Line AART Control Program. 
One Bit Used for Bus Control 

300 TX = 200: GOSUB 1010 

305 TX = 0: GOSUB 1010 

307 INPUT "ID #";N:IF N<128 THEN 307 

310 TX=N: GOSUB 1010 

315 A = INP(6) 

320 R = RND(63):TX = (R OR 64): GOSUB 1010 

330 IF (INP(7) AND 2)=0 THEN 330 

340 M = INP(6) 

350 IF (INP(7) AND 2) = THEN 350 

360 L=INP(6) 

370 PRINT (CM AND 128);:PRINT (M AND 15);:PRINT L 

380 TX = N: GOSUB 1010: TX = (R AND 63): GOSUB 1010 

390 GOTO 310 

1010 OUT 6,TX 

1020 IF (INP(7) AND 1) = THEN 1020 

1030 RETURN 



Assembly Language and the US ART 

There may be times when an assembly-language program to con- 
trol the USART is the only answer to communicating with serial 
devices at high data rates. Perhaps an ICL7109 converter is set up 
to transmit its information through a UART at 4800 b/sec. At this 
rate, it is doubtful if the BASIC USART control program would be 
able to acquire the two bytes of converter information fast enough 
to keep up with the high data rate. To aid you in applications where 
this may be the case, we have provided a number of useful assem- 
bly-language subroutines in this section. The program listed in com- 
pletely assembled hexadecimal form in Example 4-17 is a two-byte 
USART receiver subroutine that may be called by a BASIC pro- 
gram. The assembly-language program has been written to accept 
two bytes of information from the USART, and then store them for 
later use, perhaps by some BASIC program. The program uses a 
general purpose USART input subroutine, called USART. The 
TWOBYT subroutine calls the USART subroutine to obtain a data 
byte. When the byte has been received, it is transferred from the 
A register of the Z80 to a R/W memory location that we have la- 
beled, LOCI. In a similar manner, the next byte received from the 
USART is transferred to LOC2. These two memory locations may 
be accessed through the use of PEEK commands. 

Before this assembly-language program may be used, some por- 
tion of the R/W memory of the TRS-80 must be set aside for our 
use. Thus, when the computer asks, "MEMORY SIZE?" at the start 
of operation, you should respond with, "32000." You may use other 
addresses if you have more or less memory, but the addresses in 
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example 4-17. Assembly-language Program for Two-Byte USART Inputs 

*7DH 00H 

7D 00 CD TWOBYT, CALL /CALL THE USART SUBROUTINE 

7D 01 32 USART 

7D 02 7D 

7D 03 32 STA /STORE THE RECEIVED VALUE FROM THE 

7D 04 64 LOCI /USART IN A LOCATION FOR LATER USE 

7D 05 7D 

7D 06 CD CALL /CALL THE USART SUBROUTINE AGAIN FOR 

7D 07 32 USART /THE SECOND BYTE 

7D 08 7D 

7D 09 32 STA /STORE IT. TOO 

7D 0A 65 LOC2 

7D 0B 7D 

7D 0C C9 RET /RETURN TO "BASIC" 

*7DH 32H 
/THIS IS A GENERAL PURPOSE USART INPUT ROUTINE 
7D 32 DB USART, IN /TEST THE RECEIVER FLAG 

7D 33 07 007 

7D 34 E6 ANI /MASK IT 

7D 35 02 002 

7D 36 CA JZ /IF IT IS ZERO. TEST IT AGAIN 

7D 37 32 USART 

7D 38 7D 

7D 39 DB IN /FLAG IS DETECTED, SO INPUT DATA 

7D 3A 06 006 

7D 3B C9 RET /RETURN WITH DATA IN THE A REGISTER 

*7DH 64H 
/THESE ARE THE STORAGE LOCATIONS FOR THE TWO BYTES 
7D 64 00 LOCI, 
7D 65 00 LOC2, 

the assembly-language program must be changed, too. Before an 
assembly-language program can be called, the low and high address 
bytes of the start of the subroutine must be stored in locations 16526 
and 16527, respectively. 

The BASIC program in Example 4-18 shows how the assembly- 
language program may be used. The BASIC program also contains 
the necessary steps to transfer the decimal equivalents of the hexa- 
decimal instruction codes into their proper locations in memory. 
These steps take lines 10 through 120. Except for the commands at 
line No. 150 that load the user's subroutine address into the two 
memory locations, and the actual user subroutine call at line No. 
180, the program is very similar to other AART control programs 
discussed previously. The data bytes are retrieved from R/W mem- 
ory by PEEK instructions. 

While the USART subroutine in the assembly-language program 
is a general-purpose USART input subroutine, this subroutine can- 
not be used by itself, being called from a BASIC program to input 
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a single character from the USART. There are no commands in this 
subroutine that allow the data byte, or argument, to be passed back 
to the BASIC program, so that it may be used. Instead, the infor- 
mation is stored in a read/ write memory location, where it can be 
accessed with a PEEK command. Two general-purpose assembly- 
language USART control programs are provided in Example 4-19. 

Example 4-18. Main Control Program. Uses the Assembly-Language 
Programs in Example 4-17 

10 DATA 205,50,125,50,100.125,205,50,125,50,101,125,201 

20 DATA 219,7,230,2,202,50,125,219,6,201 

30 N = 32000 

40 FOR 1 = TO 12 

50 READ D 

60 POKE N + i.D 

70 NEXT I 

80 N = 32050 

90 FOR 1 = TO 9 
100 READ D 
110 POKE N + I.D 
120 NEXT I 

130 TX = 200: GOSUB 1010 
140 TX = 0: GOSUB 1010 
150 POKE 16526,0:POKE 16527,125 
155 R = INP(6) 
160 TX = 255: GOSUB 1010 
170 TX = 0:GOSUB 1010 
180 Z=USR(0) 

190 PRINT (PEEK(32100) AND 15);:PRINT PEEK(32101) 
200 GOTO 160 
1010 OUT 6,TX 

1020 IF (INP(7) AND 1) = THEN 1020 
1030 RETURN 

These programs may be used at any time for the control of a USART 
receiver or transmitter. This doesn't mean that BASIC can't be used 
to control the USART, too. The USART input subroutine, USIN, 
performs the same input function as the USART subroutine in Ex- 
ample 4-17, except that the resulting value is placed in the "L" 
register of the Z-80, and the "H" register is cleared. The final JMP 
command transfers control of the program to a portion of the BASIC 
interpreter so that the value that was input from the USART is as- 
signed the "name" used in the subroutine call, for example, Z, in 
the user subroutine call operation, Z =USR(0), assuming this called 
the USIN subroutine. The USOUT subroutine operates much like 
the BASIC subroutine that performed the same operation. The only 
difference is that the value that is to be transmitted may be incorpo- 
rated into the user's subroutine call operation, for example, W = 
USR(20). Here, the binary equivalent of decimal twenty would be 
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Example 4-19. General-Purpose Assembly-Language USART 
Control Programs 

/GENERAL PURPOSE USART INPUT SUBROUTINE 
*7DH 32H 

7D 32 DB USIN, IN /TEST THE FLAG 

7D 33 07 007 

7D 34 E6 ANI /MASK OUT OTHER BITS 

7D 35 02 002 

7D 36 CA JZ /IF NO FLAG, TEST AGAIN 

7D 37 32 USIN 

7D 38 7D 

7D 39 DB IN /INPUT DATA BYTE 

7D 3A 06 006 

7D 3B 6F MOVLA /STORE IT IN REG L 

7D 3C 26 MVIH /CLEAR REG H 

7D 3D 00 000 

7D 3E C3 JMP /TO RETURN THE ARGUMENT, JUMP TO 

7D 3F 9A 9AH /THIS ADDRESS, INSTEAD OF A RETURN 

7D 40 0A 0AH 

/GENERAL PURPOSE USART OUTLINE SUBROUTINE 

7D 41 CD USOUT, CALL /THIS CALL GETS THE ARGUMENT INTO 

7D 42 7F 7FH /THE H & L REGISTERS FROM "BASIC" 

7D 43 0A 0AH 

7D 44 7D MOVAL /GET THE DATA BYTE 

7D 45 D3 OUT /OUTPUT IT 

7D 46 06 006 

7D 47 DB TEST, IN /CHECK THE FLAG 

7D 48 07 007 

7D 49 E6 ANI /MASK OUT THE OTHER BITS 

7D 4A 01 001 

7D 4B CA JZ /STILL XMTING?, CHECK AGAIN 

7D AC 47 TEST 

7D 4D 7D 

7D 4E C9 RET /DONE, SO RETURN 

transmitted by the USART. The assembly-language subroutine that 
is used to control the USART transmitter must first call a subroutine 
that is located within the BASIC interpreter, so that the argument 
that is to be transmitted is transferred to the Z-80 H and L registers. 
In both cases, when transferring a value to, or from, a subroutine, 
the Z-80 H and L registers are used to contain a 16-bit signed num- 
ber. Since the USART is an I/O device, and thus limited to values 
between and 255, only the 8-bit L register is considered. The H 
register may be ignored. 

In the transmitter subroutine, once the value in the L register is 
copied into the A register, and then into the USART, the subroutine 
is simply ended with a return (RET) instruction. These subroutines 
are quite useful, and an example of their use is provided in Exam- 
ple 4-20. In this program, these subroutines are loaded into R/W 
memory and executed in a BASIC program that transmits random 
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Example 4-20. A BASIC Program that Uses the Assembly-Language 
USART Subroutines 

10 DATA 219,7,230.2,202,50,125,219,6,111.38,0,195,154.10 

15 DATA 205,127.10,125,211,6,219,7,230.1,202,71.125.201 

20 FOR 1=0 TO 28 

30 READ D 

40 POKE 32050 + l,D 

50 NEXT I 

60 A = INP(6) 

70 A = RND(255) 

80 POKE 16526.65:POKE 16527,125 

90 W = USR(A) 
100 POKE 16526,50 
110 Z=USR(0) 

120 IF Z = A THEN 70 ELSE 200 
200 PRINT "ERROR":END 

data, and then checks it against what is received by the receiving 
side of the USART. If the output of the transmitter and the input 
of the receiver are connected, this provides an easy means of testing 
the USART. Error is detected when the received value and the 
transmitted value are unequal. 

If you are concerned about the use of a jump or a call to the 
RASIC interpreter in these subroutines, these instructions may be 
replaced with equivalent assembly language instructions that will 
store a received value in a R/W memory location, or retrieve one 
from a R/W memory location. We suggest that you might want to 
review your 8080 or Z-80 assembly-language programming before 
you get much more involved in assembly-language subroutine calls. 

In this chapter, you have been introduced to the use of asynchro- 
nous-serial data communications, and the devices that are used to 
implement various interfaces and controllers that are compatible 
with this mode of communication. Our basic purpose was to show 
you how easy it is to use this type of interfacing to link remote 
devices and small computers. In fact, many, many devices are 
readily interfaced to computers in this way, since the only require- 
ment is an asynchronous-serial I/O port at both ends of two pairs 
of wires. We have also provided some typical examples of what 
you can do with a serial transmitter /receiver loop once it has been 
constructed. 
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TRS-80 Interrupts 



Most modern computers have some form of interrupt input, so 
that an external signal may be used to force the computer to jump, 
or branch, to some other portion of a program. Unlike the use of 
input ports and sensing software steps that are used to determine 
the state of external devices and signals, the interrupts are inde- 
pendent of the operation of the computer program. In general, 
there are no specific steps in a program that are used to sense when 
an interrupt has taken place. Hardware associated with the micro- 
processor chip, or central processing unit (CPU), forces a specific 
sequence of actions to take place, independent of the byte of in- 
struction that the computer may be operating upon. Interrupts can 
be particularly useful in situations in which it is necessary to im- 
mediately alert the computer to some specific condition. Examples 
of signals that might be used to generate an interrupt signal are 
an A/D converter end-of-conversion flag, a floppy disk data-ready 
flag, or perhaps even a heat sensor signal. Each of these signals 
could be used by the microcomputer interrupt input to force the 
computer to stop what it is doing, and to point it to a new set of 
software steps that are related to the device or signal that has gen- 
erated the interrupt signal. The A/D converter end-of-conversion 
signal might be used to interrupt the computer so that it would 
acquire the data that is ready, and then start a new conversion. 
Our purpose in this chapter is to introduce you to some of the 
various ways in which the TRS-80 interrupts may be used. The Z- 
80 central processor has a number of different interrupt modes, and 
these will be discussed in some detail. Before you go any further, 
though, you should realize that the use of the TRS-80 interrupts 
involves assembly-language programming. Our program examples 
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will not be very complex, so a detailed understanding of the Z-80 
instruction set will not be required. 

The use of interrupts is a complex subject, and we have covered 
many of the software and timing considerations elsewhere, in The 
8080 Bugbook*: Microcomputer Interfacing and Programming, and 
in 8080/8085 Software Design, Book 2, Howard W. Sams & Co., 
Inc., Indianapolis, IN 46206, so there is little reason to cover them 
here in the same detail. Interrupts must be used with a great deal 
of care, since they can be used to take control away from the BASIC 
interpreter, so that assembly-language programs may be executed 
to accomplish a specific task. Since assembly-language program- 
ming is involved, you may find that your BASIC programs are de- 
stroyed through the careless use of interrupts and interrupt sub- 
routines. It is our philosophy that only one or two interrupts should 
be used with small computers, since similar functions may be imple- 
mented in other ways, through sense inputs, flags, and the like. 

OBJECTIVES 
At the end of this chapter, you will be able to do the following: 

• Describe, in general terms, the operation of a simple interrupt. 

• Describe the operation of the three interrupt modes of the Z-80. 

• Design an interrupt instruction port circuit, and flip-flop con- 
troller. 

• Write a simple interrupt control program. 

• Show how BASIC programs may be used to preset various 
read/write memory locations for use by interrupt service sub- 
routines. 

• Describe the Z-80 interrupt control instructions. 

• Tell why the TRS-80 cannot be used for interrupts, except for 
simple Mode 1 interrupts. 

• Describe a simple modification that can be made to the TRS- 
80, so that all types of interrupts can be used. 

• Describe the use of a priority encoder chip in a priority inter- 
rupt system. 

ELEMENTARY INTERRUPTS 

Before we start a discussion of the various types of interrupts of 
the TRS-80, we must be sure that the concept of interrupting a pro- 
gram is fairly well understood. Let us suppose that you have the 



# Bugbook is a registered trademark of E&L Instruments, Inc., Derby, CT 
06418. 
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lawn to mow, and that you are well underway when the telephone 
rings, and you have to leave the mower to answer it. This is an 
interrupt of your main task, which is mowing the lawn. The phone 
call interrupted your job, but you were able to answer the call, and 
then return to the lawn mower with little difficulty, picking up 
where you were originally interrupted by the ringing phone. Com- 
puter interrupts operate in a similar way; a main program is being 
executed, when an interrupt occurs. This interrupt signals the com- 
puter to stop its current operation, and to transfer its attention to 
a new program, subprogram, or subroutine, as indicated by the 
interrupting device. After this interrupt service program has been 
completed, the computer transfers control back to the main pro- 
gram that was being executed when the interrupt was sensed. There 
were no signs posted on the lawn that said, "Stop and listen for 
phone,'" and there are no interrupt "sensing" steps in the main task 
program of the computer. The detection of an interrupt signal is 
taken care of with hardware, and this is independent of the pro- 
gram steps that are being executed. 

There are some complex problems associated with interrupts, and 
it is important that these be understood prior to the use of inter- 
rupts in complex control schemes. Using the lawn-mowing example, 
it is fairly easy to describe some of these problems and limitations. 

1. When you leave the lawnmower to answer the phone, the 
mower must be shut down in an orderly fashion, so that it 
won't "bum" the lawn, waste gas, and interfere with your con- 
versation. This is also the case with programs. They must be 
shut down in an orderly fashion, so that they may be restarted 
once the interrupt servicing sequence has been completed. 

2. If you have a number of phone calls to answer during the time 
that you have set aside to mow the lawn, you may spend more 
time answering the phone, than in mowing the lawn. Your 
main task of cutting the grass has been extended by the time 
to answer all of the calls, plus the time to mow the grass. You 
also have to add in the time that has been used to shut off the 
mower and to restart it. The original task has been consider- 
ably lengthened by the interrupting phone calls, so that it has 
taken much longer to mow the lawn than it should have. One 
solution is to "disable" the interrupting device, perhaps by ig- 
noring the phone ringing, or by taking the phone off the hook. 
The analogy with computer programs should be quickly ap- 
parent. Interrupted software tasks take longer than uninter- 
rupted ones. There are ways in which the computer interrupt 
hardware can be disabled, so that it will ignore any external 
interrupt signals. Programs can also become interrupt bound, 
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spending so much time servicing the interrupts, that the com- 
puter never gets back to the main task that it originally started. 

3. While you are answering the phone, one of your children may 
come into the house, crying, interrupting your phone conversa- 
tion. This means that a new interrupt has taken place, so that 
after soothing the child, you go back to the phone, and then 
back to the lawn mower. Interrupts can be interrupted by other 
interrupts, and so on, ad nauseam. In fact, there can be cases 
in which one device can interrupt the computer while it is 
half-way through servicing the first interrupt of that same de- 
vice, much like the child who asks for a glass of water, and 
when you have started to fill the glass, asks for a sandwich. 
This can cause you to become interrupt bound quickly, and it 
is quite possible to lose track of exactly what it is that you are 
doing. Likewise, computers can become disoriented quickly, 
too, when handling too many interrupts. 

4. It is necessary in some cases to assign a priority to interrupts, 
since there is always the possibility of having two different 
interrupts occurring at the same time. For example, while you 
are mowing the lawn, a friend may drop over to borrow a rake 
at the same time that the phone rings. Which of the interrupts 
is serviced first? 

These are some of the things that we have discussed in detail, 
in the two books cited previously in this chapter. Since assembly- 
language programming is used extensively in these examples, we 
will not discuss it beyond our simple examples. Interrupts are diffi- 
cult to debug, since they can occur at almost any time, and they 
generally request interrupt service when you (and the program) 
least expect it. We hope that you will treat interrupts with a great 
deal of respect, and that you will be careful in your use of them. 

Z-80 INTERRUPTS AND TRS-80 INTERRUPTS 

The Z-80 microproce ssor c hip has two int errup t inputs, called 
nonmaskable interrupt (NMI) and interrupt (INT). In the TRS-80 
computer, the reset push button , located inside the interface hatch 
cover, is connected to the NMI input. The BASIC interpreter pro- 
gram has been programmed to recognize this input as a reset func- 
tion. If you actuate this push button, the computer will respond 
with "READY." Thi s inp ut is not available to the TRS-80 user. 
The other interrupt, INT, has not been used in the basic TRS-80 
computer, so it is available for experimental use, and it is available 
at the interface edge connector. A logic zero pulse on this input 
indicates an interrupt request to the Z-80 chip. Unlike the non- 
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maskable interrupt, which is always active, the interrupt input may 
be turned on or off, so that the comp uter may be set to accept inter- 
rupts, or to ignore them. The INT input may be used in one of 
three possible ways, all of which may be programmed through the 
use of the appropriate assembly-language steps. These different 
types of interrupts are called Mode 0, Mode 1, and Mode 2. Each 
operates in a specific way, as described in the sections that follow. 

Mode Interrupts 

This mode is identical to the 8080A and 8085A interrupt response, 
so that when the Z-80 is in this mode, any single-byte instruction 
may be forced into the computer for execution. Thus, the interrupt- 
ing device provides the next instruction for execution by the com- 
puter. Of course, this must be an assembly-language instruction. 
In general, the single-byte restart instructions will be used with 
the Z-80 when it is in this mode, since these instructions are 1-byte 



Table 5-1. Restart Instruction and Address Vectors for the BASIC Interpreter 


Instruction 


Hex 
Op-code 


Decimal 
Op-code 


Points 
to Address 


Contents 


Comments 


RSTO 


C7 


199 


OH 

1H 1 
2H 2 




Start of 


BASIC ROM 


RST1 


CF 


207 


8H 8 
9H 9 
AH 10 


C3H 
OOH 
40H 


195 



64 


Jump to 16384 )0 


RST2 


D7 


215 


10H 16 
11H 17 
12H 18 


C3H 
03H 
40H 


195 

3 

64 


Jump to 16387 


RST3 


DF 


223 


18H 24 
19H 25 
1AH 26 


C3H 
06H 
40H 


195 

6 

64 


Jump to 16390 


RST4 


E7 


231 


20H 32 
21 H 33 
22H 34 


C3H 
09H 
40H 


195 

9 

64 


Jump to 16393 


RST5 


EF 


239 


28H 40 
29H 41 
2AH 42 


C3H 
0CH 
40H 


195 
12 
64 


Jump to 16396 


RST6 


F7 


247 


30H 48 
31 H 49 
32H 50 


C3H 
0FH 
40H 


195 
15 
64 


Jump to 16399 


RST7 


FF 


255 


38H 56 
39H 57 
3AH 58 


C3H 
12H 
40H 


195 
18 
64 


Jump to 16402 
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Table 5-2. Vector Addresses and Their Contents In R/W Memory 


Pointer 


Address 


Contents 


Comments 


4000H 


16384 


C3H 
96H 
1CH 


195 

150 

28 


Jump instruction — Used by BASIC 


4003H 


16387 


C3H 
78H 
1DH 


195 

120 

29 


Jump instruction — Used by BASIC 


4006H 


16390 


C3H 
90H 
1CH 


195 

144 

28 


Jump instruction — Used by BASIC 


4009H 


16393 


C3H 
D9H 
25H 


195 

217 

37 


Jump instruction — Used by BASIC 


400CH 


16396 


C9H 


201 


Return instruction — Available for user's 






— 


— 


jump command 


400FH 


16399 


C9H 


201 


Return instruction — Available for user's 






— 


— 


jump command 


401 2H 


16402 


FBH 


251 


Enable interrupt instruction 






C9H 


201 


Return instruction 

Available for user's |ump command 



subroutine call instructions that point to subroutines at specific 
points within the Z-80 memory. The locations that may be used in 
this mode are already preset with instructions in the TRS-80 BASIC 
interpreter read-only memories (ROMs), as shown in Tables 5-1 
and 5-2. These addresses are inaccessible to you, since they are 
located within a ROM chip. However, there are jump instructions 
at each of the vector points, 0, 8, 10, etc., pointing the computer to 
a section of read/write memory that may be used to store either a 
short interrupt service subroutine, or another jump instruction that 
will be used to point to the main interrupt service subroutine. The 
use of a restart instruction is detailed in Fig. 5-1. When the Z-80 is 
turned on, it is set to the Mode interrupt mode. We will show you 
how the restart instructions are "jammed" into the computer, shortly. 

Mode 1 Interrupts 

When this mode has been selected, no external instructions can 
be jammed into the Z-80 when it is interrupted. Instead, the com- 
puter is immediately pointed to address 0038H, or 56i . An inter- 
rupt service subroutine may be located here. In the TRS-80, this 
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JUMP INSTRUCTION HERE 
"JUMP TO 400CH, OR 16396" 



YOU CAN'T CHANGE 
THIS JUMP INSTRUCTION 



SUBROUTINE CALL 
CAUSED BY RST5 
INSTRUCTION 



400CH 









^ 










RAW 
MEMORY 





J YOUR JUMP INSTRUCTION HERE 
POINTS TO ACTUAL INTERRUPT 
SERVICE SUBROUTINE 



•START HERE \ 



1) INTERRUPT 
TAKES PLACE 

2) RST5 
INSTRUCTION 
IS JAMMED 
INTO Z-80 + 
EXECUTED 




YOUR INTERRUPT SERVICE 
SUBROUTINE IS HERE, IN 
R/W MEMORY 



RETURN INSTRUCTION 
TRANSFERS CONTROL 
BACK TO YOUR BASIC 
PROGRAM 



Fig. 5-1. Flow diagram for a BASIC program that has been interrupted by a RST5 device. 
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location is within the BASIC interpreter ROM, so it contains a 
jump instruction to get the computer into read/write memory. In 
fact, the computer goes to the same address that is used by the 
Restart 7, or RST7, command, when the Z-80 is in Mode 0. In Mode 
1, even though only a single interrupt vector is provided, many de- 
vices can be used with the interrupt, since the individual interrupt 
could be ORed together, generating an interrupt to the Z-80 when- 
ever any one of the devices requests interrupt service. The Mode 1 
operations are very simple, flexible, and easy to use. 

Mode 2 Interrupts 

This mode is the most powerful interrupt response available for 
the Z-80. In this mode, an interrupt service subroutine may be lo- 
cated at any address in the computer, and called by an interrupt 
request signal to the Z-80 chip. When this interrupt mode is to be 
used, the programmer must set up a table of the 16-bit starting ad- 
dresses for each of the different interrupting devices. This table 
may be located anywhere in memory, although it must be located 
in read/write memory for it to be useful in the TRS-80 computer. 
When an interrupt request is received, the interrupting device fur- 
nishes a low address byte to the Z-80. When combined with a high 
address byte that has been preset in the Z-80 I register by the pro- 
grammer, a 16-bit address is formed. This address points to the 
address of the subroutine in the subroutine address table. Assembly- 
language steps must be used to preset the Z-80 I register to the 
high address of the interrupt subroutine address table. When the 
Z-80 is reset, the I register is cleared to zero. Since each address 
entry in the address table will take two bytes, one for the high 
address byte, and one for the low address byte, the least significant 
bit of the low address information supplied by the interrupting de- 
vice is preset to zero by the Z-80. Of course, the programmer must 
fill the address table with the addresses of the interrupt service sub- 
routine prior to the use of this interrupt mode. The first byte in 
the table is a low address byte, which is followed by a high ad- 
dress byte. Since the addresses in the table may be changed by the 
program, as it progresses through a set of operations, a complex, 
sophisticated control scheme is possible. An illustration of the use 
of the Mode 2 interrupt is shown in Fig. 5-2. 

You may be wondering, "How does the computer remember its 
place when it is interrupted?" The Z-80 chip has a built-in circuit 
that will push, or save, the program counter contents in a section 
of read/write memory that is called the stack. It does this auto- 
matically, when an interrupt request is received, but only after 
it has completed the execution of the assembly-language instruction 
that it is operating on. The execution of a return instruction, RET, 
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16-BIT POINTER ADDRESS 



I REGISTER 
(PRESET BY THE USER) 



TT 



INPUT 

FROM INTERRUPTING 

DEVICE 



ADDRESSES 
IN TABLE 



Rfl/V MEMORY 



HIGH ADDR 



•Z-80 RECOGNIZES AND ACKNOWLEDGES INTERRUPT 



RETURN TO BASIC PROGRAM 




INTERRUPT 
SERVICE SUBROUTINE 



Fig. 5-2. Mode 2 interrupt program flow, showing the use of the I register and an 
externally supplied low address to point to the address table. 

at the end of an interrupt service subroutine causes the computer 
to go back to the stack to retrieve the 16-bit value of the program 
counter, so that it can execute the next instruction that would have 
been executed in the main task program, if no interrupt had taken 
place. In this way, the computer keeps track of where it is in a 
program, so that it can return. In the same way, the GOSUB com- 
mand in BASIC forces the computer to perform a subroutine, and 
the RETURN command forces the computer to go back to the 
"calling point" in the BASIC program. The stack area that is set 
aside by the BASIC interpreter program may be used to store re- 
turn addresses for interrupt service subroutines, without difficulty, 
so you don't have to be concerned with exactly where the stack is 
located at this point. 

INTERRUPT CONTROL HARDWARE 

The hardware that is used to control interrupts is fairly easy to 
construct. A simple input port is used to provide an 8-bit instruc- 
tion, or an 8-bit address, to the Z-80, depending upon the interrupt 
mode that is to be used. A three-state input port is used, b ut instead 
of being controlled by a device select pulse, such as IN 78, the inter- 
rupt instruction p ort is co ntrolled by the computer interrupt ac- 
knowledge signal, INTAK, which is a short logic zero pulse. Once 
an inter rupt has been recognized by the TRS-80, it generates the 
INTAK signal to indicate to the interrupting device that it has been 
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recognized, and that it is to place its addr ess or in struction byte 
on the- data bus. This logic zero pulse on the INTAK line is used to 
enable the three-state interrupt instruction port, so that the infor- 
mation flows onto the data bus, and to the Z-80 chip in an orderly 
fashion. In most interfaces, the int errupt requesting device does not 
assert the interrupt request signal (INT) directly, using an interrupt 
flip-flop instead. The Q output of the flip-fl op is use d to indicate that 
the device is requesting an interrupt. The INTAK signal is used to 
clear the flip-flop, so that multiple interrupts do not occur for the 
same interrupt request signal. A typical interrupt instruction port, 
and interrupt flip-flop, are shown in Fig. 5-3. This interrupt instruc- 
tion port may be used when the Z-80 is in either the "0" or "2" in- 
terrupt mode. The port should be disabled when Mode 1 operations 
are to be used, although the flip-flop may still be used to generate 
the interrupt request signal. 



RST6 

INSTRUCTION 

OP-CODE 




INTERRUPT 

REQUEST 

PULSE 



Fig. 5-3. Schematic diagram for an interrupt instruction port and control flip-flop. 
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While the Z-80 microprocessor may be used in any of the three 
interrupt modes, the TRS-80 cannot. Apparently, the TRS-80 has 
been set up so that all interrupting devices will operate with it in 
the Mode 1 configuration. This arises from the way in which the 
TRS-80 data bus is controlled. The internal operations of the TRS-80 
control the data bus so that it is normally in the output state. The 
bus is only turned around for the input state, when a read (memory 
or I/O) takes place. Unfortunately, the TRS-80 data bus is not 
turned around when the interrupt acknowledge signal is generated. 
The TRS-80 can be modified to allow all of the different interrupt 
modes to be used with it, simply by using the INTAK signal to 
"turn the bus around," placing it in the input mode so that interrupt 
instructions and addresses may be accepted by the computer. Two 
possible modifications, both of which are simple, may be made to 
the TRS-80. The schematic diagrams for both of these changes are 
provide d in Figs . 5-4 and 5-5. The simplest modification gates the 
INTAK and RD signals together, while removing the TEST signal. 
The second modification requires the addition of an AND gate so 
that the function of the TEST input may be retained. The TEST 
signal is used by direct memory access ( DMA ) devices, so that they 
can "disconnect" the Z-80 microprocessor chip from the various 
buses, so that they may be controlled externally. If such DMA de- 



+ 5V 




252 
Fig. 5-4. Simple interrupt modification for the TRS-80. (No DMA operations are possible.) 
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JUMPER 



SN7408 (ADDED) 
PIN 14 =+5V 
PIN 7 = GND 




252 



Fig. 5-5. Complete interrupt modification for the TRS-80. (DMA operations are possible.) 

vices are not going to be used with your TRS-80 system, the sim- 
plest modification is recommended. 

INTERRUPT CONTROL SOFTWARE 

Before the actual interrupt service subroutine steps can be out- 
lined, the basic interrupt control instructions should be reviewed. 
These are assembly-language instructions, and they cannot be in- 
corporated in a BASIC program, except through the use of a call 
to a user's subroutine, written in assembly language. The interrupt 
control instructions allow the interrupt to be turned on and off, 
allow the interrupt mode to be preset, and allow the program to 
be properly controlled at the end of an interrupt service subroutine. 
The instructions are summarized in Table 5-3. 

The enable interrupt instruction, EI, and the disable interrupt 
instruction, DI, are used to turn the Z-80 interrupt on and off. In 
this way, the computer response to interrupts during the execution 
of a program may be carefully controlled. For example, if the com- 
puter system involves interrupting devices, the interrupt will be 
turned on almost as soon as the program is started, so that any ex- 
ternal interrupts may be serviced. However, if a time-sensitive por- 
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Table 5-3. Assembly-Language Interrupt Control Instructions 



Mnemonic 


Op-Code 


Operation 


Hex 


Decimal 


El 


FB 


251 


Enables the Z-80 interrupt so that external 
interrupts may be sensed. 


Dl 


F3 


243 


Disables the interrupt, so that future 
interrupts will be ignored. 


IMO 


ED 


237 


Sets Mode interrupts, so that restart 




46 


70 


instructions can be [ammed into the Z-80. 


IAA1 


ED 


237 


Sets Mode 1 interrupts. Any maskable 




56 


86 


interrupt will cause a subroutine call at 
address 38H, or 56. 


IAA2 


ED 


237 






5E 


94 


Sets the Z-80 for Mode 2 interrupts. 
The 1 register contains the high address 
for an address entry in a table that 
specifies the starting address of the 
interrupt service subroutine. The inter- 
rupting device supplies the low address, 
with bit DO = 0. 


RET 


C9 


201 


A normal return instruction, for use with 
subroutines of all types. 


RET1 


ED 


237 


Return instruction for use in maskable 
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interrupt subroutines. Used with Z-80 
family chips. 


RETN 


ED 


237 


Return from nonmaskable interrupt sub- 




45 


69 


routine. Not used in TRS-80 systems. 



tion of the program is to be executed, the interrupt may be disabled 
at the start of this program segment, and then turned on at the end 
of it. This protects portions of programs from the effects of inter- 
rupts. Whenever an interrupt is serviced, the interrupt is disabled 
by the Z-80, so that further interrupts cannot be serviced. If you 
wish to have the Z-80 recognize subsequent interrupts, then the 
interrupt must be re-enabled, by using another enable interrupt 
instruction. This feature allows you to "protect" interrupt service 
subroutines, so that they will not be interrupted by other devices. 
Before any interrupts can be serviced, the interrupt mode must 
be set. The Z-80 uses three instructions to preset the interrupt mode. 
These instructions are set interrupt Mode 0, IMO; set interrupt 
Mode 1, IM1; and set interrupt Mode 2, IM2. The interrupt mode 
may be changed at any time, simply by executing one of these two- 
byte instructions. Even though the Z-80 is placed in the "0" mode 



219 



when the chip is reset, we recommend using the IMO instruction, 
since it is impossible to tell what interrupt mode the TRS-80 has 
preset in the Z-80, although we suspect that it is Mode 1. 

Once the interrupt mode has been set, and the interrupt enabled, 
the TRS-80 can accept and process interrupt request signals, calling 
interrupt service subroutines that are located in an area that you 
have "protected" in read/write memory. Once the interrupt service 
subroutine has been completed, an assembly-language return, RET, 
instruction is used to cause the Z-80 to retrieve the return address 
from the stack area. Prior to the return instruction, you will prob- 
ably want to place an enable interrupt instruction in the subroutine, 
so that the Z-80 interrupt input is re-enabled. The EI instruction 
does not take effect until after the execution of the next instruction. 
This means that if an EI instruction is executed just before a RET 
instruction, the computer will return to the main program before 
another waiting interrupt will be processed. 

The Z-80 instruction set contains two special return instructions 
that are available for use at the end of interrupt subroutines. These 
two instructions, RETN, and RETI, are used at the end of non- 
maskable, and regular interrupt service subroutines, respectively. 
Since the nonmaskable interrupt is not available for interfacing use 
in the TRS-80, the RETN instruction is of no use to us. The RETI 
instruction is generally used only when Z-80 family devices are to 
be used with the Z-80 chip. The instruction is used to "inform" 
these family chips that the end of an interrupt service subroutine 
has been reached. Since we will not be discussing any of the special 
Z-80 family chips, this instruction will not be used, either. These in- 
structions are important if you have any plans to apply the Z-80 
chip, itself, to any interfacing tasks, and you should be aware that 
they are available, and that they have special functions. 

Now that the Z-80 interrupt control instructions have been de- 
scribed, it is a fairly simple matter to apply them to a situation 
in which an interrupt is to be used with the TRS-80. We will as- 
sume that an interrupt instruction port has been interfaced to the 
TRS-80, and that the TRS-80 has been appropriately modified 
(Figs. 5-4 or 5-5). (If you are using th e TRS-80 interface br ead- 
board , remember to connect the INTAK signal to one of the INP 
REQ inputs, too.) The first thing that the program must do is to 
set up the particular interrupt mode that is to be used, and then 
enable the interrupt. This can be done by using DATA statements, 
and POKE-ing the decimal equivalents of the op-codes into mem- 
ory, so that they may be executed by a call to a user's subroutine. 
This is shown in Example 5-1. Once the interrupt mode has been 
set, and the interrupt enabled, the interrupt may be used. In this 
case, we have assumed that Mode interrupts will be used, so two 
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Example 5-1. A Sample Program To load the Interrupt Set-Up Information 
Into a Protected Section of the TRS-80 Memory 

200 POKE 32100,237:POKE 32101.70:POKE 321 02.251 :POKE 32103,201 

220 POKE 16526,100:POKE 16527,125 

240 POKE 16399,195:POKE 16400,0:POKE 16401,125 

250 Z = USR(0) 

other tasks must be performed prior to the actual use of the inter- 
rupt. First, the interrupt service subroutine must be loaded into 
memory, and second, a jump instruction (three 8-bit bytes) must 
be stored in memory, starting at address 400CH, 400FH, or 4012H, 
depending upon which restart instruction is used at the interrupt 
instruction port, RST5, RST6, or RST7. Once one of the restart 
instructions has been chosen, it is a simple matter to find the corre- 
sponding vector addresses in Tables 5-1 and 5-2. In the schematic 
diagram shown in Fig. 5-3, the RST6 instruction has been preset, 
so the proper jump-to-interrupt service subroutine instruction must 
be placed in the three consecutive memory addresses, starting at 
address 400FH, or 16399 10 . Of course, when you started the TR-80, 
you had to set aside a portion of the read/write memory for your 
assembly-language programs. 

Before we go any further, let's review the steps in using the inter- 
rupt. First, an interrupt instruction port had to be constructed, along 
with a flag flip-flop circuit. Second, the interrupt mode had to be 
preset, and the interrupt enabled. Third, the interrupt service sub- 
routine had to be stored in read/write memory, in an area that had 
been protected. Fourth, the proper restart instruction, assuming 
Mode 0, had to be chosen, and the required jump instruction placed 
in the vector points in read/ write memory, to link the pointer in 
the BASIC interpreter ROM with the actual location for the start 
of the interrupt service subroutine. 

A simple interrupt-based program has been illustrated in Exam- 
ple 5-2. While the program has been written in BASIC, there are 

Example 5-2. A Simple Interrupt-Based Program 

10 DATA 229,33,50,125,52,225,251,201 

20 DATA 237,70.251,201 

30 FOR 1 = TO 7 

40 READ D:POKE 32000 + l,D 

50 NEXT i 

60 FOR 1 = TO 3 

70 READ D:POKE 32100 + I.D 

80 NEXT I 

90 POKE 16526,100:POKE 16527,125 
100 POKE 1 6399,1 95:POKE 16400.0.-POKE 16401,125 
110 Z = USR(0) 

120 PRINT® 832,PEEK(32050) 
130 GOTO 120 
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two assembly-language sections that are loaded into protected read/ 
write memory at the start of the BASIC program. The interrupt 
service subroutine is loaded starting at address 32000 (7D00H), 
while the interrupt initialization steps are loaded starting at ad- 
dress 32100 (7D64H). At line No. 90, the address of the initializa- 
tion subroutine is loaded into two special read/write memory loca- 
tions, so that this may be called with the user call instruction. At 
line No. 100, the jump instruction and the low and high address 
bytes are loaded into the locations that start at address 16399 
(400FH), to link the interrupt with the proper interrupt service 
subroutine. The last steps in the BASIC program call the subrou- 
tine that sets up the interrupt for Mode 0, and enables the interrupt. 
Then, the computer simply remains in an endless loop, printing the 
value that is contained in a memory location, at address 32050 
(7D32H). 

Now, let's examine exactly what the two assembly-language sub- 
routines do. The initialization subroutine, and the interrupt service 
subroutines are listed in Example 5-3. The initialization subroutine 
sets the interrupt for Mode operation, enables the interrupt, and 
then returns to the BASIC program. The interrupt service subrou- 
tine may be required at any time, whenever an interrupt is re- 
quested, and an RST6 instruction is jammed into the Z-80. The sim- 
ple interrupt service subroutine that we have illustrated has only one 
purpose; it will increment the contents of a memory location by one, 
each time an interrupt is detected. The memory location that the 
interrupt service subroutine uses is the same one that is PEEKed 
at in the BASIC program, so that the effects of any interrupts may 
be observed. The interrupt service subroutine uses the Z-80 inter- 
nal H and L registers to temporarily point to the memory location 
that is to be incremented. Since the values that are present in the 
H and L registers may be important to the BASIC program, they 



Example 5-3. Assembly-Language Programs for an RST6 Interrupt Device, 
and for Interrupt Initialization 

7D 00 E5 INTSUB, PUSHH /SAVE REG H & L ON THE STACK 

/LOAD THE ADDRESS OF THE LOCN 
/TO BE INCREMENTED 
/DECIMAL 32050 
/INCREMENT IT 

/RESTORE REG H & L FROM STACK 
/RE-ENABLE INTERRUPT 
/RETURN TO BASIC PROGRAM 

/SET INTERRUPT MODE 

/ENABLE INTERRUPT 

/RETURN FROM BASIC SUBROUTINE CALL 
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are stored on the stack with a PUSHH instruction. The H and L 
registers are then loaded with the address of the location that is 
to have its contents incremented, and the increment operation is 
performed. The POPH instruction retrieves the previous values for 
the H and L registers, so that as far as the BASIC program is con- 
cerned, they were not used, or disturbed in any way. The sub- 
routine then enables the interrupt, and returns to the BASIC inter- 
preter. The interrupt enabling action does not actually take place 
until the computer has returned control back to the program that 
was interrupted. Let us make it clear that the interrupt may take 
place during one of the many hundreds, or thousands of assembly- 
language steps that make up the endless loop of printing and jump- 
ing in the BASIC program. When this program is interrupted by 
the device shown in Fig. 5-3, you will observe an increasing count 
displayed at one point on the video display screen. One count is 
added to the number displayed, after each interrupt, up to a maxi- 
mum of 255 counts, the maximum for eight binary bits. 

The simple BASIC program will be able to print the increasing 
value, without any difficulty. A PRINT statement could be used, al- 
though the printed values would be rapidly changing, and "flowing" 
up the video screen. Just to prove that the interrupts will be serviced 
during the execution of the BASIC program, a time delay routine 
may be added to the program to slow down the display rate: 

125 FOR T = TO 1000: NEXT T 

Now, when multiple interrupts are serviced, the total accumulated 
count will be displayed by the PRINT command. The interrupts 
that have caused the count to be incremented have occurred during 
the time delay, GOTO and PRINT commands. If the interrupts 
were to be generated at a fast enough rate, you would be able to 
observe a significant slowing down of the time between the "print- 
ing" of the different values, due to the time that the computer would 
use to service the many interrupts. 

Multiple Mode Interrupts 

Now that a simple interrupting device has been interfaced to 
the TRS-80, we will examine the use of two interrupting devices, 
operating in Mode 0. To handle a second interrupting device, it is 
necessary to decide which one of the remaining vector addresses 
will be used to point to the interrupt service subroutine for the new 
interrupt device. In this case, the RST7 vector has been chosen, 
since it is very easy to switch back and forth between the binary 
values for an RST6 (11110111) and an RST7 (11111111) instruction 
at the interrupt instruction port. To use the new interrupt, the inter- 
rupt service subroutine must be given some task, say, decrementing 
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the number that is incremented by the other interrupt service sub- 
routine. In order to decrement the contents of memory location 
32050, the same type of interrupt service subroutine is used, except 
that ( 1 ) the increment instruction must be changed to a decrement 
instruction, and (2) the new subroutine must be located in an un- 
used section of read/write memory. In this example, the two sub- 
routines will be located close together. The new address informa- 
tion and the jump instruction must be placed in the proper memory 
locations so that the computer is pointed to the decrementing sub- 
routine whenever an RST7 interrupt occurs. 

A schematic diagram for a simple interrupt controller is shown 
in Fig. 5-6. In this control circuit, two separate flip-flops are used 
to generate individual interrupt signals, one for the RST6 interrupt 
device, and one for the RST7 interrupt device. The individual inter- 
rupt request signals are gated together to prov ide a single interrupt 
request line to the Z-80 microprocessor chip INT input. Once an 
interrupt has been acknowledged, the three-state interrupt instruc- 
tion port transmits its information to the CPU over the data bus 
lines. In this case, the RST7 flip-flop determines the state of the 
D3 data bit, to generate an RST6, or an RST7 instruction. This cir- 
cuit has been kept quite simple by ignoring the possibility that the 




Fig. 5-6. A Mode interrupt control circuit for two devices, RST6 and RST7. 
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two flip-flops might be clocked simultaneously. While this can occur 
in real interrupt systems, we will not consider it in this example. 

A BASIC program is listed in Example 5-4 which incorporates 
steps that load various assembly-language program steps into read/ 
write memory. This is a new version of the program listed in Ex- 
ample 5-2. The main differences are that an additional line of 
assembly-language op-codes has been added to this program to 
provide the necessary program steps to decrement the count for 

Example 5-4. A BASIC Program To Load Interrupt Control Programs 
for Two Devices 

10 DATA 229,33,50,125,52,225,251,201 

15 DATA 229,33,50,125,53,225,251,201 

20 DATA 237,70,251,201 

30 FOR 1=0 TO 15 

40 READ D:POKE 32000+ l,D 

50 NEXT I 

60 FOR 1 = TO 3 

70 READ D:POKE 32100+ l,D 

80 NEXT I 

90 POKE 16526,100:POKE 16527,125 
100 POKE 16399,195:POKE 16400,0:POKE 16401,125 
105 POKE 16402,195:POKE 16403,8:POKE 16404,125 
110 Z = USR(0) 

120 PRINT® 832,PEEK(32050) 
130 GOTO 120 

RST7 interrupts. There are also steps that load the proper three- 
byte jump instruction into the vector address table, starting at ad- 
dress 16402 10 (see Table 5-2). There are no changes in the steps 
that are used to initialize the Z-80 interrupt mode. When this pro- 
gram is running, an interrupt from the RST6 device will cause the 
displayed count to be incremented, while an interrupt from the 
RST7 device will cause the count to be decremented. This example 
is rather simple, but it illustrates a number of important things: 
how assembly-language program steps may be loaded into the TRS- 
80 read/ write memory, how two interrupting devices may be han- 
dled, and how a short user subroutine may be called to initialize 
the Z-80 interrupt mode. 

Mode 1 Interrupts 

The Z-80 may be co nfigured so that when it responds to an inter- 
rupt signal at its INT input, it will always call an interrupt service 
subroutine at a fixed address. This interrupt mode is particularly 
useful when only a single interrupting device will be used with the 
Z-80, since the starting address of the subroutine is already defined 
in the Z-80 memory address "space," starting at address 38H, or 56i . 
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Only an interrupt request flip-flop is required. In the TRS-80, the 
BASIC interpreter ROM contains a jump instruction at address 38H 
that points the computer to address 4012H, or 16402i . Another jump 
instruction may be placed at that address, to point the computer to 
the start of the actual interrupt service subroutine. 

If multiple interrupts are required, the Mode 1 interrupt may still 
be used. All of the interrupt request flip-flop outputs would be gated 
together, to generate a composite interrupt request, as was the case 
in the Mode interrupt example (see Fig. 5-6). In this way, any 
of the flip-flops can generate an interrupt request signal. Once the 
interrupt service subroutine is started, the Z-80 starts to execute 
user-provided assembly-language program steps that test various 
bits at an input port, so that it can determine which flip-flop is re- 
questing interrupt service. If a bit is detected as being a logic one, 
this indicates that the corresponding flip-flop is requesting service, 
and this can cause the computer to branch to a portion of the inter- 
rupt service subroutine that is set up to service the corresponding 
device. This type of polled interrupt action was used extensively 
by many early minicomputers, such as Digital Equipment Corpora- 
tion's PDP-8 family. 

Even though the program shown in Example 5-4 has been written 
so that two interrupting devices can be controlled, it can be easily 
modified so that it can control the RST7 interrupt device in Mode 1 
operation. Actually, the only change that is necessary is one that 
involves the second byte in the interrupt mode control instruction. 
This is changed in the DATA statement at line No. 20 from a 70 
to an 86 (see Table 5-3). Once this change has been made, the 
program may be run as it is. It will only respond to the interrupt 
that starts its service subroutine at address 38H, or 56. In this pro- 
gram, that is the same as the RST7 interrupt. Thus, whenever the 
TRS-80 is interrupted, the value displayed by the BASIC program 
will be decremented. Changing the binary bit pattern at the inter- 
rupt instruction port has no effect on the Z-80, since in the "1" mode, 
only the single interrupt service subroutine is implemented. 

It would be quite nice if BASIC instructions could be used to 
poll the input port, checking for the interrupting device, and tak- 
ing the appropriate actions to service it. The INP, AND, IF, and 
THEN commands would be particularly useful. However, once 
interrupted, the TRS-80 starts to execute user-supplied assembly- 
language program steps, and it does not get back to the BASIC 
interpreter until after the interrupt task has been completed. In any 
case, the assembly-language program steps are going to be able to 
detect the interrupting device much more quickly than could equiv- 
alent BASIC-language steps. Since speed of response is probably 
the reason that leads to the use of interrupts and assembly-language 
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programs, the use of BASIC-language steps to process interrupts is 
self-defeating. 

Looking at the information in Table 5-2, it appears that only three 
of the vector locations are available in the TRS-80 for Mode inter- 
rupt vectors. However, if the Mode 1 operation is selected, many 
additional interrupts may be added to the TRS-80, as shown in 
Fig. 5-7. The interrupt request signals from all of the flip-flops are 
gated together, as mentioned previously, and a second signal is 
routed to an input port, so that it may be sensed by software com- 
mands. There are some important points that should be noted here. 
The flip-flops are cleared with individual output commands, as was 
the case for Mode interrupts, and assembly-language steps, rather 
than BASIC-language steps, would be used to generate these con- 
trol pulses that clear the interrupt flip-flops. Each flip-flop would 
be cleared, either after it was detected, or after its corresponding 
interrupt service subroutine was completed. 

There is a definite priority assigned to the interrupting devices, 
since there is a definite order in which the individual flag bits will 
be detected. Suppose that two interrupts occur at the same time. 
As the computer sequences through the individual flag bits, testing 
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Fig. 5-7. Schematic diagram of an interrupt control circuit for three Mode 1 polled 
interrupt devices. 
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each, say from bit D7 to bit DO, bit D5 will be tested before bits 
D4, D3, D2, Dl, and DO, and so on. This establishes the priority, 
so that if bits D5 and D3 are the two simultaneous interrupt flag 
bits, the device that corresponds to flag bit D5 will be serviced 
before the device that corresponds to bit D3. If you are using only 
a few simple interrupts, and if the interrupting devices can "wait" 
while others are serviced, then the Z-80 Mode 1 type of interrupt 
is quite useful, and easy to implement. 

Mode 2 Interrupts 

The Mode 2 interrupt is very similar to the Mode interrupt, 
except that the Mode interrupt is limited to the use of eight re- 
start instructions that call interrupt service subroutines at specific 
locations within the computer memory. In the TRS-80, only three 
of these locations are "free" for the user's own interrupt schemes. 
When the Z-80 is used in Mode 2, an almost unlimited number of 
interrupting devices may be accommodated, and their service sub- 
routines may be located almost anywhere in memory. To illustrate 
the use of this type of interrupt, the basic interrupt programs that 
have been used previously are used again as interrupt service sub- 
routines that will be controlled by Mode 2 interrupts. The BASIC 
control program is illustrated in Example 5-5. Some simple changes 
have been made so that the display will not display the incremented 
or decremented value, but rather the ASCII character which corre- 
sponds to the 8-bit value. The four assembly-language steps that 
were loaded in previous examples to initialize the Z-80 interrupt 
mode and then enable the interrupt, have been expanded so that 
the Z-80 I register may be loaded. This requires an additional four 
bytes to load the I register with the value 7DH, or 125. This is the 
high address byte of the address that will be used to locate the 
starting address of the interrupt service subroutine in a table of 



Example 5-5. A BASIC Control Program for Two Mode 2 Interrupts 

10 DATA 229,33,0,62,52,225,251.201 

20 DATA 229,33,0,62,53,225,251,201 

30 DATA 62,125,237,71,237,94,251,201 

40 FOR 1 = TO 15 

50 READ D:POKE 32000+ l,D 

60 NEXT I 

70 FOR 1 = TO 7: READ D:POKE 32100 + I,D 

90 NEXT 1 

100 POKE 16526.100:POKE 16527,125 
110 POKE 32050.0.-POKE 35051,125 
120 POKR 32052,8:POKE 32053,125 
130 Z = USR(0) 
140 CLS 
150 GOTO 150 
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such addresses (see Fig. 5-2). The low address is supplied by the 
interrupting device, with bit DO being preset to a logic zero. In this 
example, the starting addresses of the two interrupt service sub- 
routines are placed in the address table, which starts at address 
32050 10 . The low address byte is located at this specific address, 
with the high address byte located at address 32051i , and so on for 
any other addresses stored in the table. 

Now, let us see what happens when the Z-80 is interrupted by 
an external device, when the Z-80 is ready for Mode 2 interrupts. 
When the interrupt is sensed, the Z-80 completes the execution of 
the present assembly-language operation, and pushes a return ad- 
dress onto the stack. It then acknowledges the interrupt, and accepts 
eight bits of information from the interrupt instruction port. When 
Mode 2 interrupts are used, however, this byte that is transferred 
to the Z-80 is actually a low address byte, and not an actual instruc- 
tion. The Z-80 "combines" the low address that has been provided 
by the interrupting device, with the high address stored in the in- 
ternal I register, to generate a 16-bit address pointer. This address 
points to entries in the address table, and the addresses in the table 
are the ones that actually define the start of the individual interrupt 
service subroutines. In Example 5-5, there are only two address en- 
tries in the table, one for the subroutine at address 7D00H, or 
32000 10 , and one for the subroutine at address 7D08H, or 32008i . 
These are the starting addresses of the "incrementing" and "decre- 
menting" subroutines used in previous examples. Since the address 
for the start of the incrementing subroutine is located in the table, 
starting at address 7D32H, the I register must be pre-programmed 
with the value 7DH, or 125, . The initialization steps in the BASIC 
program provide for this initialization. The interrupting device pro- 
vides the low address byte, 32H, or 00110010 2 . To access the decre- 
menting subroutine, the interrupting device supplies a low address 
byte of 34H, or 00110100 2 . We refer you to Fig. 5-2, for a schematic 
diagram of the operation of a Mode 2 interrupt. While this mode 
is quite powerful, and easy to use, it does require the use of the 
Z-80 I register, and also the use of an address table, for the starting 
addresses of the interrupt service subroutines. Our initial experi- 
ments suggest that the Radio-Shack BASIC interpreter program for 
the TRS-80 does not use the I register, but there is no way to be 
sure that it will not be modified by some portion of the interpreter 
that we have not used, or by other available programs. 

PRIORITY INTERRUPTS 

The use of multiple interrupts for Mode 1 interrupt operation has 
already been discussed. This type of multiple interrupt scheme is 
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fairly simple, since each of the possible interrupting devices is 
checked by the same interrupt service subroutine, to determine 
which devices require servicing. Simultaneous interrupts may oc- 
cur, but each device must wait its turn, to be checked, and serviced, 
if necessary. When the Z-80 is used with either Mode or Mode 2 
interrupts, multiple interrupt systems are more complex, since each 
interrupting device must supply either an op-code for an instruc- 
tion, or the low address btye for an address table entry. The ex- 
ternal interrupt-controlling circuits must have some way in which 
to arbitrate between interrupting devices, so that only one device 
at a time is serviced by an interrupt service subroutine. It is fortu- 
nate that a priority encoder chip is available to perform most of 
these arbitrating functions. The SN74148 chip is illustrated in a 
pin configuration diagram, Fig. 5-8. A truth table for this chip is 
also provided in Fig. 5-8. This chip can be thought of as working 
in a manner that is the reverse of a decoder chip such as the SN7442. 
Whenever one of the eight inputs to the SN74148 chip is grounded, 
the corresponding binary code is provided at the three outputs. 
The codes are inverted, so that if the "7" input is grounded, the 3- 
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(B) Truth table. 



Courtesy Texas Instruments, Inc. 
Fig. 5-8. Pin configuration and truth table for SN74148 priority encoder chip. 
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bit binary output is 000. In this circuit, it is possible to have a num- 
ber of inputs grounded at the same time, so the chip must decide 
which binary code it is to output at pins A0, Al, and A2. Thus, 
the chip decides upon the priority, so that when more than one 
of the eight inputs are grounded, only one specific code is output 
by the chip. Thus, if the "7" and "3" inputs are both grounded, 
only the code that corresponds to the "7" will be output. The exact 
behavior of the SN74148 is described by the information in the 
truth table. The GS output is a logic zero whenever any of the in- 
puts is grounded. 

The SN74148 priority encoder chip may be used in a multiple 
interrupt system to provide the necessary encoding of the address 
or op-code information that is required by the Z-80 for Mode and 
Mode 2 interrupts. A simple interrupt circuit is shown in Fig. 5-9. 
In this example, the Z-80 is used for Mode interrupts, so that the 
interrupt instruction port will furnish the Z-80 with the various op- 
codes for the restart instructions. Some of the bits at the interrupt 
instruction port have been hard-wired to logic one, since these bits 
remain constant in the op-codes for restart instructions. The SN- 
74148 priority encoder chip has been used to furnish the "changing" 
bits in the instruction, so that the op-codes for RSTO (11000111) 
through RST7 (11111111) may be easily generated, one at a time. 
Since the TRS-80 uses all of the vector addresses, except for those 
that correspond to restart instructions, RST5, RST6, and RST7, only 
those three op-codes should be generated. Thus, the nonallowed 
inputs to the SN74148 chip have been permanently hard-wired to 
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Fig. 5-9. A three-input priority interrupt controller circuit, for devices RST7 (shown), RST6, 

and RST5. 
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logic one. The three remaining inputs, "2," "1," and "0," may be used. 
Remember, that since the SN74148 generates inverter binary out- 
puts, the respective outputs for these three inputs are 101, 110, 
and 111. This means that if the "0" input is grounded, the op-code 
for the RST7 instruction (11111111) will be present at the inputs 
to the interrupt instruction port. In this circuit, the "2" input has 
the highest priority, causing a vector to address 28H, or 40i . The 
vector addresses, and their respective priorities are listed in Ta- 
ble 5-4. 



Table 5-4. Priority Interrupt Vector Addresses (Fig. S-9) 


Active 
Input 


Cod® 
Generated 


Restart 
Instruction 


Address 


Hex 


Decimal 



1 
2 
3 

4 
5 
6 

7 


111 
110 
101 
100 
011 
010 
001 
000 


RST7 

RST6 

RST5 

RST4* 

RST3* 

RST2* 

RST1* 

RSTO* 



8 
10 
18 
20 
28 
30 
38 



8 
16 
24 
32 
40 
48 
56 



•Not available for use with the TRS-80. 

When this circuit is used, the priority encoder GS output is used 
as the interrupt signal that is sent to the Z-80. It will be a logic 
zero, as long as there is an interrupting device that is waiting to 
be serviced. In Fig. 5-8, an interrupt flip-flop has been shown. When 
this flip-flop receives an interrupt request from its corresponding 
device, its _Q_ output becomes a logic zero, causing the SN74148 to 
assert the GS output, and also causing it to output 111 to the inter- 
rupt instruction port. Once the interrupt service subroutine has ser- 
viced this device, several assembly-language program steps are used 
to generate an OUT 207 pulse that clears the interrupt flip-flop. 
Each of the other interrupt inputs to the SN74148 chip would also 
use flip-flops in a similar configuration, except that different output 
control signals would be used to clear them. 

Let us suppose that two interrupting devices request an interrupt 
at the same time, using the circuit shown in Fig. 5-8. One is the "0" 
interrupting device, and the other is the "2" interrupting device. 
Since the "2" input of the SN74148 chip has a higher priority than 
the "1" or "0" input, the encoder outputs the binary code 101 (re- 
member that this is the inverse of the value for the input, which 
would be 010). This output is combined with the logic one bits at 
the interrupt instruction port to gen erate an RST5 instruction, which 
is read into the computer by the INTAK signal. To service this 
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interrupt, the computer vectors to the proper interrupt service sub- 
routine and completes its tasks. One of the first things that the in- 
terrupt service subroutine does is to clear the interrupt flip-flop 
associated with this interrupt. At the end of the subroutine, the 
interrupt is re-enabled with an EI instruction, and the computer 
returns to the main BASIC interpreter program. Since another inter- 
rupt is waiting, the computer immediately recognizes the "0" in- 
terrupt, vectoring to the proper address for the RST7 instruction. 
Again, one of the first tasks in this interrupt service subroutine is 
to clear the interrupt flip-flop, in this case, with an OUT 207 pulse. 
At the end of this interrupt service subroutine, the interrupt is re- 
enabled, but no other interrupts are awaiting service, so the BASIC 
interpreter again takes control of the computer. 

This same type of a priority encoder scheme may be used in the 
Z-80 Mode 2 interrupt operations. The SN74148 priority encoder 
simply furnishes bits Dl, D2, and D3 to the interrupt instruction 
port, while the other bits are wired to represent the low address 
of the interrupt address table, located in the computer read/write 
memory. Bit DO is not used, being preset to a logic zero, by the 
Z-80 during the Mode 2 interrupts. 

There are other multiple interrupt schemes that may be used 
with the Z-80, in either Mode 0, or Mode 2 operation. Some of 
these schemes are more complex than the example that we have 
provided, while others are less complex. Our main purpose here has 
been to introduce you to the idea of using a number of interrupts 
at the same time. As we noted at the start of this chapter, there are 
good reasons for avoiding multiple interrupts, if that is at all pos- 
sible. 



INTERRUPT APPLICATIONS 

It is difficult to discuss specific interrupt applications, without 
going into a great deal of assembly-language programming, so ex- 
amples will be described in general terms so that you will better 
understand the possible uses of interrupts in a TRS-80 computer 
system. A high-speed printer application, and a USART applica- 
tion will be described. 

In the first interrupt application, a small high-speed electrostatic 
printer is interfaced to the computer. The printer can print three 
21-character lines in about 1 second, including time for the carriage 
returns and line feeds. Once the printer has been started, the print- 
head moves across the entire width of the paper, regardless of 
whether new characters have been provided to the interface. The 
printer interface circuit provides a flag signal to the computer to 
indicate that the printer is ready for the next character. This signal 
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allows the computer to provide each new character as the printer 
is ready for it. If a new character is not provided to the printer 
when it is ready, it will continue to print the previous character, 
until the new character has been supplied. Thus, the computer must 
act quickly to service the printer requests for new characters. It is 
impossible to control this printer by using a Level II BASIC pro- 
gram. The BASIC program just can't keep up with the high-speed 
data requirements of the printer. A printed line that should be 
printed as ABCDEFGHIJKLMNOPQ, turns out as AAAAAAABBB- 
BBBBCCCCCCC, instead. The solution to the problem is to use the 
printer "ready" flag as an interrupt to the TRS-80. The simplest in- 
terface/software scheme would use a single Mode 1 interrupt, and 
a single interrupt service subroutine. 

The interrupt service subroutine would obtain the next ASCII 
character from a "protected" area of read/write memory, and out- 
put it to the printer. The system would also clear the interrupt flag, 
re-enable the Z-80 interrupt, and return to the BASIC program. 
Another solution might involve an assembly-language subroutine 
that would control all of the printer functions. Of course, the ASCII 
values would have to be set up in a short file, or array, in read/ write 
memory, so that they would be available to both the interrupt ser- 
vice subroutine, and to the BASIC program that would actually 
generate the information that must be printed. In this example, the 
printer operated at a rate that was faster than that which could be 
managed by a BASIC program. Thus, the interrupt provided an 
alternate method of controlling the printer. 

In the previous chapter, a great deal of time was spent discussing 
the USART chip, and how it is interfaced to, and used with, the 
TRS-80 computer. There may be times when the USART receiver 
is operated at such a high data rate that it will receive characters 
faster than they can be input and processed by a BASIC-language 
program. This means that a BASIC-language control program would 
lose a number of characters. Luckily, the USART receiver ready 
( RxRDY ) flag is provided as an output pin, as well as a bit that can 
be checked with software. The RxRDY signal may be used to inter- 
rupt the TRS-80, indicating that a new piece of information has 
been received. An assembly-language input routine could be used 
to service the USART interrupt, storing the information, clearing 
the flag, re-enabling the interrupt, and so on. At fairly high data 
transfer rates it is doubtful whether the TRS-80 BASIC interpreter 
could keep up with a steady stream of information transmitted to 
the USART chip. 

It is only fair to say that there are other solutions to these two 
interfacing problems, as presented by the printer and USART. 
While software solutions have been described here, hardware solu- 
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tions are also possible. In fact, the TRS-80 could be interfaced to 
the printer through a small buffer memory that would be used to 
contain a complete line of ASCII characters. The memory could 
then "dump" them to the printer as they were required, completely 
independent of the computer. Likewise, a small buffer memory 
could be used between the USART and the TRS-80, but this would 
be more complex, since the USART must be controlled by a com- 
puter (unless you want to add a lot of additional hardware). In this 
case, a slave processor might be considered, simply to control the 
USART. (See 8085A Cookbook, Howard W. Sams & Co., Inc., 
Indianapolis, IN 46206.) The main point is that there are frequently 
a number of possible solutions to hardware and software problems. 
By having a good understanding of each area, you increase your 
skills at solving computer interfacing problems. 



235 



APPENDIX A 



American Standard Code 

for information interchange 

(ASCii) Code Chart 
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LEAST SIGNIFICANT BITS 










000 


001 


010 


Oil 


100 


101 


110 


111 






00000 


NUL 


SOH 


STX 


ETX 


EOT 


ENQ 


ACK 


BEL 


CONTROL 




00001 


BS 


HT 


IF 


VT 


FF 


CR 


SO 


SI 


FUNC- 




00010 


DLE 


DC1 


DC2 


DCS 


DC4 


NAK 


SYN 


ETB 


TIONS 




00011 


CAN 


EM 


SUB 


ESC 


FS 


GS 


RS 


US 




00100 


SP 


J 


" 


# 


$ 


% 


& 


" 






00101 


( 


) 


* 


8 


, 


1 


• 


/ 




MOST 


00110 





1 


2 


3 


4 


5 


6 


7 




SIGNIF- 
ICANT 


00111 


g 


9 


: 


; 


< 


= 


> 


? 




01000 


@ 


A 


B 


C 


D 


E 


F 


G 




ilTS 


01001 


H 


1 


J 


K 


L 


M 


N 


O 






01010 


P 


Q 


R 


S 


T 


U 


V 


W 






01011 


X 


Y 


Z 


[ 


\ 


J 


t 


— 




01100 


> 


a 


h 


c 


d 


e 


f 


9 






01101 


h 


1 


1 


k 


1 


m 


n 


o 






OHIO 


p 


q 


r 


3 


f 


u 


V 


w 






01111 


JC 


y 


X 


{ 


! 


} 


-V 


DEL 





Control Character Functions 



NUL = Null 

SOH= Start of Heading 

STX = Start of Text 

ETX = End of Text 

EOT = End of Transmission 

ENQ= Enquiry 

ACK= Acknowledge 

BEL = Ball (ring) 

HT = Hortzonfal ToDulotlon 

LF = Lino Feed 

VT = Vertical Tabulation 

FF — Form Food 

CR = Carriage Return 

50 = Shift Out 

51 = Shift In 



DLE = Data Link Escape 

DC1 = Device Control 1 

DC2 = Device Control 2 

DC3 = Device Control 3 

DC4 = Device Control 4 (Stop) 

MAK — Nogativ® AcknowI©dg® 

SYN — Synchronous lol® 

ETB = End of Transmission Block 

CAN = Cancel 

Eflft s= End of Medium 

SUB = Substitute 

ESC = Escape 

FS — File Separator 

GS = Group Separator 



US 



Unit 
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APPENDIX B 



IM6402/IM6403 Universal 

Asynchronous Receiver 

Transmitter (UART) Data Sheet 



Reprinted by permission of Intersil, Inc. 
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1M6402/1M6403 

UnSwereai Asy mchrenous 

Receiwer Transmitter 



FEATURES 

• Low Power — Less Than 10mW Typ. at 2MHz 

» Operation Up to 4MHz Clock — IM6402A 

© Programmable Word Length, Stop Bits and Parity 

© Automatic Data Formatting and Status Generation 

@ Compatible with Industry Standard UART's — 
IM64Q2 

© On-Chip Oscillator with External Crystal — 
IM6403 

® Operating Voltage — 

- IM6402-1/03-1:4-7V 

- IM6402A/03A:4-11V 

- IM6402/03: 4-7V 



PIN CONFIGURATION 



m 



ORDERING INFORMATION 



ORDER CQBE 


!M6402-I/D3-t 


iMS402A/03A 


I8W02/03 


PLASTIC PKG 


iMMte-l/ia-llPL 


IM6402/03-AIPL 


IMW02/G3-1PI 


CERAMIC PKG 


IMM02-T/03-1iOL 


IM&402/G3-AIDL 


- 


MILITARY TEMP 


IM54G2-1/G3-1M0L 


IMH02/03-AMDL 


_. 


MILITARY TEMP. 
WITH 683B 


IMHOM/03-1 
MDL/B838 


iMW02/03-AMDL/ 
B83B 





GENERAL DESCRIPTION 

The fM6402 and 1M6403 are CMOS/LSI UART's for 
interfacing compuiers or microprocessors to asynchronous 
serial data channels. The receiver converts serial start, data, 
parity and stop bits to parallel data verifying proper code 
transmission, parity, and stop bits. The transmitter converts 
parallel data into serial form and automatically adds start, 
parity, and stop bits. 

The data word length can be 5. 6, 7 or 8 bits. Parity may be odd 
or even. Parity checking and generation can be inhibited. The 
stop bits may be one or two {or one and one-half when 
transmitting 5 bit code}. Serial data format is shown m 
Figure 7. 

The IM6402 and IM6403 can be used in a wide range of 
applications including modems, printers, peripherals and 
remote data acquisition systems. CMOS/LSI technology 
permits operating clock frequencies up to4.0MHz(250K Baud) 
an improvement of 10 to! over previous PMOSUART designs. 
Power requirements, by comparison, are reduced from 
670mW to 10mW. Status logic increases flexibility and 
simplifies the user interface. 

The IM6402 differs from the IM6403 on pins 2. 1 7, 1 9, 22, and 
40 as shown in Figure 5. The IM6403 utilizes pin 2 asa crystal 
divide control and pins 17 and 40 for an inexpensive crystal 
oscillator. TBREmpty and DReady are always active. All other 
input and output functions of the 1M6402 and IM6403 are 
identical. 



PACKAGE DIMENSIONS 



rl 



-3£ 



JU -)U -Ik 
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UX,4 

ifflffl 
Jl_ -4- 



If 
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INTERSIL, INC.. 10710 N. TANTAU AVE., CUPERTINO. CA 96014 

Primed in U.S.A. 



(40SI 996-5000 TWX: 910-338-0171 



240 



403 



mNHiFm 



Vcc 


_ ^ 


j _ 


. . 


, * 


i 


33 


EM 


CHO 


1 


a 


. CLS , 


HRO - 


« 


37 


• CLH 


nana- 


s 


M 


— — — SBS 


RBR7- 


* 


n 


PI 


B8FW- 


7 


M 


CRL 


RBRS- 


■ 


33 


. Tsm 


„„„,„ 


10 


n 


. ^Rg 


MM- 


tt 


JO 


• TBfts 


noni- 


« 


M 


. TBIM 


re- 


u 


It 


.. TBR1 


FE- 1 


>« 


37 


tbrj 


OE— J 


15 


n 


— — TBRl 


SF0 • 


l 


I 


-TRO 


um, 


• TBBI 


nm . 


I 


n 


-. -TORE 



IM6403 FUNCTIONAL PIN DEFINITION 
(Continued) 



•DIFFERS BETWEEN MS4C3 AND IMMSX 



FIGURE t. Pin Configuration 

IM6403 FUNCTIONAL PIN DEFINITION 



PIN 


SYMBOL 


DESCRIPTION 


1 


v cc 


Positive Power Supply 


2 


IM64Q2-N/C 

1M64Q3 -Control 


No Connection 
Divide Control 
High:2 4 {16) Divider 
Low.2 11 (2048} Divider 


3 


GND 


Ground 


4 


RRD 


A high love! on RECEIVER REGISTER 
DISABLE forces the receiver holding 
register outputs RBR1 -RBR8 to a high im- 
pedance state. 


5 


R8RS 


The contents of the RECEIVER BUFFER 
REGISTER eppeor on these three-state 
outputs. Word formats less than 8 char- 
acters are right justified to R8R1. 


6 


RSR7 


Sea Pin 5 — RBR8 


7 


RBR6 


See Pin 5 — RBR8 


8 


RBR5 


See Pin 5 — RBR8 


9 


RBR4 


See Pin 5 — RBR8 


10 


RBR3 


See Pin 5 — RBR8 


It 


RBR2 


See Pin 5 — RBR8 


12 


RBR1 


See Pin 5 — RBR8 


13 


PE 


A high level on PARITY ERROR indicates 
that the received parity does not match 
parity programmed by control bits. The 
output is active until parity matches on a 
succeeding character. When parity is 
inhibited, this output is low. 



PIN 


SYMBOL 


DESCRIPTION 


14 


FE 


A high level on FRAMING ERROR indi- 
cates the first stop bit was invalid. FE will 
stay active until the next valid characters 
slop bit is received. 


15 


OE 


A high level on OVERRUN ERROR indi- 
cates the data received flag was not 
cleared before the last character was 
transferred to the receiver buffer register. 
The Error is reset at the next character s 
stop bit if DRR has bean performed (i.e.. 
DRR: active low). 


16 


SFD 


A high level on STATUS FLAGS DISABLE 
forces the outputs PE, FE, OE. OR, TBRE 
to a high impedance state. See Figure 4 
and Figure 5. 


17 


IM6402-RRC 
IM64Q3-XTAL 
or EXT CLK IN 


The RECEIVER REGISTER CLOCK is 16X 
the receiver data rate. 


18 


151^ 


A low level on DATA RECEIVED RESET 
clears the data received output {OR), to a 
low level. 


19 


DR 


A high level on DATA RECEIVED indicates 
a character has been received and trans- 
ferred to the receiver buffer register. 


20 


RRI 


Serial data on RECEIVER REGISTER 
INPUT is clocked into the receiver 
register. 


21 


MR 


A high level on MASTER RESET {MR) 
clears PE. FE. OE. DR, TREand setsTBRE, 
TRO high. Less than 18 clocks after MR 
goes low. TRE returns high. MR does not 
clear the receiver buffer register, and is 
required after power- up. 


22 


TBRE 


A high level on TRANSMITTER SUFFER 
REGISTER EMPTY indicates the trans- 
mitter buffer register has transferred its 
data to the transmitter register and is 
ready for new data. 


23 


TBRL 


A low level on TRANSMITTER BUFFER 
REGISTER LOAD transfers data from in- 
puts TBR1-T8R8 into the transmitter 
buffer register. A low to high transition 
on TBRL requests data transfer to the 
transmitter register. If the transmitter 
register is busy, transfer is automatically 
delayed so that the two characters are 
transmitted end to end. See Figure 2. 


24 


TRE 


A high level on TRANSMITTER REGISTER 
EMPTY indicates completedtransmission 
of a character including stop bits. 


2S 


TRO 


Character data, start data and stop bits 
appear serially at the TRANSMITTER 
HEGISTER OUTPUT. 
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1M6402/BM6403 

IM6403 FUNCTIONAL PIN DEFINITION 
(Continued) 



DiMfflim 



IM6403 FUNCTIONAL PIN DEFINITION 

(Continued) 



PIN 


SYMBOL 


DESCRIPTION 


26 


T8R1 


Character data is loaded two the TRANS- 
MITTER BUFFER REGISTER via inputs 
TBRI-TBR8. For character formats less 
than 8-bits, the T8R8. 7. and 6 Inputs are 
ignored corresponding to the program- 
med word length. 


27 


TBR2 


See Pin 26— TBR1 


28 


TBR3 


SeePin26~-TBR1 


29 


T8R4 


See Pin 26 — TBR1 


30 


TBR5 


See Pin 26 — TBR1 


31 


TBR6 


See Pin 26 — TBR1 


32 


TBR7 


See Pin 26 — TBR1 


33 


T8R8 


See Pin 26 — TBR1 


34 


CRL 


A high ievel on CONTROL REGISTER 
LOAD loads the control register. See 
Figure 3. 



PIN 


SYMBOL 


DESCRIPTION 


35 


PI* 


A high level on PARITY INHIBIT inhibits 
parity generation, parity checking and 
forces PE output low. 


36 


SBS" 


A high level on STOP BIT SELECT selects 
1 .5 stop bits for a 5 character format and 2 
stop bits for other lengths. 


37 


CLS2* 


These inputs program the CHARACTER 
LENGTH SELECTED. (CLS1 lowCLS2iow 
5-bits)(CLS1 highCLS2low6-bitsHCLS! 
low CLS2 high 7-bilo) (CLS1 high CLS2 
high 8-bits} 


38 


CLS1* 


See Pin 37 — CLS2 


39 


EPE' 


When PE is low, a high level on EVEN - 
PARITY ENABLE generates and checks 
even parity. A low ievel selects odd parity. 


40 


IM8402-TRC 

IM6403-XTAL 

orGND 


The TRANSMITTER REGISTER CLOCK is 
16X the transmit data rate. 



"See Table 2 (Control Word Function) 



TABLE 2. Control Word Function 



CONTROL WORD 


DATA BITS 


PARITY BIT 


STOP BIT(S) 


CLS2 


CLS1 


PI 


EPE 


SBS 


L 


L 


L 


L 


L 


S 


ODD 




L 


L 


L 


L 


H 


5 


ODD 


1.5 


L 


L 


L 


H 


L 


5 


EVEN 




L 


L 


L 


H 


H 


5 


EVEN 


1.6 


L 


I 


H 


X 


L 


5 


DISABLED 




I 


L 


H 


X 


H 


S 


DISABLED 


1.5 


L 


H 


L 


L 


I 


6 


ODD 




L 


H 


L 


L 


H 


6 


ODD 


2 


L 


H 


L 


H 


L 


6 


EVEN 




L 


H 


L 


H 


H 


6 


EVEN 


2 


L 


H 


H 


X 


L 


6 


DISABLED 




L 


H 


H 


X 


H 


6 


DISABLED 


2 


H 


L 


L 


L 


L 


7 


ODD 




H 


I. 


L 


L 


H 


7 


ODD 


2 


H 


L 


L 


H 


L 


7 


EVEN 




H 


L 


L 


H 


H 


7 


EVEN 


2 


H 


L 


H 


X 


L 


7 


DISABLED 




H 


L 


« 


X 


H 


7 


DISABLED 


2 


H 


H 


L 


L 


L 


a 


ODD 




H 


H 


L 


L 


H 


e 


ODD 


2 


H 


H 


L 


H 


L 


8 


EVEN 




H 


H 


L 


H 


H 


8 


EVEN 


2 


H 


H 


H 


X 


L 


8 


DISABLED 




H 


H 


H 


X 


H 


a 


DISABLED 


2 



X - Don't Cars 



*$% 
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IM6402/1M6403 

IM6402A/IM6403A 

ABSOLUTE MAXIMUM RATINGS 

Operating Temperature 

industnallM6402AI/03AI -40°C to +85°C 

Military IM6402 AM/03 AM -55°C to -t-125°C 

Storage Temperature -6S°C to 1 50°C 

Operating Voltage 4.0V to 1 1 .0V 

Supply Voltage +1 2.0V 

Voltage On Any input or Output Pin . . -0.3V to V C c +0.3V 



NOTE: Stresses above ihose listed under "Absolute Maximum 
Ratings" may cause permanent device failure. These ere 
stress ratings onlv and functional operation of the devices at 
these or any other conditions above those indicated in the 
operation sections of this specification is not implied. Exposure 
to absolute maximum rating conditions for extended periods 
may cause device failures. 



D.C. CHARACTERISTICS 

TEST CONDITIONS: Vcc = 4V to 11V. Ta = Industrial or Military 





SYMBOL 


PARAMETER 


CONDITIONS 


MIN 


TYP 


MAX 


UNITS 


1 


V| H 


Input Voltage High 




70%V CC 






V 


2 


VfL 


input Voltage Low 








20% V CC 


V 


3 


■lL 


Input Leakage! 1 1 


GND<V [N <V C c 


-1.0 




1.0 


«A 


4 


V H 


Output Voltage High 


Iqh " OmA 


Vcc-O.01 






V 


5 


vol 


Output Voltage Low 


'OL™ 0mA 






GND+0.01 


V 


6 


'OL 


Output Leakage 


GND<V 0UT <Vcc 


-1.0 




1.0 


HA 


7 


J cc 


Power Supply Current Standby 


V, N -GND or V CC 




5.0 


500 


VA 


a 


'cc 


Power Supply Current IM6402A Dynamic 


fg - 4MHz 






9.0 


mA 


9 


ice 


Power Supply Current IM6403A Dynamic 


f CRySTAL"3.5BMHi 






13.0 


mA 


10 


CiN 


Input Capacitancel 1 i 






7.0 


a.o 


pF 


11 


Co 


Output Capacitance! 1 1 






8.0 


10.0 


pF 



NOTE: 1. E*cep! IM6403 XTALmpuipins (i.e. pins 17 and 401. 

A.C. CHARACTERISTICS 

TEST CONDITIONS: Vcc = 10V ± 5%, Cl = 50pF, Ta = Industrial or Military 





SYMBOL 


PARAMETER 


CONDITIONS 


MIN 


TYP 


MAX 


UNITS 


1 


*C 


Clock Frequency IM6402A 


See Timing Oiagfarm 
{Figures 2,3,4) 


D.C. 


6.0 


4.0 


MHz 


2 


'CRYSTAL 


CrynaJ Frequency JM6403A 




8.0 


6.0 


MHz 


3 


'PW 


Puiie Widthi CRL, DRR. TBRL 


100 


40 




ni 


4 


'MR 


Pulte Width MR 


400 


200 




ni 


5 


<DS 


Input Date Setup Time 


40 







m 


6 


*DH 


Input Data Hold Time 


30 


30 




nt 


7 


<EN 


Output Enable Time 




40 


70 


n* 



TIMING DIAGRAMS 



IZ^ f ,«,.„ v ~ 



SI. CtSZ.S0S.Pl. EPE 



Jf 




V 



A , DATA 



FIGURE 7. Data Input Cyela 



FIGURE 3. Control R*gl*ttr Load CycJa FIGURE 4. SUtua Flag Enable Tima 

or Data Output Enabla Tlma 
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SM6402/M6403 
IM6402-1/IM6403-1 

ABSOLUTE MAXIMUM RATINGS 

Operating Temperature 

Industrial IM6402-1 1/03-1 1 -40°C !o +85°C 

Military IM6402-1 M/03-1 M -55°C to +125°C 

Storage Temperature -6S°C to+1 50°C 

Operating Voltage 4.0V to 7.0V 

Supply Voltage +8.0V 

Voltage On Any Input or Output Pin . . -0.3V to Vcc +0.3V 

D.C, CHARACTERISTICS 

TEST CONDITIONS: Vcc = 5.0 ± 10%, Ta = Industrial or Military 



DIMHu^ML 



: Stresses above those listed under "Absolute Maximum 
Ratings" may cause permanent device failure. These are 
Stress ratings only and functional operation of the devices at 
these or any other conditions above those indicated in the 
operation seciions of this specification is not implied. Exposure 
to absolute maximum rating conditions for extended periods 
may cause device failures. 





SYMBOL 


PARAMETER 


CONDITIONS 


MIN 


TYP 


MAX 


UNITS 


i 


v !H 


Input Voiiage High 




Vcc-20 






V 


2 


VlL 


input Voltage Low 








03 


V 


3 


Ml 


Input Leakage! H 


GND<V| N <V CC 


-1.0 




1.0 


M 


4 


Vqh 


Output Voltage High 


iOH = '0-2mA 


2.4 






V 


5 


vol 


Output Voltage Low 


IqL° 2.0mA 






0.45 


V 


6 


lOL 


Output Leakage 


GND«;VouT< v CC 


-1.0 




1.0 


uA 


1 


r cc 


Power Supply Current Standby 


V 1N -GND or V CC 




1,0 


100 


HA 


8 


! cc 


Power Supply Current IM6402 Dynamic 


f c - 2MHi 






1.9 


mA 


9 


'cc 


Power Supply Current IM6403 Dynamic 


*CRYSTAL B 358MHz 






5.5 


mA 


10 


C|N 


input Capacitance! 1 1 






7.0 


8.0 


PF 


11 


c 


Output Capacitance! 1 1 






a.o 


10.0 


P F- 



NOTE: 1. Except IM6403 XTAL input pim {i.e. pins 17 and 40!. 

A.C. CHARACTERISTICS 

TEST CONDITIONS: Vcc = 5.0V + 10%, Cl = 50pF, Ta = Industrial or Military 





SYMBOL 


PARAMETER 


CONDITIONS 


MIN 


TYP 


MAX 


UNITS 


1 


fc 


Clock Frequency 1M6402 


See Timing Diogrnmi 
(Figures 2,3.4) 


D.C. 


3.0 


2.0 


MHz 


2 


'CRYSTAL 


Crystal Frequency IM6403 




4.0 


3.58 


MHz 


3 


'Pw 


Pulse Width* CRL, DRB. TBRL 


150 


50 




ni 


4 


'MR 


Pulse Width MR 


400 


200 




ni 


5 


'OS 


Input Data Setup Time 


50 


20 




m 


6 


'OH 


input Data Hold Time 


60 


40 




ni 


7 


'EN 


Output Enable Time 




SO 


160 


ni 



wR^ 






PINTO 




PIN 2 




PIN 19 




r- 
h- 


PIN St 




PIN IS 





WHEN SFO -HIGH 



DIVIDE CONTROL p fN j 

t. • DIVIDE BY !0*S 

H - DIVIDE BY !fi 



-P-^ 



TVS" 
ITU 



FIGURE 5. Functional Difference Between IM6403 and 1M6403 UART (6403 has On-CMp 4/11 Stags OMderJ 



The IM6403 differs from the IM6402 on three Inputs (RRC, 
TRC, pin 2) as shown in Figure 5. Two outputs (TBRE, DR) are 
not three-state as on the IM6402, but are always active. The 
on-chip divider and oscillator allow an inexpensive crystal to 
be used as a timing source rather than additional circuitry such 



as baud rate generators. For example, a color TV crystal at 
3.579545MHz results in a baud rate of 109.2Hz for an easy 
teletype interface (Figure 1 1 }. A 9600 baud interface may be 
implemented using a 2.4576M Hz crystal with the divider set to 
divide by 16. 
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IM6402/IM6403 

IM6402/IM6403 

ABSOLUTE MAXIMUM RATINGS 

Operating Temperature 

IM64O2/03 -40°C to +85°C 

Storage Temperature -65°C to 1 50°C 

Operating Voltage 4.0V to 7.0V 

Supply Voltage +8.0V 

Voltage On Any Input or Output Pin . . -0.3V to Vcc +0.3V 



MNTiniim 



NOTE: Stresses above those lisied under "Absolute Maximum 
Ratings" may cause permanent device failure. These are 
stress ratings only and functional operation of the devices at 
these or any other conditions above those indicated in the 
operation sections of this specification is not implied. Exposure 
to absolute maximum rating conditions for extended periods 
may cause device failures. 



D.C. CHARACTERISTICS 

TEST CONDITIONS: Vcc = 5.0 + 10%, Ta = 



-40°Cto+85°C 





SYMBOL 


PARAMETER 


CONDITIONS 


MiN 


TYP 


MAX 


UNITS 


1 


VfH 


input Voltage High 




Vcc-2-0 






V 


2 


V IL 


Input Voltage Low 








0.8 


V 


3 


i|L 


Input LeakageM! 


GND<V 1N CV CC 


-5.0 




5.0 


*«A 


4 


V H 


Output Voltage High 


lOH " -0.2mA 


2.4 






V 


5 


vol 


Output Voltage Low 


IOL"1.6mA 






0.45 


V 


6 


*OL 


Output Leakage 


GNDCVouT-SVcc 


-5.0 




5.0 


*»A 


7 


f cc 


Power Supply Current Standby 


V, N -GND or V C C 




1.0 


BOO 


iiA 


B 


■cc 


Power Supply Current IMS4Q2 Dynamic 


fC - 500 KHz 






1.2 


mA 


9 


! CC 


Power Supply Current IM6403 Dynamic 


f CHYSTAL=2.46MHz 






3.7 


mA 


10 


CfN 


Input Capacitance! t( 






7.0 


a.o 


pF 


11 


Co 


Output Capacitance! ' I 






B.0 


10.0 


pF 



NOTE: 1. Excopt IM6403 XTAL mput pms {i.e. pins 17 and 40!. 

A.C. CHARACTERISTICS 

TEST CONDITIONS: Vcc = 5.0V ± 10%, Cl = 50pF, Ta = -40° C to +85° C 





SYMBOL 


PARAMETER 


CONDITIONS 


MIN 


TYP 


MAX 


UNITS 


1 


•C 


Clock Frequency IM6402 


See Timing Diagram* 
(Figures 2,3,41 


D.C. 


3.0 


1.0 


MHz 


2 


'CRYSTAL 


Crystal Frequency IM6403 




4.0 


2.46 


MHz 


3 


'PW 


Pulse Widths CRL, DRR. TBRL 


225 


50 




ns 


4 


*MR 


Pulse Width MR 


600 


200 




ns 


5 


'OS 


Input Data Setup Time 


75 


20 




ns 


6 


tDH 


Input Data Hold Time 


90 


40 




ns 


7 


*EN 


Output Enable Time 




SO 


190 


ns 




I STOP 



LOGIC 

~T~ 



tr ansmi tter buffer begister I 



MULTIPLEXER 



MULTIPLEXER 



trrr 4 _Ts zz^z=z5i 

OE T FE T P£ T 



■*! RECEIVER BUFFER" 



2 L" 



^z 



RECEIVER REGISTER I 

™„ 



t* a™ RH* {IMMOZJ of alMTi « 



FIGURE S. IMS402/03 Functional Block Diagram 
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TRANSMITTER OPERATION 

The transmitter section accepts parallel data, formats it and 
transmits it in serial form (Figure 7} on the TROutput 
terminal. 



HSini^DIL 



54 DATA BITS 



11/2 OH 2 STOP SITS 



l\i 



FIGURE 7. Serial Data Formal 

Transminer timing is shown in Figure 8. © Data is loaded into 
the transmitter buffer regi ster f rom the inputs TBR1 through 
TBR8 by a logic low on the TBRLoad input. Valid data must be 
prese nt at least t DS prior to and t DH following the rising edge of 
TBRL tf words less than 8 bits are used, only the least 
significant bits are used. The character is right justifie d into 
the least significant bit, TBRL® The rising edge of TBRL 
clears TBREmpty. to 1 clock cycles later data is transferred to 
ihe transmitter register and TREmpty is cleared and 
transmission starts. TBREmpty is reset to a logic high. Output 
data is clocked by TRCiock. The clock rate is 16 times the data 
rate. © A second pulse on TBRLoad loads data into the 
transmitter buffer register. Data transfer to the transmitter 
register is delayed until transmission of the current character 
is complete. ® Data is automatically transferred to the 
transminer register and transmission of that character begins. 



-» — rt_ri — W. 

tOTOlC "" " 
I 



"U 



8 C 



FIGURE 8. Transmitter Timing (Not to Scalej 

RECEIVER OPERATION 

Data ts received in serial form at the Rl input. When no data rs 
being received, Rl input must remain high. The data is clocked 
through the RRCIock. The clock rate is 16 limes the data 
rate. Receiver timing is shown in Figure 9. 
® A low level on DRReset clears the DReady line. @ During 
the first stop bit data is transferred from the receiver register to 
the RBRegister. if the word is less than 8 bits, the unused most 
significant bits will be a logic low. The output character is right 
justified to the least significant bit RBR1. A logic high on 
OError indicates overruns. An overrun occurs when DReady 
has not been cleared before the present character was 
transf ered to the RBRegister. A logic high on PError indicates a 
parity error. © 1/2 clock cycie later DReady is set to a logic 
high and FError is evaluated. A logic high on FError indicates 
an invalid stop bit was received. The receiver will not begin 
searching for the next start bit until a stop bit is received. 





BEGINNING OF FIRST STOP BIT"x*j 


--7 I 


2 CLOCK CYCLES 


-nr 


DATA 


1 








R8fn-B.OE.FE 


: 








MR h 


J 






OR 




_/ 










FE 




r;: 










U 1/2 CLOCK 



FIGURE 8. Receiver Timing (Not to Scale) 

START BIT DETECTION 

The receiver uses a 1 6X clock for timing (see Figure 10.) The 
start bit @ could have occurred as much as one clock cycie 
before it was detected, as indicated by the shaded portion. The 
center of the start bit is defined as clock count 7V5. If the 
receiver clock is a symmetrical square wave, the center of the 
start bit will be located within ±1/2 clock cvcle, ±1/32 bit or 
±3. 125%. The receiver begins searching fp* the next start bit at 
the center of the first stop bit. 



CL0CK J1J1JUTJ1J1J1J1JIJJJ1 

.Rl ,NPUT |2| ^"J_ 



COUNT 7 1/2 
DEFINED 
CENTER OF 
STAflTaiT 



FIGURE 10. Start Bit Timing 

TYPICAL APPLICATION 

Microprocessor systems, which are inherently parallel in 
nature, often require an asynchronous serial interface. This 
function can be performed easily with the IM6402/03 UART. 
Figure 1 1 shows how the IM6403 can be interfaced to an 
IM6100 microcomputer system with the aid of an IM6101 
Programmable Interface Element (PIE). The PIE interprets 
Input/Output transfer (JOT) instructions from the processor 
and generates read end write pulses to the UART. The SENSE 
lines on the PIE are also employed to allow the processor to 
detect UART status, in particular, the processor must know 
when the Receive Buffer Register has accumulated a 
character (DR active), and when the Transmit Buffer Register 
can accept another character to be transmitted. 

In this example the characters to be received or transmitted 
will be eight bits long{CLS1 and 2: both HIGHJand transmitted 
with no parity (PI:HIGH) and two stop bits (SBS:HlGH). Since 
these control bits will not be changed during operation. 
Control Register Load (CRL) can be tied high. Remember, since 
the IM6402/03 is a CMOS device, all unused inputs should be 
committed. 

The baud rate at which the transmitter and receiver will 
operate is determined by the external crystal and DIVIDE 
CONTROL pin on the IM6403. The internal divider can be set to 
reduce the crystal frequency by either 1 6 (PIN 2:HIGH) or 2048 
(PIN 2:L0W1 times. The frequency out of the internal divider 
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IM6402/IM6403 

should be 16 times the desired baud rate. To generate 1 10 
baud, this example will use a 3.579545MHz color TV crystal 
and DIVIDE CONTROL set low. The IM6402 may use different 
receive (RRC) and transmit (TRC) clock rates, but requires an 
external clock generator. 

To assure consistent and correct operation, the IM6402/03 
must be reset after power-up. The Master Reset (MR) pin rs 
active high, and could be driven reliably from a Schmitt trigger 
inverter and R-C delay. In this example, the IM6100 is reset 
through still another inverter. The Schmitt trigger between the 
processor and R-C network is needed to assure that a slow 
rising capacitor voltage does not re-trigger RESET. A long reset 
pulse after power-up (-1 00ms) is required by the processor to 
assure that the on-board crystal oscillator has sufficient time 
to start. 

The IM6402 supports the processor s bi-directional data bus 
quite easily by tying the TBR and RBR buPBS together. A read 
command from the processor will enable the RECEIVER 
BUFFER REGISTER onto the bus by using the RECEIVER 
REGISTER DISABLE (RRD) pin. A write command from the 
processor clocks data fr om the bus into the TRANSMITTER 
BUFFER REGISTER using TBRL. Figure 1 1 shows a NANDgate 



driving TBRL from the WRITE 2 pin o n the PIE. This gate is used 

to generate a rising edge to TBR L at th e point where data is 

stable on the bus. and to hold TBRL high until the UART 

actually transfers the data to it's internal buffer, if TBRL were 

allowed to return low before TBRE went high, the intended 

output data would be overwritten, since the TBR is a 

transparent latch. 

Although not shown in this example, 'the error flags {PE, FE. 

QE) could be read by the processor using the other READ line 

from the PIE. Since an IM6403 is used. TBRE and DR are not 

affected by the STATUS FLAGS DISABLE pin. Thus, the three 

error fl ags can be tied to the data bus and gated by connecting 

SFD to READ 2 - 

If parity is not inhibited, a parity error will cause the PE pin to go 

high until the next valid character is received. 

A framing error is generated when an expected stop bit is not 

received. FE will stay high after the error until the next 

complete character's stop bit is received. 

The overrun error flag is set if a received character is 

transferred to the RECEIVER BUFFER REGISTER when the 

previous character has not been read. T heOE pin will stay high 

until the next received stop bit after a DRR is performed. 




FIGURE 11. 110 Baud Soda! Interface tor IM6100 System 
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Index 



Absolute zero, 115 

Ac line loads, controlling, 40-49 

AD571, 10-bit A/D converter, 92-97 

A/D 

converter, AD571 10-bit, 92-97 
ICL7109 12-bit, 101-109 
interface application, 97-101, 
114-120 
Addressable 

driver, 36-40 

latch-driver circuits, 10 

UART, 187-205 
Aliasing effect, 123 
Aluminized paper, 34 
American Code for Information Inter- 
change (ASCII), 165 
Analog 

/digital converters and UARTs, 
174-181 

-to-digital converters, using, 87-119 

voltage, 122 
Applications 

D/A converter, 71-73 

interrupt, 233-235 

plotter, 81-84 
Arrays, transistor, 22-36 
Assembly language, 78 

and USART, 201-205 

display program, 78-81 

program, 60 
Asynchronous-serial data transfers, 

145-148 
Averaging, 54, 128-131 

boxcar, 126 



Averaging— cont 
ensemble, 128 
window, 126 



BASIC loader program, 79 

Baud rate factor, 151 

Best straight line generator program, 

86 
Binary 

-coded decimal, 58 

notation, 165 
Bipolar D/A converters, 58 
Bit(s) 

serialization, 170 

stop, 165 

stream, serialized, 157 
Blanked, 17 
Boxcar averaging, 126 
Boxed-in plot, 82 
Breadboarded circuit, 22 
Break, 79 

Buffer register, 170 
Buffered, 18 
Buses, three-state, 12 
Bytes, memory, 21 



Cadmium sulfide photodetectors, 97 
Carriage return, 118 
Celsius, 115 
Chip 

enable, 175 

-enabling logic, 37 

-select signals, 21 
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Circuits 

open-collector, 10-15 

practical D/A converter, 61-64 
Coefficient, linear correlation, 138 
Collector, committed, 11 
Command 

input, 151 

mode, 151 

strobe, 188 
pulse, 192 
Committed collector, 11 
Communication ( s ) 

computer-computer, 164-168 

loop, 168 
Computer-computer communications, 

164-168 
Continuous 

conversion, 109 

mode, ICL7109, 109-111 

data acquisition program, 110 
Control 

program, 89 

systems, party-line, 196-201 
Controllers, simple solid-state, 41-44 
Controlling ac line loads, 40-49 
Conversion 

continuous, 109 

dual-slope, 101 

mode, ICL7109 continuous, 
109-111 
one-shot, 111-113 
free-running, 111 

on command, 109 

successive approximation, 92 
Convert pulse input, 111 
Converter(s) 

AD571 10-bit A/D, 92-97 

applications, D/A, 71-73 

circuits, practical D/A, 61-64 

digital-to-analog, 55-71 

higher resolution, 64-69 

ICL7109 12-bit A/D, 101-109 

interface(s), 88-91 

application, A/D, 97-101, 114- 
120 

interfacing, D/A, 59-61 

UARTs and analog/digital, 174-181 
digital/analog, 181-184 

using analog-to-digital, 87-119 
Co-ordinate 

generator program, 83 

plotting program, 85 
Couplers, optical, 10, 43, 163 
Current 

inrush, 14 



Current— cont 
sink, 12 

-sourcing power supply, 37 
surge, 10 



D/A converter 

applications, 71-73 

bipolar, 58 

circuits, practical, 61-64 

interfacing, 59-61 

unipolar, 58 
Data 

acquisition, 99 

averaging, 99 

mode, 151 

raw, 126 

ready flag, 179 

sampling, 122-126 

scaling program, 127 

transfers, asynchronous-serial, 
145-148 
Decoder 

driver, seven-segment, 22 

high-current decimal, 16 

open-collector, 16-22 
Decoding, memory expansion, 10 
Decimal decoder, high-current, 16 
Decrementing, 223 
Delimiter, 167 
Demultiplexer, 186 
Device, temperature sensing, 114 
Digital 

/analog converters and UARTs, 
181-184 

filtering, 131-135 

-to-analog converters, 55-71 
Direct 

memory access, 217 

mode, 107, 109 
Discharge plots, 102 
Display(s) 

area, 127 

incandescent, 22 

plot routine, 117 

plotter, 127 

program, 76, 79 

assembly-language, 78-81 

update program, 110 

x-y, 84-87 
Double 

-bar, 11 

buffering, 54, 182 
Driver(s) 

addressable, 36-40 
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Driver(s)— oont 

circuits, 10 

open-collector, 197 

peripheral, 22-36 
Dual-slope conversion, 101 



Elementary interrupts, 208-210 
Enabled, 19 
Encoder, priority, 230 
Ensemble averaging, 128 
Enter, 78 
Error flags, 161 



Fahrenheit, 115 

False inflection points, 125 

Filter, low-pass, 124 

Filtering, digital, 131-135 

Flag(s) 

data ready, 179 

error, 161 

testing, 110 
Flip-flop, 77 

Free-running conversion mode, 111 
Full-duplex circuit, 162 



Gates, open-collector, 9 

Glitches, 49 

Graphics, using D/A converters, 

74-87 
Ground-loop noise, 164 



H register, 204 

Handshake mode, 107 

Handshaking, 164 

Hard-wired, 199 

Hardware, interrupt control, 215-217 

Heatsinking, 50 

High 

-byte enable, 105, 175 
strobe, 65 

-current circuits, 10 
decimal decoder, 16 
Higher resolution converters, 64-69 
Histograms, 73 

I 

ICL7109 

continuous conversion mode, 

109-111 
one-shot conversion mode, 111-113 
12-bit A/D converter, 101-109 



Incandescent displays, 22 
Incremented, 224 
Inflection points, 124, 125 
Inhibit, 200 
Input 

command, 151 

convert pulse, 111 
Inrush current, 14 
Instruction 

jump, 212 

port, interrupt, 215 
Integrated voltage, 104 
Intercept point, 137 
Interfaced ) 

application, A/D converter, 97-101, 
114-120 

converter, 88-91 
Interfacing 

D/A converter, 59-61 

USART, 148-168 
Internal latch pulse, 109 
Interrupt(s) 

applications, 233-235 

bound, 209 

control hardware, 215-217 
software, 218-229 

elementary, 208-210 

instruction port, 215 

mode 0,211-212 

1, 212-214, 225-228 

2, 214-215, 228-229 
multiple mode 0, 223-225 
nonmaskable, 210 
priority, 229-233 
sensing, 209 

service program, 209 
TRS-80, 210-215 
Z-80, 210-215 
Inverters, open-collector, 197 



Jump instruction, 212 



Keep alive resistor, 27 
Kelvin, 115 



L register, 204 
Ladder, resistor, 56 
Lamp 

data acquisition program, 99 

-driver circuits, 10 

test program, 72 
Language, assembly, 78 
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Latch (es), 57 

chips, 182 

circuit, 38 

-driver circuits, addressable, 10 

pulse, internal, 109 
Least 

-significant bits, 65 

squares, method, 135-141 
Line 

-driver circuit, 197 

loads, controlling, ac, 40-49 

plots, x-y, 84-87 

-receiver circuit, 198 
Linear correlation coefficient, 138 
Loader program, BASIC, 79 
Loads, controlling, ac line, 40-49 
Logic, chip-enabling, 37 
Loop, communication, 168 
Low 

-byte enable, 105, 175 
strobe, 65 

-current devices, 9 

-pass filter, 124 

-voltage devices, 9 

M 

Memory 

bytes, 21 

expansion decoding, 10 

read/write, 78 

size, 78, 201 
Metal-oxide varistor, 51 
Method of least squares, 135-141 
Mode 

interrupts, 211-212, 223-225 

1 interrupts, 212-214, 225-228 

2 interrupts, 214-215, 228-229 
one-shot conversion, 111-113 

command, 151 

data, 151 

direct, 107, 109 

free-running conversion, 111 

handshake, 107 

ICL7109 continuous conversion, 
109-111 
Modem, 157 
Monitor, video, 117 
Most-significant bits, 65, 67 
Moving average, 141 
Multiple 

mode interrupts, 223-225 

UART systems, 184-186 

N 

Nand gate function, 18 



Negative voltage ramp, 60 
Noise, 99 

ground-loop, 164 
Nonmaskable interrupt, 210 



Offset, 127 

binary, 58 
On-chip latch circuits, 68 
One-shot conversion mode, ICL7109, 

111-113 
Op-amps, 58 
Open-collector 

circuits, 10-15 

decoders, 16-22 

drivers, 197 

gates, 9 

inverters, 197 
Optical coupler, 43 
Opto-isolators, 163 
Output 

ports, 57 

pulled-up, 11 

status, 109 



Parabola, 133 

Parabolic filter program, 133 

Parity, 152 

bit, 153 
Party-line control systems, 196-201 
Peek, 79 

Peripheral drivers, 22-36 
Photocell, 97 

Photodetectors, cadmium sulfide, 97 
Pinout, 16 
Plot(s) 

boxed-in, 82 

program, 77 

x-y line, 84-87 
Plotter 

applications, 81-84 

display, 127 
Point(s) 

detecting program, inflection, 125 

inflection, 124 
Poke, 78 

Port, interrupt instruction, 215 
Positive voltage ramp, 60 
Power supply, current-sourcing, 37 
Practical D/A converter circuits, 

61-64 
Print 

-head transistor drivers, 36 

peek, 79 
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Priority, 227 

encoder, 230 

interrupts, 229-233 
Program 

assembly-language display, 78-81 

BASIC loader, 79 

best straight line generator, 86 

continuous data acquisition, 110 

control, 89 

co-ordinate generator, 83 
plotting, 85 

data, scaling, 127 

display, 76, 79 
update, 110 

inflection point-detecting, 125 

interrupt service, 209 

lamp data acquisition, 99 
test, 72 

parabolic filter, 133 

plot, 77 

random data generator, 80 

scale drawing, 83 
mark generator, 83 

sine function generator, 80 

single conversion control, 112 

temperature data acquisition, 117 
display, 117 
Programming USART, 151-156 
Protection, relay, 49-51 
Pulled-up output, 11 
Pulse 

input, convert, 111 

internal latch, 109 
Push, 214 



Random data generator program, 80 
Raw data, 126 
Read, 78 

/write memory, 78 
Ready, 79, 210 
Reference voltages, 69-71 
Register, buffer, 170 
Relay (s) 

protection, 49-51 

solid-state, 44-49 
Remote control, using UART for, 

171-174 
Resistor 

keep alive, 27 

ladder, 56 

surge limiting, 27 
Resolution, 57 
Return, 215 



Sampling, data, 122-126 
Scale 

-drawing programs, 83 

marks, 84 
Scaling, 126-127 

factor, 127 
Semiconductors, temperature- 
dependent, 114 
Sensing 

device, temperature, 114 

interrupt, 209 
Serialization, bit, 170 
Serialized bit stream, 157 
Service program, interrupt, 209 
Seven-segment decoder driver, 22 
Signals, chip-select, 21 
Simple solid-state controllers, 41-44 
Sine 

function generator program, 80 

voltage function, 60 
Single-conversion method, 113 
Sink current, 12 
Slope, 125, 137 
Snubber circuit, 49 
Software, 164 

interrupt control, 218-229 
Solid-state 

controllers, simple, 41-44 

relays, 44-49 
Spectrum, visible light, 101 
Squares, method of least, 135-141 
Stack, 214 
Status output, 109 
Stop bits, 165 
Stream, serialized bit, 157 
Strobe, 170 

command, 188 
Subprogram, 208 
Subroutines, 113 
Successive-approximation conversion , 

92 
Superimposed noise, 129 
Surge 

currents, 10 

limiting resistor, 27 
Switch, triac-based, 42 
Switching, zero-voltage, 48 
System, 79 



Temperature 

data acquisition program, 117 
-dependent semiconductors, 114 
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Temperature— cont 

display program, 117 

sensing device, 114 

transducer, two-terminal, 114 
Ten-bit A/D converter, AD571, 92-97 
Testing, flag, 110 
Thermistors, 114 
Thermocouples, 114 
Three-state buses, 12 
Thyristor, 41 
Timed-out, 29 
Transducer, two-terminal temperature, 

114 
Transfers, asynchronous-serial data, 

145-148 
Transistor 

arrays, 22-36 

drivers, print-head, 36 
Triac, 41 

-based switch, 42 
TRS-80 interrupts, 210-215 
Twelve-bit A/D converter, ICL7109, 

101-109 
Two-terminal temperature transducer, 
114 



UART(s), 168-171 
addressable, 187-205 
and analog/ digital converters, 
174-181 
digital/analog converters, 
181-184 
systems, multiple, 184-186 
using addressable, 188-196 
for remote control, 171-174 
Unipolar D/A converters, 58 
Unity gain, 115 
USART 

and assembly language, 201-205 
interfacing, 148-168 



USART-cont 

programming, 151-156 
using, 157-164 

Using 

addressable UART, 188-196 
analog-to-digital converters, 87-119 
D/A converters for graphics, 74-87 
UART for remote control, 171-174 
USART, 157-164 

V 

Vector 

address table, 225 

points, 212 
Video monitor, 1 17 
Visible light spectrum, 101 
Voltage 

analog, 122 

function, sine, 60 

integrated, 104 

ramp, negative, 60 
positive, 60 

reference, 69-71 

W 

Window averaging, 126 
X 

X-Y 

displays, 84-87 
line plots, 84-87 
plotters, 74 



Y-intercept, 137 



Z-80 interrupts, 210-215 

Zero 

-crossing point, 48 
voltage switching, 48 
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READER SERVICE CAED 

To better serve you, the reader, please take a moment to fill out 
this card, or a copy of it, for us. Not only will you be kept up to date 
on the Blacksburg Series books, but as an extra bonus, we will 
randomly select five cards every month, from all of the cards sent to 
us during the previous month. The names that are drawn will win, 
absolutely free, a book from the Blacksburg Continuing Education 
Series. Therefore, make sure to indicate your choice in the space 
provided below. For a complete listing of all the books to choose 
from, refer to the inside front cover of this book. Please, one card 
per person. Give everyone a chance. 

In order to find out who has won a book in your area, call (703) 
953-1861 anytime during the night or weekend. When you do call, 
an answering machine will let you know the monthly winners. Too 
good to be true? Just give us a call. Good luck. 



If I win, please send me a copy of: 



I understand that this book will be sent to me absolutely free, if my 
card is selected. 



For our information, how about telling us a little about 
yourself. We are interested in your occupation, how and where you 
normally purchase books and the books that you would like to see 
in the Blacksburg Series. We are also interested in finding authors 
for the series, so if you have a book idea, write to The Blacksburg 
Group, Inc., P.O. Box 242, Blacksburg, VA 24060 and ask for an 
Author Packet. We are also interested in TRS-80, APPLE, OSI 
and PET BASIC programs. 

My occupation is 

I buy books through/ from 

Would you buy books through the mail? 

I'd like to see a book about 

Name 

Address 

City 

State 




MAIL TO: BOOKS, BOX 715, BLACKSBURG, VA 24060 
HH.'PLEASE PRINT!!!!! 






The Blacksburg Group 



According to Busmen Week magazine (Technology July 6, 1976) large Kale integrated circuit* 
or LSI "chip*" are creating a second industrial revolution that will quickly involve us all. The 
speed of the developments in this area is breathtaking and it became* mare and more difficult to 
keep up with the rapid advances that ore being made. It is also becoming difficult for newcomers 
to "get on board/' 

ft has been our objective, as The Blocksburg Group, to develop timely and effective educational 
materials that will permit students, engineers, scientists, technicians and others to quickly learn 
how to use new technologies and electronic techniques. We continue to do this through several 
means, textbooks, short courses, seminars and through the development of spetiol electronic de- 
vices and training aids. 

Our group members make their home in Blacksburg, found in the Appalachian Mountain* of 
southwestern Virginia. While we didn't actively start our group collaboration until the Spring 
of 1974, members of our group have been involved in digital electronics, minicomputers and 
microcomputers for some time. 

Some of our past experience* and on-going efforts include the following: 

-The design and development of what is considered to be the first populor hobbyist computer. 
The Mark-B was featured in Radio-Electronics magazine in 1974, We have also designed several 
BOBO-based computers, including the MMD-1 system. Our most recent computer is an 8085-based 
computer far educational use, ond for use in small controllers. 

—The Blacksburg Continuing Education Series™ covers lubjects ranging from basic electronics 
through microcomputers, operational amplifiers, and active filters. Test experiments and examples 
have been provided in each book. We are strong believers in the use of detailed experiment) and 
examples to reinforce basic concepts. This series originally started as our Bugbook series and many 
titles are now being translated into Chinese, Japanese, German and Italian, 

—We have pioneered the use of small, self-contained computers in hands-on courses for micro- 
computer users. Many of our designs have evolved into commercial products that are marketed 
by E&L Instruments and PACCOM, and are available from Group Technology, Ltd., Check, VA 
24072. 

-Our short courses and seminar programs have been presented throughout the world Programs 
are offered by The Blacksburg Group, and by the Virginia Polytechnic Institute Extension Divi- 
sion. Each series of courses provides hands-on experience with real computer* and electronic 
devices. Courses and seminars ore provided on a regular basis, and are also provided for groups, 
companies and schools ot o site of their choosing. We are strong believers In practical labora- 
tory exercises, so much time is spent working with electronic equipment, computers and circuits. 

Additional information may be obtained from Dr. Chris Titus, the Blacksburg Group, Inc. (703) 
951-9030 or from Dr. Lindo Leffel, Virginia Tech Continuing Education Center (703) 961-5241. 

Our group members are Mr. David G, Larsen, who is on the faculty of the Department of Chem- 
istry at Virginia Tech, and Drs. Jon Titus and Chris Titus who work full-time with The Blacksburg 
Group, alt of Blacksburg, VA. 



BOOK 2 

TRS-80 INTERFACING 

This book wil introduce you to torn© of the odvanced inteftoc Ing tech- 
niques that wW alow you to do real things with your Radio Shack TRS-SO 
computet You w* And that these techniques can be applied to com- 
puter appttcaftons in your home, research laboratory, or school 
laboratory You will team how the computer can be used to drive hlgrv 
curront and htgh-votoge loads, to generate voltage and current sig- 
nals, and to measure unknown voltages and currents Since many 
computers ore being used to control devices rhot are located some 
distance (rem the central processing unit, trie author has included a 
chapter on serial communication and remote control Remote con- 
trol circuits ore provided that alow you to control Universal Asyn- 
chronous Receiver/Transmitter (UART) chips, onalog-to-digital con- 
verters. dkjtoMo-anaiog converters, and other devices mat can be 
located trom several teettrom the computer to several thousand teet 
from It. 

Dr. Jonathan A. IHus « the president of tychon. Inc. in 
Btackstx*g, Virginia Most of his current work invorves tech- 
nical wntng and the application of microcomputers tor 
dato acquisition and control He has written and co- 
outhored o number of articles on computers tor both pro- 
fessionoi and popular applications 

Jons first miaocomputer e*penence was with the 
8006. and h« Mark-8 computer was featured as the frst 
widely ovo>tobte hobby computef H* interests now cen 
ter around the 8080 and 1 6-bit microcomputers He has co-instiucted courses 
with the American Chemical Society and now works with the Tycoon hardware 
and software programs 

Dr. Christopher A. TMus Is o microcomputer applications 
engineer with Tychon. Inc . in Btacksburg Virgrma He re 
carved his Ph D from Virginia Polytechnic Institute while 
working on microcomputer automated chemical instru- 
ments He has coouthcred a number or instrumentation 
articles and has hod papers presented at major engi- 
neertng and science conference s 

.Chns has programmed with the mtet 8008. Intel 8080. 
and MOS Technology 6502 Microcomputers He has writ, 
ten editor, assembler, doossempier and debug software, as we« as complete 
operating systems for microcomputers He is also a proficient PDP-8 program- 
mer and digital designer 

David «. (arson is an instructor n the Deportment of 

Chemistry at Virginia Polytechnic institute & State Unrver 

sity. where he teaches undergraduate and graduate 

courses In analog and digital electronics He is coauthor 

i of other books m the Biacksbmg Continuing Education 

Series'" and the monthty columns on microcomputer in 

terracing He a a co-instructor of a series of one-to-frve- 

day workshops on the digital and microcomputer revoiu 

* tlon. taught under the auspices of the Extension Division 

of the University, which attract professionals from oN parts of the world 



$11.95/21738 



ISBN: 0-672 21 739 2 



